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PREFACE. 


A  SHOET  course  of  lectures,  which  was  given  in  the  spring  of 
last  year,  forms  the  basis  of  the  present  volume.  To  the  notes 
which  had  been  prepared,  and  which  the  author  had  originally 
intended  to  print  for  the  use  of  his  pupils,  much  has  since  been 
added,  and  it  is  hoped  that,  in  its  present  shape,  the  work  may 
afford  some  assistance  to  practitioners  and  students  in  medicine 
who  employ  the  microscope  in  clinical  investigation,  or  in  phy- 
siological and  pathological  inquiries. 

In  the  present  day  this  branch  of  investigation  is  beiug 
pursued  by  aU  who  are  most  anxious  to  increase  ouj-  Imow- 
ledge  of  the  structural  alterations  taking  place  in  disease,  and 
of  adding  to  our  information  with  reference  to  some  of  those 
important  processes  which  interfere  with  the  due  performance 
of  the  healthy  functions  of  different  organs — investigations  in 
which  all  may  find  ample  employment,  and  may  thus  contribute 
to  the  advancement  of  the  true  interests  of  their  profession, 
and  aid  in  the  elucidation  of  truths  which  may  ultimately  pro- 
mote the  interests  and  welfare  of  mankind  in  a  degree  not 
less  than  they  will  add  to  the  advancement  of  science. 

Except  in  cases  referred  to  in  the  text,  the  woodcuts,  which 
have  been  carefidly  executed  by  Mr.  Davies,  have  been  copied 
from  drawings  taken  by  the  author  from  objects  actually  under 
observation. 

The  dimensions  of  all  the  drawings  which  are  magnified 
with  one  of  Powell's  qtiarter  of  an  inch  object-glasses,  can  be 
readily  ascertained  by  applying  to  them  the  scale  figured  in 
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page  36,  wliich  represents  divisions  l-lOOOth  of  an  inch  apart, 
inaguified  with  the  same  power  as  the  objects  deUneated. 

In  preparing  the  work,  the  author  lias  to  acknowledge  the 
assistance  he  has  derived  from  the  suggestions  of  many ;  and 
he  is  very  desirous  of  taking  advantage  of  this  opportunity  of 
acknowledging  how  much  he  owes  to  his  kind  friends  Dr.  Todd, 
Mr.  Bowman,  Dr.  Johnson,  and  Dr.  Acland,  not  only  for  the 
valuable  assistance  and  information  which  he  has  on  all  occa- 
sions derived  from  their  instruction  and  advice,  but  also  for 
the  warm  encouragement  they  have  constantly  afforded  him 
while  he  was  a  pupil  and  ever  since. 

To  his  friend,  Mr.  Conway  Evans,  the  thanks  of  the  author 
are  also  due  for  much  kind  assistance. 

27,  Carey  Street. 

4<th  April,  1854. 


The  author  will  feel  greatly  obliged  to  any  gentleman  who  wiU  commu- 
nicate to  him  the  results  of  any  processes  for  the  preservation  of  animal 
structures,  which  have  been  found  to  succeed  better  than  those  usually 
followed,  or  any  hints  upon  points  of  manipulation,  &c.,  connected  with 
microscopical  research. 
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EXPLANATION  OF  THE  PLATE. 


All  the  objects,  except  Jigs,  6  and  10,  are  magnified  220  diameters. 

1.  Blood-crjstals  from  the  finger  of  a  healthy  man  treated 

with  a  drop  of  water. 

2.  Another  specimen  of  human  blood-crystals. 

3.  Crystals  obtained  by  dilutiag  putrid  blood  with  a  drop  of 

water. 

4.  Crystals  found  among  some  clots  which  had  been  efiused 

into  a  large  hydated  cyst  of  the  liver.*  Two  are  seen  to 
be  situated  within  a  large  oil  globule. 

5.  Gruinea-pig's  blood,  crystallized,  after  the  addition  of  a 

drop  of  water, 

6.  Very  large  crystals  obtained  fron  Gruinea-pig's  blood, — 

magnified  40  diameters. 

7.  Crystals  obtained  from  dog's  blood  after  the  addition  of  a 

drop  of  alcohol. 

8.  Crystals  from  squirrel's  blood. 

9.  Crystals  from  cat's  blood  after  adding  alcohol. 

10.  Crystals  from  mouse's  blood  after  the  addition  of  a  dj-op  of 
ether. 


*  The  liver  from  which  these  crystals  were  taken,  was  shown  at  the 
Pathological  Society  by  Dr.  Cotton,  March  18.54. 


THE  MICROSCOPE, 

AM)  ITS  APPLICATION  TO  CLINICAL  MEDICINE. 


CHAPTER  I. 

INTEODUCTION. 

In  the  following  pages  it  is  mj  wish  to  direct  attention  to 
microscopical  examination,  more  especially  in  its  bearings  upon 
clinical  medicine,  and  the  investigation  of  healthy  and  morbid 
structures  of  the  human  body  ;  not  to  describe  minutely  the 
appearances  observed  upon  placing  a  specimen  under  the 
microscope,  but  to  consider  the  practical  methods  by  which  the 
investigation  may  be  most  successfully  carried  out,  and  the 
means  at  our  disposal  for  demonstrating  the  minute  structure  of 
those  tissues  and  deposits,  with  the  characters  of  which  it  is 
important  for  the  practitioner  to  be  acquainted. 

My  aim  will  therefore  be,  to  endeavour  to  show  haw  the 
structures  are  to  be  submitted  to  examination,  rather  than  to 
describe  what  are  the  appearances  observed. 

The  question  often  occurs,  whether  an  object  is  to.be  ex- 
amined after  having  been  immersed  in  some  fluid  medium,  or 
simply  enclosed  between  two  pieces  of  glass,  mthout  any 
previous  preparation,  and  then  placed  in  the  field  of  the  micro- 
scope. Again,  it  vrill  be  inquired  what  liquid  is  best  adapted  to 
display  the  minute  structure  of  the  substance  under  examina- 
tion, or  in  what  manner  can  we  hope  to  preserve  most  eftec- 
tually  the  characters  it  possessed  when  recent,  in  order  that  it 

B 


2 


THE  MICROSCOPE, 


may  be  compared  with  other  specimens,  at  a  subsequent  period 
of  time.  The  application  of  certain  reagents  may  be  necessary, 
either  to  dissolve  matter  which  is  accidentally  present,  or, 
perhaps,  to  render  one  element  of  the  tissue  more  transparent, 
in  order  that  the  structure  of  another  constituent  may  be 
better  observed. 

To  the  practitioner,  a  familiar  acquaintance  with  the  micro- 
scopical characters  of  the  elementary  tissues,  and  a  knowledge 
of  the  way  in  which  their  structure  is  to  be  demonstrated,  are 
essentially  necessary.  "Without  this,  how  can  he  expect  to  be 
able  to  investigate  successfully  the  changes  which  take  place 
in  certain  textures  in  disease  ;  or  to  make  out  the  compUcated 
structure  of  morbid  growths  ? — In  the  examination  of  virine,  he 
may  faU  to  discover  the  presence  of  most  important  deposits,  in 
consequence  of  not  being  acquainted  with  some  very  simple 
mechanical  contrivance  adapted  for  collecting  them  ;  and,  in 
many  iastances,  he  may  lose  the  advantage  of  making  a  correct 
diagnosis  in  an  obscure  case  of  disease,  in  consequence  of  not 
being  able  to  resort  to  microscopical  examination. 

1.  The  value  of  the  Microscope  as  a  means  of  Diagnosis. — 

It  may  be  well  here  briefly  to  refer  to  a  few  of  those  instances 
in  which  the  microscope  is  known  to  have  afforded  valuable  aid 
to  the  practitioner  in  the  diagnosis  of  disease. 

Diseases  of  the  Kidney. — There  is  no  class  of  diseases  in  which 
its  powers  have  been  more  advantageously  brought  to  bear  by 
the  practical  physician,  than  in  those  of  the  kidney.  By  a 
microscopical  examination  of  the  lu-ine,  we  ai-e  frequently 
enabled  to  ascertain  the  nature  of  certain  morbid  changes 
which  are  going  on  in  the  kidney,  and  even  to  distinguish, 
during  life,  the  existence  of  certain  well-defined  pathological 
conditions  of  that  organ.  The  laborious  researches  of  Dr. 
Johnson  have  shown  us  how,  by  the  peculiar  character  of  the 
casts  (fig.  1)  of  the  uriniferous  tubes,  which  are  found  in  the 
urine,  we  can  ascertain  whether  the  epitheliiun  be  desquamat- 
ino-  or,  on  the  other  hand,  whether  it  presents  no  such  ten- 
dency, but  remains  firmly  attached  to  the  basement  membrane 
of  the  tube.  If  the  epithelium  be  undergoing  that  peculiar 
change  termed  fatty  degeneration,  we  shall  often  be  able  to 
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ascertain  the  fact,  by  examining  a  specimen  of  the  deposit 
from  the  urine  by  tlie  microscope.  So  again,  by  the  presence 
of  certain  other  deposits,  and  a  knowledge  of  the  symptoms 


Fig.  1 


usually  associated  with 
them,  the  physician  is 
enabled  to  direct  his 
attention,  as  the  case 
may  be,  to  the  exist- 
ence of  local  changes, 
affecting  some  part  of 
the  genito-urinary  mu- 
cous membrane,  or  to 
more  general  disturb- 
ance, in  the  changes 
which  .take  place  in 
primary  and  secondary  assimilation. 

Fatty  Degeneration. — Of  late  years,  the  remarkable  changes 
which  take  place,  and  which  have  been  described  imder  the 
name  of  fatty  degeneration,  in  some  of  the  highly  complex 
textures  of  the  body,  in  consequence  of  which  their  properties 
become  changed,  and  their  functions  impaired,  or  altogether 
destroyed,  have  beenundergoing  care- 
ful investigation  by  avast  number  of 
highly  talented  investigators. 

The  recent  discovery  of  a  state  of 
fatty  degeneration  affecting  the 
arteries  of  the  brain  (fig.  2),  in  the 
majority  of  cases  of  apoplexy,  by 
which  the  strength  of  their  coats 
becomes  deteriorated,  and  their  elas- 
ticity entirely  destroyed,  would  tend 
to  lead  us  to  infer,  that  this  disease 
is  dependent  rather  upon  compli- 
cated changes  affecting  mitrition^ 
than  upon  the  presence  of  a  condi- 
tion of  pletliora  or  hypersemia,  as  was 
formerly  supposed,  and  acted  upon. 

The  connexion  between  fatty  degeneration  of  the  margin  of 

B  2 


Fig.  2. 
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tlie  cornea  (arcus  senilis),  and  similar  changes  taking  place  in 

the  muscular  tissue  (fig.  3),  of  the 
■^^S-  3.  heart    (a  subject  which   has  been 

carefully  investigated  by  Mr.  Canton), 
or  in  the  cerebral  vessels,  must  be 
regarded  with  great  iaterest  by  every 
practitioner. 

The  microscopical  examination  of 
the  matters  vomited  in  certain  cases, 
has  proved  to  us  that  the  presence  of 
minute  fungi,  originally  discovered  by 
Professor  Groodsir,  and  named  by  him 
Sarcinaj  Ventriculi  (fig.  4),  occurs  in 
connexion  with  certam  morbid  conditions  of  the  stomach. 
These  remarkable  cases  are  much   more  frequently  met  with 

than  was  formerly  supposed,  and  form 
^^S-*-  an  exceedmgly  interesting   class  of 

o      ,,v.-  diseases. 


^e^f®'&-  Tumours  and  Morbid  Groioths.--Th.e 

0  -  °^  ®  O  ff-        microscope  has  many  times  afi'orded 
important    aid    in   the  diagnosis  of 
•  ^^0°''  tumours,    although  it  has  certainly 

faHed  in  many  instances  ;  which  circumstance  has  been 
brought  forward  by  some,  as  an  argument  against  its  em- 
ployment altogether.  After  careful  microscopical  examina- 
tion, the  best  observers  have  failed  in  deciding  as  to  the  nature 
of  a  particular  tumour  submitted  to  examination ;  and  they 
have  been  unable  to  pronounce  as  to  its  mahgnant  or  non- 
malignant  character. 

On  the  other  hand,  not  unfrequently  this  question  has 
been  positively  and  correctly  answered  in  the  afl5rmative  or 
negative,  and  therefore  it  would  surely  not  be  right  alto- 
gether to  discard  the  use  of  an  instrument  which,  although 
eminently  useful  in  many  instances,  is  not  infallible ;  for  it 
would  appear  to  be  the  opinion  of  some,  that  the  use  of 
the  microscope  ought  to  be  altogether  abandoned  in  the 
diagnosis  of  tumours.  We  shall  have  to  return  to  this  im- 
portant question  at  a  future  time. 
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For  the  discovery  of  Imposition,  the  microscope  is  invaluable, 
as  it    almost   necessarily  follows  ^.^  ^ 

that,  in  consequence  of  the  fre- 
quency with  which  urine  is  sub- 
jected   to    minute  investigation, 
patients  often   resort   to  various 
expedients   to   deceive   the  prac- 
titioner.   Perhaps  flour,  starch  (fig. 
5),  sand,  and  milk,  are  more  fre- 
quently employed  for    this  pur- 
pose than  any   other  substances. 
The  microscope  vrill  obviously  enable  any  one  to  detect  the 
first  three.   If  milk  be  added  to 
urine,  the  mixture  may  very  readily  ^' 
be  mistaken  for  a  specimen  of  the        ^  ^^^^o"q 
so-called  chylous  urine.    Although         ■^J (?  ^P/Vj^  o'Q* 
a  considerable  quantity  of   fatty  ?'^'^'^-A,^V'9^°°% 
matter  is  present,  in  either  case  \^S'Q  '"'<>'o^? 

this  fatty  matter  exists  in  a  very 
diflferent  state.    In  milk,  we  find  *'  ^j?,  q" z^il  o 

the  oil-globules  (fig.  6)  so  charac- 
teristic of  this  fluid,  while,  in  true  chylous  urine  not  a  single 
oil  globule  can  be  found,  although  the  specimen  may  contain  a 
large  quantity  of  fatty  matter  in  a 
molecular  state  (fig.  7). 

LarvcB  of  the  Blow-fly  in  Urine. —  ?  .  ^ 

A  specimen  of  urine  containing  '  '  / 

several  bodies  of  about  half  an  inch        -  .  ?;:|t. 

in  length,  and  of  a  rounded  form,       .  "<  f     -  s 
was  once  sent  to  Dr.  Todd  for  M-0ii!/^§$i^00. 
examination.    The  bodies  in  ques-       W'^$^^^S0'  ^ 
tion  looked  not  imlike  the  larvje  of 
some  large  fly,  but,  as  it  was  con-     <-  ""^ 
fidently  afiirmed  that  they  were  passed  by  the  urethra  of  a 
gentleman,  the  accuracy  of  this  view  of  their  nature  was 
doubtful. 

Upon  placing  a  portion  of  one  of  them  under  the  microscope, 
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traclieEe  (fig.  8)— (the  air-vessels  characteristic  of  the  class  of 

insects)  were  observed  in  con- 
siderable numbers ;  and  this 
circumstance  alone  enabled  me 
to  say  positively  that  they 
were  not  entozoa,  and  that 
they  could  not  have  been 
passed  in  the  manner  stated. 
They  were  afterwards  proved 
to  be  the  larvae  of  a  fly. 

The  claws  of  echinococci  and 
portions  of  hydatid  cysts  have 
on  several  occasions  been  discovered  in  the  urine,  sputa,  &c., 
upon  submitting  portions  of  these  fluids  to  microscopical 
examination,  proving  beyond  a  doubt  the  existence  of  hy- 
datids. 

Substances  passed  by  the  Bowels. — If  the  practitioner  have  a  good 
knowledge  of  the  use  of  the  microscope,  he  can  often  ascertain 
the  nature  of  substances  passed  from  the  alimentary  canal ;  and, 
by  the  aid  of  this  instrument,  he  can  often  at  once  decide  as  to 
the  natiu^e  and  origin  of  substances,  which,  to  the  unaided  eye, 
only  present  most  doubtful  characters.  Considerable  perplexity 
has  arisen  from  the. presence  of  bodies  in  the  stools  of  patients, 
which  afterwards  proved  to  be  portions  of  almonds,  goose- 
berry skins,  portions  of  potato,  the  testa  of  the  tamarind, 
husks  of  wheat,  &c.  :  not  many  years  ago  the  uredo  of 
wheat  was  mistaken  for,  and  described  as,  a  peculiar  fimgus, 
to  which  it  was  supposed  the  phenomena  observed  in  cases 
of  cholera  were  due. 

Portions  of  vessels  which,  unlike  the  other  constituents  of 
the  food,  have  resisted  the  process  of  digestion,  have  been  met 
wdth  in  the  faces,  and  mistaken  for  small  iutestinal  worms, 
which  they  much  resemble  when  examined  by  the  unaided  eye. 
Upon  being  subjected  to  microscopical  examination  their  true 
nature  was  readily  discovered. 

In  Medico-legal  Inquiries  the  microscope  has  often  afforded 
valuable  aid.  The  distinction  between  blood  spots  and  red 
stains  produced  by  fluids  resembling  blood  in  coloiu-,— between 
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human  hair  and  that  of  animals,— and  the  detection  of  sperma- 
tozoa in  cases  of  rape,  need  pnly  be  adduced  as  examples  of 
the  importance  of  the  microscope  in  such  investigations. 

For  detecting  Impunties  in  Food  and  Drugs  the  microscope  has 
afforded  important  aid,  and  there  are  several  other  purposes  to 
which  it  may  be  applied,  some  of  which  will  come  under  con- 
sideration in  a  subsequent  chapter. 

2.  Iniportauce  of  a  knowledge  of  the  methods  of  Preserving 

microscopical  Specimens. — The  preservation  of  Certain  substances 
of  rare  occurrence  is  often  a  matter  of  great  moment  to  the 
scientific  practitioner,  either  for  the  purpose  of  comparison 
mth  other  specimens,  or  for  obtaining  the  opinion  of  different 
observers  as  to  their  nature.  This  desirable  object,  it  need 
scarcely  be  said,  cannot  be  effected  Avithout  a  certain  amount  of 
mechanical  manipulation,  and  an  acquaintance  with  the  pro- 
perties of  preservative  fluids. 

3.  Arrangement  of  the  subject.     The    different  mechanical 

operations,  the  different  methods  of  examining  various  tissues, 
their  behaviour  under  the  influence  of  chemical  reagents,  and 
other  practical  points  bearing  upon  microscopical  examination, 
will  be  especially  dwelt  upon  in  the  foUovsdng  pages. 

A  minute  description  of  the  instrument,  and  the  various 
accessory  apparatus,  with  directions  for  their  employment  in 
this  branch  of  investigation,  naturally  forms  the  introduction 
to  a  work  on  the  use  of  the  microscope  ;  but,  as  this  book  is  to 
be  looked  upon  as  strictly  practical,  this  part  of  the  subject  will 
be  dismissed  as  soon  as  possible,  and  I  shall  only  attempt  to 
bring  under  notice  those  instruments  and  pieces  of  apparatus 
that  are  most  essential  to  the  purposes  of  investigation.  So 
many  beautiful  contrivances  have  lately  been  devised  by  various 
observers,  that  to  enter  into  a  short  description  of  each  would 
occui)y  all  the  pages  which  I  have  proposed  to  devote  to  the 
whole  subject.  Por  an  excellent  description  of  the  different 
microscopes,  and  of  several  beautiful  and  eminently  useful 
pieces  of  apparatus,  I  cannot  do  better  than  refer  the  reader  to 
the  treatise  of  Professor  Quekett.  After  this  stibject  has  been 
briefly  noticed,  I  shall  direct  attention  to  the  method  of  making 
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cells  to  contain  microscopical  preparations  ;  and  then  the  various 
processes  by  which  thin  sections  of  different  tissues  can  be 
obtained,  and  the  mode  of  injecting  will  be  considered. 
Afterwards  the  mode  of  demonstrating  the  structure  of  those 
tumours  and  morbid  growths,  which  the  physician  is  most 
frequently  called  upon  to  submit  to  examination,  will  be  dis- 
cussed. Next,  the  method  of  collecting  the  deposits  which 
subside  from  different  fluids,  such  as  serum,  urine,  &c.,  will  be 
brought  under  notice ;  and,  in  the  last  chapter,  will  be  consi- 
dered the  great  importance  of  a  knowledge  of  chemistry  to  the 
microscopical  observer,  and  the  most  convenient  manner  of 
applying  chemical  tests  to  minute  quantities  of  matter,  together 
with  the  principles  upon  which  the  microscopical  and  chemical 
examination  of  different  siibstances  are  conducted. 
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CHAPTER  II. 

THE  MICROSCOPE. 

I  SHALL  not  enter  into  a  description  of  the  different  microscopes 
made  by  various  makers,  but  shall  content  Fig.  9. 

myself  with  directing  attention  to  the  most 
important  points  to  be  looked  for  in  a 
good  practical  instrument.  In  discussing 
this  question,  the  price  of  the  microscope 
forms  a  most  important  part  of  the  con- 
sideration. 

Microscopes  may  be  divided  into  two 
classes :  the  instruments  usually  termed 
students'  microscopes,  below  the  value  of 
ten  pounds,  including  object-glasses,  &c.  ; 
and  the  more  elaborate  instruments,  which 
cost  more  than  this  sum,  and,  when  com- 
plete, even  attain  the  price  of  fifty  or  sixty 
pounds. 

The  microscope  in  use  in  the  present  day 
for  delicate  observation  is  the  "  compound" 
microscope  (fig.  9),  so  called  because  the 
magnified  image  produced  by  the  object- 
glass,  c,  and  brought  to  a  focus  at  a,  is 
again  magnified  by  a  second  glass,  b, 
before  it  enters  the  eye;  while,  in  the  simple  microscope, 
(fig-  10),  the  object  is  only  magnified  by  one  lens.  Figs.  9 
and  10  illustrate  the  construction  of  the  "compound"  and 
"  simple  "  microscope. 
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4.  Siuticiiis*  Microscopes. — These  microscopes  are  made  by 
most  of  tlie  London  makers,  and  vary  in  price  from  five  to  ten 

pounds.     Of  these,  the 
^'S- 10-  instruments  of  Ladd  and 

PiUischer,  I  think,  desen^e 
special  recommendation. 
The  cheapest  instrument, 
however,  that  I  have  seen, 
and  one  which  is  very  effi- 
cient and  weU  adapted  for 
students,  has  been  made 
by  Mr.  Salmon  (fig.  11). 
This  microscope  has  two 
powers,  a  small  bull's-eye 
condenser  and  diaphragm. 
Packed  in  an  upright  case 
it  costs  five  guineas,  or, 
fitted  with  a  coarse  as  well 
as  with  a  fine  adjustment 
screw,  six  guineas. 

Mr.  Highley  has  also  brought  out  an  excellent  instrument, 
provided  with  two  powers,  for  the  price  of  6/.  IDs.  This 
microscope  is  mounted  upon  a  double  pillar  with  tripod  stand 
(fig.  12).  The  foreign  microscopes  of  Nachet,  Oberhauser,  and 
others,  are  many  of  them  very  useful  instruments  for  general 
use,  and  are  very  portable.  These  may  be  purchased  at  from 
five  to  seven  or  eight  pounds. 

5.  i^argc  Microscopes. — The  larger  microscopes  are  much 
more  elaborate  and  beautiful  instruments,  but  I  do  not  think 
that  the  practical  advantages  afforded  to  the  student  are  suf- 
ficient to  make  up  for  the  great  increase  of  price.  For  those 
observers  who  wish  for  an  instrument  as  perfect  in  all  points  as 
can  be  obtained  in  the  present  day,  those  made  by  PoweU  and 
Lealand,  Eoss,  and  Smith  and  Beck,  may  be  especially  recom- 
mended. Por  an  accurate  description  of  these  beautiful 
instruments  I  must  refer  to  Mr.  Quekett's  Treatise  on  the 
Microscope. 
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6.  Microscopc-inakcrs.  —  The  microscope-makers  whose  ad- 
cli-esses  I  have  been  able  to  find,  are  arranged  alphabetically  as 
follows : — 

English  Makers. 
Bryson      ....    Princes  Street,  Edinbiu-gh. 
Dancer      ....    43,  Cross  Street,  Manchester. 

Ladd  29,  Penton  Place,  Walworth. 

Pillischer  ....    88,  New  Bond  Street. 
Powell  and  Lealand   .    Seymour  Place,  New  Eoad. 
Pritchard  ....    Pleet  Street. 

Eoss  Eeatherstone  Buildings,  Holborn. 

Salmon      ....    100,  Penchurch  Street. 
Smith  and  Beck   .     .    Coleman  Street,  City. 

Foreign  Makers. 

Amici  Modena. 

Brunner    ....  Paris. 

Chevalier  ....  Paris. 

Prauenhofer,  Merz     .  Munich. 

Nachet      ....    16,  Eue  Serpent,  Paris. 

Oberhauser     .     .     .  Paris. 

Pistor  Berlin. 

Ploesl  Vienna. 

Schiek  Berlin. 

Usscntial    points    in    the    Constructiou    of    a.    mTicroscopc. — 


It  will  be  convenient  to  refer,  in  the  first  place,  to  the  me- 
chanical, ancl  secondly,  to  the  optical,  portion  of  the  instrument. 
Under  the  former  head,  the  stand,  the  stage,  and  the  apparatus 
for  adjusting  or  altering  the  focus  will  be  considered ;  and  in 
the  latter  division  the  mirror,  eye-pieces,  and  object-glasses 
will  be  brought  under  notice. 
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MECHANICAL  PORTION  OF  THE  INSTRUMENT, 

7.  Stand. — The  instrumeut  should  stand  firmly,  whether  the 
body  be  inclined  or  arranged  in  a  vertical  position ;  and  not  the 
slightest  lateral  movement  should  be  communicated  to  the  body 
of  the  microscope  when  the  focus  is  altered  by  turning  the 
adjustment  screws.  The  base  or  foot  should  be  sufiieiently 
heavy  to  give  steadiness,  and  should  either  be  made  of  a  tripod 
form,  or  placed  upon  three  small  feet  (a  simple  means  of 
insuring  steadiness  not  attended  to  in  many  of  the  foreign 
instruments) . 

8.  Arrangement    for    iucliuing    the    insft-nmeut. — The  body 

ought  to  be  provided  with  an  arrangement  by  which  it  may  be 
inclined  or  placed  ia  a  horizontal  position  (figs.  11  and  12), 
which  is  required  when  drawings  are  made  with  the  camera, 
or  when  objects  are  measured  by  the  aid  of  this  iustrument. 
Another  advantage  which  is  gained  by  the  microscope  being 
provided  with  this  moveable  joint  is,  that  the  muscles  of  the 
neck  do  not  become  so  tired  when  the  body  is  inclined,  as  when 
the  head  has  to  be  bent  over  an  instrmnent  standing  upright  for 
several  hours  at  a  time.  The  larger  the  microscope  may  be,  the 
more  necessary  does  this  joint  become  for  the  comfort  of  the 
observer ;  and  as  it  ia  no  way  impairs  the  steadiness  6f  the 
instrument,  and  only  adds  fi  few  shillings  to  the  expense,  I 
recommend  every  one,  in  the  choice  of  a  microscope,  to  select 
an  instrument  which  may  be  used  in  a  vertical,  inclined,  or 
horizontal  position.  Many  of  the  foreign  instruments  are 
deficient  in  this  respect. 

9.  stage.— The  stage  (fig.  13)  should  be  sufficiently  large 
to  admit  either  edge  of  a  glass-slide,  two  inches  in  diameter, 
to  be  brought  under  the  object-glass.  The  stage  of  the  nai- 
croscopes  of  Nachet,  Oberhauser,  and  others,  are  too  small,  and 
raconvenience  is  often  felt  in  consequence  of  it  being  im- 
possible to  subject  every  part  of  a  surface  Httle  more  than  an 
inch  in  diameter  to  examination,  without  remo^^ng  the  slide, 
and  turning  its  opposite  edge  towards  the  pillar  of  the 
instrument.  The  distance  from  the  centre  of  tlie  object-glass  to 
the  upright  pillar  (a  to  h,  fig.  13),  should  therefore  not  be  less 
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than  two  inches.  In  this  respect  the  microscopes  of  most  of  the 
English  makers  cannot  be  found  fault  with.  If  a  moveable  stage 
be  adapted  to  the  instru- 
ment, the  movement  in 
every  dii-ection  should  be 
perfectly  smooth ;  and  ■  if 
this  object  be  gained,  the 
particular  kind  of  motive 
power, — lever,  rack,  and 
pinion,  endless  screw,  &c., — 
which  is  applied,  is  not  a 
matter  of  so  much  im- 
portance. In  those  in- 
struments which  can  be 
incHned  at  an  angle,  the 
ledge  at  the  lower  part  of 

>  the  stage  upon  which  the 

I  slide  rests,  should  reach  from 

c  side  to  side  (fig.  13),  instead  of  being  intei-rupted  in  the  centre, 

_  as  may  be  observed  in  some  of  our  instruments,  in  which  case 
much  inconvenience  is  found  to  result  from  the  glass  slide,  with 
the  preparation,  occasionally  sHpping  down.    It  is  very  con- 
venient to  have  a  piece  of  plate- 
glass,  with  a  ledge,  which  may  

be  laid  upon  the  brass  stage, 
particularly  when  objects  are  to 
be  subjected  to  the  action  of 
chemical  reagents  which  would 

injure  the  brass- work  if  brought   

in  contact  with  it  (fig.  14). 

10.  Arrangement  for  altering  the  Focus. — The  arrangement 

by  which  the  focus  is  altered  must  be  of  the  best  workmanship, 
as  it  is  very  important  that  this  should  be  efiected  without  the 
slightest  lateral  or  irregular  motion  being  communicated  to 
the  portion  of  the  instrument  which  bears  the  glasses.  In 
microscopes  of  inferior  workmanship  this  will  often  be  found 
to  occur,  in  consequence  of  the  thread  of  the  screws  being  too 
coarse  and  roughly  made.     The  alteration  of  the  focus  is 
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usually  effected  in  a  more  satisfactory  manner,  when  that  part 
of  the  tube  which  bears  the  object-glass  of  the  instrument  is 
raised  or  lowered  (fig.  12),  than  when  the  stage  of  the  microscope, 
and  with  it  the  object,  is  moved  up  or  down  by  means  of  a 
screw,  an  arrangement  met  with  in  some  continental  micro- 
scopes. Usually,  two  adjustments  are  provided,  one  coarse, 
for  low  powers ;  and  the  other  fine,  for  higher  powers.  The 
cheaper  glasses  are  only  supplied  with  one  movement,  in  con- 
sequence of  which  a  certain  amount  of  dilficulty  is  experienced 
in  focussing  with  the  higher  powers,  as  the  thread  of  the  screw 
is  often  made  too  coarse.  The  chain  movement  of  Mr.  Ladd 
supersedes  the  necessity  of  a  fine  adjustment.  In  the  instru- 
ment made  by  Mr.  Salmon,  the  tube  is  provided  with  a  fine 
adjustment ;  but  when  low  powers  are  used  the  focus  is  altered 
by  sliding  the  tube  up  and  down  with  the  hand,  as  in  Nachet's 
and  Oberhauser's  microscopes. 


OPTICAL  POETION  OF  THE  INSTRUMENT, 

11.  Tiic  Object-glass.— I  shall  not  attempt  to  discuss  the 
causes  of  the  imperfection  of  object-glasses,  or  the  means  by 
which  such  imperfection  is  prevented  in  the  best  glasses, 
further  than  may  be  necessary  to  explain  one  or  two  terms 
in  frequent  use  amongst  observers. 

The  defining  power  of  a  microscope  used  by  the  practitioner 
should  be  good ;  for  many  observations  which  he  is  called  upon  to 
make,  can  only  be  effected  with  a  good  glass.    If  the  defining 
power  is  not  good,  the  observer  is  liable  to  overlook  many  im- 
portant alterations  of  structure,  such,  for  instance,  as  fatty 
degeneration  of  certaia  tissues,  in  which 
very  minute  oil-globules  are  deposited  in 
".;.,?o  Q.         the  texture  (fig.  15) .   In  an  inferior  instru- 
°  ment  it  would  often  happen  that  the  precise 

•  0/o°..V  ^     atate  of  the  tissue  could  not  be  ascertained 
"■"'  "(^  ®      with   certainty,   in  consequence   of  the 
^  defined  circular  outline  of  each  minute 

individual  oil-globvde  not  being  rendered  sharp  and  clear. 
12.  sphcricni  Abc-ratiou.— By  "  Spherical  aberration"  is  un- 
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derstood  that  every  part  of  an  image  is  not  equally  distinct,  or  in 
focus  at  the  same  time  ;  Pig:.  1 6. 


and  this  arises  from  the 
dift'erent  points  of  focus 
to  which  the  rays  of  light 
passing  through  the  peri- 
pheral portion,  and  those 
which  pass  through  the 
more  central  part,  of  an 
uncorrected  lens,  are  col- 
lected.    The  peripheral 


A 
B 

— :  1 

A   V 

rays  A,  being  refracted  in  a  greater  degree  tlian  those  which 
pass  througli  towards  the  centre  B,  are  brought  to  a  focus 
much  nearer  the  lens  than  the  latter.  Hence  only  the  central 
•  or  peripheral  part  of  the  field  of  an  uncorrected  lens  can  be  in 
focus  at  one  time  (fig.  16). 

13.  Chromatic  Aberration. — "  Chromatic  aberration"  depends 
upon  the  unequal  refrangibility  of  the  different  colours  of  the 
spectrum,  the  violet  and  blue  rays  A  being  brought  to  a  focus 
much  nearer  to  the  lens  than  the  red  rays  T  ;  and  hence  if  we 
examine  objects  with  an  uncorrected  lens  we  find  them  fringed 
with  colour,  which  varies  as  we  alter  the  focus  (fig.  17). 

Fig.  17. 


14.  Angle  of  Apertiu-e. — The  excellency  of  definition  of  the 
modern  object-glasses  depends  in  great  measure  upon  the 
increased  "  angle  of  aperture,"  a  term  which  has  been  much 
used  of  late  by  microscopists.  The  angle  of  aperture  is  that 
angle  which  the  most  extreme  rays  that  are  capable  of  being 
transmitted  through  the  object-glass,  make  with  the  point  of 
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focus.  Thus  in  figs.  18  and  19,  B,  A,  B,  is  the  angle  of  aperture. 


Fig.  18.      Fig.  19. 


Upon  comparing  the  two  figures, 
both  of  which  represent  glasses  of 
similar  magnifying  power,  the  angle 
of  aperture  is  seen  to  he  much 
greater  in  fig.  19  than  in  fig.  18, 
which  represents  an  uncorrected 
lens.    Consequently,  a  much  larger 
quantity  of  light  is  transmitted  by 
the  former  than  by  the  latter,  when 
any  given  point  of  an  object  is  sub- 
jected to  examination.    In  order  to 
see  an  object  at  all  distinctly  with 
an  uncorrected  lens,  it  is  necessary 
to  diminish  the  aperture  so  much, 
as  to  interfere  with  the  transmis- 
sion of  the  amount  of  light  required. 
Upon   subjecting  a  delicate  object  to  examination  with 
inferior  glasses,  it  may  appear  confused  and  indistinct,  some 
points  being  in  focus,  and  others  out  of  focus,  or  it  may  be  sur- 
rounded by  a  coloured  ring,  or  the  lines  may  be  sUghtly  fringed 
with  colour, — appearances  which  result  from  the  glasses  not 
being  corrected,  or  only  partially  corrected  for  "  spherical  and 
chromatic  aberration,"  or  from  the  "  angle  of  aperture  "  being 
too  small  to  admit  sufficient  light.    As  the  corrections  neces- 
sary to  overcome  these  imperfections  involve  a  great  amount  of 
Fig.  20.         labour  and  very  skilful  workmanship,  the 
price  of  a  good  achromatic  EngHsh  glass  of 
high  power  becomes  considerable  (fig.  20) . 
Many  of  the  foreign  object-glasses,  how- 
ever, possess  good  defining  power ;  but  it 
must  be  borne  in  mind,  .tliat  others  are 
equally  bad,  although  the  price  may  be  the 
same  in  either  case.    Foreign  glasses  are 
now  adapted  to  many  English  microscopes ; 
and  before  purchasing  one  of  these  instruments  it  is  well  to 
subject  some  well-known  object  to  examination.    The  glasses 
of  the  best  English  makers  are  almost  perfect  in  this  respect. 
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15.  Orcr-corrccted. — The  best  object-glasses  are  what  is 
termed  "  over-corrected,"  by  which  is  meant  that  the  dispersive 
power  of  the  different  lenses  composing  the  object-glass  is  so 
arranged  that  the  blue  rays  shall  be  brought  to  a  focus  more 
distant  than  the  red  rays,  which  it  will  be  remembered  is  the 
reverse  of  what  occurs  in  an  ordinary  lens  (fig.  17). 

The  object  of  this  over-correction  is  to  reduce  the  coloured 
rays  to  a  state  favourable  for  being  transmitted  colourless  to 
the  eye  of  the  observer,  by  the  influence  of  the  eye-piece,  pre- 
sently to  be  described. 

16.  Object-glasses  necessary. — The  large  microscopes  are 
generally  fiu-nished  with  several  object-glasses,  the  lowest  power 
beiag  a  two  or  three  inch,  and  the  highest  an  eighth  or  twelfth. 
The  student  will  only  require  two  or  three  powers — the  most 
useful  being  an  inch,  or  a  two  inch,  and  a  quarter.  With  these 
he  wiU  be  able  to  demonstrate  almost  everything  he  is  required 
to  observe. 

17.  Method    of  Ascertaining    the    ITIagnifying  Power.  The 

magnifying  power  of  a  glass  cannot,  however,  be  ascertained 
by  measiuing  the  focal  distance  :  it  becomes,  therefore,  im- 
portant that  the  observer  should  be  able  to  ascertain  the  mag- 
nifying power  of  the  different  combinations  with  which  his 
iustrument  is  provided.  The  microscope  being  arranged  as  for 
observation,  a  stage  micrometer,  divided,  say  into  hundredths, 
is  placed  in  the  field.  Two  or  three  inches  divided  into  tenths 
are  then  acctu-ately  measured  out  upon  a  piece  of  white  paper 
or  card-board,  the  lines  being  made  distinct  by  drawing  them 
with  ink.  This  measure  is  next  placed  on  a  plane,  parallel  with 
the  stage  of  the  microscope.  Upon  examining  the  lines  of  the 
magnified  micrometer  with  one  eye,  and  looking  at  the  measure 
with  the  other,  we  can  read  off  accurately  the  length  of  the 
interval  which  the  magnified  image  covers.  Suppose,  for  in- 
stance, that  the  magnified  1-lOOth  of  au  inch  covers  a  space 
of  two  inches,  the  magnifying  power  of  the  glass  will  be  two 
hundred,  or  two  hundred  linear,  or  two  hundred  diameters  ;  for 
the  magnified  image  of  1-lOOth  of  an  inch  is  found  to  cover  a 
space  of  two  inches.  The  camera  may  also  be  employed  for 
ascertaining  the  magnifying  power  of  a  glass,  the  same  pre- 
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cautions  being  observed  as  recommended  in  section  37.  If, 
however,  the  magnifying  power  be  expressed  in  its  superiicial 
extent,  it  wiU  be  as  200  x  200  =  40,000  times.  This  mode  of 
expression,  however,  is  only  used  in  the  most  popular  treatises. 

18.  Eyc-picccs.— The  eye-piece  consists  of  the  eye-glass 
and  the  field-glass  (fig.  21),  the  former  being  the  farthest  from, 
and  the  latter  the  nearest  to,  the  object-glass. 

Eye-pieces  are  of  two  kinds,  the  negative  (fig.  21),  or  Iluy- 
gheniau,  which  was  the  invention  of  Huyghens,  and  used  by 
him  for  telescopes,  and  the  positive  eye-piece,  invented  by 
Eamsden  (fig.  22). 

Fig.  21.  Fig.  22.  


The  former  is  the  eye-piece  which  is  now  employed  in  achro- 
matic microscopes  for  ordinary  purposes ;  but  the  niicrometer 
is  often  adapted  to  the  positive  eye-piece,  in  consequence  of  the 
divisions  being  seen  more  distinctly  than  with  the  negative. 
The  magnifying  power  of  the  eye-piece  may  of  course  be  in- 
creased to  almost  any  extent,  but  any  imperfection  which  may 
exist  in  the  definition  of  the  object-glass,  becomes  increased  in 
the  same  degree  as  the  image  so  produced  is  magnified,  hence 
no  advantage  is  derived  from  having  eye-pieces  of  high  mag- 
nifying power.  It  is  usual  to  supply  two  or  three  eye-pieces 
with  the  best  instruments,  but  the  student  will  find  that  one 
good  eye-piece  of  not  very  high  magnifying  power  will  be  all 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE.  23 


that  he  requires,  and  will  enable  him  to  demonstrate  almost 
every  structure  with  which  he  should  become  acquainted. 

19.  Defining  Power. — In  order  to  test  the  defining  power 
of  a  microscope,  we  have  merely  to  subject  some  object,  the 
structure  of  which  is  exceedingly  minute  and  delicate,  to  ob- 
servation. The  objects  generally  employed  for  this.piu-pose  have 
been  termed  "  test  objects  ;"  and  the  structure  of  the  most  deli- 
cate of  these  can  only  be  clearly  made  out  when  the  glasses  are 
good,  and  the  illumination  of  the  object  is  properly  managed. 
Among  the  most  favourite  tests  are  the  scales  of  the  podura 
and  some  species  of  navicula;  but  if  minute  oil-globules,  or  the 
transverse  strisB  upon  muscular  fibre,  are  well  defined,  or  the 
outline  of  some  delicate  epithelial  cells,  as  those  from  the 
mouth,  is  rendered  sharp  and  well  defined,  the  instrument  will 
be  well  adapted  for  all  the  purposes  of  the  medical  practitioner, 
although  the  glasses  may  not  be  sufficiently  good  to  separate 
distinctly  the  delicate  lines  upon  the  scale  of  the  podura,  or 
define  the  minute  dots  upon  the  navicula  angulata.  In  all 
cases,  however,  the  objects  in  different  parts  of  the  field  should 
be  in  focus  at  the  same  moment,  and  the  lines  should  be  sharp 
and  free  from  coloured  fringes. 

20.  The  Mirror.— The  Mirror  is  placed  below  the  stage, 
and  is  so  arranged  that  its  position 

is  easily  altered,  and  that  it  may  be  F'S-  23. 

inclined  at  any  angle,  in  order  that 
the  rays  of  light  may  be  reflected 
through  an  object  placed  upon  the 
stage,  and  their  direction  varied, 
according  as  it  is  found  necessary  to 
examine  the  preparation  by  the  in- 
fluence of  oblique  or  direct  rays  of 
light.  The  concave  mirror  collects 
the  rays  to  a  focus,  and  in  this  way 

we  may  obtain  a  much  more  intense  Hght  than  by  the  flat 
mirror. 

A  white  porcelain  mirror  is  also  sometimes  used,  or  a  piece 
oi  opaque  white  glass,  or  even  writing-paper  may  be  employed ; 
but  tor  general  examination,  a  mirror  of  this  kind  is  not  often 
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required.  Every  microscope  should,  however,  be  furnished 
with  a  concave  and  a  plane  mirror,  which  should  not  be  much 
less  than  two  inches  in  diameter. 

21.  Choice  of  a  Microscope— With  reference  to  the  purchase 
of  a  microscope,  it  may  be  observed,  that  the  selection  of  the 
particular  kind  of  instrument  will  be  affected  somewhat  by  the 
nature  of  the  research  to  which  it  is  intended  to  be  applied  by 
the  student.    If  the  microscope  is  required  for  the  examination 
of  urinary  deposits,  and  other  substances  likely  to  engage  the 
attention  of  the  medical  practitioner,  it  wiU,  I  think,  be  found 
that  one  of  the  simpler  microscopes,  without  moveable  stage, 
but  with  good  glasses,  will  be  as  efficient  (figs.  11  and  12) 
as  a  more  expensive  and  complicated  instrument.    On  the 
other  hand,  if  the  purchaser  wishes  for  what  may  be  termed  a 
perfect  instrument,  he  must  buy  one  of  the  beautiful  micro- 
scopes made  by  the  great  EngUsh  makers,  and  provided  with  a 
moveable  stage.     By  this  arrangement   some  time  may  be 
saved  in  examining  objects,  and,  in  using  the  higher  powers, 
crreater  facHities  for  subjecting  different  parts  of  the  field  to 
examination,  are  certainly  obtained ;  but  a  moveable  stage  is 
not  necessary  for  observation.    An  efficient  microscope  for  all 
general  purposes,  without  moveable  stage,  may  now  be  obtamed 
for  five  guineas  ;  and  a  more  perfect  instrument,  proA^ded  with 
a  moveable  stage,  and  supplied  mth  two  powers,  bviU's-eye 
condenser,  two  eye-pieces,  &c.,  costs  from  twenty  to  twentj- 
five  or  thirty  guineas.* 


On  the  subjects  referred  to  in  Chapter  II.  the  following  vrorks  may  be 

'"TS^Microscope,  by  Dr.  Carpenter,  "  Cyclopjedia  of  Anatomy  and 
Physiology ;"  "  Hannover  on  the  Microscope,"  edited  by  John  Goodsir, 
1853  •  several  articles  in  the  "  Microscopical  Journal,"  1852-3  ;  "  Pntchard  s 
Microscopic  Illustrations,"  quoted  by  Quekett ;  »  A  Practical  Treatise  on 
L  Microscope,"  by  John  Quekett,  second  edition,  1852;  "  Du  Micro- 
scope  et  des  Injections,"  par  le  Dr.  Ch.  Robin,  Pans,  1849. 


*  For  list  of  makers,  vide  page  13. 
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CHAPTER  III. 


ACCESSOEY  APPARATUS. 


22.  Coiupressoi-ium. — NoT  unfreqiiently  it  is  required  to  tear 
up  delicate  portions  of  tissue  upon  the  field  of  the  microscope, 
or  to  float  them  out,  as  it  were,  from  the  general  substance 
imder  examination.  In  examining  minute  living  animals  we 
often  wish  to  fix  them  ill  a  position  for  careful  observation.  These 
objects  are  effected  by  an  instrument  termed  a  compressorium, 
(fig.  24),  which  simply  consists  of  a  mechanical  arrangement,  by 
which  we  are  enabled  to  apply  a  certain  amount  of  pressure 
upon  the  thin  glass  covering  an  object,  which  may  be  regulated 
at  wiU.    The  compressorium  consists  of  a  flat  piece  of  brass, 


Fig.  24 


With  a  smaU  ledge  on  one  side,  and  a  large  hole  in  the  centre 
To  one  end  is  attached  a  lever,  bearing  a  flat  brass  ring,  about 
a  quarter  of  an  inch  in  width,  which  is  free  to  move  and 
capable  of  being  gradually  raised  up  and  down  upon  the  obiect 
by  moving  a  screw,  having  a  fine  thread,  which  passes  through 
the  other  extremity  of  the  lever.    The  compressorium  I  have 
just  descnbed  is  one  of  the  simplest  forms  I  have  seen,  and 
presents  this  great  advantage,  that  the  ordinary  glass  slide 
with  the  preparation  upon  it,  may  be  subjected  to  pressure 
without  the  latter  being  removed,  and  placed  upon  the  glass 
which  is,  m  most  compressoriums,  fixed  in  the  hole  cut  out  of 
the  brass  plate.   A  compressorium,  made  at  the  suggestion  of  my 
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Fig.  25. 


friend,  Dr.  Branson,  also  possesses  this  advantage,  but  the  slide 
is  held  in  its  position  by  springs,  an  arrangement  which  is  not 
so  simple  as  the  ledge  of  brass  in  the  instrument  just  described. 
This  compressoriujn  is  made  by  Messrs.  PoweU  and  Lealand. 

23.  Animalcule  Cage— This  piece  of  apparatus,  particularly 
the  form  shown  in  fig.  25,  may  also  be  used  as  a  compres- 
sorium,  although  the  amount  of  pressure  which  can  be  exerted 

by  it  is  not  very  much.  It  will, 
however,  be  found  an  exceed- 
ingly useful  instrument  when  the 
amount  of  pressure  required  is 
not  great,  and  especially,  where 
strata  of  fluids  varying  in 
thickness  are  to  be  submitted 
to  examination.  These  cages  are 
usually  supplied  with  the  larger 
microscopes,  but  the  form  represented  (made  by  Messrs.  Powell 
and  Lealand)  in  the  adjoining  woodcut  is  the  most  useful  and 
does  not  easily  get  out  of  order.  If  the  tHn  glass  should  be 
broken,  it  is  readily  replaced  by  unscrewing  the  upper  nng. 

24.  Diaphragm.  The 

^"ig-  26.  object  of  this  instrument 

is  to  cut  off  the  most 
oblique  rays  of  light,  and 
aU  those  reflected  from 
the  mirror  which  are  not 
required  for  the  illumi- 
nation of  the  object.  The 
clearness  of  definition  is 
in  this  way  much  in- 
creased. The  holes  in 
the  diaphragm  are  made 
of  foiu'  different  sizes, 
adapted  to  the  various 
magnifying  powers  that 

  may  be  used.    The  in- 

Btiument  fits  on  UHclernoath  the  stngo  (fig.  26).  men  opaque 
o^erare  examined,  that  portion  of  the  iaphmgrn  uot  per- 
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forated,  may  be  placed  under  the  object  to  cut  off  any  rays  of 
light  that  may  be  accidentally  reflected  from  the  mirror.  The 
same  end  is  obtained  by  the  stops  in  those  instruments  which 
are  provided  with  them. 

25.  liicberkuhns. — Theso  instruments  consist  of  little  cir- 
cular concave  metallic  reflectors,  which  are  fitted  on  at  the 
lower  part  of  the  object-glasses.  The  polished  surface  presents 
that  degree  of  concavity  which  is  adapted  to  reflect,  and  bring 
any  rays  of  light  that  may  fall  upon  it,  to  a  focus,  coinciding 
with  that  of  the  object-glass  itself. 

Tliese  little  reflectors  are  named  from  their  discoverer.  In 
the  present  day  they  are  not 
much  employed.  Their  use  — 
be  seen  from  the  accompanying 
diagram  (fig.  27). 

The  light  reflected  from  the 
mirror  a,  passes  through  that 
part  of  the  glass  slide  b,  not 
covered  with  the  object,  aud 
the  rays  after  having  impinged 
upon  the  concave  metalHc 
reflector,  or  lieberkuhn  d,  are 
collected  and  brought  to  a 
focus  upon  the  object  c.  If 
this  be  transparent,  it  becomes 
necessary  to  place  a  stop  e,  or 

a  small  round  piece  of  cardboard,  underneath,  in  order  to  pre- 
vent the  light  from  being  transmitted  through  the  object. 

26.  Achromatic  Condeuscr.— There  are  many  delicate  struc- 
tures, the  nature  of  which  can  only  be  clearly  made  out  when 
they  are  subjected  to  examination  by  achromatic  light 
Minute  lines  or  markings,  which  cannot  be  seen  at  aU  ^vith 
common  hght,  become  often  sharp  and  weU  defined  when  the 
light  is  achromatized;  an  object  which  is  readily  effected  by 
transmittmg  the  light  through  an  achromatic  combination  of 
lenses,  placed  beneath  the  object.  The  framework  supporting 
the  lenses  IS  either  provided  mth  a  rackwork,  or  fitted  with  a 
Sliding  tube,  which  arrangement  enables  us  to  alter  the  in- 

c  2 
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Fig.  28. 


tensity  of  the  light  as  may  be  desirable.  Mr.  Quekett  has 
adapted  a  lever  to  the  condenser   fitted  in  a  sliding  tube, 

by  which  means  a  very  simple 
and  efficient  arrangement  for 
altering  the  focus  is  obtained 
(fig.  28).  A  foreign  combina- 
tion of  half-an-inch  focus  makes 
an  excellent  achromatic  con- 
denser. 

All  the  instruments  attached 
to  the  larger  microscopes  are 
provided  with  a  rackwork.  In 
these  the  condenser  is  usually 
fitted  on  underneath  the  stage, 
with  a  bayonet  joint,  or  by 
means  of  a  sliding  plate. 
27  Buu'H-cyc  Condenser.— The  bull's-eye  condenser  is  em- 
ployed for  condensing  the  Ught  upon  anything  that  is  to 

be  examined    as  an 


Fig.  29. 


opaque  object,  or  for 
concentrating  the 
light  upon  a  prepara- 
tion which  requires 
minute  dissection;  a 
large  bull's-eye  lens, 
about  two  inches  in 
diameter,   or  more, 
and  mounted  upon  a 
stand  (fig.  30),  will 
be  found  of  great  use 
to  the  microscopical 
observer.    Those  at- 
tached to  the  student's  instruments  (fig.  29)  are  inconve- 
niently smaU,  although,  with  good  management,  they  maybe 
made  to  answer  the  purpose  for  which  they  are  intended, 
namely,  for  condensing  the  Ught  upon  opaque  objects,  for  exa- 
mination with  low  powers. 
28.  stage  s-orcep«.-Many  microscopes  are  pro^aded  ^nth 
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Fig.  30 


small  spring  forceps  (fig.  31),  fitted  with  a  hinge  or  universal 
jomt,  and  arranged  so  that  they  may  be  fixed  upon  one  side 
of  the  stage.  For  ex- 
amining parts  of  in- 
sects, calculi,  and 
other  small  objects 
with  low  powers,  they 
will  be  found  useful, 
but  I  do  not  think 

that  they  will  often 
be  required  by  the 

practitioner.  Other 

forceps  will  be  spoken 

of  in  Chapter  IV. 
In  those  cases  in 

which  small  crystals 

or  crystalline  frag- 
ments, which  would 

be  injured  by  being 

placed  in  the  forceps, 

are  to  be  examined  as  ^ 

opaque  objects,  it  wiU 

be  found  convenient 

to  lay  them  upon  a 

smaU  slab  of  black   

wax  (§  86),  which  may  be  placed  upon  the  stage. 

With  the  aid  of  needles  (§  52)  the  object  can  easily  be  turned 
romad,  and  by  slight  pressure  may  be  readily  fixed  in  any  Posi- 
tion. ''  ^ 


Fig.  31. 


29.  Poiariscopc— The  polarizing  apparatus  in  ordinary  use 
IS  that  proposed  by  Mr.  Nicol,  and  consists  of  two  prisms  of 
Iceland  spar,  one  of  which  is  fitted  beneath  the  stage,  while  the 
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other  is  attached  to  the  eye-piece.    Each  prism  is  divided  into 
two  portions,  the  division  being  carried  from  one  angle  to  the 
opposite  (fig.  32).    The  two  surfaces  are  next  polished,  and 
afterwards  cemented  together  by  Canada  balsam, 
^j^^     The  object  of  this  arrangement  is  to  get  rid  of 
H^H|     one  of  the  images  produced  by  this  doubly-re- 
B^BB     fracting  crystal;  and  this  is  effected  by  the 
BlBM     layer  of  Canada  balsam  which  causes  one  of 
MMH     them  to  be  refracted  to  the  side  of  the  tube 
ll|IH     which  holds  the  prism,  and  it  is  in  this  way  re- 
Hnl     moved  from  the  field  of  vision.    The  lower  prism 
is  termed  the  polarizer  (fig.  33),  and  the  upper 
H^HH     one,  the  analyzer  (fig.  34).  In  Mr.  Sahnon's 
student's  microscope  (fig.  11)  the  polarizer  fits 
into  a  small  piece  of  tube  adapted  to  the  diaphragm,  which  also 
receives  the  achromatic  condenser,  &c. 

Tourmaline  is  also  used  for  polarizing  the  light  for  microscopi- 
cal purposes,  but  the  colour  of  this  crystal  usually  renders  it  ob- 


Fig.  33 


Fig.  34. 


jectionable.  Lately 
a  most  beautiful 
crystal  has  been 
applied  to  this 
purpose  by  Dr. 
Herapath.  A  so- 
lution of  disvd- 
phate  of  quinine 
in  acetic  acid  is 
raised  nearly  to 

  the  boiling  point, 

and  a  strong  solution  of  iodine  in  spirits  of  wine  is  care- 
fuUy  added  by  drops.  As  the  solution  cools,  numerous 
crystals  are  found,  which  form  most  beauhful  nnci-oscopic 
obiects.  In  consequence  of  the  light  being  polai-ized  as  it 
passes  thraigt  them,  the  most  beautiful  appearances  ^e 
roduced^en  they  overlap  each  other.  A  large  _  crys  ^ 
of  this  sort  may  be  mounted,  and  used  for  polarizing  the 
itht  in  microscopical  examination ;  but  it  is  I  believe,  a  difiicidt 
.natter  to  obtain  one  sufadently  lai-ge  for  this  purpose. 
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30.  Polarized  JLight  is  important  for  displaying  the  struc- 
ture of  many  substances.  Objects  mounted  in  Canada  balsam, 
or  turpentine,  sometimes  exhibit  their  minute  structure  in  a 
more  perfect  manner  by  this  than  by  any  other  mode  of  exami- 
nation. Various  crystals  form  beautiful  objects  when  examined 
in  this  way,  especially  those  of  a  spherical  or  oval  form,  as,  for 
instance,  the  crystals  of  carbonate  of  lime,  so  common  in  the 
urine  of  the  horse,  or  the  dumbbells  of  oxalate  (oxalurate  ?)  of 
lime,  occasionally  met  with  in  human  lu-ine.  The  influence  of 
polarized  light  upon  the  crystalline  lens  has  formed  the  subject 
of  a  most  valuable  paper  by  Professor  Brewster,  in  the  Edin- 
burgh Philosophical  Transactions. 

The  polariscope  is  not  often  required  in  pathological  researches, 
but  is  occasionally  used  for  ascertaining  the  particular  character 
of  certain  crystalline  substances  which  occur  ready  formed  in 
the  animal  body,  or  which  are  prepared,  by  various  chemical 
processes,  from  organic  substances.  Upon  examining  certain 
crystals  in  this  way,  we  shall  find  that  some  polarize,  while 
others  are  not  affected  by  polarized  light.  If,  for  instance,  we 
examine  some  crystals  of  oxalate  of  lime,  or  chloride  of  sodium, 
we  shall  find  that  they  do  not  allow  the  light  to  pass  through 
them  when  the  upper  prism,  or  analyzer,  is  rotated  so  as  to 
render  the  field  dark ;  while,  if  we  place  some  crystals  of  car- 
bonate, or  sidphate  of  lime,  under  similar  circiunstances,  the 
light  will  pass  through,  and  often  the  crystals  will  be  most 
beautifully  coloured. 

The  former  crystals  belong  to  the  regular,  or  tessular  system, 
and  do  not  possess  the  property  of  depolarizing  light ;  while  the 
latter  belong  to  crystallographic  systems,  which  possess  this 
property. 

In  testing  very  minute  quantities  of  a  saline  residue,  for  the 
presence  of  potassiiun  or  sodium,  recoiu-se  may  be  had  to  ex- 
amination under  the  influence  of  polarized  Hght.  The  solution, 
to  wliich  a  little  bichloride  of  platinum  has  been  added, 
after  having  been  concentrated  by  evaporation,  is  allowed  to 
crystallize.  The  octohedral  crystals,  composed  of  the  doiible 
chlorides  of  platinum  and  potassium,  do  not  polarize  the  light, 
while  the  corresponding  sodium  salt,  which  crystaUizes  in  long 


32 


THE  MICROSCOPE, 


needles,  possesses  this  property  in  a  great  degree.  Professor 
Andrews  states,  that  by  employing  this  method,  he  has  been 
enabled  to  detect  the  presence  of  the  most  minute  traces  of 
chloride  of  sodiiim.* 

31.  Drawing  objects  with  the  aid  of  the  Camera  liucida,  &,c. 

 In  making  drawings  of  appearances  observed  in  the  mi- 
croscope, much  time  wiU  be  saved,  and  correctness  insured,  by 
drawing  the  outline  of  the  object  with  the  assistance  of  the 
camera,  or  one  of  the  instruments  presently  to  be  described 
(32) .  They  are  only  adapted  for  taking  the  outUne.  Whichever 
instrument  be  employed,  it  is  used  in  the  same  manner.  The 


Fig.  35. 


microscope,  with  the  appaivatus  placed  on  the  eye-piece,  and  the 
object  carefuUy  fixed  in  its  place  m  the  field,  is  arranged  in  the 
horizontal  position  (fig.  35).  The  height  must  be  carefuUy 
regulated  in  order  that  the  image  obtamed  on  the  paper  may 
be  of  the  same  size  as  the  magnified  image  :  for  this  will  vary 
according  to  the  distance  of  the  paper  from  the  eye.  The 


♦  Report  of  the  British  Association,  1852. 
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proper  distance  from  the  camera  to  the  paper  will  be  found  to 
be  about  the  same  as  that  from  the  eye-piece  to  the  object ;  but 
after  having  made  the  di-awing,  it  may  be  compared  in  size  with 
the  object,  by  placing  the  paper  on  a  level  with  the  stage,  and 
looking  at  the  object  in  tlie  microscope  with  one  eye,  and  at 
that  on  the  paper  with  the  other.  If  the  two  images  cor- 
respond in  size,  we  may  be  sure  that  the  microscope  is  arranged 
at  the  proper  height.  In  drawing  with  one  of  these  instru- 
ments it  wiR  always  be  found  necessary  to  throw  a  stronger 
light  upon  the  field  of  the  microscope  than  upon  the  paper,  or 
the  pencil  wiU  not  be  distinctly  seen.  Frequently  it  will'  be 
found  advantageous  to  shade  the  paper  by  placing  a  thin  blind 
between  it  and  the  light.  A  little  practice,  however,  will  soon 
teach  the  student  these  points. 

A  microscopical  drawing  should  be  made  with  a  very  fine 
shaq>pointed  pencil,  and  pains  should  be  taken  to  make  it  as 
true  to  nature  as  possible.  The  drawings  may  be  afterwards 
ti]ited,  or,  if  preferred,  they  may  be  made  with  a  very  fine  steel 
pen  and  ink.  Prout's  brown  is  a  very  convenient  form  of  ink  for 
making  microscopical  drawings,  as  with  it  exceedingly  thin  and 
sharp  lines  may  readily  be  made.  The  importance  of  being 
able  to  make  accui-ate  delineations  of  the  microscopical  cha- 
racters of  tissues,  and  especially  of  morbid  growths,  can  hardly 
be  sufficiently  dwelt  upon,  and  every  student  should  learn  to 
di'aw  as  soon  as  possible. 

32.  Steel  jnCirrror ;  IVeutral  Tint  Glass  Keacctor  The  steel 

disk,  or  Soemmering's  mirror,  is  fitted 
on  in  the  same  way  as  the  camera 
lucida.  It  consists  of  a  little  circular 
disk  of  steel,  smaller  than  the  pupil 
of  the  eye,  mounted  at  an  angle  of 
45°.  It  is  sufficiently  small  to 
enable  the  observer  to  see  his  pencil 
round  it  as  it  were.  The  only  objec- 
tion to  this  instrument  is  its  iiability 
to  rust. 

The  neutral  tint  glass  reflector  consists  of  a  small  piece  of 
plate  glass  about  an  inch  in  length  and  half  an  inch  in 

c  3 
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breadth,  also  placed  at  an  angle  of  45''.    It  reflects  the  image 

towards  the  eye,  and  is  at  the  same 
Fig.  37.  sufficiently  transparent  to  enable 

the  observer  to  see  his  pencil  through 
it  very  readily,  particularly  if  he  takes 
the  precaution  of  not  having  too  much 
light  upon  his  paper. 

33,    Micrometer     and    inclhods  of 

3,     irjEeasuriiig.  —  Formerly  objects  were 
measured  by  placing  in  the  field  some 
'""'-^ —  substance,  the  diameter  of  which  was 

knovm.  Leeuwenhoek  used  small  grains  of  sand ;  and  since 
Ids  time  the  sporules  of  certain  plants  have  been  employed. 
Small  portions  of  thin  wire,  and  hairs,  the  diameter  of  which 
had  been  previously  ascertained,  have  also  been  used  for  this 
purpose.  Blood-corpuscles  wiU  be  found  very  useful  for  rough 
measurements.  A  few  may  be  placed  with  the  objects  between 
the  glasses,  and  the  size  of  the  latter  compared  with  that  of  the 
former.  The  diameter  of  the  blood-corpuscle  may  be  reckoned 
to  be  about  l-3500th  of  an  iucli. 

In  this  country  we  usuaUy  take  the  inch  as  the  standard  for 
measiu-ement,  but  on  the  Continent  other  measures  are  em- 
ployed. Some  of  the  most  important  axe  represented  m  the 
following  table  from  Hannover,  which  also  shows  their  com- 
parative value : — 


Millimetre. 

Paris  Lines. 

Vie 

nna  Lines. 

Klienish 
Lines. 

Englirli  Inch. 

1 

0 '443296 

0 

455550 

0 

458813 

0^ 0393708 

2 

255829 

1 

1 

027643 

1 

•035003 

0^0888138 

2 

195149 

0-973101 

1 

1 

•0071625 

0^0864248 

2 

179538 

0-966181 

0 

•992888 

1 

0'0858101 

25 

39954 

.11-25952 

11 

•57076 

11 

•65364 

1 

34  stage  irucrometer.— The  Only  stage  micrometer  that  is 
now  used,  consists  of  a  slip  of  glass  on  which  very  fine  lines  are 
scratched  with  a  diamond,  at  certain  distances  apart.  These 
slips  may  be  easily  obtained  with  Unes  separated  by  a  distance 
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of  the  1-lOOth  to  the  1-lOOOth  of  an  inch.  This  method  is  only 
applicable  when  low  powers  are  employed,  because  in  the 
examination  of  objects  by  higher  powers  the  lines  will  be  out  of 
focus  at  the  time  the  object  is  in  focus,  and  no  accurate 
measiu'emeut  can  be  obtained. 

35.  Eyc-i»iccc  Microiuctci-. — Of  late  years  the  micrometer, 
consisting  of  a  glass  divided,  as  above  described,  has  been 
placed  in  the  focus  of  the  lens  of  the  eye-piece.  An  excellent 
improvement  on  this  plan  was  proposed  by  Mr.  Jackson  about 
twelve  years  ago.  It  consisted  in  having  the  glass  with  the 
lines  ruled  upon  it,  so  arranged  in  a  small  brass  frame,  that  by 
turning  a  screw  at  one  end,  the  scale  could  be  made  to  traverse 
the  field  for  the  required  distance,  until  one  of  the  lines  was 
brought  accurately  to  one  side  of  the  object ;  when  its  diameter 
could  be  at  once  read  off,  if  the  value  of  each  degi-ee  had  been 
pre^dously  ascertained,  by  placing  a  stage  micrometer  in  the 
field,  and  ascertaining  the  number  of  divisions  that  corresponded 
to  one  of  the  divisions  of  the  latter.  This  apparatus  was  placed 
between  the  lenses  of  the  eye-piece,  and  with  it  a  measurement 
could  easily  be  effected. 

36.  Cobweb  iTiicfometer. — The  cobweb  micrometer  is  the  in- 
strument in  most  common  use,  and  by  it,  with  a  little  practice 
and  care,  tolerably  accurate  measurements  may  be  taken  very 
quickly.  The  instrument  essentially  consists  of  an  eye-piece 
(§  18),  in  the  focus  of  which  two  cobwebs  are  placed  across  the 
stage,  and  so  arranged  that  one  maybe  separated  from  the  other 
by  turning  a  screw,  to  which  a  graduated  circle  is  attached. 
The  value  of  each  turn  of  the  screw  having  been  obtained  by 
placing  a  glass  micrometer  in  the  field  as  just  now  mentioned. 
This  beautiful  little  instrument,  however,  is  expensive,  and 
not  usually  provided  with  the  student's  microscopes. 

Tor  a  further  description  of  it,  and  for  the  method  of  cal- 
culating the  diameters  of  an  object  with  this  micrometer,  I 
must  refer  to  Mr.  Quekett's  treatise  on  the  microscope. 

37.  method  of  ITIeasuriug  the  Size  of  Objects  with  the  Camera. 
Steel  Disc  or  Neuu-al  Tiut  Glass  Reflector.— This  method  was  de- 

vised  by  Mr.  Lister.  Itis  exceedingly  simple,  and  at  the  same  time 
accurate.    One  of  the  above  instruments  being  attached  to  the 
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eye-piece,  aud  the  microscope  being  placed  horizontally  (fig.  35), 
a  stage  micrometer,  graduated  to  hundredths  or  thousandths  of 
an  inch,  is  to  be  placed  in  the  focus  of  the  object-glass,  aud 
the  magnified  lines  are  to  be  accurately  traced  upon  the  piece 
of  paper  intended  to  receive  the  drawing.  The  micrometer  is 
next  to  be  removed,  and  the  object  to  be  substituted  for  it. 
Upon  now  tracing  the  object  upon  the  paper,  it  is  easy  to  see 
how  many  of  the  intervals  between  the  lines  it  occupies ;  and 
the  measurement  of  each  interval  being  known,  the  diameter 
of  the  object  is  at  once  obtained  (fig.  38). 

The  magnified  di^^8ions  of  the  micrometer, 
when  examined  by  different  powers,  may  be 
scratched  upon  pieces  of  slate  or  ground 
glass.  The  value  of  each  division,  and  the 
object-glass  and  eye-piece  which  was  used 
being  also  indicated  ;  any  object  which  we 
wish  to  measure  may  be  traced  ^^•ith  a 
pencU  upon  the  slate,  and  its  diameter  at 
once  read  off",  care  being  taken  that  the 
distance  from  the  eye-piece  to  the  surface 
upon  which  the  drawing  is  made,  is  always 


Fig.  38. 


o 

© 

0 

o 

© 

O 

Mil 

30(5!! 


lilJTU 


the  same. 

38.  CJoiiioiueler. — This 
Fig.  39. 


instrvonent  is  employed  in  the 
measurement  of  the 
angles  of  crystals. 
Although  not  much 
used  in  this  country  at 
present,  it  is  important 
briefly  to  refer  to  its 
—  construction,  as  by  it 
we  are  enabled  to  dis- 
tinguish the  natiu-e  of  certain  crystals  met  with  under  various 
circumstances.  Crystals  which  nearly  resemble  each  other  in 
their  general  form,  and  even  in  size,  will  be  found  to  exhibit 
differences  in  the  measurement  of  their  angles. 

The  simplest  method  of  measuring  the  angles  of  microscopic 
crystals  is  that  of  Schmidt.  The  goniometer  consists  of  a 
positive  eye-piece  (fig.  22),  which  is  so  arranged  as  to  be 
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easily  rotated  within  a  large  a^d  accurately-graduated  circle. 
Across  the  focus  of  the  eye-piece  a  single  cobweb  is  drawn ;  and 
to  the  upper  part  is  attached  a  vernier.  The  crystals  being 
placed  in  the  field  of  the  microscope,  and  care  being  taken 
that  they  lie  perfectly  flat  (for  without  great  attention  to 
this  point  it  will  obviously  be  impossible  to  obtain  an  accurate 
measurement),  the  vernier  is  brought  to  zero,  and  then  the 
whole  apparatus  turned  until  the  line  is  parallel  -with  one 
face  of  the  crystal :  the  framework  bearing  the  cobweb  with 
the  vernier  is  now  rotated  until  the  cobweb  becomes  parallel 
with  the  next  face  of  the  crystal,  and  the  number  of  degrees 
which  it  has  traversed  may  then  be  accurately  read  off  (fig.  39). 

Dr.  Leeson  has  applied  the  property  of  double  refraction, 
possessed  by  Iceland  spar,  to  the  measurement  of  the  angles 
of  crystals  under  the  microscope.  A  description  of  his  appa- 
ratus  will  be  found  in  Mr.  Queliett's  treatise ;  but  the  cobweb 
goniometer  just  referred  to,  will,  I  believe,  be  found  to  answer 
all  the  purposes  for  which  this  instrument  is  required  by  the 
physiological  or  pathological  observer.  For  special  crysitallo- 
metrical  investigations,  however,  a  more  elaborate  apparatus 
becomes  ueeessaiy. 

39.  AppUcatiou  of  Photogiaphy  to  the  Microscope— Within 

the  Last  year  or  two,  great  advances  have  been  made  in  bring- 
ing to  perfection  the  appHcation  of  photography  to  taking 
microscopical  drawings,  and  in  the  hands  of  Mr.  Delves  some 
very  beautiful  results  have  been  obtained.  The  third  number 
of  the  "  Microscopical  Journal"  is  illustrated  with  two  photo- 
graphic pictures  taken  from  negatives  made  by  tliis  gentleman  • 
and  although  much  more  perfect  representations  have  since 
been  obtamed,  these  indicate  the  immense  advantage  which 
microscopical  science  wiU  ere  long  receive  from  this  beautifrd 
discovery.*  The  same  number  of  the  journal  contains  a  short 
communication  from  .  Mr.  Delves,  and  an  exceUent  paper  by 
Mr.  Hi^hley  on  this  subject.    These  papers  contain  some  sug- 


Since  the  publication  of  this  Number,  I  have  had  an  opportunity  of 
g  a  most  beautiful  photograph  of  tlie  Navicula  angulata  taken  by  this 
gentleman  with  a     object  glass.  ^ 


seein 
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gestions  of  great  practical  value,  and  should  be  read  by  all 
interested  in  this  branch  of  science. 

40.  With   the   ordiiiaiT   Phologi-aphic    Camera. — Mr.  Delves 

produces  photographic  pictures  of  microscopic  objects,  by  re- 
moving the  lens  from  an  ordinary  photographic  camera  of  long 
range,  and  substituting  for  it  the  tube  of  the  microscope,  with 
the  object-glass  attached,  but  from  which  the  eye-piece  has  been 
withdrawn.  The  jtmction  between  the  microscope  tube  and 
camera  is  made  complete  by  winding  a  piece  of  black  cloth 
round  them  at  this  point.  The  direct  rays  of  the  sun  are  then 
received  upon  the  plane  mirror,  from  which  they  are  reflected 
up  the  axis  of  the  arrangement.  The  object  being  placed  upon 
the  stage  of  the  microscope,  and  carefuUy  focussed,  its  image  is 
received  upon  a  plate  of  ground  glass  placed  at  a  distance  of 
about  twenty-four  inches  from  the  object-glass. 

Allowance  must  now  be  made  for  the  difference  between  the 
focal  distance  of  the  chemical,  or  actinic,  and  visual  rays- a 
difference  which  exists  in  aU  microscopic  object-glasses ;  these 
latter  not  having  been  yet  corrected  for  this  defect,  as  has  been 
effected  in  photographic  object-glasses.  This  is  effected  by  in- 
creasing or  diminishing  sUghtly,  the  distance  between  the  object 
and  object-glass,  hy  means  of  the  fine -adjustment  screw ;  sepa- 
rate photographic  pictures  being  taken  until  a  satisfactory  and 
well-defined  image  is  obtained. 

Everything  being  carefuUy  arranged,  the  ground  glass  upon 
which  the  image  has  been  received  is  removed,  and  a  plate  of 
glass  prepared  with  a  sensitive  coUodion  fihn  substituted  for  it. 
After  a  few  seconds'  exposure,  the  plate  is  removed  and  the 
latent  image  developed  in  the  usual  way.  Mr.  Shadbolt  has 
obtained  photographs  of  microscopic  objects  by  the  aid  of 
the  Hght  derived  from  a  camphine  lamp,  and  m.  Busk  by  that 
of  a  gas  lamp. 

In  those  cases,  in  which,  from  the  extreme  tenuity  of  certam 
crystals,  the  lines  are  too  thin  and  delicate  to  be  seen  distinctly, 
Mr  Highley  has  suggested  the  employment  of  the  polarizing 
apparatus,  with  a  Barker's  selenite  stage;  by  which  arrangement 
the  form  of  the  crystals  becomes  well  defined,  while  their  colour 
differs  from  that  of  the  ground  upon  which  they  are  placed. 
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41.     Photogi-aphic    Camera    for    talOiig    Microscopical  Spc- 

ciuicus. — Mi\  Higliley  has  suggested  a  very  convenient  arrange- 
ment, wkieh  possesses  some  advantages  over  the  plan  just 
It  is  more  steady  and  compact,  and  is  always  ready 


described. 


Fi^.  40. 


for  immediate  use.  This  •  improvement  consists  in  adapting  a 
stage  vsdth  adjustment-screws,  object-glass,  and  mirror,  to  the 
end  of  a  long  camera  box.  Fig.  40  shows  the  very  simple 
manner  in  which  this  ingenious  arrangement  has  been  eifected, 

Fig  41. 


which  has  been  described  in  No.  iV.  of  the  Microscopical 
Journal.    Fig.  41  represents  the  whole  arrangement. 
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Mr.  Highley  has  also  suggested  to  me  the  possible  use  of  the 
photographic  camera  for  class  demonstration.  The  image  being 
received  upon  the  ground  glass  plate  might  be  readily  seen  by 
several  persons  at  a  time,  while  the  whole  apparatus  might  be 
mounted  upon  a  semi-circular  tramway,  and  could  thus  be  very 
readily  moved  round  the  lecture  table.  I  have,  however,  not 
yet  had  the  opportunity  of  trying  this  experiment,  and  cannot 
therefore  speak  of  it  from  practical  experience. 

I  much  regret  that  I  cannot  enter  more  into  the  details  of 
this  beautiful  process,  which  bids  fair  to  advance  accurate 
observation  more  than  almost  any  discovery  of  modern  times  ; 
but  must  content  myself  by  referring  for  more  extended  infor- 
mation to  the  papers  just  mentioned. 

42.    Importaucc    of   Clcauliiiess    in    Microscopical  lurcstiga- 

tious.— After  the  microscope  has  been  used,  it  should  always 
be  placed  in  its  case ;  or  it  may  be  kept  constantly  under  a  glass 
shade,  which  saves  the  trouble  of  putting  on  the  glasses  when 
the  instrument  is  required  for  use.  ]\'Ir.  Highley' s  microscope 
(fig.  12)  is  placed  upon  a  stand  arranged  to  receive  a  glass  shade. 
G-reat  inconvenience  results  if  the  instrument  cannot  be  placed 
in  its  case  entire,  and  much  time  is  lost  if  we  have  to  imscre-n- 
the  barrel,  and  detach  olhev  parts,  before  the  microscope  is  put 
away ;  a  fault  wliich  exists  in  some  instruments. 

"Whenever  anything  is  examined  which  is  of  a  fluid  nature, 
care  must  be  taken  to  avoid  injury  to  the  brass-work  by  allow- 
ing the  liquid  to  escape ; 
Fig.  42.  in  which  case  it  should  be 

immediately  wiped  up  with 
a  dry  cloth.  When  con'o- 
sive  liquids  are  employed, 
we  must  always  use  the 
plate  glass  stage  (fig.  42). 
If  any  of  the  glasses  be 
covered  witli  dust,  they 
should  be  brushed  over  with  a  very  soft  and  perfectly  dry 
camel' s-hair  brush,  which  has  this  great  advantage  over  a 
cloth  or  leather,  that  there  is  no  danger  of  scratching  the 
glass  with  grit  or  sand  which  frequently  adheres  to  a  cloth. 
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Schacht  recommends  a  piece  of  clean  and  dry  elder  pith  for 
cleaning  the  object-glass.  It  is,  I  think,  a  good  plan  to  have 
the  stand  of  the  microscope  bronzed,  as  this  does  not  tarnish 
like  brass-work. 

All  slips  of  glass  should  be  washed  immediately  after  use 
and  returned  to  their  places,  and  the  utmost  care  should  be 
taken  to  preserve  all  the  instruments  from  rust,  which  will 
soon  render  them  quite  useless  for  delicate  dissections. 

The  student  cannot  be  too  careful  to  preserve  the  most  scru- 
pulous cleanliness  in  all  his  investigations  ;  for,  not  only  does 
carelessness  on  this  point  render  it  more  difficult  for  him  to 
prepare  his  objects  for  examination,  but  exposes  to  his  view  a 
host  of  objects,  such  as  filaments  of  cotton,  portions  of  hair, 
&c.,  which  he  may  suppose  were  derived  from  the  object  under 
his  observation ;  and  he  also  runs  the  risk  of  finding  some  of  the 
objects  met  with  in  a  former  examination  in  any  fresh  specimen 
he  may  obtain.  By  carelessness  on  this  point,  particularly  by 
not  keeping  pipettes  and  glasses  clean,  much  inconvenience  and 
annoyance  may  be  caused,  besides  which  an  observation  may  be 
rendered  useless. 


Besides  the  works  referred  to  in  the  last  chapter,  the  following  may 
be  consulted:— "Leeuwenhoek,  Arcana  NaturjE,  1722;"  "  Entwurf  einer 
aUgemeinen  Untersuchungsmethode  der  Safte  und  Excrete  des  thierischen 
organismns  von  Carl  Schmidt,  Mitau  «„d  Leipzig,  1846;"  "Microscopical 
Journal,  Nos.  Ill,  V.,  VI.;  Dr.  Herapath's  paper  on  the  Sulphate  of 
lodoq.nnme,  "  Phil  Mag.,"  March  and  September,  18.59 
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CHAPTEE  IV. 

APPAEATtrS  KECESSAET  rOE  MICEOSCOPICAL  EESEAUCH.— 

OEMENTS. 

Beeobe  proceeding  to  describe  tlie  various  metliods  by  wbicli 
the  microscopical  structure  of  diiferent  textures  can  be  demon- 
strated, and  the  manner  in  wbicli  they  may  be  preserved  as 
permanent  objects,  it  will  be  advantageous  to  give  a  short  de- 
scription of  those  pieces  of  apparatus  which  may  be  necessary 
for  this  object.  Such  instruments  as  may  be  required  for  spe- 
cial investigations  wiU  be  described  when  these  come  under 
notice.    Objects  are  generally  mounted  in  glass  cells,  which 

may  be  purchased  ready  for  use  ;* 
but  microscopists  li^dng  in '  the 
country  wiU  find  it  more  economical 
to  be  acquainted  vdth.  a  method  by 
which  they  may  prepare  for  them- 
selves cells  of  any  required  size,  for 
otherwise  it  becomes  necessary  to 
keep  a  large  stock  always  on  hand. 

43.  Spu-it  s^amp.  —  The  spirit 
lamp  may  be  made  of  brass,  tin,  or 
glass,  fitted  with  a  ground  glass  cap. 
The  latter  form  is  readily  obtained, 
and  at  small  cost.  The  ordinary 
spirit  l&>mp  is  very  convenient  for 
microscopical  purposes.  It  may  be 
fitted  with  a  stand  for  holdiug 
watch-glasses,  as  is  shown  in  fig.  43  ;  or  brass  lamps,  to  which 
a  small  retort-stand  is  fitted,  may  be  pm-chased. 

*  Glass  cells  of  every  variety  may  be  obtained  of  Mr.  Dennis,  1,  Charles- 
street,  St.  John-street  Road ;  Mr.  Matthews,  Portugal -street,  Liucolu's-lnu  ; 
Mr.  Topping,  New  Winchester-street,  Somers-town. 
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44.  SnioU  Retort  Stand. — Simple  wire  stands,  which  are  fixed 
to  a  heavy  leaden  foot,  as  represented  in  fig.  44,  will  be  found 
exceedingly  useful  little  instruments  to  the  microscopical  ob- 
server. The  rings  can  be  readily  raised  or  lowered  at  pleasure, 
and  are  well  adapted  to  support  light  objects,  such  as  glass 
slides  over  a  lamp,  test-tubes,  flasks,  watch-glasses,  &c.* 

Fig.  44. 


45.  Tripods  are  made  of  thick  iron  wire,  and  will  be  found 
useful  for  supporting  several  pieces  of  apparatus  used  in 
microscopical  research.  They  may  be  obtained  at  any  philo- 
sophical instrument  makers  (fig.  45). 

46.  Flat  Brass  Plate. — The  brass  plate  should  be  about  six 

Fig.  46. 


*  To  be  obtained  of  Mr.  Matthews,  price  Is.  Gd.,  of  whom  most  of  the 
instruments  referred  to  in  the  text  can  be  purchased. 
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inches  long  by  two  broad,  and  about  the  thickness  of  thin 
millboard.  It  should  be  supported  on  three  or  four  legs,  of  a 
convenient  height  for  the  spirit  lamp  to  be  placed  underneath 
(fig.  46),  or  it  may  be  placed  upon  a  small  tripod,  or  sup- 
ported on  one  of  the  rings  adapted  to  Mr.  Highley's  lamp 
(fig.  81).  The  brass  plate  is  used  for  heating  the  glass  slides, 
in  order  to  fix  on  the  glass  cells  by  means  of  marine  glue  (§  68), 
for  mounting  objects  in  balsam,  and  for  other  purposes,  where 
a  imiform  degree  of  heat  is  required  to  be  applied  to  plate 
glass,  which  is  very  liable  to  crack  if  exposed  suddenly  to  the 
naked  flame. 

47.  Small  Watci-Bath  (fig.  47).— This  is  of  great  use  for 
drying  objects  previous  to  beiag 
Fig.  47.        mounted  in  Canada  balsam.  The  ^'S- 
object  may  be  placed  in  a  small 
porcelain  basin  or  large  watch- 
glass,  or  it  may  be  simply  laid 
upon  a  fiat  plate.    The  basin  or 
plate  is  then  to  be  placed  over 
the  bath  and  heat  applied.  In 
order  that  vessels  of  different  sizes  may  be  placed  upon  the 
bath,  it  is  very  convenient  to  have  a  few  pieces  of  thin  copper 
plate,  with  holes  of  different  sizes  cut  in  them,  adapted  for 
watch-glasses  (fig.  48).     The  advantage  of  drying  by  a  steam 
heat  consists  in  there  being  no  danger  of  destroying  the  texture 
of  the  object  by  the  application  of  too  great  a  heat.    A  water- 
bath  may  be  very  readily  made  by  placing  two  porcelain  basins 
one  above  the  other  (fig.  45),  water  being  poui-ed  into  the  lower 
one.  These  may  be  supported  upon  a  tripod  or  upon  one  of  the 
rings  over  the  spirit  lamp. 

48.  waich-giasscs.— Watch-glasses  of  various  sizes  should 
be  kept  by  every  observer,  as  they  wiU  be  found  most  conve- 
nient for  many  pm-poses.  They  may  be  obtained  for  about  a 
shilling  a  dozen,  of  aU  the  required  sizes.  The  lunette-glasses 
are  very  useful  for  examining  substances  in  fluids  with  low 
powers,  as  we  are  enabled  to  obtain  a  considerable  extent  of 
fluid  of  nearly  uniform  depth  for  observation. 
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49.  Plate  CMass  sii<iciii,  the  edges  of  which  are  ground 
and  polished,  may  be  obtained  ready  for  use  at  sixpence  or 
eightpence  a  dozen,  or  they  may  be  easily  cut  out  with  the 
diamond,  and  the  edges  ground  on  the  grinding-slab  (§  67). 
The  slides  now  in  common  use  in  this  country  are  three  iaches 
in  length  and  one  in  breadth.  They  should  always  be 
made  of  plate-glass,  and  pieces  as  clear  as  possible  should  be 
selected. 

50.  Thin  Glass.  —The  thin  glass  now  used  for  microscopical 
purposes  is  called  cylinder  glass,  and  is  manufactiu'ed  at  Bir- 
mingham. It  may  be  obtained  of  different  thicknesses.  Thin 
glass  in  sheets  should  be  kept  in  fine  sawdust,  as  it  is  very 
readily  broken,  in  consequence  of  being  imperfectly  annealed. 
When  cut  up  in  small  pieces  for  microscopical  purposes,  it 
should  be  kept  in  a  small  box,  with  a  little  powdered  starch 
which  prevents  the  pieces  being  broken. 

51.  Writing  diamond.* — This  instrument  (fig.  49)  is  used 
for  cutting  the  thin  glass  for 
covering  objects ;  and  also  for 
writing  the  name  of  the  prepara- 
tion upon  the  glass  slide.  Direc- 
tions for  cutting  thin  glass  will 
be  described  when  the  methods 
of  making  cells  are  brought 
under  consideration. 

52.  ivcedics,  of  various  sizes, 
form  very  useful  instruments  to 
the  microscopical  observer.  They 
are  used  for  making  minute  dis- 
sections ;  for  tearing  or  unravel- 
Hng  various  tissues,  in  order  to  display  their  elementary  struc- 

Ttr.Z  !!P^^''^*^g.  ^^7  minute  object  from  refuse  or 
extraneous  matter,  previous  to  being  moimted.  Very  thin 
needles  may  be  employed  for  separating  substances  under  the 
nelcl  ot  the  microscope. 


Fig.  49. 


*  Price  from  five  to  seven  shillings. 
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Needles  may  be  mounted 
Fig.  50. 


m  the  cedar  handles  used  for 
sticks  of  camels' -hair  brushes 
(fig.  50).  A  very  convenient 
handle  for  needles,  used  for 
dissection,  will  be  found  in  the 
holder  sold  with  crochet  needles  used  by  ladies. 

53.  Sci««or«.*-Several  pair  of  scissors  are  required  for  micro- 
scopical purposes.  Besides  the  ordinary  form  used  for  dissec- 
tion, the  anatomist  ^ill  find  a  small  pair  with  curved  blades 
(^^  5V)  of  great  service  in  dissection,  and  a  pair  of  very  deii- 
Sfe  scissors,  with  blunt  points  (fig.  52),  such  as  are^mployed 

Fig.  51. 


Fig.  52. 


Fig.  53. 


for  the  dissection  of  insects,  will  be  found  of  use  Scissors  ot 
the  form  of  forceps  have  been  recommended.  Another  torm 
of  spring  scissors,  somewhat  resembHng  the  microtome,  wtucli 
I  have  been  much  in  the  habit  of  using,  and  which  are 
adapted  more  especially  for  dissecting  the  nervous  systems  ot 
insects,  for  foUowing  out  the  deUcate  ramifications  of  nerves 

*  Scissors  of  all  kinds  required  by  the  microscopist  may  be  obtained  of 
Mr.  Slwl  Messrs.  Smith  and  Beck.  Mr.  Weedon,  and  other  tnstru- 
ment  makers. 


Fig.  55. 
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and  vessels,  or  other  minute  dissection,  is  represented  in  fig.  53, 
The  advantages  of  these  scissors  is,  that  the  blades  can  only 
be  opened  a  very  short  distance,  and  that  they  are  under  the 
command  of  the  forefinger  and  thumb  ;  so  that  the  movements 
ai-e  perfectly  under  control.  Scissors  with  curved  blades  wiU 
be  found  very  useful  in  cutting  off  fine  sections  of  tissue,  for 
examination. 

54.  KiiiTcs;  Scalpels.— In  the  dissection  of  textures  for 
Fi   54  ™^f^°^^<^pical  examination,  but  few  knives  are  re- 
•  quired  ;  a  good  dissecting  scalpel  or  two  ;  a  knife  with 
a  thin  blade,  for  cutting  sections  of  soft  tis- 
sues (fig.  54);  and  a  stronger  knife  for 
making  sections  of  horn ;  are  aU  that  will 
be  absolutely  necessary.     Knives  adapted 
speciaUy  for  making  sections  of  soft  tissues 
will  be  described  when  this  subject  comes  to 
be  considered. 

55.  Forceps.  A  pair  of  thin  brass  forceps 
wiU  be  foimd  convenient  for  laying  on  the 
thm  glass  cover,  after  the  preparation  has 
been  placed  in  the  cell.  Two  pair  of  dissecting 
forceps  wiU  be  found  usefiil.  One  should 
be  a  strong  pair  with  straight  limbs,  the 
other  pair  should  be  small,  with  thin  curved 
blades,  terminated  with  slightly  rounded 
rather  than  pointed  ends  (fig.  55). 

Fig.  56. 


Wooden  forceps  made  of  box-wood,  with  broad  ends, 
are  convenient  for  holding  the  glass  slides  when  hot^ 
as,  if  held  with  cold  metal  forceps,  they  often  crack. 
Ihe  same  object  may  be  gained  by  fastening  a  small  piece  of 
cork  with  a  flat  surface  on  the  end  of  each  leg  of  a  pair  of 
common  brass  or  steel  forceps,  as  shown  in  fig.  56. 
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Fig.  57. 


CEMEKTS. 

The  chief  cements  in  use  amongst  microscopical  observers 
are  gold  size,  sealing-wax  varnish,  solution  of  shell-lac,  solution 
of  atphalt,  marine  glue,  Canada  balsam,  gum,  and  a  Prench 
cement  composed  of  lime  and  India-rubber.    These  cements 
are  used  for  fixing  the  glass  ceU  on  the  glass  slide ;  for  fixing 
the  cover  after  the  preparation  has  been  properly  placed  m 
the  cell  and  for  other  purposes.    The  Hquid  cements  should 
be  kept  in  very  wide-mouthed  bottles,  or  in  the  capped  bottle 
figured  in  57,  which  will  be  found  a  most  convenient  form.  _ 
56.  «oid  Size  is  prepared  by  meltmg  together  gum  animi,boiled 

linseed  oil,  red  lead,  litharge,  sulphate 
of  zinc,  and  tvirpentine.*    Gold  size 
adapted  for  microscopical  purposes 
may  be  also  prepared  as  follows : — 
25  parts  of  linseed  oil  are  to  be  boded 
with  one  part  of  red  lead,  and  a  third 
part  as  much  umber,  for  three  hours. 
The  clear  fluid  is  to  be  poured  ofi", 
and  mixed  with  equal  parts  of  white 
lead  and  yeUow  ochre,  wliich  have 
been  previously  well  pounded.  This 
is  to  be  added  in  smaH  successive 
portions,  and  well  mixed ;  the  whole 
is  then  again  to  be  well  boiled,  and  the  clear  fluid  poiored  off 
fL  use.  'in  this  country  gold  size  may  be  obtained  at  almos 
any  of  the  oil-shops,  and  forms  a  very  useful  cement,  as  i 
dries  slowly  and  &mly.    If  lamp-black  be  rubbed  up  with 
t  here  is  not  so  much  danger  of  it  running  mto  he  pre^- 
ration.    It  is  not  acted  upon  by  spn-it,  but  is  dissolved  by  tur- 

^t7"'eau....w„x  is  prepared   by  dissohnng  small 

pieces  of  the  best  sealing-wax  in  strong  a  coho  :  suflicien 
S  L-wax  should  be  employed  to  make  the  solution  thick 
enough  to  use  with  an  ordinary  brush.    Sealmg-wox  varnish  is 

•  For  ^ro,o^^^^^^^^^^^^^^^  °'  ^''"^^ 

and  Manufactures." 
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apt  to  dry  rather  brittle,  and  slioiild  not,  therefore,  be  used  in- 
cases where  it  is  of  the  greatest  importance  to  keep  the  cell 
perfectly  air-tight.    It  forms  a  good  varnish  for  the  last  coat. 
Various  colours  may  be  kept  according  to  taste. 

58.  Solution  of  SheU-iac  is  recommended  by  Mr.  Ealphs. 
It  is  made  by  dissolving  sheU-lac  in  spirits  of  wine. ,  The  sheU-lac 
should  be  broken  in  smaU  pieces,  placed  in  a  bottle  with  the 
spirit,  and  frequently  shaken,  until  a  thick  solution  is  obtained. 
It  dries  rapidly,  and,  if  put  on  in  thin  layers  successively,  forms 
a  good  cement.    It  is  not  acted  upon  by  weak  spirit. 

59.  Bruuswick  Black.— Solution  of  asphalt  in  turpentine 
commonly  known  by  the  name  of  Brunswick  black,  may  be 
obtained  at  any  oU-shop,  and  forms  a  most  useful  cement,  both 
for  making  very  thin  ceUs,  and  also  for  fixing  on  the  thin  glass 
covers.  If  a  little  solution  of  India-rubber  in  mineral  naphtha 
be  added  to  .it,  there  is  no  danger  of  cracking  when  dry ;  a 
hint  for  which  I  have  to  thank  my  friend,  Mr.  Brooke,  of  the 
Westminster  Hospital. 

Common  Brunswick  black  is  prepared  by  melting  one  pound 
of  asphaltiun,  and  then  adding  half  a  poimd  of  linseed  oil,  and 
a  quart  of  oil  of  turpentine.  The  best  Brunswick  black  is' pre- 
pared by  boiling  together  a  quarter  of  a  pound  of  foreign 
asphaltum,  and  four  and  a  quarter  oimces  of  linseed  oH,  which 
has  been  previously  boHed  with  half  an  ounce  of  litharge  until 
quite  stringy  ;  the  mass  is  then  mixed  with  half  a  pint  of  oil  of 
tiu^Dentine,  or  as  much  as  maybe  required  to  make  it  of  a  proper 
consistence.  It  is  often  improved  by  being  thickened  with 
lamp  black.  It  must  be  remembered  that  this  cement  is 
soluble  in  oil  of  turpentine. 

60.  Marine  Glue— This  substance  was,  I  believe,  first  used 
lor  microscopical  purposes  by  Dr.  Goadby,  now  of  PhHadelphia 
it  IS  prepared  by  dissolving,  separately,  equal  parts  of  sheU-lac 
and  India  rubber,  in  coal  or  mineral  naphtha,  and  afterwards 
mixmg  the  solutions  thoroughly  with  the  appHcation  of  heat. 
It  may  be  rendered  thinner  by  the  addition  of  more  naphtha. 
Marine  glue  IS  readHy  dissolved  by  naphtha,  ether,  or  solution 
ot  potash.    It  IS  kept  best  in  a  tin  box. 

The  method  of  applying  the  marine  glue  wiU  be  described  in 
speaking  of  making  cells.  X) 
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A  cement  for  attaching  cells  of  gutta  perclia  or  India  rubber 
to  the. glass  slide  may.be  made  as  follows  :— According  to 
Harting,  gutta  perclia  is  to  be  cut  into  very  small  pieces  and 
stirred,  at '  a  gentle  heat,  with  15  parts  of  oil  of  turpentine ; 
the  gritty,  insoluble  matter,  which  the  gutta  percha  always 
contains,  is  to  be  separated  by  straining  through  linen  cloth, 
and  then  one  part  of  shell-lac  is  to  be  added  to  the  solution, 
kept  at  a  gentle  heat,  and  occasionaUy  stirred.  The  mixture  is 
to  be  kept  hot  until  a  drop,  when  allowed  to  fall  upon  a  cool 
surface,  becomes  tolerably  hard.  When  required  for  use,  the 
mixture  is  to  be  heated,  and  a  smaU  quantity  placed  upon  the 
slide  upon  which  the  ceU  is  to  be  fixed ;  the  sHde  itself  is  then 
to  be  heated. 

61.  Canada  Balsam  is  uow  much  employed  by  microscopical 
observers  :  formerly  it  was  used  for  cementing  ceUs  together, 
but  this  is  now  effected  more  readily  by  the  aid  of  marine 

^  cinada  balsam  is  a  thick  viscid  oleo-resin,  whicli  becomes  softer 
upon  the  application  of  a  gentle  heat.  If  it  be  exposed  to  too 
high  a  temperature,  the  volatile  oil  is  expeUed,  and  a  h^-d 
brittle   resin  remains  behind.     It  is  chiefly  employed  for 

mounting  hard  dense  textures ; 
and,  in  consequence  of  its  great 
power  of  penetrating,  and  highly- 
refractive  properties,  the  struc- 
tiu-e  of  many  substances,  which 
cannot  be  distinguished  in  ordi- 
nary examinations,  is  rendered 
manifest  when  immersed  in  this 
medium.    Canada  balsam  should 
be  preserved  in  a  tui  box  of  the 
form  represented  in  fig.  58,  care 
being  taken  to  exclude  the  dust ; 
or  in  one  of  the  bottles  (fig.  57). 
Care  should  be  taken  to  keep  tlie 
balsam  very  clean,  otherwise  pre- 
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It  has  been  frequently  recommended  that  the  oldest  specimens 
of  balsam  should  alone  be  employed  for  microscopical  exami- 
nation. By  exposure  to  the  air,  the  balsam  becomes  very 
thick,  and  unfit  for  use  :  it  may  be  thinned  by  the  addition  of 
turpentine.  It  is,  however,  always  better  to  use  balsam  which 
lias  been  kept  ia  weU-closed  vessels. 

62.  ctam. — Thick  gum  water  wUl  be  found  very  useful  for 
attaching  labels  to  preparations,  and  also  for  fixing  on  the  cover 
when  preparations  are  mounted  ia  the  dry  way.  It  is  prepared 
by  dissolving  common  gum-arabic  in  water,  and  keeping  the 
bottle  in  a  warm  place  until  the  solution  has  become  sufficiently 
thick.  It  should  always  be  strained  before  it  is  placed  in  the 
bottle  for  use. 

Gum  water,  thickened  with  powdered  starch,  wiU  be  found  a 
very  useful  cement  for  fixing  the  glass  cover  on  preparations 
mounted  dry.  When  dry  it  forms  a  hard  white  coating.  The 
addition  of  a  little  arsenious  acid  will  prevent  the  growth  of 
mildew.  Another  very  convenient  solution  is  made  by  dissolving 
powdered  gum  in  a  weak  solution  of  acetic  acid. 

63.  French  Cement,  composed  of  I^imc    and  India-rubber.  

This  cement  is  made  as  follows  : — Some  common  India-rubber, 
or  any  refuse  pieces  (which  can  be  bought  by  the  pound),  are 
placed  in  an  earthen  pipkin  over  a  fire,  and  stirred  frequently 
with  an  iron  rod,  until  the  whole  has  become  a  liquid  mass. 
Powdered  lime  is  then  thrown  in,  in  small  quantities  at  a  time, 
and  the  mixture  well  stirred  until  it  becomes  thoroughly  incor- 
porated. Lime  should  be  added  until  the  mass  becomes  very 
thick  and  tenacious.  It  may  now  be  coloured  by  mixing  ver- 
mmon  with  it,  or  a  little  Venetian  red,  which  gives  a  fine  rich 
brown  colour. 

This  operation  should  always  be  performed  out  of  doors,  as 
it  gives  rise  to  a  very  ofiensive  smell ;  and  care  should'  be 
taken  that  the  mixtiu-e  does  not  catch  light,  as,  in  this  case, 
much  would  be  spoilt,  in  consequence  of  the  carbonaceous 
residue  which  remains  rendering  it  gritty  and  unfit  for  use. 
It  may  be  kept  in  tin  or  earthenware  pots. 

The  great  advantage  which  this  cement  possesses  is,  that  it 
never  becomes  hard,  so  that  large  quantities  of  fluid  may  be  kept 
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in  a  cell,  the  cover  of  wliicli  is  fixed  on  with  this  substance, 
without  'danger  of  the  glass  cracking  in  consequence  of  the 
alteration  of  the  vohime  of  the  fluid  by  variations  of  tempera- 
ture  Another  advantage  is,  that  when  pressed  upon  wet  glass, 
the  thin  layer  of  fluid  is  expelled  by  the  pressure,  and  the 
cement  adheres  fii-mly.    In  order  to  fix  on  the  cover  of  a  pre- 
paration iar  with  this  cement,  all  that  is  necessary  is  to  roE  a 
small  piece  out  between  the  hands,  and  lay  it  all  round  the  top 
of  the  jar  or  ceU.    By  pressing  it  gently  with  the  finger  and 
thumb,  it  adheres  firmly  to  the  glass  ;  the  cell  is  then  fiUed  with 
the  preservative  solution,  and  the  cover  applied  (§  93).  The 
edge  may  be  covered  with  any  coloured  varnish,  or  paper,  or  it 
may  be  bronzed  or  gilt,  according  to  taste.    This  cement  will 
not  answer  where  strong  sph^it  is  used,  but  if  only  weak  spmt 
be  employed,  or  some  aqueous  preservative  solution,  the  jomt  wiii 
last  for  ahnost  any  length  of  time.    I  have  several  preparations 
which  ha>ve  been  placed  in  the  creosote  and  naphtha  solution 
(8  97)  in  large  cells,  and  they  are  nowperfectly  air-tight,  although 
upwards  of  five  years  have  elapsed  since  they  were  first  put  up. 
The  lime  and  India-rubber  cement  answers  weH  for  fixing  on 
the  glass  tops  of  large  preparation  jars,  and  looks  exceedingly 
neat   but  if  spirits  be  used,  a  little  air  must  be  permitted  to 
remain  in  the  jar,  or  the  cover  may  be  cemented  on  the  ceU 
according  to  the  plan  described  in  §  93. 

The  apparatus,  cements,  &c.,  u^ed  in  microscopical  investigations,  maybe 
obtained  arranged  in  a  case,  of  Mr.  Highley,  32,  Fleet  Street. 


Upon  subjects  treated  of  in  the  preceding  chapter  the  foUomng  works 
may  be  referred  to -.-Translations  from  "Het  M.kroskoop,_  Harting, 
Utrecht,  in  the  Edinburgh  Monthly  Journal  for  March,  1852,  ^e^v  Series  ; 
-Anatomical  Manipulation,"  Tulk  and  Henfrey  ;  Papers  by  Dr.  Goadby 
in  Silliman's  "American  Journal  of  Science Dujardin  "Nouveau  Manuel 
Te  ims:rvatiot  au  Microscope,"  Paris,  1843 ;  Str.usdurkhe.m  "T^Ue 
pratique  et  theorique  d' Anatomic  Comparative,  Pans,  1842. 
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CHAPTEE  V. 


OF  MAKIjra  CELLS  FOE  PEESEEYING  PEEPAEATIONS. 
TAEIOTJS  FOEMS  OF  CELLS  EMPLOYED. 


THE 


64.  Of  Gutting  olass. — In  making  the  cells  which  are  intended 
to  contain  anatomical  preparations  we  often  require  to  be  able 
to  cut  very  thick  plate  glass.  For  this  purpose  a  large  plate- 
glass  diamond  is  necessary.  The  use  of  the  diamond  is  easHy 
learned  with  a  little  practice.  The  most  important  points  to 
bear  in  mind  are — 

1st.  To  hold  the  diamond  firmly  in  its  proper  position, 


Fig.  59. 


by  placing  the  upper  part  of 
the  handle  between  the  first 
and  middle  fingers,  the  fore- 
finger resting  on  the  anterior, 
and  the  thumb  pressing  upon 
the  posterior  flat  surface  (fig.  59). 

2ndly.  To  be  careful  not  to 
bend  the  wrist,  but  to  allow  the 
entire  movement,  when  the  dia- 
mond is  drawn  over  the  glass,  to 
take  place  in  the  elbow  and  shoulder  joints;  and 

3rcUy.  Always  to  keep  the  instinunent  inclined  at  the  same 
angle     The   diamond  should  not  be  pressed  strongly  upon 

craf  r'lf  r  U  ^'"l"^"'^^  P^°^-^^  - 

scratch.   It  should  never  be  attempted  to  go  over  any  part  of 

mjured.  For  cuttmg  plate  glass  of  ordinary  thickness,  a  com- 
mon glazier  s  diamond  only  wiU  be  required. 

65^  Of  c..m„g  the  thi..  CyUndcr  cia«.._The  thin  glass 
which  IS  used  for  covering  preparations  is  cut  with  what  is 
termed  a  wntmg  diamond  (fig.  60)  :  a  small  instrument  which 
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is  used  for  seratohiug  marks  ou  glass.    In  order  to  cut  the 


Fig.  60. 


thin  glass  into  small  squares,  the  sheets 
must  be  placed  upon  a  very  flat  surface ; 
as,  for  instance,  a  piece  of  plate  glass, 
or  a  board  planed  perfectly  smooth. 
The    diamond    being    held  upright, 
straight  lines  are  marked  with  the 
aid  of  a  flat  ruler,  according  to  the 
size  of  the  squares  to  be  cut.  When 
all  the  lines  are  made,  the  pieces  of 
glass  can  be  readily  broken  off.  They 
should  be  kept  in  a  box  with  a  little 
starch  powder,  to  prevent  them  from 
being  broken  in  smaller  pieces. 
A  piece  of  thin  glass  of  any  shape  can  be  readHy  cut  with 
the  writing  diamond,  taking  care  not  to  lean  too  heavily.  ^ 

66.    Method    of    cutting    circular    pieces    of   Thin  Glass.— 

Thincrlaas  circles  have  been  cut  with  a  beautiful  insti-ument  on 
the  principle  of  a  pair  of  compasses  ;  but  the  foUowing  method 
is  very  simple  and  efficacious.  Common  brass  curtam  rmgs 
of  various  sizes  are  obtained;  and  on  each  side  of  a  rnig  is 

soldered  a  straight  piece  of  wire,  or  a 
round  hole  is  made  in  a  perfectly  flat 
piece  of  brass,  as  shown  in  fig.  61.  By 
placing  a  finger  on  each  side,  the  ring 
can  be  maintained  in  a  proper  position, 
whHe  the  circle  is  marked  out  with  the 
—  diamond.  These  rings  may  be  obtained 

of  Mr.  Matthews ;  or  small  pieces  of  cardboard,  or  gutta  percha, 
in  which  circular  holes  of  various  sizes  have  been  cut  out,  may 
be  substituted  for  them. 

67.  Of  s.-i...!i"s  ^0^"  Pa- 

noses of  grinding,  it  is  esseutiaUy  necessary  to  obtam  a  per- 
fectly.flat  surface.  A  large  fiat  piece  of  thick  cast  iron  w.11 
answer  the  puiTOse  very  well,  or  a  perfectly-flat  stone  may  be 
employed,  which  should  be  about  a  foot  square,  or  larger,  if  cells 
of  considerable  size  are  required. 

Perhaps,  however,  the  best  substance  to  make  a  plate  tor 


Fig.  61. _ 
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grinding  glass  upon  is  pewter.  A  flat  slab  of  pewter  can  be 
readily  obtained,  and  as  the  emery  becomes  imbedded  in  the 
metal,  a  most  efficient  gi-indstone  is  obtained.  This,  I  believe, 
was  first  suggested  by  Dr.  Goadby.  Common  sand,  of  a  fine 
quality,  or  emery  powder,  will  be  required.  The  grey  sand, 
which  can  be  purchased  at  the  oil-shops,  answers  very  well  for 
coarse  glass-grinding.  Water  is  poured  upon  the  slab,  and  the 
glass  rubbed  very  gently  round  and  round.  If  rubbed  too 
forcibly,  there  is  danger  of  brealting  it,  or  of  chipping  off  small 
pieces  from  the  edge.  Care  must  be  taken  to  keep  the  sand 
constantly  wet  during  the  operation.  After  being  ground 
upon  a  stone  with  sand,  it  may  be  rendered  more  smooth  by 
being  further  rubbed  down  with  emery. 

Sometimes  it  is  merely  required  to  roughen  the  surface  of  the 
glass,  as  in  maldng  the  thin  cells.  In  this  case,  it  is  better  to 
use  fine  emery  powder  moistened  with  water  or  turpentine, 
and  placed  upon  a  smaU  piece  of  thick  plate  glass;  or  a  com- 
mon hone  may  be  used.  The  surface  of  glass  may  also  be 
ground  by  rubbing  it  well  with  a  rag  covered  with  emery 
powder. 

68.  On  fixing  ccu^  to  Uic  Glass  Slides.— Before  referring  to 
the  various  kinds  of  cells,  it  wiU  be  better  to  describe  the  me- 
thod of  fixing  them  to  the  glass  slides.  This  may  be  effected 
by  gold  size,  Canada  balsam,  or  by  varnishes  of  various  kinds  • 
but  the  method  which  is  to  be  preferred  in  most  instances,  and 
that  which  is  now  in  constant  use,  is  to  cement  them  with  ma- 
nne  glue,  which  forms  a  most  perfect  joint.  To  effect  this,  it 
18  necessary  that  the  glass  should  be  heated  some  degrees 
above  the  boiling-point  of  water,  in  order  that  the  glue  may 
run  upon  it  freely.  When  the  glue  is  thoroughly  melted  upon 
the  shde,  the  ceU  is  applied,  gently  pressed  down,  and  the 
whole  allowed  to  become  cool. 

The  most  convenient  manner  of  making  the  slides  sufficiently 
hot  IS  to  place  them  on  a  flat  brass  or  iron  plate,  to  which  heat 
may  be  applied  by  a  lamp  placed  below  (fig.  62). 

If  a  considerable  number  of  ceUs  are  to  be  mounted,  it  is 
better  to  have  a  large  and  perfectly-flat  cast-iron  plate,  whicli 
can  be  heated  by  a  gus  or  oil  lamp,  upon  a  proper  support,  or 
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by  a  small  stove.  The  slides  may  be  placed  in  a  row  in  one  part 
of  the  plate,  and  the  cells  in  another  part.  As  soon  as  the  slides 
are  hot,  a  few  small  pieces  of  marine  glue  may  be  laid  upon  the 
slide  in  the  position  in  which  it  is  intended  to  place  the  cell,  or 
the  glue  may  be  first  melted  in  a  pot  and  applied  to  the  warm 

Fig.  62. 


glass  with  a  stick.    When  the  glue  is  thoroughly  melted,  the 
cell  is  moved  to  its  place  with  a  pair  of  forceps,  and  gently 
pressed  upon  the  slide  until  it  is  found  that  the  glue  has  wetted 
it  in  every  part,  forming  a  thin  and  almost  invisible  layer  between 
the  glass  surfaces.    It  is  frequently  necessary  to  press  the  cell 
firmly  on  the  glass  slide,  in  order  to  break  down  little  gritty 
particles  often  present  in  considerable  quantity  in  marine  glue. 
The  whole  can  then  be  removed  from  the  hot  plate,  and  allowed 
to  cool  gradually.    In  moving  the  ceU  or  sHde,  forceps,  the 
ends  of  which  have  been  protected  with  small  pieces  of  cork,  or 
Pi    g3       covered  with  thread,  pieces  of  stick,  and  a  cloth 
win  be  found  of  service.    The  sudden  application 
of  the  cold  finger  often  causes  the  glass  to  crack. 
The  greater  part  of  the  glue  which  has  run  over 
the  slide  may  be  removed  with  any  smaU  instru- 
ment having  a  sharp  square  end.  A  lai'ge  brad-awl 
(tig.  63)  answers  very  well.    If  a  little  solution  of 
potash  be  rubbed  upon  the  glass  with  the  aid  of  a  stick,  the 
superfiuous  glue  can  easily  be  removed  from  the  glass,  or  the 
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cells  may  be  soaked  in  dilute  potash  for  half  an  hour,  and  the 
softened  glue  removed  with  a  hard  brush  and  soaij  and  water. 
After  cleaning  the  slides  with  potash,  they  should  be  well  washed 
m  soap  and  water,  and  afterwards  thoroughly  cleaned  by  being 
rubbed  with  a  little  weak  spirit  and  a  soft  cloth. 

CELLS  FOE  PEESEEYISra  PEEPAEATIONS.' 

In  order  to  preserve  a  preparation  for  any  length  of  time,  it 
becomes  necessary  to  place  it  in  a  cell  or  air-tight  vessel,  more 
especially  if  it  be  preserved  in  a  liquid.  In  order  to  effect  this 
object,  several  precautions  must  be  observed,  the  nature  of 
which  will  be  considered  in  the  next  chapter.  In  this  place  I 
propose  to  describe  the  most  useful  ceUs  to  the  microscopical 
observer,  and  the  method  of  making  them. 

The  forms  and  thickness  of  ceUs  for  microscopical  prepara- 
tions must  of  course  vary  according  to  the  nature  and  size  of 
the  object  to  be  mounted. 

Thin  cells  may  be  made  of  various  substances.  Even  paper 
answers  exceedingly  weU  in  some  cases,  and  is  weU  adapted 
for  dry  preparations.  A  thin  layer  of  white  lead,  which  has 
been  allowed  to  dry,  has  also  been  employed  for  the  same  pur- 
pose. White  lead,  made  into  a  thick  liquid  with  linseed-oil 
aiidtui'pentme,  has  been  recommended  by  some  observers 
Various  vai-mshes  have  likewise  been  used;  but  where  it  is 
requu-ed  to  keep  the  specimen  in  some  preservative  solution 
glass  IS  the  substance  which  in  all  cases  forms  the  best  material 
lor  making  cells. 

THIN  GH-ASS  CELLS. 

Sometimes  preparations  are  of  such  extreme  tenuity  that" it 
IS  only  necessary  to  place  them  on  the  slide  with  a  drop  of  some 
preservative  solution,  and  then  to  cover  them  with  a  square  of 
tbn  glass,  the  edges  of  which  have  been  anointed  with  gold  size 

absorbed  with  bibulous  paper,  and  the  slide  aUowed  to  dry  for 
a  few  mmutes.  A  layer  of  gold  size  or  other  cement  is  thZ 
tl'  slide" Y  the  edges  of  the  thin  glass  in  order  to  fix  it  t^ 
the  slide.  In  this  way  an  excessively-thin  cell  may  be  formed  • 
but  preparations  mounted  in  cells  made  in  this  manner  can 
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seldom  be  ke^Dt  for  any  length  of  time  without  the  entrance 
of  air-bubbles.  This  arises  from  the  outer  layers  of  the 
gold  size  drying  more  rapidly  than  the  more  internal  layers. 
By  the  contraction  thus  produced  the  edges  of  the  cement  are 
drawn  off  from  the  glass,  to  which,  however,  it  does  not  ad- 
here with  great  tenacity,  in  consequence  of  the  surface  being 
highly  polished.  It  is,  therefore,  always  better  to  make  very 
thin  cells  of  glass  or  other  material,  which  can  be  cemented  to  the 
glass  slides  with  marine  glue  or  other  cement ;  or  else  to  make 
the  ceU  by  painting  the  slide  with  a  ring  of  varnish,  marine 
glue,  or  Brunswick  black,  and  allowing  this  to  dry  thoroughly 
before  the  preparation  is  placed  in  it.  In  this  manner  the 
thinnest  cells  which  can  be  required  are  readily  made. 

69.  Cells  made  of  BrnnswicU  Black. — Perhaps  Brunswick 
black  (§  59)  is,  for  the  purpose  just  mentioned,  the  best.  It  is 
painted  upon  a  glass  slide  with  a  fine  camel's-hair  brush,  and  al- 
lowed to  dry  perfectly,  when,  if  the  cell  be-  not  sufficiently  thick, 
another  layer  may  be  applied.  If  the  ceU  be  required  imme- 
diately, it  is  better  to  warm  the  shde  slightly  before  applying  the 
varnish.  If  too  great  a  degree  of  heat,  however,  be  employed, 
the  varnish  becomes  brittle  and  the  ceU  unfit  for  use.  Yery 
neat  circular  cells,  composed  of  Biamswick  black,  are  readily 
made  by  the  little  instrument  designed  by  IMr.  Shadbolt,  and 
figured  in  the  margin  (fig.  64).    The  glass  slide  is  placed  under 

the  springs  on  the  circular  table, 
which  is  then  made  to  revolve, 
while  a  brush  containing  the 
varnish  is  held  about  three- 
eighths  of  an  inch  from  the 
centre  of  the  slide.  These 
cells  are  very  useful  for  mount- 
ing the  most  delicate  urinary 
deposits,  such,  for  instance,  as 
  casts  of  the  renal  tubes,  &c. 

By  this  method  the  thinnest  cells  that  can  be  possibly  re- 
quired may  be  readily  made  in  a  few  minutes. 

70.  very  ii.i..  Ceiu  made  of  Tinfoil.— This  may  be  easily  accom- 


Fig.  M. 
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plished  by  cutting  with  a  pair  of  scissors  a  piece  of  thin  tinfoil 
the  size  of  the  cell  which  it  is  desired  to  make.  A  hole  is  cut  in 
the  centre  of  the  tinfoil  siifficiently  large  to  hold  the  preparation 
which  is  to  be  preserved,  and  the  tinfoil  is  then  attached  to  the 
glass  slide  with  marine  glue.  When  cold  the  cell  may  be  filed 
perfectly  flat  with  a  very  fine  file,  or  rubbed  vsdth  a  little  emeiy 
upon  a  piece  of  plate  glass,  and  the  marine  glue  should  be  after- 
wards removed  fi-om  the  centre  with  a  little  solution  of  potash. 
The  cover  may  be  fi^ed  on  with  gold  size  or  varnish,  as  in  other 
cases.  Thin  cells  have  also  been  made  of  gutta  percha,  but  there 
is  great  difficulty  in  fixing  the  cell  firmly  upon  the  glass  slide. 
This,  however,  has  been  eflTected  by  some  observers ;  but  in 
consequence  of  the  difficulty,  it  is  a  method  not  generally  em- 
ployed. Preparations,  however,  mounted  in  cells,  composed 
entirely  of  gutta  percha,  keep  very  well  for  a  length  of  time. 
For  the  cement  adapted  for  attaching  guttapercha  cells  to  elas"^ 
vide  §  60.  •  ' 

71.  Cells  composcci  of  very  thin  olass. — These  ceUs  are  very 
convenient,   and   will  be 

found  useful  for  preserving  |  

many  preparations.  They 
may  be  obtained  of  difier- 
ent  degrees  of  thickness, 
and  are  made  usually  by 
perforating  the  thin  cyUnder  glass  which  is  used  for  covering 
the  ceUs,  or  by  grinding  sections  of  a  thick  glass  bottle  to  the 
required  tenmty  (fig.  65).  Eound  cells  of  thin  glass  are  made 
as  foUows  :-A  great  number  of  squares  of  thin  glass  are 
cemented  finnly  together  with  marine  glue,  and,  whel  -cold,  a 
hole  of  the  reqmred  size  is  di-iUed  through  them  all.  Thev  are 
next  separated  from  each  other  by  heat,  and  after  being  clelned 
w^th  potash  may  be  fixed  on  the  glass  sHdes  with  maLe  glue 

llhenT  ^.t  '^^'^  I*  -  ^  Sood  plan  to 

ueSentrv  f      T     r^f  "^^^^  -enders'the  subse- 

more  Wvf  i^'^  ^        ^'^^  '^'^  '-adheres  much 

Zdllv^Sf  1  r  ^T?^'  "  P"^^^^'^^'  This  is 

?S.f  1  1      ^  '''^^'''^  '^'^^  been  fixed  upon 

the  glass  shde,  up  and  down  a  narrow  hone  or  strip  of  plate 
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glass,  on  which  some  moistened  emery  powder  has  been  placed. 
In  this  way  also  the  thickness  of  the  cell  may  he  reduced  if 
required. 

72.  New  method  of  making  thin  Gloss  Cells.— For  SOme  time, 

however,  I  have  been  in  the  habit  of  making  these  thin  gkss 
ceUs  as  follows  : — 

One  of  the  thick  glass  rings  (fig.  68)  is  heated  on  the  brass 
plate,  and  one  side  covered  with  marine  glue.  As  soon  as  the 
glue  is  thoroughly  melted,  a  small  piece  of  the  thin  glass  is 
carefuUy  applied,  and  the  whole  aUowed  to  cool  (fig.  66) .  When 

quite  cold,  the  point 


Fig.  66. 


Fig.  67. 


of  a  semicircu- 
lar, or  round  file 
is  sharply  thrust 
through  the  centre 
of  the  thin  glass, 
which  is  carefully 
filed  to  the  size  of 

the  interior  of  the  ring,  and  then  taken  off"  by  heating  it  a  second 
time  on  the  plate,  when  it  may  be  cleaned  with  potash,  and  is 
ready  to  be  fixed  to  the  sUde.  The  success  of  this  simple  pro- 
cess depends  upon  the  very  intimate  adhesion  of  the  thin  glass  to 
the  ring  ;  and  this  is  so  firm,  that  however  roughly  the  file  may 
be  used,  any  crack  which  is  made,  never  runs  across  that  part 
of  the  thin  glass  which  is  fixed  to  the  ring.  In  this  way,  thin 
glass  cells  may  be  made  of  any  shape  without  the  sHghtest 
trouble  ;  and  by  having  many  of  the  rings  on  the  hot  plate  at 
the  same  time,  and  taking  them  in  rotation,  a  very  short  time 
only  is  required  to  make  a  great  number.  Yery  large  thm 
glass  ceUs  can  thus  be  readHy  formed  (fig.  67),  which  could 
not  be  made  at  aU,  or  only  with  great  labour,  by  any  other 
process. 


THICK  GLASS  CELLS. 

73.  Deep  Glass  Cells.— The  deep  glass  cells  which  are  used 
for  mounting  injections  and  other  preparations  of  considerable 
thickness,  are  made  either  by  cutting  sections  of  thick  glass 
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bottles,  or  round  tubing  (fig.  68)  ;  or  by  drilling  holes  of  the 
required  size,  in  pieces  of  plate  glass,  gutta  percha,  &c.  (fig. 

Fig.  GS. 


69.)  AH  these  of  course  require  fixing  to  plate-glass  slides,  as 
above  described. 

Fig.  69. 


Cells  made  bj  these  methods  may  be  obtained  of  various  shapes 
and  sizes  ;*  the  small 
round,  or  square  cells 
are  very  convenient 
for  mounting  small 
pieces  of  injection. 
When  larger  prepara- 
tions are  to  be  pre- 
served, the  oval  or 
square-shaped  cells, 
(figs.  69,  70,)  may  be 
employed.    Mr.  Storer  has  succeeded  in  making  ceUs  on  this 

*  The  following  table  gives  the  prices  and  dimensions  of  some  of  these 
cells  previous  to  being  mounted  upon  the  glass  plates— 

Lengtli.       Breadth.       Depth.  Price. 
In-  In.  In. 

^  3  i  2s.  each. 

3  3  i  ed.  each. 

^  ^  i  2d.  or  3d.  each. 

Smaller  cells  from  Is.  6d.  to  2s,  per  dozen. 
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plan,  as  large  as  six  inches  by  three,  and  half  an  inch  deep. 
The  glass  is  cast  in  a  mould,  and  thin  sections  are  cut  off  of  the 
required  depth. 

74.  Concave  C}ias8  CcU. — Another  form  of  cell  which  has 
lately  been  much  used  for  mounting  injections,  is  made  by 

Fig.  71.  grinding  a  deep  con- 

 cavity   (which  may 

A  ~  '  ^^tli — ^"^IIK  either  be  circular  or 

^^^fcs^y "         '  Jiife^        oval),in  the  centre  of 

^i^H"^  \        strip  of  very  thick 

^-l'™ -   ,  ^     plate  glass.  (Fig. 

71.) 

Cells  of  all  the  forms  above  mentioned,  varying  from  a 
quarter  of  an  inch  in  diameter  to  six  inches,  and  of  any  re- 
quired depth,  may  be  obtained  of  Mr.  Dennis,  Mr.  Topping, 
or  Mr.  Matthews,  and  when  fixed  upon  the  slides  and  ready 
for  use,  vaiy  in  price  from  threepence  to  two  shillings  or  half- 
a-crown  each. 

75.  shaUow-biiiit  Olass  Cells. — Yery  large  glass  cells  cannot  be 
made  by  any  of  the  above  processes  ;  and  when  only  one  cell  of 
a  particvdar  size  is  required,  it  will  be  better  to  make  it  according 
to  one  of  the  following  plans .  The  simplest  method  of  construct- 
ing such  a  cell,  provided  it  be  not  required  of  great  depth,  is  the 
following : — A  piece  of  thick  plate  glass,  of  the  proper  dimen- 
sions, is  selected,  and  portions  of 

■  equal  width  are  cut  off  from  the 

four  sides,  as  shown  in  the  an- 
nexed  diagram  (fig.  72)  ;  these  are 
afterwards  fixed  in  their  proper 
places  on  the  slide,  with  marine  glue,  care  being  taken  to  place 
the  surface  which  has  been  cut  by  the  diamond  do^vnwards,  so 
that  the  furrows  thus  made  may  become  filled  up  with  marine 
glue.  The  upper  surface  is  then  to  be  ground  rough  with 
a  little  emery  powder. 

76.  Bcep-biiut  Glass  CeUs.— If  the  cell  be  required  of  consider- 
able depth,  it  must  be  made  by  joining  together  four  s^ips  of 
plate  glass,  the  edges  and  ends,  of  which  have  been  ground 
perfectly  flat  and  smooth.    The  foUowing  is  the  method  of  pro- 
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ceediBg : — Four  strij)s,  of  any  depth  and  length  required,  are 
carefully  cut  off  a  piece  of  thick  plate  glass  (§  64)  ;  the 
surfaces  of  the  four 
pieces  are  then  joined 
together  with  marine 
glue,  in  the  usual  man- 
ner, and  are  adjusted 
as  evenly  as  possible 
(fig.  73).    When  cold, 

both  edges  are  ground  perfectly  square  on  a  very  flat  stone, 
with  common  sand  and  water  (§.  67).  Time,  of  coiirse,  will 
be  saved  by  using  a  grindstone,  but  the  above  method  answers 
very  well. 

By  joioing  the  slips  of  glass  in  this  manner,  we  must 
necessarily  obtain  the  ground  surfaces  perfectly  square,  a  point 
of  great  difficulty  if  each  piece  be  ground  separately.  The 
ends  of  the  slips  of  glass  must  now  be  ground  perfectly  square  ; 
all  together,  if  the  sides  of  the  cell  are  to  be  equal ;  but  if  two 
are  to  be  longer  than  the  others,  they  must  be  separated  and 
ground  two  and  two.    When  the  cut  surfaces  are  ground 
perfectly  even,  the  glass  slips  may  be  separated  from  each 
other,  and  the  ends,  after  being  cleaned,  joined  together  with 
marine  glue.    The  junctures  are  rendered  stronger  by  fixing  a 
small  triangular  piece  of  glass  in  each  corner,  as  shown  in 
fig.  74.    The  triangular  piece  is  prepared  by  grinding  down 
one  of  the  angles  of  a  very  narrow 
strip  of  plate  glass,  which  may  then 
be  cut  into  the  proper  lengths  with 
a  file.    To  join  the  ends  we  must 
proceed  as  follows  :  the  ends  of  two 
of  the  sides  are  first  warmed  on  the 
hot  plate  and  joined  with  marine  glue, 
taking  care  that  they  are  placed  per- 
fectly square,  and  that  the  triangular  piece  is  in  its  place  ; 
when  cool,  a  third  side  is  added  with  the  same  precautions  ;  and 
lastly,  the  fourth  is  joined  to  the  others  :  if  the  slips  have 
been  properly  ground,  this  is  easily  effected,  but  if  the  ends  be 


Fig.  74. 
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not  perfectly  square,  it  is  quite  impossible  to  make  a  good 
ceU. 

Mr.  Dennis,  who  makes  most  excellent  cells  of  this  kind,  has 
lately  bevilled  the  ends  of  the  sides  before  joining  them  to- 
gether, as  shown  in  fig.  74.  By  this  excellent  arrangement, 
the  junctures  are  much  firmer,  and  the  future  coUapse  of  the 
sides,  which  sometimes  happens  after  the  preparation  has  been 
put  up  for  some  time,  is  rendered  impossible. 

When  the  angles  are  all  joined,  and  the  glue  hard,  it 
becomes  necessary  to  grind  both  surfaces  of  the  cell  again,  iu 
order  that  they  may  be  perfectly  flat  before  it  is  attempted  to 
fix  the  cell  on  the  glass  slab.  This  last  grinding  must  be  con- 
ducted very  cautiously,  particularly  if  the  cells  be  large ;  one 
surface  may  be  ground,  and  this  fixed  to  the  slab  in  the  usual 
way,  taking  care  not  to  raise  the  temperature  too  high,  for  fear 
of  melting  the  glue  by  which  the  corners  are  joined  together. 
The  slab  of  plate  glass  should  be  cut  rather  larger  than  the 
cell,  and  the  edges  ground  smooth. 

Wlien  the  slab  is  sufficiently  heated,  small  pieces  of  glue  are 
to  be  placed  upon  it,  and,  when  these  are  melted,  the  cell  may 
be  applied,  by  aid  of  forceps,  as  described  in  §  68  ;  narrow  strips 
of  glass  should  then  be  fixed  all  round  the  cell,  as  shown  in  the 
figure,  care  being  taken  that  every  point  of  the  cell  is 
connected  with  the  slab  by  the  glue.    After  the  whole  has 

become  quite 
cold,  the  other 
surface  of  the 
cell  may  be 
ground  smooth 
and  the  su- 
perfluous glue 
afterwards 
scrapedofi'jaud 
the  ceU  tho- 
roughly cleaned  with  potash,  naphtha,  or  ether.    (Fig.  75.) 

Cells  made  in  this  manner  occasionaUy  leak  after  a  time,  ni 
consequence  of-  the  numerous  joints  which  they  contain  ;  and 
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this  is  more  particularly  liable  to  happen  if  tolerably  strong 
spirit  be  employed  to  preserve  the  preparation,  because  marine 
glue  is  softened  by  it. 

Tor  the  method  of  making  the  built  glass  cells,  and  indeed 
most  of  the  cells  mentioned  in  the  present  chapter,  we  are 
indebted  to  Dr.  Goadby ;  to  whom  also  the  thanks  of  practical 
observers  are  due,  for  the  many  improvements  suggested  by 
him  in  several  branches  of  manipulation,  especially  in  making 
minute  and  delicate  dissections. 

77.  New  method  of  luakiug  deep  Criass  Cells. — A  method  of 

making  these  large  glass  cells,  which  I  have  adopted  for  some 
time  past,  to  a  great  extent,  obviates  some  of  the  defects  of  the 
built  glass  cell,  and,  at  the  same  time,  the  cell  is  made  in  much 
less  time.  Instead  of  joining  the  angles  of  separate  pieces  of 
glass  together  with  marine  glue,  I  take  one  long  strip  of  plate 
glass  of  the  proper  depth,  and  with  spots  of  ink  accurately 
mark  the  length  of  the  sides  of  the  cell.  At  these  marks  the 
glass  is  carefully  bent  at  a  right  angle  in  the  flame  of  the  blow- 
pipe, taking  care  to  keep  each  side  perfectly  square  as  it  is 
bent ;  the  ends  are  joined  together  in  the  blowpipe  flame,  and  the 
surfaces  are  afterwards  groiuid  even  on  the  stone.  The  heat  must 
be  applied  very  gradually,  commencing  below.    In  this  process 

there  is  some  difiiculty  in  preventing  the  glass  from  cracking  as 

it  cools.    This  may,  to  a  certain  extent,  be  avoided  by  allowing 

the  ceU  to  cool  very  gradually,  or,  what  is  better,  by  placing  it 

in  an  oven  for  a  short 

time.    If  flatted  flint 

glass  could  be  ob- 
tained,  the  process 

would  be  very  easy  of 

execution,  and  cells 

of  considerable  depth 

might     be  readily 

made.     Wben  the 

surfaces   have  been 

ground  flat,  the  ceU  is  fixed  to  a  slab  in  the  usual  way  (fig.  76). 
78.  Cells  made  ^vith  the  aid  of  G.uia  Peicha.— Occasionally 
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Fig.  77. 


cells  may  be  required  of  very  peculiar  sliapes,  wide  perhaps  in 
one  part,  aud  3iarrow  in  another ;  or  of  a  form  whicli  it  would 
be  very  dilBcult  to  make  with  glass  only.    Some  time  ago  I 

required  a  cell  of  such  a  form  that 
it  would  contain  a  proteus,  while  the 
circulation,  in  the  branchife  co\dd  be 
observed  under  the  microscope. 
The  part  of  the  cell  containing  the 
branchijB  and  head  must  necessarily 
be  perfectly  flat,  otherwise  the 
object  woxjld  not  be  sufficiently 
distinct. 

A  cell  of  a  form  which  would 
enable  the  animal  to  be  kept  quite 
steady,  and  which  allowed  the  water 
to  be  frequently  changed  while  he 
was  under  observation,  was  made  as 
follows  : — A  built  cell  of  the  form 
shown  in  fig.  77  a,  was  made  in  the 
usual  manner  (§  67),  one  end 
only  being  left  oiDen.  A  piece  of 
tube,  of  rather  less  diameter  than 
the  cell  in  its  shortest  dimensions, 
was  then  fixed  to  the  open  end  with 
gutta  percha,  made  soft  by  soaking 
in  boiling  water  (fig.  77  h).  Two 
pieces  of  glass  tube  of  the  form 
shown  in  the  figure  at  c  were  then 
inserted  into  a  cork,  which  accu- 

  rately  fitted  the  mouth  of  the  tube. 

The  total  length  of  tliis  cell  was 
about  twelve  inches.  The  gutta 
percha  joint  was  found  to  be  quite  fii-m,  and  the  ceU  answered 
the  pu^ose  for  which  it  was  designed.  The  flat  part  of  the 
cell,  containing  the  head  and  branchiae,  was  placed  upon  the 
Btac^e  of  the  microscope,  and  the  animal  supplied  with  fresh 
water  from  time  to  time  by  the  funnel  tube.    In  this  way  the 
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proteus  coiUd  be  kept  under  observation  for  upwards  of  two 
hours.  The  same  plan  may  be  successfully  followed  in  making 
cells  of  other  shapes. 


On  the  subject  of  making  cells,  Papers  by  Dr.  Goadby,  in  Silliman's 
"American  Journal  of  Science  and  Arts,"  1852,  and  "  Quekett  on  the 
Microscope,"  may  be  also  consulted  with  advantage. 
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CHAPTEE  VI. 

EXAMIKATION  OE  OBJECTS  BT  THE  MICEOSCOPE— EEELECTED 
LI&HT  —  TKANSMITTED  LIGHT — LAMPS  —  SUBSTAIfCES  EX- 
AMINED IN  DIEEERENT  MEDIA — DISSECTION  TJKDEE  THE 
STJEEAOE  OE  ELUID. 

REELECTED  LIGHT. 
79.  Exaniinatiou   of  Objects   by  Reflected  liight.— Eeflected 

light  is  employed  for  the  examination  of  the  surface  only  of  sub- 
stances placed  in  the 
Fig.  78.  field  of  the  microscope, 

these  objects  being  of- 
ten too  thick  to  admit 
the  passage  of  light 
through   them.  In 
those  cases  in  which 
the  surface  of  trans- 
parent objects  is  to  be 
examined,  a  piece  of 
black  paper,  or  cloth, 
or  other  opaque  siib- 
stance  must  be  placed 
behind  in  order  to 
prevent  the  passage 
of  any  rays  of  light 
through  them.  The 
light  is  usually  ren- 
dered more  intense  by 
being  condensed  upon 
the  object  by  means 
of  a  buU's-eye  con- 
denser (fig.  79)-    This  is  the  method  usually  resorted  to  for 
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the  examination  of  objects  by  reflected  light.  The  microscope, 
light,  and  condenser  are  arranged  as  shown  in  fig.  78.  ' 


Fig.  79. 


TEAKSMITTED  LI&HT. 
80.    Examiuatiou    of  Objects   by    Transmitted   X,igh»  This 

mode  of  investigation  is  by  far  the  most  important  with  which 

the  microscopical  obser- 
ver  will  be  concerned. 

All  transparent  objects 

are    examined    in  this 

manner,  and  it  is  that 

which    more  especially 

concerns    the  medical 

practitioner,  for  it  will  be 

according  to  the  facility 

which    he    acquires  in 

making  thiu  sections  of 

various  tissues  which  he 
will  subject  to  examina- 
tion by  transmitted  light, 
that  his  success  in  this 
branch  of  clinical  inquiry 
will  depend. 

The  illumination  of 
objects  which  are  to  be 
examined  by  transmitted 
light  may  be  effected  in 
two  ways,  either  by  re- 
flecting the  light  from  a 
mirror  situated  beneath 
the  stage  (fig.  80),  or  by  arranging  the  instrument  in  such  a 
manner  that  the  direct  light  from  the  lamp  may  be  transmitted 

fdontP  1      1  -f^'l-    "^^^  P^^^  commonly 

adopted,  and  it  is  the  only  one  that  need  occupy  attention  here 
Ihe  different  appearance  of  the  same  objects  under  the 
mfluence  of  transmitted  and  reflected  Hght  is  represented 
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81.    niiiniiniimlioii  of  Traiispaiciit    Object*.  —  I.anipN. —  The 

best  licrU  for  microscopical  examination  is  ordinary  daylight. 
If  the  Sim  be  shining,  the  light  should  be  obtained  from  some 
other  part  of  the  sky,  as  the  direct  rays  of  the  sun  are  too 
dazzling  to  enable  the  observer  to  examine  themmute  structure 
of  objects,  and  shotild  never  be  employed.  It  has  been  said 
that  the  best  Light  for  microscopical  exammation  is  to  be 

Fig.  80. 


obtained  from  a  cloud  opposite  the  sun.  01  artihcial  hghls. 
the  gas-lamp  shown  in  fig.  81  is  to  be  pveferred 

This  lamp  was  devised  by  Mr.  Highley,  of  Pleet-stx-eet,  and  a 
description  of  it  wiU  be  foimd  in  the  second  number  of  the 
"Microscopical  Journal,"  p.  143.  Tln« 
The  burner  is  an  Argand,  with  very  small 
ered  with  a  Leblond's  blue-glass  chunney  ;  and  the  light 


coven 
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before  passing  to  the  mii-ror  is  transmitted  through  a  circular 
piece  of  neutral-tint  glass  (which  is  fixed  in  the  brass  shade) 
as  weU  as  through  the  blue-glass  chimney.    Thus  an  unusuauJ 
white  light  is  obtained,  which  is  very  powerful  and  quite 
steady.  ^ 


Fig.  81. 


The  lamp  is  also  fitted  with 
a  small  water-bath,  and  brass 
plate  for  mounting  cells,  &c. 

An  oil-lamp,  constructed  up- 
on the  same  principle  as  the 
-  gas-lamp  just  described,  is  an 
excellent  substitute.    A  com- 
mon fish-tail  gas-burner  covered 
with  a  ground  glass  answers 
exceedingly  well,  and  so  also 
does  the  white  light  produced 
from  a  gas  lamp  covered  with  one 
of  the  opaque  white  bell-glasses. 
The  small  camphine  lamp  made 
by  Messrs.  Smith  and  Beck, 
fig.  82,  forms  a  very  convenient, 
and  a  most  efficient  means  of 
illumination  to  thosewho  do  not 
possess  the  advantages  of  gas. 
The  Trench  moderator  lamps, 
which  are  now  coming  into 

SrvVT'l'n  '^'"''^''^-^^^  for  the  microscope.  A^  or- 
dmary  Ca^b^dge  readmg-lamp  also  answers  very  weU  ■  and 
where  nothmg  better  can  be  obtained,  the  light  derivid  fi^om  a 
common  wax  candlp  mn^r  i      ,      ^     utjiiveci  rrom  a 

be  protected  wThTZJta  „T''  r''  Particularly  if  it 
case.  theob,e™4^  fl^/^t  ''r™^'"*™8-  I""" 
eyes  ii-om  the  direcrSare  ei  t.  T  '°  1"°'^"='  ""^ 

till  or  paper  .hade  oi  W   1  ^  °°™«       '™P  " 

to  prevent  nf.      I  microscope,  m  such  a  maimer  as 

-r;S,e  t   fenaS  t"t',  """P'  "-'"'^  *e 

without  inconvenience    '     °  ""™'"«>' 
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Fig.  82. 


It  cannot,  however,  be  too  much  insisted  upon,  that  mi- 
croscopical examination  should  be  as  much  as  possible  avoided 

at  night ;  and  there  cannot 
be  a  question  that  artificial 
illumination,  however  perfect 
it  may  be,  is  highly  injurious 
to  the  eyes  ;  and  if  persisted 
in  for  any  length  of  time  will 
lead  to  serious  impairment  of 
vision.    Every  observer  who 
has  had  any  experience  with 
microscopical  esamiuation  by 
candle-light,    can  testify  to 
the  fact  that  working  for  a 
few  hours  fatigues  the  eyes 
greatly,  although  by  daylight 
no  such  effect  is  produced. 

Por  the  examination  of 
opaque  objects,  such  as  in- 
jections, &c.,  artificial  light  is 
advantageous,  particularly  if 
the  bull's-eye  condenser  be  used,  in  order  to  concentrate  the 
rays  of  light  more  fully  upon  the  object. 

EXAMIKATION  OF  TEANSPABENT  OBJECTS. 

■When  an  object  is  to  be  examined  by  transmitted  hght,  the 
inirror  should  be  so  inclined  as  to  reflect  the  rays  dn^ectly 
thi^ough  it,  except  m  those  cases  in  which  exceedingly  dehcate 
structures  are  subjected  to  examination ;  when  minute  hnes  or 
points,  which  were  previously  invisible,  will  be  brought  into 
view  if  the  mirror  be  placed  so  as  to  throw  the  rays  obhquely 
through  the  object.  If  suf&cient  Hght  can  be  obtained  in  that 
way,  a  plane  mirror  is  the  best,  but  if  a  powerfiil  hght  is 
required  a  concave  reflector  must  be  substituted.  The  larger 
microscopes  are  furnished  with  both,  but  to  some  of  the  smaller 
instruments  a  slightly  concave  reflector  alone  ij  a  tached^ 
Mirrors  made  of  porcelain,  plaster  of  Pans,  and  perfectly  whit^ 
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writing  paper,  liave  been  used  with  certain  advantages,  but  they 
are  not  commonly  employed,  and  are  only  necessary  for  certain 
special  investigations  (§  20). 

The  weU-knowTi  appearance  of  air-bubbles  and  oil-globules 
when  examined  in  a  fluid  medium,  is  due  to  the  difl:erence  of 
their  refracting  power,  and  should  be  familiar  to  the  eye  of 
every  microscopic  observer,  for  in  the  course  of  his  investigations 
he  wiU  be  constantly  meeting  with  these  bodies.    Pigs.  83  and 


Fig.  83.  pig_ 


84  show  the  appearance  of  air-bubbles  and  oil-globules  of 
different  sizes,  in  water,  when  examined  with  a  quarter  of  an 
inch  object-glass. 


82.-I„fl„e„ce  Of  .he  „,e.li...„  i„  ,,hicl.  the  ...b^muce  i. 
im«.er«ed   „p„„  appearance   io   .he   Micro.eope.-The  mi- 

croscopical appearance  of  a  particular  substance  will  be  found 

TT^  '^""'^  "''""'^^^  ^^t^^-e  «f  the  medium 

m  which  It  IS  nnmersed.  This,  therefore,  is  a  point  especX 
worthy  of  attention.  The  thickness  of  the  outline  of  "nj 
pecmien  subjected  to  examination  depends  upon  the  different 
^e  Wmg  powers  of  the  substance  itself,  and  o'f  the  niei^mt 
which  It  I  immersed.  The  greater  the  difi-erence  of  refra^ 
g^bJity  between  the  object  and  the  sun-ounding  medii^  the 

refracting  power  is  nearly  equal,  the  outline  of  the  specimen 
oTLT'T  r  '  ^^g-  8^     If      -fracting  pTer 

from  thftr"  "  ^"^'^  be  disti/gu^sr^d 

from  the  other,  except  by  variations  in  colour,  &c 
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If  we  treat  blood  corpuscles  with  a  drop  of  acetic  acid,  or 
of  a  solution  of  an  alkaline  carbonate,  we  shall  find  the  mem- 
brane of  the  corpuscle  swell  up,  become  more  transparent,  and 
appear  to  dissolve.  This  solution  is  rather  apparent  than  real, 
for  if  a  little  solution  of  iodine  be  added,  the  cell  wall  will 
become  again  visible,  and  it  probably  depends  upon  a  change 
taking  place  in  the  refracting  power  of  the  corpuscle,  by  which  it 
approximates  very  nearly  to  that  of  the  liquid  in  which  it  floats. 
After  the  addition  of  strong  acetic  acid  to  a  drop  of  blood,  the 
globules  wUl  still  be  faintly  visible  with  a  dull  Hght,  although 
by  a  strong  light  they  are  quite  iavisible. 

Many  substances  should  be  examined  ia  two  or  three  dif- 
ferent media,  for  in  this  way  we  are  often  enabled  to  discover 
peculiarities  of  structure  which  could  not  be  recognised  by 
examining  the  substance  in  one  medivim  only.  The  student 
AviU  gain  much  practical  information  by  subjecting  the  same 
substance  to  microscopical  exammation— first,  in  the  diy  way  ; 
secondly,  in  water  ;  and,  thirdly,  dried  and  afterwards  mounted 
in  turpentine,  oil,  or  Canada  balsam.  The  most  mstructive 
specimens  to  examine  in  tHs  manner  are  crystalline  sub- 
stances and  hard  tissues,  the  intimate  structm-e  of  which  is 
not  destroyed  by  drying  and  by  being  subsequently  moistened 
with  difterent  fluids. 

Fig.  85. 

b 
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o 
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In  fig.  85  is  represented  the  appearance  of  some  crystals 
of  carbonate  of  lime  from  horses'  m-me,  examined  in  difi-erent 
media ;  a,  in  the  diy  way ;  6,  ui  water ;  c,  in  Canada  balsam  : 
and  under  the  influence  of  reflected  light  (fig.  86  a). 
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In  fig.  87  are  represented  some  crystals  of  oxalate  of  lime 
imcler  the  same  circumstances. 

Fig.  86. 


Kg 


86  b  represents  some  of  the  crystals  of  oxalate  of  lime 


viewed  by  reflected  light. 


Fig.  87. 


It  IS  extremely  difficult  to  lay  down  rules  which  wiU  enable 
the  observer  to  teU  which  method  is  best  adapted  to  display 
the  nncroscopical  characters  of  a^y  particular  substance  to^ 
greatest  advantage. 

Substances  having  naturaUy  a  very  smooth  or  polished  sur. 
lace  or  to  which  such  a  surface  can  be  artificiaUy  given,  if  suffl- 
eien  ly  transparent,  may  be  put  up  as  dry  prepaktions! 

Ihin  sections  ofbone  and  teeth,  specimens  of  hair  and  several 
erystallme  substances,  maybe  mounted  in  this  manner 

Substances  found  moist  in  their  natural  state  wiU  usually  re- 
quire to  be  mounted  in  fluid.    In  certain  cases,  however  where 
^tlme  and  general  form  only  are  required,  the'  objects  ^  b 
exhfb/t  tW  corpuscles  or  spermatozoa,  which 

manner  '''^  "^^"^^  nioimted  in  this 

manner.  Specimens  of  epithelium,  muscle,  nerve,  and  most  of 
the^^ssues  m  a  healthy  or  morbid  state,  req;ire  to'be  immersed 

If  the  substance  be  very  dense  and  opaque,  or  contains  small 

E  2 
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cavities  filled  with  air,  which  are  rendered  indistinct  by  the 
opacity  of  the  surrounding  texture,  it  will  be  advantageous  to 
examine  it  in  Canada  balsam,  which  will  render  the  intervening 
substance  more  clear,  in  consequence  of  approaching  it  in  re- 
fracting power,  while  the  little  spaces  filled  with  air  wiU  appear 
quite  dirk  and  well  defined.  If,  however,  the  walls  of  the  cavi- 
ties are  to  be  examined,  it  is  better  to  use  turpentme,  or  thin 
balsam,  which  will  penetrate  the  ceUs  and  drive  out  the  included 
air.  Moderately-thick  sections  of  bone,  teeth,  or  shell,  and  sub- 
stances generaUy,  the  structure  of  which  is  not  affected  by  dry- 
ing, such  as  hair,  naHs,  horn,  &c.,  may  be  mounted  in  Canada 

balsam.  . 

In  order  to  remove  adhering  particles  of  fatty  matter,  it  be- 
comes necessary  to  wash  the  substance  in  ether,  or  m  a  mixture 
of  alcohol  and  ether.    It  may  afterwards  be  dried  over  the 
water-bath  (§  47)  at  a  gentle  heat,  or  allowed  to  dry  sponta- 
neously, and  then  moistened  with  water.    Portions  of  certam 
textures,  siliceous  substances,  &c.,  may  be  freed  from  particles 
of  phosphate  or  carbonate  of  Ume,  by  soaking  them  for  a  few 
minutes  in  moderately-strong  acid.    White  fibrous  tissue  may 
be  rendered  clear  and  transparent  by  the  addition  of  a  drop  of 
acetic  acid.    This  is  an  operation  which  is  frequently  necessary 
in  examining  various  textures,  particularly  if  we  wish  to  ascer- 
tain the  presence  of  a  nucleated  structure,  or  of  yellow  elastic 
tissue    These  substances  having  been  completely  obsciu-ed,  m 
consequence  of  the  abundance  of  the  white  fibrous  tissue,  which 
becomes  perfectly  transparent  after  the  addition  of  a  drop  of 
acetic  acid.    Certain  other  processes  are  requisite  m  special 
cases  which  wiU  be  more  particularly  dwelt  upon  when  the 
methods  of  examining  the  different  textures  and  deposits  are 
considered. 

83     Importance    of    cleaning   Specimens    for  Microscopical 
Examination,  and  of  separating  them  from  other  substances  with 

which  they  may  be  mixe.i.-Substances  mteudcd  for  examm- 
ation  should  always  be  carefully  separated  from  impiinties 
such  as  dust,  &c.,  which  would  render  their  structure  mdistmct. 
WashTng  in' wak  or  other  liquid,  is  often  very  necessary^ 
In  order  to  effect  this  object,  the  substance  may  be  simply  held 
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Fig.  88 


in  forceps,  and  shaken  about  in  a  glass  of  water,  or  a  small 

stream  of  water  may  be  projected  upon  it 

from  a  wash-bottle  (fig.  88),  or  from  a 

common  syringe,  to  which  a  small  jet  has 

been  attached. 

Deposits  may  be  separated  from  dust 
and  lighter  particles  by  treating  them  with 
water,  and  after  subsidence,  pouring  off 
the  supernatant  fluid,  and  replacing  it  with 
fresh,  as  often  as  may  be  necessary. 

Large  particles  may  be  picked  out  with 
the  aid  of  forceps  or  with  needles.   -^^^--^^ 

84.  Uissectiou  under  the  surface  of  Fluid. -In  maW  mi- 
nute dissections  of  certain  tissues,  great  advantage  is  ''often 
gamed  by  dissecting  under  the  surface  of  water;  or  of  alcohol 
m  those  mstances  in  which  the  substance  has  been  for  some 
time  previously  immersed  in  the  latter  fluid.  In  this  way,  many 
dehcate  tissues  may  be  separated  and  floated  oft;  as  it  were 
from  the  adjacent  textures  (fig.  89).    When  it  is  required  to 

Fig.  89. 


separate  from  each  other  the  coats  of  an  artery  or  mucous 
membrane,  this  becomes  a  very  convenient  method  of  proceed- 
ing. In  certain  cases,  however,  in  which  tissues  are  in- 
tended for  microscopical  examination,  a  certain  amount  of 
Change  of  structure  must  be  expected;  the  epithelium  ^^^ll 
otten  be  abraded,  and  the  cells  much  distended  from  endos- 
mosis,  so  that  such  tissues  should  be  immersed  as  short  a  time 
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as  possible.  In  tracing  sweat,  or  other  minute  ducts,  or  deli- 
cate branches  of  nerves,  more  especially  in  the  lower  animals, 
dissection  under  the  surface  of  fluid  is  the  only  method  by 
which  success  can  be  anticipated. 

85.  Glasses  for  dissecting  under  Water,  The  veSSCl  foT  Con- 
taining the  fluid  should  be  proportioned  to  the  size  of  the  pre- 
paration to  be  dissected,  and  it  should  be  of  sufficient  depth  for 
the  complete  immersion  of  the  object,  fixed  upon  a  loaded  cork 
in  its  proper  position ;  but  at  the  same  time  the  vessel  should 
not  be  too  deep,  because  greater  difficulty  would  be  experienced 
in  following  out  the  delicate  branches  of  nerves,  &c.  The  upper 
surface  of  the  object  should  not  be  more  than  a  quarter  of  an 
inch  under  the  surface  of  the  fluid  (fig.  89).  Yessels  for  this 
purpose  may  be  made  of  glass,  zinc,  or  earthenware.  Tor  small 
dissections,  circular  glass  cups,  similar  to  those  sold  in  water- 
colour  boxes,  will  be  found  most  convenient;  but  for  larger 
preparations  a  square  zinc  trough  may  be  employed.  The 
square-built  glass  cells  (page  64)  used  for  mounting  anatomical 
preparations  will  often  be  found  very  convenient  for  dissection 
in  fluid. 

86.  Method  of  fixing  the  Object. — The  object  intended  for 
dissection  must  be  fixed  to  some  soft  substance  by  means  of 
small  pins.     For  general  purposes,  pieces  of  cork,  about  a 
quarter  of  an  inch  in  thickness,  attached  to  a  piece  of  sheet- 
lead,  of  sufficient  weight  to 
sink  the  cork  (fig.  90),  an- 
swers exceedingly  well ;  but, 
in  some  cases,  wax,  or  a 
preparation  made  by  mix- 
^    ing  wax  and  gutta  percha, 
wiU  be  more  convenient.  A 
^  small  plate  of  this  mixtiu'e 
may  be  placed  at  the  bot- 
tom of  the  cell  in  which  the 
dissection  is  to  be  made,  and  may  easily  be  fixed  in  its  place  by 
being  a  little  pressed  dov^Ti  at  the  edges,  after  it  has  been 
placed  in  the  cup  ;  or  it  may  be  poured  while  hot  into  the  bot- 
tom of  the  cell,  and  there  allowed  to  cool. 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE. 


79 


The  preparatiou  is  to  be  fixed  by  means  of  small  pins,  or 
small  pieces  of  thin  silver  wire,  in  a  convenient  position  for 
dissection  ;  and  as  the  fluid  becomes  tiirbid  from  the  accumti- 
lation  of  small  portions  of  tissue  which  have  been  removed,  it 
is  to  be  poured  off  and  carefvdlj  replaced  by  fresh.  From  the 
ceU  in  which  the  dissection  is  made,  the  preparation,  intended 
for  mounting  in  a  glass  cell,  may  be  removed  by  allowing  it  to 
float  with  some  of  the  fluid  into  a  watch-glass  or  tea-spoon,  and 
in  this  manner  it  may  be  transferred. 

87.  Preparation  of  Wax  and  Gutta  Pcrcha  for  fixing  Objects 

to,  for  Dissection,  mounting  ii»  CcUs,  &c.— This  preparation  is 
readily  made  by  heating  about  equal  parts  of  white  or  yellow 
wax  and  gutta  percha  in  a  pipkin,  over  a  coke  fire,  or  gas  lamp 
(care  being  taken  to  prevent  the  mixture  catching  fire,  as  it  is 
very  inflammable),  and  stirrmg  with  an  iron  rod  imtil  an  tmi- 
form  fluid  mass  is  obtained.  In  order  to  give  a  darker  colour 
to  the  mixtiu^e,  lamp-black  or  indigo  may  be  added.  Cakes  of 
this  substance  may  be  readily  made,  by  pouriug  it  wliile  hot 
into  a  tin  tray,  which  has  been  slightly  wetted  to  prevent  the 
wax  adhering  too  firmly.  When  cold,  this  mixttare  forms  a 
material  which  will  hold  a  pin  firmly,  and  which  is  not  so 
brittle  as  wax.  A  very  thin  layer  will  be  found  sufficient  for 
most  purposes.  If  required  very  tough,  a  larger  quantity  of 
the  gutta  percha  than  that  mentioned  in  the  text  may  be 
added.  The  operation  of  making  this  substance  should  al- 
ways be  performed  in  the  open  air,  as  a  very  offensive  smell 
is  evolved  from  the  melted  gutta  percha. 
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CHAPTER  VII. 

OP  PEEPAniNa  OBJECTS  EOH,  MIOEOSCOPICAL  EXAMIKATIOIf, 
AND  OF  PEESEBTISTG  THEM — MOUNTING-  OBJECTS  IN  A  DET 
STATE — IN  ELTJID.  PRESEBTATITE  SOLUTIONS.  MOUNTING 
OBJECTS  IN  CANADA  BALSAM.  AEEANGING  PBEPAEATIONS  IN 
THE  CABINET. 

Substances  require  different  methods  of  preparation,  in  order 
to  display  their  minute  structure  to  the  greatest  advantage. 
As  abeady  indicated  (page  74) ,  the  nature  of  the  medium  in 
which  the  body  is  immersed,  determines,  to  a  considerable 
extent,  its  microscopical  appearance.  The  appearance  will 
also  be  modified  according  as  the  examination  is  made  with 
transmitted  or  reflected  light  (§  79,  80).  In  many  cases  it  is 
important  to  subject  a  specimen  to  examination  in  two  or 
three  different  ways,  as  described  in  page  74. 

The  mode  of  examination  and  the  methods  of  preserving 
objects,  may  be  arranged  under  three  heads,  each  of  which  will 
now  be  separately  considered : — 

1.  Preservation  of  objects  in  a  dry  state. 

2.  Preservation  of  objects  in  aqueous  fluids. 

3.  Preservation  of  objects  in  turpentine,  oil,  Canada  balsam, 

or  some  highly-refracting  medium. 

OE  MOUNTING  OBJECTS  IN  A  DET  STATE. 
88.  !Exnuiiiiatioii  and  Prcservatiou  of  Objects  in  a  dry  state.  

If  it  is  only  required  to  examine  the  character  of  a  specimen  in 
a  diy  state,  it  may  simply  be  laid  upon  a  glass  slide,  and  placed 
in  the  field  of  the  microscope  ;  if,  however,  the  substance  be  of 
a  very  delicate  structure,  or  in  a  minute  state  of  division,  it  is 
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better  to  place  a  piece  of  thin  glass  over  it  in  the  usual  man- 
ner, in  order  to  protect  it. 

Dry  objects  may  be  mounted  in  a  thin  glass  cell  (§  71),  or  in 
a  paper  cell,  or,  if  of  extreme  tenuity,  they  may  simply  be  placed 
on  a  glass  slide,  and  covered  with  thin  glass,  which  should  be 
fixed  to  the  former  by  a  small  piece  of  gummed  paper  (rather 
larger  than  the  glass  cover),  in  the  centre  of  which  a  hole  has 
been  cut  of  sufficient  size  to  permit  the  entire  object  being  seen. 
The  paper  may  of  course  be  of  any  colour,  or  ornamented 
according  to  the  taste  of  the  operator. 

When  objects  are  to  be  examined  by  reflected  light,  they 
may  be  placed  in  little  glass  or  cardboard  cells,  or  in  pill-boxes ; 
or  they  may  be  put  up  in  glass  cells.  The  preparation  should 
be  placed  upon  a  dark  grotind,  which  may  be  effected  either  by 
cutting  a  piece  of  dark  blue  or  black  glazed  paper,  of  the  exact 
size  of  the  cell,  and  placing  it  within ;  or  the  black  paper  may 
be  fixed  on  the  posterior  siu-face  of  the  slide;  or  this  siu-face 
may  be  covered  with  black  paint  or  black  varnish  (§  59). 


OF  THE  PEESEEVATIOlf  OE  OBJECTS  IN  AQUEOTIS  ELTJIDS. 
89,  Exaniiiiatioii  of  Objects  ju  aqueous   Fluids. — There  are 

various  methods  by  which  preparations  may  be  subjected  to 
examination,  and  preserved  as  permanent  objects  in  a  moist 
state,  and  the  diff"erent  value  of  the  various  preservative  solu- 
tions which  are  in  use,  entirely  depends  upon  the  nature  of  the 
substance  to  be  mounted.    Distilled  water  forms  a  very  good 
fluid  for  some  objects,  while  for  the  preservation  of  most,  it  is 
necessary  to  immerse  them  in  water  impregnated  with  some 
antiseptic  agent,  which  is  not  volatUe  at  ordinary  temperatiu-es. 
Many,  agam,  are  best  preserved  in  spirit,  or  in  a  solution  of 
some  salt.    It  is  very  difficult  to  lay  down  rules  which  will 
enable  the  observer  to  choose  a  preservative  fluid  for  any  parti- 
cular specimen.    A  little  experience,  however,  will  soon  enable 
him  to  judge  which  solution  is  best  adapted  for  the  purpose. 
In  those  cases  in  which  special  solutions  are  of  advantage,  it  will 
be  stated. 

90.  Of  mounting  Objects  immersed   in  fluid  in  Cells.— Cells 

E  3 
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of  any  form  or  size  may  be  used  in  mounting  objects  in  the 
moist  way,  according  to  the  size  and  nature  of  tlie  preparation. 
Some  objects  require  to  be  pinned  down  to  a  piece  of  wax  (§  87), 
others  may  be  allowed  to  float  in  the  fluid  in  which  they  are 
placed.  Many  require  a  certain  amount  of  pressure  between 
the  glasses  in  order  to  display  them  well.  The  operation, 
however,  is  performed  in  much  the  same  way  in  each  case,  and 
the  same  general  rules  will  apply  to  all  moist  preparations. 

After  the  object  has  been  allowed  to  soak  for  some  time  (a  day 
or  two)  in  some  of  the  fluid  in  which  it  is  to  be  preserved,  it  may 
be  removed  by  means  of  forceps,  or  a  pipette,  to  the  cell,  which 
should  be  previously  filled  with  the  solution.  After  all  air-bub- 
bles have  been  carefully  removed  by  shaking  the  preparation  a 
little  in  the  fluid,  or  by  conducting  them  to  the  surface  by  means 
of  a  camel' s-hair  brush  or  a  fine  wire,  the  object  may  be  placed 
in  the  proper  position.  The  cell  should  then  be  quite  filled 
with  solution,  which  may  be  caused  to  rise  above  its  walls  by 
pouring  it  in  very  carefully,  or  by  letting  it  gradually  flow  from 
a  pipette. 

91.  Of  placing   on   the   tliiii   glass   cover.. — The   thin  glass 

cover  which  should  of  course  be  rather  less  than  the  external 
dimensions  of  the  cell,  and  previously  cleaned  with  a  little  spirit 
of  wine,  may  then  be  taken  in  the  forceps,  and,  after  gently 

•    Fig.  91. 


breathing  upon  the  lower  surface,  one  edge  is  allowed  to  touch 
the  fluid,  and  the  glass  cover  may  then  be  permitted  to  faU 
gradually,  imtil  it  floats  on  the  convex  surface  of  the  solution  ; 
this  may  be  conveniently  efi-ected  with  the  aid  of  a  needle,  as 
shown  in  fig.  91.  Gentle  pressm-e  is  then  apphed  m  order  to 
force  out  the  superabundant  fluid,  which  must  be  sucked  up  by 
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a  cloth,  soft  sponge,  or  piece  of  blotting  paper  ;  or,  if  in  great 
quantity,  it  may  be  removed  with  a  pipette. 

The  edges  of  the  cell  may  be  allowed  to  dry  for  a  minute  or 
two,  and  the  thin  glass  coyer  may  be  fixed  in  its  place  by  putting 
on  a  thin  layer  of  gold  size,  Brunswick  black,  or  solution  of 
shell-lac,  with  a  small  camel's-hair  brush,  or  with  a  small  piece 
of  soft  wood  cut  to  a  blunt  point,  and  hammered  in  order  to 
separate  the  fibres  a  little,  which  iu  many  instances  is  more  con- 
venient. A  very  thin  layer  of  the  gold  size  or  varnish  should  be 
first  appHed,  and  this  should  be  allowed  to  dry  thoroughly 
before  a  second  is  put  on ;  if  a  large  quantity  be  painted  on  at 
once,  some  of  it  will  probably  run  into  the  preparation,  or  the 
surface  of  the  varnish,  in  consequence  of  becomiag  hard  before 
the  inner  portion,  will  contract ;  the  cement  being  gradually 
drawn  from  the  surface  of  the  cell,  a  little  of  the  fluid  evapo- 
rates, air  enters,  and  the  preparation  requires  remounting.  It 
is  a  very  good  plan  to  put  a  little  gold  size  round  the  edges  of 
the  thin  glass  before  placing  it  on  the  fluid,  as  by  this  method 
air  is  not  so  likely  to  be  admitted  into  the  cell  while  the  edges 
are  drying,  previous  to  the  application  of  the  varnish  externally. 
The  best  way  of  preventing  the  ingress  of  air  after  the  prepa- 
ration has  been  mounted  for  some  time,  is  by  first  applying  a 
few  layers  of  gold  size  or  black  carriage  varnish,  and  when  these 
are  thoroughly  dry,  painting  them  with  a  solution  of  shell-lac  or 
sealiug^wax  in  spirit,  taking  care  that  each  s\ib  sequent  layer  of 
varnish  is  a  little  broader  than  that  previously  applied. 

92.  Of  uiountiiig    Preparations    in    large    Olass    Cells.  The 

method  of  mounting  preparations  in  the  large  glass  cells  is  some- 
what different  to  that  employed  iu  putting  up  small  micro- 
scopical preparations.  In  consequence  of  the  great  size  of  the 
cover,  it  is  more  difficult  to  apply  than  those  of  the  small 
cells,  and  gold  size  or  Brunswick  black  are  not  very  well  adapted 
to  fix  it  to  the  walls  of  the  cell.  After  the  vessel  has  been  well 
cleaned  with  ai,  little  weak  spirit,  the  preparation  may  be  placed 
m  it,  either  floating  in  the  preservative  solution,  or  fixed 
to  a  piece  of  mica,  which  is  cut  to  fit  the  cell  exactly.  Or, 
perhaps,  it  may  be  displayed  to  greater  advantage  by  being 
pmned  to  a  tablet  of  wax,  or  of  the  composition  described  in 
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§  87,  cut  80  as  to  fit  the  cell  exactly.  The  preparation  may  also 
be  kept  in  its  proper  place  by  strings  attached  to  loops  of 
thread,  fixed  in  various  parts  of  the  cell.  The  loops  may  be 
placed  in  any  situation,  by  attaching  them  first  to  a  small 
piece  of  glass,  which  is  to  be  cemented  to  any  part  of  the 
cell  with  a  little  marine  glue,  and  the  aid  of  a  hot  iron.  This 
was  the  method  employed  by  Mr.  Groadby  in  mounting  his 
beautiful  dissections  of  the  nervous  system  of  the  lower 
animals,  many  of  which  are  now  in  the  Museum  of  the  College 
of  Surgeons.  When  the  preparation  is  placed  in  its  proper 
position,  the  cell  should  be  filled  with  fluid.  The  cover,  after 
being  carefully  cleaned,  may  be  put  on,  by  allowing  one  end 
first  to  touch  the  fluid,  and  then  gradually  inclining  it  until  it 
falls  in  its  proper  position,  the  cell  being  quite  full  of  fluid,  and 
free  from  air-bubbles. 

93.  Methods  of  fixing  the  Ctlasa  Cover  ou  the  large  Cell. — 

The  next  operation  is  to  fix  the  cover  in  its  place.  All  ex- 
cess of  fluid  round  the  edges  must  first  be  removed  with  a 
soft  cloth,  piece  of  sponge,  or  blotting-paper,  and  then  a  layer 
of  thick  solution  of  shell-lac  (§  58)  should  be  immediately  applied 
round  the  cover,  to  connect  it  to  the  walls  of  the  cell.  The 
edges  of  the  cover  may  be  advantageously  anointed  with  a  little 
of  the  shell-lac  solution  before  it  is  applied. 

Mr.  Goadby  fixed  on  the  cover  of  his  large  cells  with  marine 
glue.  This  he  effected  as  follows :— The  cell  being  quite  clean, 
and  the  preparation  having  been  arranged  in  the  proper 
position,  a  little  of  the  preservative  fiuid  is  to  be  poured  in. 
The  cover,  with  a  hole  already  drilled  in  one  corner,  was 
applied,  and  fixed  in  its  place  with  marine  glue,  which  was 
melted  with  a  hot  iron.  When  the  top  was  thoroughly  fixed 
with  marine  glue,  the  cell  was  filled  with  fluid  through  the  hole. 
After  all  bubbles  had  risen  to  the  surface  and  had  been 
replaced  with  fresh  fluid,  the  hole  was  stopped  up  Avith  a  cork, 
and  a  small  piece  of  glass  was  cemented  over  it  to  keep  the 
cork  in  its  place.  The  hole  should  not  be  closed  for  a  day  or 
two,  in  order  to  permit  all  the  air-bubbles  to  rise  to  the 
surface. 

The  method  of  which  I  have  had  the  greatest  experience  is 
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the  following : — Some  of  tlie  Prench  cement  (§  63)  is  rolled 
out  into  thin  strings,  which  are  pressed  all  romid  the  top  of  the 
cell  with  the  finger  and  thumb,  care  being  taken  that  there  is 
not  more  cement  in  one  part  than  in  another.  This  operation 
must  be  performed  before  the  preparation  is  placed  in  the  cell. 
One  small  space,  about  a  quarter  of  an  inch  wide,  is  left  un- 
covered with  cement  at  one  end  of  the  cell. 

The  preparation  is  next  put  in,  and  the  cell  fiUed  with  the 
preservative  solution  up  to  the  briai.  One  end  of  the  cover  is 
slightly  pressed  into  the  cement  at  the  opposite  end  of  the  ceU 
to  that  in  which  the  vacant  space  was  left ;  the  cover  is  then 
allowed  to  fall  gradually,  until  it  everywhere  touches  the 
cement.  The  cell  is  now  quite  full  of  fluid.  After  the  cover 
has  been  pushed  sufficiently  into  the  cement,  and  a  certain 
quantity  of  fluid  has  escaped,  the  hole  may  be  stopped  up  with 
a  small  piece  of  cement,  and  the  preparation  should  then  be 
allowed  to  lie  still  for  a  time,  when  it  may  be  wiped  dry,  all 
superfluous  cement  removed  with  a  knife,  or  smoothed  down 
with  a  hot  iron,  and  the  edges  painted  vsdth  gold  size  or  some 
kind  of  varnish.  This  plan  is  exceedingly  simple  and  easy  of 
execution,  and  appears  to  last  quite  as  well  as  other  methods. 
The  great  advantage  of  it  is,  that  the  cement  never  thoroughly 
hardens,  but  always  retains  sufiicient  elasticity  to  allow  for 
change  of  volume  of  the  fluid,  when  exposed  to  the  extremes  of 
temperature.  J£  the  preparation  be  preserved  in  strong  spirit, 
however,  the  cell  wiU  not  remain  air-tight,  as  the  spirit  in- 
sinuates itself  through  the  cement  and  evaporates, — air  of 
coiu-se  rushing  in  to  supply  its  place. 

The  different  cements  employed  for  fixing  the  thin  glass 
cover  to  the  ceU.  have  been  already  described  (§  56-63). 

Various  other  cements  have  been  recommended  for  the  pur- 
pose of  fixing  the  cover  upon  large  glass  cells.  Eoman  cement 
has  been  used  by  some  observers  :  and  my  friend  Mr.  Stewart, 
who  has  had  considerable  experience  with  it,  tells  me  it  answers 
perfectly  well. 
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PEESEEYATIVE  SOLUTIONS. 

94.  Spirit  jiiid  Water.— Mixtures  of  spirit  and  water  of 
various  strengths  are  required  for  preserving  different  pre- 
parations. In  dilviting  spirit,  distilled  water  only  should  be 
employed ;  for  if  common  water  be  treated  with  spirit,  a  pre- 
cipitation of  some  of  the  salts  dissolved  in  it  not  unfrequently 
takes  place,  rendering  the  mixture  turbid  and  unfit  for  use. 
Proof  spirit  will  be  strong  enough  for  all  general  purposes, 
except  for  hardening  portions  of  the  brain  or  nervous  system, 
when  stronger  spirit  must  be  used.  Two  parts  of  rectified 
spirit,  about  sp.  gr.  "837,  mixed  with  one  part  of  pure  water, 
makes  a  mixture  of  sp.  gr.  •915-'920,  which  contains  about  49 
per  cent,  of  real  alcohol,  and  wall  therefore  be  about  the 
strength  of  proof  spirit.  One  part  of  alcohol,  60  over  proof, 
to  five  parts  of  water,  forms  a  mixture  of  a  sufficient  strength 
for  the  preservation  of  many  substances. 

95.  ctiycerine. — A  solution  of  glycerine  adapted  for  pre- 
serving many  structures  is  prepared  by  mixing  equal  parts 
of  glycerine  with  camphor  water.  The  latter  prevents  the 
tendency  to  mildew.  It  may  be  used  as  other  preservative 
solutions. 

Griycerine  is  obtained  by  boiling  oil  with  litharge.  The  oleate 
of  lead  remains  as  an  insoluble  plaster,  wlnle  the  glycerine  is 
dissolved.  It  may  be  rendered  free  from  lead  by  passing  a 
current  of  sulphuretted  hydrogen  through  it ;  and  the  clear 
solution,  after  filtration,  may  then  be  evaporated  to  the  con- 
sistence of  a  syrup. 

96.  Tiiwaites'  Fluid. — This  fluid  has  been  much  employed  by 
Mr.  Thwaites  for  preserving  specimens  of  desmidise ;  but  it  is 
also  applicable  to  the  preservation  of  animal  substances. 

"Water     ....    16  ounces. 
Spirits  of  wine     .      1  ounce. 
Creosote,  snfficient  to  saturate  the  spirit. 
Chalk,  as  much  as  may  be  necessary. 

Mix  the  creosote  and  spirit,  stir  in  the  chalk  with  the  aid  of 
a  pestle  and  mortar,  and  let  the  water  be  added  gi-adually. 
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Next  add  an  equal  quantity  of  water  saturated  with  camphor. 
Allow  the  mixture  to  stand  for  a  few  days,  and  filter.  In 
attempting  to  preserve  large  preparations  in  this  fluid,  I  found 
it  always  became  turbid,  and  therefore  tried  several  modifica- 
tions of  it.  The  solution  next  to  be  described  was  found  to 
answer  very  satisfactorily.  Water  may  also  be  impregnated 
with  creosote  by  distillation.  It  should  be  remarked  that 
M.  Strausdurkheim  has  succeeded  in  preserving  preparations  in 
camphor  water  only. 

97.  Soliitioii  of  Naplitha  aud  Creosote. 

Creosote     ...     3  drachms. 

Wood  naphtha     .      6  ounces. 

Distilled  water     .    64  ounces. 

Chalk,  as  much  as  may  be  necessary. 
Mix  first  the  naphtha  and  creosote,  then  add  as  much  pre- 
pared chalk  as  may  be  sufficient  to  form  a  smooth  thick  paste  ; 
afterwards  add,  very  gradually,  a  small  quantity  of  the  water, 
which  must  be  weU  mixed  in  a  mortar.  Add  two  or  three  small 
lumps  of  camphor,  and  allow  the  mixture  to  stand  in  a  lightly => 
covered  vessel  for  a  fortnight  or  three  weeks,  with  occasional 
stirring.  Pour  off  the  almost-clear  supernatant  flmd,  and 
filter  it  if  necessary.  Preserve  it  iu  well-corked  or  stoppered 
bottles. 

I  have  some  large  preparations  which  have  been  preserved  in 
upwards  of  a  pint  of  this  fluid,  for  more  than  five  years,  and  the 
flmd  is  now  perfectly  clear  and  colourless.  Some  dissections  ol 
the  nervous  systems  of  insects  have  kept  excellently  ;  the  nerves 
keeping  their  colour  well,  and  not  becoming  at  all  brittle. 
Two  or  three  morbid  specimens  are  also  in  an  excellent  state  of 
preservation ;  the  colour  being  to  a  great  extent  preserved,  and 
the  soft  character  of  the  texture  remaining.  I  have  one  pre- 
paration mounted  in  a  large  gutta  percha  cell,  containing  nearly 
a  gallon  of  this  fluid.* 

98.  Solution  of  Chromic  Acid. — A  solution  of  chromic  acid 
will  be  foimd  well  adapted  for  preserving  many  microscopical 


*  Mr.  Quekett  recommends  a  mixture  of  one  part  of  naphtha  to  seven 
or  eight  of  water  as  a  good  preservative  solution.    Op.  cit.,  p.  281. 
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specimens.  It  is  particularly  useful  for  hardening  portions  of 
the  nervous  system  previous  to  cutting  thin  sections.  The 
solutionis  prepared  by  dissolving  sufficient  of  the  crystallized 
acid  in  distilled  water,  to  render  the  liquid  of  a  pale  straw 
coloiu". 

The  crystallized  acid  may  be  prepared  by  decomposing  100 
measures  of  a  saturated  solution  of  bichromate  of  potassa,  by 
the  addition  of  120  to  150  measures  of  pure  concentrated 
sulphuric  acid.  As  the  mixture  becomes  cool,  crystals  of 
chromic  acid  are  deposited,  which  should  be  dried  and  well 
pressed  on  a  porous  tile,  by  which  means  the  greater  part  of 
the  sulphuric  acid  is  removed,  and  the  crystals  obtained  nearly 
pure. 

99.  Preservative  Crclatiiie.* — 

Grelatine      .    1  ounce.  Spirits  of  wine    J  ounce. 

Honey    .    .    4  ounces.  Creosote     .    .    6  drops. 

Soak  the  gelatine  in  water  until  soft,  and  to  it  add  the 
honey,  which  has  been  previously  raised  to  the  boiling-point  in 
another  vessel.  Next,  let  tbe  mixture  be  boiled,  and  after  it 
has  cooled  somewhat,  the  creosote  dissolved  in  the  spirits  of 
wine  is  to  be  added.  Lastly,  filter  through  tliick  flannel  to 
clarify  it.  Wben  required  for  use,  the  bottle  containing  the 
mixture  must  be  slightly  warmed,  and  a  drop  placed  on  the 
preparation  upon  the  glass  slide,  which  should  also  be  warmed 
slightly.  Next,  the  glass  cover,  after  having  been  breathed 
upon,  is  to  be  laid  on  with  the  usiial  precautions,  and  the 
edges  covered  with  a  coating  of  the  Brunswick  black  varnish. 
Care  must  be  taken  that  the  surface  of  the  di'op  does  not 
become  dry  before  the  application  of  the  glass  cover ;  and  the 
inclusion  of  air-bubbles  must  be  carefully  avoided. 

100.  Goadby's  Solution. — 

Bay  salt    ....  4  ounces. 

Alum    .....  2  ounces. 

Corrosive  sublimate  4  grains. 

Boiling  water     .    .  4  pints. 

*  Mr.  H.  Deane,  Transactions  of  the  Microscopical  Society,  quoted  in 
Quekett's  Treatise  on  the  Microscope. 
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Mix  and  filter.  This  solution  may  for  most  purposes  be 
diluted  with  aa.  equal  bulk  of  water.  'For  preserving  delicate 
preparations  it  should  be  even  still  more  dilute. 

101.  Buructt's  Solution. — This  fluid  has  been  patented,  and 
may  be  obttdned  in  a  concentrated  form,  in  bottles  of  different 
sizes,  53,  King  William-street,  London-bridge. 

Its  preservative  properties  appear  to  depend  upon  the  chloride 
of  zinc.  A  strong  solution  of  cliloride  of  ziiic  forms  a  very 
powerful  antiseptic,  and  also  possesses  the  property  of  absorbing 
noxious  odours,  &c. 

102.  Other  saline  solutions. —  Many  other  saline  solutions 
have  been  employed  by  different  observers.  Of  these,  a  satu- 
rated aqueous  solution  of  chloride  of  calcium,  free  from  iron, 
has  been  much  recommended  for  preserving  specimens  of  bone, 
hair,  teeth,  and  other  hard  structures,  as  well  as  many  vege- 
table tissues  (Schacht).  A  solution  of  alum  in  the  proportion 
of  1  part  of  alum  to  16  of  water  has  been  found  to  answer 
pretty  well  for  some  substances.  G-annal's  solution,  which 
consists  of  1  part  of  acetate  of  alumina  dissolved  in  10  parts 
of  water ;  solutions  of  common  salt  (1  part  to  5  of  water,  with 
a  little  camphor),  corrosive  sublimate,  persulphate  of  iron, 
arsenious  acid,  sulphate  of  zinc,  and  solutions  of  several  other 
salts,  have  been  recommended  as  preservative  solutions,  but 
their  employment  has  not  been  always  attended  with  the  most 
satisfactory  results. 

Arseniuretted  hydrogen  gas  has  also  been  recommended  for 
the  preservation  of  animal  substances,  but  it  is  not  adapted  for 
microscopical  preparations. 

The  particular  preservative  fluid  adapted  for  the  preservation 
of  the  diff"erent  textures  will  be  indicated  when  the  method  of 
preserving  these  is  brought  under  consideration,  and  at  the  same 
time  any  special  processes  adapted  for  demonstrating  the  struc- 
ture of  different  textures  will  be  adverted  to. 
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MOUNTING  OBJECTS  IN  CANADA  BALSAM. 

103.  McllKxls  of  firying  the  Nubstancc  previous  to  lint  immer- 
sion in  tiie  balsam. — It  is  of  the  utmost  importance  that  sub- 
stances -which  arc  to  be  mounted  in  Canada  balsam  should  be 
thoroughly  dried  before  being  placed  in  this  menstruum,  other- 
wise the  preparation  will  always  be  covered  with  little  bubbles 
of  steam,  which  will  prevent  it  from  being  seen  distinctly. 
Many  substances  may  be  dried  by  leaving  them  exposed  to  the 
air,  especially  in  the  sun ;  but  usually  it  will  be  better  to  expose 
them  over  the  water-bath  (fig.  47)  for  a  short  time,  before 
putting  them  up.  If  a  slight  elevation  of  temperature  does 
harm  to  the  structure,  it  may  be  thoroughly  dried  by  exposing 
it  for  some  time  over  a  dish  containing  strong  sulphuric  acid, 
the  whole  being  covered  with  a  beU-jar,  or  placed  under  a 
receiver,  which  may  be  exhausted  by  connecting  it  with  the 
air-pump. 

104.  On  moving   air  from  tlic  interstices  of  a  tissne. — This 

may  be  effected  by  placiag  the  substance,  pre^dously  carefully 
dried  in  a  little  fluid  balsam,  under  the  receiver  of  an  air-pump; 
any  air  in  the  tissue  is  then  forced  out  as  exliaustion  proceeds, 
and  its  place  becomes  occupied  with  balsam.* 

When  membranes  and  thin  sections  of  tissues,  such,  for 
instance,  as  sections  of  the  spinal  cord,  muscular  fibre,  &c.,  are 
to  be  preserved  in  balsam,  they  must  be  very  slightly  washed, 
aaid  then  spread  out  upon  the  glass  slide  with  the  aid  of  needles 
and  forceps.  They  should  be  allowed  to  dry  spontaneously,  and 
afterwards  it  is  better  to  expose  them  for  a  short  time  over  sul- 
phuric acid,  and  the  section  may  then  be  put  up  in  the  usual 
way,  but  without  removing  it  from  the  shde.  Frequently  it 
wiLl  be  found  advantageous  to  wet  the  surface  very  slightly 
with  tiu-pentine  before  the  balsam  is  applied.  If  the  sections 
appear  too  thick  when  dry,  the  surface  may  be  scraped  with 
a  sharp  knife,  or  very  thin  shavings  may  be  removed. 


*  "  Dr.  Golding  Bird  has  applied  this  method  for  mounting  the  polypi 
doms  of  zoophytes  with  great  success."-Mic.roscopical  Journal,  185-3,  p.  85 
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Fig.  92, 


105>    Prccauliou!)  to  be  obsci'vcd  in  ni>|>lyiiig  the  Bnlsniu.  

Canada  balsam  (§  61)  forms  a  most  usefLil  agent  for  inouiit- 
i]ig  various  substances  ;  and  the  structure 
of  many  can  only  be  clearly  made  out 
when  they  are  examined  in  this  menstruum. 

In  this  method  of  moimting  objects  no 
cells  whatever  are  requisite.  The  balsam 
should  be  pale  and  old.  The  glass  slides 
must  be  warmed  before  the  balsam  is  put 
on,  and  for  this  purpose  the  glasses  may 
be  held  in  a  pair  of  wooden  forceps,  or  in 
a  pair  of  common  forceps,  the  legs  of 
which  are  covered  ■ndth  cork  (fig.  93)  and 
heated  over  the  spirit-lamp  (fig.  92)  or 
upon  the  brass  plate  (§  4-6) .  The  latter 
plan  is  the  most  convenient  when  several 
preparations  are  to  be  mounted  at  the 
same  time,  because  they  may  be  arranged 
in  a  row  along  the  plate,  and  the  balsam  placed  iipon  each  slide 
as  it  becomes  hot. 

The  Canada  balsam  may  be  heated  after  it  is  placed  upon  the 
slide,  or  the  tin  vessel,  fig.  94,  may  be  kept  warm  for  some 
little  time  before  the  balsam  is  taken  out,  in  order  to  allow  the 
air-bubbles  entangled  in  it  to  rise  to  the  surface  before  it  is 
applied. 

Fig.  93. 


The  slide  being  warm,  and  the  small  quantity  of  Canada 
balsam  sufficient  to  contain  the  preparation  having  been  placed 
upon  it,  it  must  be  gently  moved  about  while  the  balsam  is  hot 
and  quite  fluid,  imtil  all  the  air-bubbles  have  floated  to  the  sur- 
face and  collected  together  towards  one  spot.  A  pointed  wire  or 
needle  should  then  be  taken,  and  all  the  bubbles  either  drawn 
out  upon  the  end  of  it,  which  may  be  readily  effected,  or  broken 
by  the  wii-e  after  it  has  been  heated.    In  those  cases  in  which 
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the  preparation  is  not  detached  from  the  glass  slide  upon  which 
it  has  been  allowed  to  dry,  it  is  only  necessary  to  place  the 
drop  of  balsam  upon  it  and  gently  warm  it,  following  the  usual 
pjg  precautions ;  afterwards  the  thin  glass 

cover  may  be  applied.  When  the  pre- 
paration has  been  dried  separately  over 
the  water-bath  and  cleaned,  it  may  be 
taken  in  a  fine  pair  of  forceps,  gently 
warmed,  and  carefully  placed  in  the  hot 
and  perfectly  iluid  balsam.  After  it  has 
been  thoroughly  wetted  by  the  balsam, 
and  all  adhering  air-bubbles  removed 
(§  104),  it  may  be  placed  in  the  position 
it  is  intended  to  occupy.  The  thin  glass 
cover,  adapted  to  the  size  of  the  pre- 
paration, ha%'ing  been  previously  cleaned 
and  warmed,  may  then  be  taken  in  a 
pair  of  forceps,  and,  afber  being  held 
over  the  warm  balsam  for  a  minute,  allowed  to  fall  gradually 
upon  the  preparation  (beginning  at  one  side),  until  it  becomes 
perfectly  wetted  with  the  balsam.  The  glass  may  now  be 
sHghtly  pressed  in  order  to  force  out  the  superfluous  balsam, 
and  the  preparation  allowed  to  cool. 

106.  Of  remOFing    the   Alr-biibblcs    from  the  Balsam.   The 

only  difficulty  of  mounting  preparations  by  this  method  con- 
sists in  getting  rid  of  aU  ad- 
hering  air-bubbles  completely. 

^  ^    This  may  generally  be  effected 

 .   by  carefully  heating  the  balsam 

on  the  slide,  and  the  prepara- 
tion, first  separately,  and  then  together,  and  by  removing  the 
bubbles  after  they  have  been  made  to  collect  at  one  spot,  with 
the  aid  of  a  fine-pointed  wire.  A  needle,  which  should  be  stuck 
into  a,  small  wooden  handle,  is  a  most  convenient  instrument  for 
this  purpose  (fig.  95). 

IS  the  balsam  be  heated  to  too  high  a  temperature  it  becomes 
hard  and  resinous  before  the  preparation  can  be  placed  in  the 
proper  position  ;  in  such  a  case  it  is  better  to  clean  the  slide 
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and  nse  fresh  balsam.  Any  balsam  may  be  removed  from  the 
preparation  by  soaking  it  for  some  time  in  turpentine.  Some 
preparations  require  boiling  in  the  balsam,  in  order  to  drive  out 
air  contained  in  cavities  in  their  interior.  As  a  general  rule, 
however,  care  must  be  taken  to  prevent  the  balsam  from  boil- 
ing, because  many  organic  substances  curl  up  and  become 
entirely  spoiled  at  this  temperature. 

107.   Of  luoiiiitiiig  Preparations  of  considerable  size  in  Fluid 

Balsam. — It  is  Sometimes  necessary  to  mount  opaque  objects  of 
considerable  size  in  liquid  Canada  balsam,  in  which  case  we 
must  either  place  it  in  a  glass  cell  or  between  two  pieces  of 
window-glass,  which  are  joined  together  at  the  edges  with  seal- 
ing-Avax ;  a  plan  followed  by  many  continental  anatomists.  In 
this  case  the  balsam  should  be  perfectly  fluid,  but  not  thinned 
with  turpentine,  for  Mr.  Quekett  has  observed  that  if  this  be 
done,  air-bubbles  appear  to  be  developed  some  days  after  the 
preparation  has  been  finished,  although  when  first  put  up  it  was 
perfectly  clear.  This  result  is  occasioned  by  the  turpentine  not 
being  thoroughly  mixed  with  the  balsam  at  first.  After  some 
days  a  complete  admixture  occurs,  and  Little  cavities  are  formed 
in  consequence  of  the  two  bodies  occupying  a  larger  bulk  when 
separate,  than  when  intimately  mixed  with  each  other. 

When  the  preparation  has  been  placed  in  its  proper  position, 
and  the  thin  glass  has  been  applied,  it  only  remains  to  remove 
any  superfiuous  balsam  from  the  slide.  This  is  readily  efiected 
by  the  aid  of  some  rags,  an  old  knife,  or  the  large  bradawl, 
(fig.  96,)  and  a  little  turpentine.  The  greater  quan-  gg 
tity  can  be  scraped  ofi"  with  the  knife,  and  the  re- 
mainder may  be  rem  .ved  by  carefully  moistening  it 
with  turpentine,  and  then  cleaning  it  off"  with  a  rag. 
The  preparation  is  now  finished,  and  may  be  left 
plain,  the  edges  of  the  balsam  varnished  over,  or 
the  slide  may  be  covered  with  ornamental  paper, 
according  to  the  taste  of  the  operator. 
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NAMIKG-  PHEPABATIONS  AND  TnEIH  AREAN&EMENT  IN  THE 

CABINET. 

108.  Pinciiig  the  Name  on  the  olasM  Slide. — Every  prepara- 
tion should  be  named  as  soon  as  it  is  finished.  The  name  is 
generally  WTitten  at  one  end  of  the  slide  with  the  writing  dia- 
mond, fig.  49,  btit  a  small  paper  label  answers  every  purpose ; 
and  it  is  a  good  plan,  when  long  descriptions  are  necessary,  to 
affix  a  number  to  each  slide  corresponding  to  the  number 
referring  to  the  description  of  the  preparation  in  a  catalogue. 

In  this  catalogue  all  the  particulars  having  reference  to  the 
object  should  be  entered,  including  a  note  of  the  date  of  mount- 
ing, and  also  describing  the  fluid  in  which  it  was  preserved. 

Cabinets  for  Preparations. — Microscopical  preparations  should 
be  kept  in  drawers  or  in  boxes  prepared  for  the  purpose,  in 
order  to  preserve  them  from  dust  and  from  the  influence 
of  light.  Dry  preparations  and  those  mounted  in  Canada  bal- 
sam may  be  arranged  in  vertical  grooves  cut  in  the  parti- 
tions of  the  drawer.  The  grooves  should  be  wide  enough  to 
allow  the  slide  to  fall  in  easily,  and  should  be  about  a  quarter 
of  an  inch  apart.  Preparations  mounted  in  fluid,  however, 
must  be  kept  in  a  horizontal  position,  althoiigh  they  necessarily 
occupy  much  space ;  but  otherwise  it  wiU  be  found  that  the 
tendency  for  the  cells  to  leak  is  much  increased.  Large  pre- 
parations can  only  be  kept  lying  perfectly  flat  in  shallow 
drawers. 

Boxes  and  cabinets  of  all  kinds  for  keeping  collections  of 
microscopical  preparations  may  be  purchased  of  Mr.  Topping, 
Messrs.  Smith  and  Beck,  and  of  Mr.  Matthews. 


Upon  the  subjects  treated  of  in  chapters  VI.  and  VII.,  besides  those  -works 
referred  to  in  the  text,  the  following  have  been  consulted: — Translations 
from  "  Het  Mikroskoop,"  Prof.  Harting,  Utrecht,  in  Edinburgh  Monthly 
Journal;  "  Lectures  by  Dr.  Goadby,"  in  SUliman's  Journal;  "The 
Microscope,  in  its  Special  Application  to  Vegetable  Anatomy  and  Phj-sio- 
logy,"  Dr.  Hermann  Schacht,  translated  by  Currey  ;  "Ralph's  British 
Desmidia; ;"  Papers  in  the  "  Microscopical  Journal,"  and  "  Transactions 
of  the  Microscopical  Society  ;"  "  Traite  pratique  et  theorique  d'anatomie 
comparative,"  Paris,  1842,  Strausdurkheim  ;  "Nouveau  Manuel  de  I'ob- 
servateur  au  Microscope,"  Dujardin,  Paris,  1843;  Quekett,  op.  cit. 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE. 


95 


CHAPTER  VIII. 

ON  INJECTING.     INSTRUMENTS  EMPLOYED  IN  INJECTING  CO- 

LOUEIN&  MATTERS — OF  THE  OPERATION  OE  INJECTING. 

In  order  to  examine  the  different  arrangement  of  the  ulti- 
mate divisions  of  the  blood-vessels  in  various  parts  of  the 
animal  structure,  it  becomes  necessary  to  fill  them  with  some 
opaque  substance,  by  which  their  distribution  may  be  ren- 
dered distinct,  and  their  general  arrangement  readUy  observed, 
when  subjected  to  examination  by  the  low  powers  of  the  micro- 
scope. "When  the  capillaries  are  empty,  they  are  scarcely 
Aasible,  and  frequently  it  is  quite  impossible  to  distinguish  them 
from  the  tissues  in  which  they  ramify.  The  process  by  which 
these  minute  vessels  are  rendered  distinct,  is  caUed  injecting,  and 
portions  of  structure  which  have  been  treated  in  this  manner  are 
spoken  of  as  injections,  or  injected  preparations.  Injections  are 
of  two  kinds, — natural  and  artificial.  Natural  injections,  as  the 
name  implies,  are  obtaiued  from  the  dead  animal  without  any 
preparation  whatever,  the  capillaries  being  gorged  with  blood, 
and  thus  rendered  distinct.  Artificial  injections  are  always 
prepared  by  forcing  some  opaque  or  coloured  liquid  into  the 
small  vessels  from  a  large  one. 

109.  Natural  Injections  are  frequently  found  very  perfect, 
and  in  some  instances  show  the  arrangement  of  the  minute 
vessels  more  perfectly  than  they  can  be  exhibited  by  any  arti- 
ficial process.  This  condition  results  from  the  capUlary  vessels 
being  distended  with  blood  at  the  time  of  death,  or  perhaps 
soon  afterwards,  and  the  general  redness  which  is  always 
observed  in  a  tissue  in  this  condition,  is  said  to  be  due  to  a  state 
of  congestion.    Patches  of  the  mucous  membrane  of  the  intes- 
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tines  are  often  found  in  this  state ;  and  if  a  small  portion  be  trans- 
ferred to  a  small  saucer  of  water,  and  examined  with  a  low  power, 
the  vascular  arrangement  may  often  be  observed  very  distinctly. 
Preparations  of  this  description  may  often  be  stretched  out 
and  carefully  dried  on  a  glass  slide  without  heat :  when  dry, 
the  preparation  may  be  mounted  in  Canada  balsam.  The  vas- 
cular arrangement  in  some  morbid  growths  may  frequently 
be  advantageously  examined  in  this  manner,  although  it  is  often 
quite  impossible  to  make  an  artificial  injection  of  the  part. 

INSTBUMEJfTS  EMPLOYED  IN  MAKING  ABTIFICIAL  INJECTIONS. 

Artificial  injections  require  much  care  for  their  preparation, 
and  a  few  instruments  are  used,  of  which  it  will 
be  better  to  give  a  short  description,  before  re- 
ferring to  the  general  arrangements  for  con- 
ducting the  process. 

110.  Injecting  Syringe. — The  Syringe  should 
be  of  brass,  and  should  be  adapted  to  the  size  of 
the  preparation  which  is  to  be  injected.  SmaU 
syringes  have  the  advantage  over  large  ones,  as 
a  general  rule  (fig.  97)  ;  and  a  syringe  of  an  ounce 
capacity,  will  be  found  large  enough  for  aU  ordi- 
nary purposes  ;  but  to  inject  organs  of  consider- 
able size,  or  the  larger  animals,  one  holding  a 
greater  quantity  is  of  course  required.  In  choos- 
ing a  syringe,  care  should  be  taken  that  the 
piston  be  at  least  half  an  inch  in  depth,  and  that 
when  the  finger  is  placed  over  the  opening,  and 
the  piston  drawn  up  so  as  to  exhaust  the  interior, 
it  readily  returns  to  its  former  position  when 
let  go. 

!Pig.  98  shows  a  section  of  the  piston  of  an 
injecting  syringe.  The  arrangement  is  very  con- 
venient for  re-leathering  the  syringe,  as  the  but- 
tons represented  in  the  drawing  can  be  unscrewed  from  the  rod, 
when  the  old  pieces  of  leather  can  be  removed,  and  new  ones 
substituted  for  them. 
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Fig.  98. 


Fig.  99.        Fig.  100. 


Syringes  of  less  than  two  ounces  capacity  are  conveniently 
made  with  a  ring  fixed  on  each  side  of  the  top,  in  order  that  the 
first  Jtwo  fingers  may  be  firmly  fixed,  whUe  the 
piston  is  gradually  forced  down  by  the  thumb. 
The  syringe  must  always  be  kept  perfectly  clean, 
and  the  piston  should  be  well  greased  with  some 
kind  of  fat ;  but  oil  should  never  be  used  for  this 
purpose.  Syringes  of  all  kinds  may  be  obtained 
of  most  instrument  makers.  The  price  varies 
according  to  the  size ;  one  capable  of  containing 
half  an  ounce  costs  about  3s.  6d.  ;  one  holding 
an  ounce  4s.  Gd.  •  and  so  on.  The  price  of  the  stopcock  is  2s., 
and  each  pipe  costs  about  Is. 

Syringes  of  this  description  are  made  by  Mr.  Neeve,  Broad 
Street,  Holborn. 

111.  Stopcocks  and  Tnjecting-pipes.  —  Every  Syringe  should 
have  a  small  stopcock  (fig.  99)  fitted  to  it  for  the  convenience 
of  its  being  refilled  vdthout  the  chance 
of  any  of  the  injection  escaping  from  the 
vessel  into  which  the  pipe  is  inserted. 
The  most  convenient  form  of  pipe  is 
that  delineated  in  fig.  100.    The  tube 
is  of  silver,  and  there  are  two  projecting 
wires  at  the  base,  to  which  the  thread 
may  be  attached  after  the  vessel  is 
firmly  tied  to  the  pipe,  in  order  to  pre- 
vent all  possibility  of  slipping.  Each 
syringe  should  be  furnished  vnth  several  pipes  of  various  sizes. 
If  the  pipes  get  clogged  up,  they  may  be  cleaned  by  passing 
a  very  fine  wire  dovra  them ;  also,  by  being  boiled  in  water,  or 
gently  heated  in  the  flame  of  a  lamp,  they  may  be  made  pervious. 
When  a  very  fine  pipe  is  required,  it  has  been  recommended 
that  the  opening  should  be  situated  at  the  side,  a  short  distance 
from  the  extremity,  which  may  terminate  in  a  blunt  point,  as 
this  enables  us  to  introduce  it  into  minute  vessels  very  readily. 

112.  Syringe  for  iTicrciu-iai  injecfions. — The  mercurial  Sy- 
ringe should  be  made  of  steel,  and  of  about  half-ounce  capa- 
city.    Perhaps,   however,   the   most  convenient  and  sim- 
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plest  form  of  apparatus  for  mercurial  injection,  consists  of  a 
glass  tube  about  half  an  incli  in  diameter,  and  a  foot  or  more 
Fig.  101.  in  length,  to  one  end  of  which  is  fitted  a  steel 
stopcock,  with  pipes  of  various  sizes.  The  weight 
of  the  column  of  mercury  is  sufficient  to  force 
the  fluid  into  the  vessels,  and  the  pressure  can  be 
altered  by  inclining  the  tub6  or  holding  it  perpen- 
dicularly, whUe  the  quantity  of  mercury  which 
escapes  is  regulated  by  the  stopcock. 

113.  Forceps  of  the  kind  delineated  in  fig.  101,  • 
are  very  convenient  to  stop  any  vessels  that  may 
be  ruptured  ;  and  in  injecting  parts  of  animals  or 
small  portions  of  any  tissue  in  which  there  are 
several  open  vessels,  they  are  indispensable.  The  operator 
should  be  provided  with  several  pair  of  these  forceps,  so  that  he 
Fig.  102.  can  stop  the  escape  of  injection  at  one  or  several 
points  if  necessary. 

114.  NccjUc  for  passing  Thread  round  the  VcsseL 

— A  small  needle  like  that  figured  in  the  margin, 
wiU  be  found  very  useful  for  passing  the  thread 
round  the  vessel  into  which  the  injecting-pipe  is  to 
be  inserted.  Where  the  vessels  are  large,  a  common 
aneurism  needle  answers  very  well,  but  for  small 
vessels  it  is  better  to  use  a  much  smaller  instru- 
ment. Such  an  instrument  may  be  readily  made 
by  fixing  an  ordinary  needle  in  a  small  handle  (fig. 
102).  It  should  be  previously  heated  to  redness 
and  allowed  to  cool,  when  it  may  easily  be  bent 
into  proper  shape.  If  necessary  the  eye  of  the 
needle  can  be  enlarged  by  introducing  some  pointed 
instrument  while  it  is  red  hot,  and  carefully  moving 
it  from  side  to  side,  so  as  to  dilate  it. 

Thread.— The  thickness  of  the  thread  used  for 
tying  vessels,  &c.,  must  of  course  vary  according  to 
their  size.  Silk  is  best  adapted  for  the  purpose, 
and  it  should  not  be  too  thin,  for  if  so,  it  is  liable  to  cut 
through  the  vessels. 
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115.  Corks  for  iiijcciuig-pi]>cs.  —  Where  it  is  necessary  to 
use  several  pipes,  or  in  those  instances 
in  which  the  use  of  the  stopcock  is 
inconvenient,  from  its  weight  or 
bulk,  corks  of  the  form  figured  in  the 
margin,  will  be  foimd  useful  to  stop 
the  pipes,  when  the  syringe  is  being 
refilled.  They  may  be  procured  at 
any  cork-cutter's  of  the  proper  size  to 
fit  the  pipes  (fig.  103). 

116.  injcctiug-caus.  —  For  minute  injections  melted  size  is 
the  liquid  usuaUy  preferred  for  suspending  the  coloiu-ing  mat- 
ter, and  upon  the  cleanliness  and  care  with  which  the  size  is 
prepared,  and  mixed  with  the  colouring  matter,  wiU  the  success 
of  the  injections  mainly  depend.  As  it  usuaUy  takes  some 
time  before  the  vessels  axe  fiUed,  it  is  also  necessary  that  the 
size  should  be  kept  at  the  proper  temperature,  so  that  the 
syringe  may  be  refiUed  with  warm  injection  as  often  as  re- 
quii-ed.  The  size  must  always  be  kept  hot  with  the  aid  of 
warm  water;  for,  if  a  naked  fire  be  used,  there  is  danger  of 
burnmg  it.  The  size  may  be  placed  in  a  vessel  which  can  be 
heated  by  standing  it  in  a  common  tin  saucepan  of  hot 
water.     After  it 

has  been  strained,  ^^S- 104. 
great  care  must 
be  taken  to  keep 
the  vessel  covered 
over,  in  order  to 
prevent  dust  from 
falling  in,  and  so 
rendering  a  second 
straining  neces- 
sary. A  conve- 
nient form  of  ap- 
paratus for  melt-   

ing  the  size,  and  ^ — — ^-5=B.cr„-:::=-^-  •  - 

keeping  it  at  a  proper  temperature,  is  shown  in  fig.  104.  It 
consists  merely  of  a  water-bath,  in  whicli  the  cans,  containing  the 
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injecting  fluid,  can  be  conveniently  kept  at  the  proper  tempera- 
ture, and  their  contents  protected  from  dust,  &c.,  by  means  of 
small  covers.  The  bath  shoidd  be  about  nine  inches  in  diameter, 
and  four  or  five  in  height.  It  may  be  made  of  tin,  zinc,  or  copper. 
The  cans  may  be  about  six  inches  high,  and  rather  less  than  two 
and  a  half  wide  :  if  of  these  dimensions  they  hold  nearly  a 
pint.    The  bottom  of  each  should  be  cup-shaped,  and  perfectly 
smooth,  so  that  it  may  be  thoroughly  cleaned ;  at  the  same  time 
the  can  should  be  made  to  stand  well,  by  prolonging  the  sides  a 
little  below  the  bottom,  as  shown  in  the  figure.    The  handles 
ought  to  be  fixed  on  the  outside  of  the  can,  and  the  cover 
should  be  allowed  to  project  a  little  over  the  top.    When  only 
two  or  three  cans  are  in  the  bath,  the  holes  for  the  others  can 
be  covered  over  with  their  covers^  in  order  to  prevent  the 
unnecessary  escape  of  steam.     A  Httle  above  the  middle  of 
each  can  there  is  a  wide  rim,  by  which  it  is  made  to  rest  upon 
the  top  of  the  water-bath,  as  it  is  better  that  the  cans  should 
not  quite  touch  the  bottom. 

An  apparatus  of  the  size  above  mentioned  is  quite  large 
enough  for  all  ordinary  piu-poses,  and  can  be  conveniently 
heated  over  a  gas  or  oil  lamp  ;  bi;t  if  a  great  amount  of  injec- 
tion is  required,  the  cans  should  of  coiu'se  be  much  larger. 

117.  Size  and  Gelatine  nsetl  for  Iiijecling. — The    size  USed 

in  injecting  should  be  of  the  finest  quaUty.  Of  the  different 
kinds  of  size,  that  caUed  parchment  size  is  the  best  that  can  be 
procured,  as  it  is  more  free  from  gi-it  and  dirt  than  the  ordmary 
doixble  size,  which,  however,  answers  very  weU  if  it  be  obtained 
quite  fipesh  and  well  strained  before  use. 

The  size  should  be  of  sufficient  strength  to  form  a  tolerably 
firm  jeUy  when  cold.  While  warm,  however,  it  should  form  a 
perfectly  limpid  fluid,  which  will  flow  readily  into  the  most 
minute  vessels. 

Gelatine  is  an  excellent  substitute  for  size,  particularly 
if  it  is  required  to  be  carried  a  long  distance.  The  proportion 
of  dry  gelatine  required  to  make  the  solution  of  the  proper 
strength  varies  somewhat  according  to  the  temperature.  In 
winter  about  seven,  and  in  summer  twelve  parts  of  gelatme  to 
one  hundred  parts  of  water,  wiU  be  found  about  the  right  pro- 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE.  101 


portion.  The  gelatine  should  be  soaked  in  cold  water  for  some 
hovu-s  until  it  has  become  swollen  and  softened,  when  the  vessel 
in  which  it  is  may  be  placed  in  a  basin  containing  hot  water, 
or  in  the  injecting-can  (fig.  104),  and  the  mixture  soon  becomes 
perfectly  flidd.  If  sufficient  gelatine  has  been  dissolved  in 
the  water,  a  drop  of  the  solution  placed  upon  a  cold  surface 
will  become  solid  in  a  few  minutes. 

Size,  or  the  cold  jelly  made  from  gelatine,  jnay  be  preserved 
by  covering  the  surface  with  a  thin  stratum  of  alcohol,  which 
can  be  poured  off  when  it  is  required  to  be  melted  for  injection. 

COIiOUEIKa   MATTEES  USED  TOE  INJECTIOlSr. 

Various  colouring  matters  have  been  used  for  injecting.  They 
are  usiiaUy  obtained  in  very  fine  powder,  and  suspended  in  some 
fluid.  Carmine  dissolved  in  ammonia  forms  a  very  fine  red  liquid, 
and  has  lately  been  very  successfully  employed  by  Mr.  Smee 
for  injecting  the  capillaries  of  the  brain.  The  objection  to 
this,  and  all  other  fluids  which  hold  the  colouring  matter  in 
solution,  instead  of  in  suspension,  is  that  the  mixture  frequently 
permeates  the  coats  of  the  vessels,  and  colours  the  surrounding 
tissue  in  such  a  way,  that  the  outline  of  the  capillaries  fre- 
quently cannot  be  distinguished  from  the  surrounding  tissues. 

"When  a  fine  powder  is  suspended  in  size,  it  is  better  in  all 
cases,  in  which  it  is  possible,  to  prepare  the  colouring  matter 
immediately  before  use  ;  for  by  proceeding  in  this  manner  the 
particles  are  in  a  much  more  minute  state  of  division,  than 
when  some  time  has  been  allowed  to  elapse  before  injecting, 
in  which  case  numerous  particles  adhere  together,  forming 
small  collections  too  large  to  penetrate  the  minute  vessels. 

118.  Size  of  the  Farticles  of  the  diiFercnt  Colouring  Mat- 
ters used  for  Injection. — The  Comparative  size  of  the  gramdes, 
of  which  the  colouring  matters  most  commonly  used  for  in- 
jection consist,  is  shown  in  the  annexed  woodcut. 

Upon  comparing  the  dimensions  of  the  particles  obtained 
from  the  dried  powder  with  those  of  the  freshly-prepared  pre- 
cipitate, the  importance  of  using  coloring  matters  which  have 
been  recently  precipitated  will  at  once  become  evident. 

This  is  especially  shown  in  fig.  105,  which  represents  the 
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microscopical  characters  of  the  dried  powder,  and  freshly-pre- 
cipitated deposit  of  several  of  the  suhstauces  commonly  used 
for  injection. 

The  colouring  matters  represented  are  as  follows : — a,  pre- 
cipitated chalk  (piu^chased  in  a  dry  state)  ;  b,  recently-pre- 
cipitated chalk  ;  c,  whitening  ;  d,  Prussian  blue  ;  e,  recently- 
precipitated  Prussian  blue  ;  /,  freshly-precipitated  carbonate  of 
lead ;  g,  dried  carbonate  of  lead ;  h,  freshly-precipitated  binio- 
dide  of  mercury ;  i,  dried  biniodide  of  mercury ;  k,  indigo ; 
I,  vermilion  (as  purchased)  ;  m,  levigated  vermilion ;  11,  dried 
chromate  of  lead;  0,  freshly-precipitated  chromate  of  lead  (cold 
solutions)  ;  r,  freshly-precipitated  chromate  of  lead  (hot  solu- 
tions) ;  p,  pure  carmine  ;  q,  lampblack. 

All  these  drawings  were  taken  with  the  aid  of  the  neutral 
tint  glass  reflector  (§  32),  and  were  aU  magnified  with  one  of 
Powell's  quarters  with  the  shallow  eyepiece,  which  is  equal  to 
about  two  hundred  diameters.  A  scale  of  thoiisandths  of  an 
inch  is  represented  at  the  lower  part  of  the  figure,  magnified 
with  the  same  power. 

119.  Kcd  Injections. —  Vermilion  is  generally  considered  one 
of  the  colouring  matters  best  adapted  for  fine  injections,  and 
is  employed  more  frequently  than  any  other.  It  may  be 
obtained  in  exceedingly -fine  powder,  and  runs  readily  into  the 
smallest  vessels,  while  at  the  same  time  there  is  no  chance 
of  its  passing  through  their  coats. 

Some  vermilion  is  very  gritty,  and  such  should  not  be 
used.  Numerous  small  crystalline  particles  may  fi-equently  be 
detected  in  the  common  vermilion  of  the  shops  upon  micro- 
scopical examination  (fig.  105  Z).  This  is  quite  unfit  for  use  ; 
and  in  order  to  render  it  free  from  grit,  it  should  be  mixed 
with  about  eight  times  as  much  water,  and  then  well  shaken  : 
after  allowing  a  few  seconds  to  elapse  for  the  coarser  grit  to 
settle,  the  mixture  holding  the  finer  particles  in  suspension, 
may  be  nearly  aU  poured  off  into  another  vessel,  and  allowed  to 
subside.  The  gritty  residue  may  be  treated  a  second  time  with 
water  (or  oftener  if  necessary),  and  the  fine  pai'ticles  poiu-ed  off, 
and  aUowed  to  subside  with  the  previous  washings.  When  all 
the  powder  has  settled,  the  clear  water  may  be  poui-ed  off",  and 
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the  vermilion  after  being  dried,  witliout  the  application  of  heat, 
may  be  kept  ready  for  use  (fig.  105  m).  About  two  ounces  of 
vermilion  to  a  pint  of  size  will  be  found  to  give  a  good  colour ; 
and  in  these  proportions  a  mixture  is  formed  which  runs  well. 

Great  care  should  be  taken  in  the  selection  of  vermilion  for 
purposes  of  injection,  for  upon  the  quality  of  this  substance  in 
great  measure  depends  our  success.  The  best  Chinese  ver- 
milion is  very  good,  but  dear.  Excellent  vermilion  may  be 
obtained  at  the  price  of  six  or  seven  shillings  a  pound. 

Golden  sulphuret  of  mercury  and  the  Uniodideof  mercury  have  also 
been  used  as  red  injections.  The  colour  of  the  latter  is  pecu- 
liarly bright,  but  the  precipitate  is  of  a  crystalline  nature,  and 
does  not  penetrate  readily.  Both  this  and  the  sulphuret  of 
antimony  require  to  be  finely  powdered,  and  levigated  with 
water  in  the  manner  just  described,  before  being  used  for  injec- 
tion. 

120.  YeUow  Injections. —  Chromate  of  lead  forms  a  very  good 
colouring  matter,  and  has  some  advantages  over  vermilion.  If 
freshly  prepared  it  frequently  runs  better,  and,  as  it  is  lighter, 
does  not  so  readily  separate  from  the  size  or  solution  in  which  it 
is  suspended.  It  is,  moreover,  much  cheaper ;  although  it  must 
be  admitted,  that  chromate  of  lead  injections  do  not  form  such 
beautiful  microscopical  objects  as  those  in  which  vermilion  has 
been  used  for  the  colouring  matter.  Mr.  Topping  prepares 
many  very  fine  injections  vsdth  this  siibstance. 

^  This  colouring  matter  is  obtained  by  mixing  solutions  of 
bichromate  of  potash  and  acetate  of  lead,  when  the  yellow 
precipitate  of  chromate  of  lead  is  immediately  thrown  down. 
If  the  cold  solutions  of  the  two  salts  just  named  be  used, 
the  precipitate  is  pale,  and  contains  one  atom  of  water ;  if,  on 
the  other  hand,  the  solutions  be  mixed  while  hot,  the  precipitate 
is  of  a  deeper  colour,  and  anhydrous. 

The  appearance  of  these  tAvo  precipitates,  magnified  with  the 
same  power,  is  shown  in  fig.  105  ;  o,  represents  the  precipi- 
tate obtained  by  mixing  cold,  and  r,  that  which  results  from 
mixing  hot  solutions  of  similar  strength. 

Chromate  of  lead  which  has  been  dried,  should  never  be  used 
for  mjecting,  as  it  does  not  run  well,  in  consequence  of  the 
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particles  becoming  aggregated  together,  and  forming  small 
lumps. 

Harting  gives  tlie  following  directions  for  making  this  injec- 
tion, which  he  highly  recommends  : — 

Two  solutions  are  prepared ;  the  first  consisting  of  2000 
grains  of  acetate  of  lead,  dissolved  in  a  pint  of  water.  The 
second  is  prepared  by  dissolving  1048  grains  of  chromate  of 
potash  in  two  pints  of  water. 

"When  it  is  required  to  prepare  the  injection,  one  measure  of 
the  first  solution  is  mixed  with  two  measures  of  the  second, 
and  to  this  mixture,  after  it  has  been  well  stirred,  two 
measures  of  a  strong  solution  of  gelatine,  consisting  of  one  part 
of  dry  gelatine  to  four  of  water  are  to  be  added.  This  injection 
should  be  used  when  freshly  prepared.  It  is  better,  however, 
to  allow  the  chromate  of  lead  to  settle,  and  pour  off  the  solution 
of  acetate  of  potash  before  adding  the  size,  as  this  salt  is  apt  to 
corrode  the  walls  of  the  vessels  in  those  cases  in  which  the 
preparations  are  preserved  moist. 

Injections  of  chromate  of  lead  may  also  be  made  by  allowing 
decomposition  of  the  solutions  to  take  place  in  the  vessels.* 
The  vessels  are  first  injected  with  one  solution,  and  afterwards 
the  other  is  slowly  forced  in.  Yery  fine  injections  may  be 
readily  made  iu  this  manner  with  little  trouble,  and  for  dry 
preparations  which  are  to  be  mounted  in  Canada  balsam,  this 
plan  answers  admirably ;  but  if  the  injections  ai-e  to  be  pre- 
served moist,  the  former  method  should  be  employed,  as  the 
acetate  of  potash  is  apt  to  destroy  the  vessels  after  the  prepara- 
tion has  been  preserved  for  some  time. 

Dr.  Groadby  uses  gelatine  in  preparing  this  injection,  and 
suggests  the  employment  of  nitrate  of  lead  instead  of  the 
acetate,  because  the  resulting  salt  of  nitrate  of  potash  would 
not  exert  any  injurious  action  upon  the  vessels,  but,  on  the 
contrary,  would  assist  in  their  preservation.  His  proportions 
of  bichromate  of  potash  and  acetate  of  lead,  are  as  foUows : — 
Saturated  solution  of  bichromate  of  potash,  8  fluid  ounces ; 


*  M.  Doycre,  "  Comptes  Rendus,"  1841.  Bowman,  "Pliil.  Trans."  1842, 
p.  58. 
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water,  8  ounces ;  gelatine,  2  onncea.  Saturated  solution  of 
acetate  of  lead,  8  fluid  ounces ;  water,  8  ounces ;  gelatine,  2 
ounces.*  The  syringe  should  always  be  very  carefully  cleaned 
after  it  has  been  used  for  injecting  these  salts. 

121.  Blue  Injections. — Indigo  used  for  injections  should  be  of 
the  best  quality  that  can  be  procured.  After  it  has  been  well 
soaked  in  water  for  some  time,  the  coarser  particles  (fig.  105  Ti) 
may  be  removed  by  treating  it  with  a  large  quantity  of  water, 
when  the  finer  particles  alone  will  be  held  in  suspension,  and 
may  be  separated  in  the  manner  described  when  speaking  of 
vermilion. 

Prussian  blue  may  also  be  employed  as  a  blue  injection.  It 
is  softer  and  more  easily  powdered  than  indigo.  If  injected 
pure,  the  colour  wiU  be  too  intense,  but  it  may  be  rendered 
lighter  by  mixing  it  with  a  certain  proportion  of  white  injec- 
tion. -  Prussian  blue  forms  one  of  the  finest  powders  possible, 
especially  if  freshly  prepared  (fig.  105  e). 

Schroeder  van  der  Kolk  uses  freshly-precipitated  Prussian 
blue,  prepared  by  mixing  solutions  of  the  persulphate  of  iron 
and  ferrocyanide  of  potassium  together. 

As  the  aUtaH  of  the  blood  tends  to  destroy  the  colour  of 
Prussian  blue,  it  is  necessary  to  mix  with  the  solution  a  smaU. 
quantity  of  dilute  sulphmic,  acetic,  or  tartaric  acids,  in  order 
to  neutralize  this  alkaline  reaction. 

Prussian  blue  can  be  obtained  in  a  state  of  very  minute 
division  if  mixed  with  a  solution  of  oxalic  acid,  and  in  this  case 
the  colour  is  not  affected  by  the  free  alkali  of  the  blood. 
Equal  parts  of  oxaHc  acid  and  Prussian  blue  are  to  be  finely 
powdered  in  a  mortar,  then  water  is  to  be  very  gradually 
added,  and  afterwards  the  strong  size  solution.  Harting 
strongly  recommends  this  injection,  when  it  is  wished  to  ex- 
amine injected  vessels  by  transmitted  light,  and  particularly 
in  injecting  the  capillaries  of  the  lungs. 

122.  White  Injections. —  White  lead.  Pinely-powdered  car- 
bonate of  lead  has  been  used  as  a  fine  injection.  It  may  be 
prepared  by  mixing  a  solution  of  acetate  of  lead,  consisting  of 


*  Quoted  by  Dr.  Wythes,  "The  Microscope,"  Philadelphia,  1852. 
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2000  grains  of  acetate  of  lead  to  a  pint  of  water,  with  an  equal 
qiiantity  of  a  solution  of  carbonate  of  soda,  containing  1520 
grains  in  a  pint  of  water.  A  measure  of  each  of  these  solu- 
tions is  to  be  mixed  with  two  meas\u?es  of  a  strong  size 
solution. 

Precipitated  Chalk  also  forms  a  good  white  injection,  if  care- 
fully prepared ;  but  it  does  not  mix  so  well  as  the  former. 

The  microscopical  appearances  of  precipitated  chalk  which 
has  been  dried,  freshly-precipitated  chalk,  whitening,  and  white 
lead,  are  shown  in  fig.  105  a,  b,  c,f. 

Freshly-precipitated  chalk  is  readily  prepared  by  adding  a 
solution  of  carbonate  of  soda  to  a  solution  of  chloride  of  cal- 
cium. 

Carbonate  of  lead  is  made  by  mixing  together  cold  solutions 
of  acetate  of  lead  (sugar  of  lead)  and  carbonate  of  soda,  as 
above. 

123.  Injecting    diifereut    Systems    of  Vessels    with  diiTerent 

Colours. — In  those  cases  in  which  we  desire  to  examine  the 
arrangement  of  the  different  systems  of  vessels  in.  the  same 
animal  or  in  the  same  tissue,  it  becomes  necessary  to  use  a 
distinct  colouring  matter  for  each  system.  It  is  also  a  matter 
of  importance  when  two  colours  meet  in  the  capillaries,  to 
employ  those  which,  in  combination,  will  produce  a  tint  that 
reflects  the  light  well,  and  shows  distinctly  the  outhne  of  the 
vessels.  If  red  be  used  for  the  arteries,  and  blue  for  the  veins, 
a  dark  brownish-red  colour  is  produced  in  the  capillaries,  which, 
it  has  been  observed,  renders  the  vessels  indistinct  when 
subjected  to  microscopical  examination.  On  the  other  hand,  if 
blue  and  yellow  be  allowed  to  mix  in  the  capillary  system,  a 
fine  green  is  produced  which  does  not  present  this  inconveni- 
ence. M.  Eobin  therefore  recommends  blue  for  the  arteries, 
yeUow  for  the  veins,  red  for  the  portal  veins,  and  white  for  the 
bile  ducts  or  renal  tubes.* 


*  Du  Microscope  et  des  Injections,  p.  16. 
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OF  INJEOTIIirQ-.  ' 
124.  General   Rules    to    be    observed    in   Injeeting. —  Great 

attention  should  be  paid  to  the  cleanliness  of  aU  the  instruments 
to  be  used'  in  injecting.  The  syringe  should  always  be  kept 
scrupulously  clean  and  in  good  order,  and  the  injecting-cans 
should  be  carefully  covered,  to  prevent  the  ingress  of  dust. 
Before  commencing  the  operation,  plenty  of  warm  water  should 
be  at  hand ;  and  the  subject  should  be  allowed  to  soak  for  some 
time  in  a  basin  of  hot  water,  before  it  is  attempted  to  inject  it, 
in  order  that  it  may  be  thoroughly  warmed  through.  The 
temperature  of  the  water  must  vary  according  to  the  degree  to 
which  the  injection  is  required  to  be  heated  :  if  size  and  ver- 
milion be  used,  the  water  need  only  be  warm  ;  but  if  melted  wax 
be  employed,  the  water  must  be  so  hot  that  the  hand  can 
scarcely  be  borne  in  it.  The  length  of  time  which  the  prepa- 
ration is  allowed  to  soak  must  depend  upon  its  bulk ;  and  the 
water  should  be  changed  as  soon  as  it  becomes  at  aU  cool. 

Time  at  which  the  Injection  should  he  made. — "With  respect  to 
the  length  of  time  after  death  that  is  most  favourable  for  this  > 
operation,  no  absolute  rules  can  be  given. 

G-eneraUy,  it  may  be  remarked  that  we  should  not  attempt  to 
inject  while  the  rigor  mortis  lasts.  Many  days  may  in  some 
cases  with  advantage  be  allowed  to  elapse,  particularly  if  the 
weather  is  cold,  while  in  warm  weather  we  are  compelled  to 
inject  soon  after  death.  As  a  general  rule,  the  more  delicate 
the  tissue,  and  the  thinner  the  vessels,  the  sooner  should  the 
injection  be  performed.  Many  of  the  lower  animals,  annelids,  ' 
moHusca,  &c.,  and  fishes,  should  be  injected  soon  after  death. 
In  making  minute  injections  of  the  brain,  only  a  short  time 
should  be  allowed  to  elapse  after  the  death  of  the  animal,  ; 
before  the  injection  is  commenced.  Injections  of  the  ali- 
mentary canal  of  the  higher  animals  shoidd  be  performed  early, 
— not  more  than  a  day  or  two  after  death. 

Minute  injections  of  the  papillae  of  skin,  particvdarly  of 
the  fingers  and  toes,  cannot  be  successfully  made  vmtil  the 
cuticle  has  become  somewhat  softened  by  allowing  the  pre- 
paration to  remain,  in  a  damp  cloth,  or  to  soak  in  water  for 
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some  days.  In  these  situations  the  vessels  are  strong,  and  in 
their  ordinary  state  the  injection  will  not  traverse  them,  in 
consequence  of  the  cuticle  preventing  their  gradual  distension 
by  the  injecting  fluid.  A  similar  plan  must  be  followed  in 
making  injections  of  the  tongue,  and  other  parts  where  the 
epithelial  covering  is  unusually  dense,  and  firmly  adherent  to 
the  vascular  surface  beneath. 

125.  Of  fixiug  the  Pipe  in  the  Vessel. — "When  everything 
is  properly  prepared,  we  may  proceed  carefully  to  fix  the  pipe 
in  the  vessel  through  which  we  intend  to  inject ;  and  this  ope- 
ration will  vary  slightly  in  different  cases,  according  to  the 
nature  of  the  preparation  to  be  injected.  If  the  subject  be  a 
small  animal,  it  is  better  to  take  out  part  of  the  sternum,  and 
fix  the  pipe  in  the  aorta.  If  only  part  of  an  animal  is  to  be 
injected,  the  largest  artery  supplying  the  part  should  be 
selected,  and  aU  the  other  open  vessels  may  be  tied  or  stopped 
with  the  small  forceps  shovm  in  fig.  101. 

A  small  portion  of  intestine  can  be  injected  by  cutting  out 
the  corresponding  portion  of  mesentery  attached  to  it ;  and 
after  searching  for  a  laxge  vessel,  all  the  others  may  be  tied 

together  with  the  open  ends  of 
the  alimentary  tube.  This 
arrangement  is  roughly  repre- 
sented in  the  diagram  (fig.106) . 
In  each  case  the  proceeding 
is  conducted  in  a  similar  man- 
ner. A  pipe  of  somewhat 
smaller  diameter  than  the  ves- 
sel should  be  selected,  and  an 
opening  may  then  be  made  in 
the  vessel  of  sufficient  size  to 
admit  the  pipe,  which  can  now 
be  inserted.  The  needle  (fig. 
silk,  is  then  carefully  passed 
seized  with  forceps,  and  the 
needle  withdravm  over  the  thread.  This  operation  is  suf- 
ficiently simple  where  the  vessel  is  large  and  strong;  but 
where  thin  and  easily  torn,  it  requires  great  care.    The  thread 


102),  charged  with  thread  or 
round  the  vessel,  the  thread 
over 
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is  now  tied  tightly  round  the  vessel  close  to  the  extremity  of 
the  pipe,  and  then  attached  to  the  two  projecting  wires,  to 
prevent  the  possibility  of  slipping. 

In  injecting  from  veins  a  similar  method  is  pursued,  taking 
care  to  choose  a  vein  in  which  the  valves  are  not  numerous, 
or  in  which  they  are  altogether  absent.  The  portal  vein  can 
be  reached  by  opening  the  abdominal  cavity,  care  being  taken 
not  to  tear  any  of  the  branches  below  the  point  where  the  pipe 
is  inserted.* 

126.  Of  preparing  the  Fliiid  for  Injection. — It  is  Very  import- 
ant that  the  size  and  vermilion,  or  other  injection  which  is  to  be 
thrown  into  the  vessels,  should  be  thoroughly  mixed  and  well 
strained  before  being  used.  The  colouring  matter,  properly 
powdered,  should  be  placed  in  a  small  earthenware  mortar,  and 
the  melted  size  or  other  fluid  carefully  added  by  degrees,  the 
whole  being  constantly  stirred  until  weU  mixed.  When  the 
proper  colour  has  been  obtained,  the  whole  must  be  strained 
through  muslin,  or  through  a  fine  perforated  strainer,  into 
another  vessel,  which  should  be  kept  warm.    The  injection 


*  Injecting  the  Vascular  Si/stem  of  Fishes,  Mollusca,  and  Insects. — 
Greater  care  is  required  to  fix  the  pipe  in  the  vessels  of  fish  in  conse- 
quence of  their  being  so  readily  torn.  Excellent  injections  of  fish  may 
frequently  be  made  as  follows  -.—The  tail  is  cut  off  with  a  sharp  knife  at 
a  short  distance  posterior  to  the  anus,  and  if  the  cut  surface  be  examined, 
the  ventral  artery  may  be  easily  found  situated  immediately  beneath  the 
bodies  of  the  vertebrae.  A  pipe  is  carefully  introduced  and  pushed  down 
some  distance,  so  as  to  prevent  the  injection  from  coming  out,  or  the  end  of 
the  vessel  may  sometimes  be  separated  from  the  surrounding  parts  and 
tied  in  the  usual  way.  By  this  simple  proceeding  capital  injections  can 
often  be  made  very  easily. 

Minute  injections  of  the  branchiae  of  some  of  the  mollusca  may  often  be 
made  by  veiy  carefully  placing  the  pipe  in  the  largest  vessel  that  can  be 
found,  and  slowly  injecting.  The  extreme  delicacy  of  the  vessels  prevents 
any  attempt  being  made  to  tie  them  to  the  pipe,  and  of  course  much 
injection  will  be  lost.  From  the  large  size  of  the  vessels,  however,  much 
will  often  run  into  the  capillaries.  In  this  way  I  have  easily  succeeded  in 
injecting  the  branchiEE  of  the  Pinna  ingens  and  fresh-water  mussel  (Anodon), 
both  of  which  form  beautiful  microscopical  objects. 

In  order  to  inject  the  smaller  gasteropods  (slugs,  snails,  &c.),  we  must  pur- 
sue a  different  method.    In  the  muscular  foot  of  these  are  situated  many 
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should  be  well  stirred  with  a  wooden  stick  previous  to  filling 
the  syringe. 

"We  can  judge  of  the  intensity  of  the  colour  by  removing  a 
drop  of  the  solution  with  a  stirring-rod,  and  allowing  it  to  fall 
on  a  white  plate  so  as  to  form  a  thin  stratum,  which  should 
have  a  pretty  deep  colour.  It  is  always  better  to  have  too 
large  a  quantity  of  the  colouring  matter  rather  than  too  little. 

Of  vermUion,  about  two  ounces  wiU  be  sufficient  for  a  pint  of 
size  ;  but  it  is  better  in  all  cases  to  regulate  the  quantity  by 
examining  the  intensity  of  the  colour  in  the  manner  just 
mentioned. 

127.  Of  the  opcratiou  of  Injecting. — When  the  preparation 
is  warmed  through,  the  injection  properly  strained,  and  the  pipe 
fixed  in  the  vessel,  we  may  proceed  carefully  to  inject,  taking  care 
that  the  injection  is  kept  at  a  proper  temperature,  by  allowing 
it  to  remain  in  the  warm  water-bath  during  the  operation. 

The  air  should  be  first  withdrawn  from  the  upper  part  of  the 
vessel  by  means  of  the  syringe,  after  which  the  stopcock  is 
turned  off  and  left  attached  to  the  pipe.  The  syringe  is  then 
disconnected,  and  after  being  washed  out  once  or  twice  with 
warm  water,  is  nearly  filled  with  injection,  which  must  be  well 
stirred  up  immediately  before  it  is  taken.    The  s}TiQge  should 


large  lacunae,  or  cavities,  which,  communicate  -witli  the  vascular  system, 
or,  in  fact,  form  the  vessels  which  are  distributed  to  this  organ.  If  the 
injection  can  be  forced  into  any  of  these  lacunae,  it  may  be  made  to  tra- 
verse the  whole  vascular  system.  To  introduce  the  pipe,  a  small  hole  is 
made  obliquely  in  the  foot,  taking  care  not  to  force  the  instrument  too  far. 
A  small  pipe  is  next  inserted,  and  when  the  preparation  is  warm  enough, 
the  injection  of  size  and  vermilion  is  very  slowly  and  carefully  forced  in, 
and  the  progress  which  is  made  can  be  seen  by  observing  the  vessels  dis- 
tributed to  the  respiratory  organs.  When  a  sufficient  quantity  of  injection 
has  been  introduced,  the  pipe  may  be  withdrawn,  and  the  hole  plugged 
with  a  piece  of  wood  cut  to  the  proper  size,  to  prevent  the  injection  again 
escaping  before  the  size  has  had  time  to  set. 

The  vascular  system  of  insects  may  sometimes  be  partially  injected  by 
forcing  injection  into  the  abdominal  cavity,  from  which  it  finds  entrance 
into  the  dorsal  vessel,  and  from  thence  is  distributed  to  various  parts  of 
the  body.  The  injection  in  the  cavity  of  the  abdomen  is  then  allowed  to 
escape. 
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not  be  quite  filled,  in  order  that  tbe  air  in  the  pipe  may  be 
made  to  rise  into  the  syringe  through  the  injection,  by  the 
ascent  of  the  piston,  before  any  of  the  latter  is  forced  iato  the 
vessel.  The  end  of  the  syi'inge  is  then  to  be  pressed  firmly 
into  the  iipper  part  of  the  stopcock  with  a  slightly  screwing 
movement. 

The  piston  is  now  very  gently  forced  down  by  the  thumb,  until 
the  syringe  has  been  nearly  emptied,  when  the  stopcock 
must  be  turned  ofi", 
and  the  syringe  re- 
filled  with  warm  in- 
jection as  before. 

The  corks  de- 
scribed in  §  115 
may  be  substituted 
for  the  stopcock. 
Care  must  always 
be  taken  to  keep 
the  syringe  in  the  position  shown  in  the  engraving,  fig.  107,  so 
that  any  air  which  may  be  in  it,  may  remain  in  the  iipper  part ; 
and  for  the  same  reason,  all  the  injection  should  not  be  forced 
out,  for  fear  of  the  enclosed  air  entering  the  vessels,  in  which 
case  aU  chance  of  obtaining  a  successful  injection  would  be 
destroyed. 

After  a  certain' quantity  of  fluid  has  been  injected,  it  will  be 
necessary  to  use  a  greater  amount  of  force,  which,  however,  must 
be  increased  very  gradually,  and  should  only  be  suflidTent  to  de- 
press the  piston  very  slowly.  If  too  great  force  be  employed, 
extravasation  wiU  be  produced  before  the  capillaries  are  half 
filled.  Grentle  and  very  gradually-increased  pressure,  kept  up 
for  a  considerable  time,  will  cause  the  minute  vessels  to  become 
slowly  distended  without  giving  way  to  any  great  extent.  At 
the  same  time  it  must  be  borne  in  mind  that  extravasation  fre- 
quently occurs  at  various  points  in  a  successful  injection  ;  but 
the  longer  this  event  can  be  kept  ofi",  the  more  likely  are  we  to 
succeed. 

When  the  injection  begins  to  fiow  from  the  large  veins 
mixed  with  the  blood  contaiued  in  these  vessels,  and  the  surface 
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of  the  injected  preparation  loolcs  of  a  red  colour,  and  has  a  some- 
what velvety  appearance,  we  may  infer  that  the  injection  has 
been  completed.  This  occurs  at  diiferent  periods.  Sometimes 
the  first  or  second  syringeful  causes  a  general  redness  of  sur- 
face, while  in  other  instances  a  considerable  time  will  elapse 
before  more  than  a  slight  blush  appears.  As  a  general  rule,  it 
is  better  to  proceed  slowly  and  cautiously,  and  to  use  as  little 
force  as  possible,  which  should  not  be  more  than  sufiicient  to 
produce  an  observable  depression  on  the  piston.  Many  minute 
injections  wiU  require  an  hour  or  more  to  complete. 

When  the  injecting  is  completed,  and  aU  the  openings  by 
which  any  of  the  injection  could  escape  during  cooling  are 
closed,  the  preparation  should  be  placed  in  cold  water,  and 
allowed  to  remain  until  the  size  has  set,  which  will  require 
twelve  hours  or  more  in  hot  weather. 

128.    Of  preparing  portions  of  Injection  for  the  Blicroscope. 

— Those  parts  which  are  required  for  microscopical  examination 
must  be  carefuUy  cut  out  and  placed  in  a  saucer  of  water,  in 
which  they  may  be  examined  with  the  microscope,  and  the  best 
parts  selected  to  be  put  up  as  permanent  objects. 

If  a  mucous  membrane  be  the  subject  of  examination  it  will 
be  necessary  to  brush  off  the  adhering  mucus  vdth  a  camel's- 
hair  brush,  the  preparation  being  kept  under  water  while  this 
operation  is  performed.  If  the  injection  be  considered  suffi- 
ciently good,  it  may  be  preserved  in  spirit  or  other  preservative 
solution,  Chapter  VII.  Portions  of  mucous  membrane  should 
be  pinned  Cut  perfectly  flat  upon  a  piece  of  cork  or  wax  (§  86), 
and  allowed  to  harden  for  a  short  time  in  spirit.  "When  hard- 
ened, the  edges  may  be  cut  square  with  a  sharp  knife  or  pair  of 
scissors,  and  the  preparation  may  be  mounted  in  a  cell  (§  90). 

Grland  structures  should  be  examined  both  on  the  external 
surface  and  also  in  section.  After  hardening  in  spirit  or  other 
preservative  solution,  clean  sections  can  readily  be  made  with  a 
sharp  knife. 

As  an  invariable  rule  the  preparation  should  be  allowed  to 
soak  for  some  time  in  the  fluid  in  which  it  is  to  be  preserved, 
previous  to  placing  on  the  tliin  glass  cover,  in  order  to  allow 
time  for  all  air-bubbles  to  rise  to  the  surface. 
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Many  injections  are  sliown  to  the  greatest  advantage  by- 
being  di-ied,  and  moiinted  in  Canada  balsam  as  opaqne  prepara- 
tions. Injections  of  the  Uver  and  kidney  are  easUy  prepared 
in  this  way : — A  thin  section  is  cut  with  a  sharp  thin  knife, 
slightly  washed  with  clean  water,  spread  smoothly  on  a  clean 
glass  slide,  and  allowed  to  dry  thoroughly  without  the  aid  of 
heat.  When  quite  dry  the  surface  can  be  scraped  smooth  with 
a  knife,  and  the  preparation  mounted  in  Canada  balsam  in  the 
usual  way  (page  90).  A  small  quantity  of  the  balsam  need 
only  be  used  if  the  surface  has  been  scraped  perfectly  smooth ; 
the  thin  glass  may  be  carefully  pressed  down  on  the  in- 
jection. Often,  before  applying  the  balsam,  it  will  be  found 
advantageous  to  wet  the  surface  of  the  injection  with  a  drop 
of  turpentine. 

Preparations  of  this  kind  look  neater  when  covered  with 
circular  pieces  of  glass  (§  66). 

Injections  of  thin  membrane  are  merely  to  be  stretched  out  and 
dried  on  the  slide,  when  they  may  be  covered  with  Canada 
balsam  and  thin  glass.  In  this  way  specimens  of  the  iris,  serous 
membranes,  &c.,  may  be  prepared,  and  some  wiU  be  shown  off 
to  greater  advantage  if  placed  upon  a  dark  ground. 

At  the  same  time  we  must  remember,  that  in  the  process  of 
drying,  a  considerable  alteration  may  take  place  in  the  appear- 
ance of  the  parts.  Thus,  for  iastance,  the  arrangement  of  the 
vessels  in  the  villi  of  the  intestines,  and  of  the  mucous  mem- 
brane generally,  cannot  be  properly  demonstrated  upon  dried 
specimens.  It  is  always  better  to  examiae  iajected  prepara- 
tions previous  to  dryiag  them,  when,  from  the  arrangement  of 
the  vessels  generally,  some  idea  may  be  formed  of  the  change  in 
appearance  which  will  probably  take  place  from  this  process.* 


*  On  the  process  of  injecting,  the  following  authors  may  be  referred 
to :— Tulk  and  Henfrey,  "  Anatomical  Manipulation  ;"  Robin,  "  Du  IMicro- 
scope  et  des  Injections  ;"  Harting,  "  Het  Mikroskoop ;"  Translations  in  the 
Edinbui-gh  Monthly  Journal,  1852;  Dujardin,  op.  cit. ;  Strausdurkheim, 
op.  cit. 
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CHAPTER  IX. 

PEEPAEATIOK  OBJECTS  POK  EXAMINATION  BY  TEAKSMITTED 
XIGHT— METHOD  OE  EXAMIKATION— EXAMINATION  OE  SOET 
TISSUES — KIDNEY — LIYEB. 

129.  Methods  of  Exaininaiioii.  —  Tlie  most  advantageous 
method  of  examining  particular  tissues,  and  the  best  manner  of 
preserving  them,  can  only  be  learnt  by  long  practical  experience. 
It  will  only  be  attempted  here  to  introduce  some  of  the  methods 
which  are  most  frequently  employed  to  demonstrate  the  minnte 
anatomy  of  those  textures  which  most  frequently  come  under 
the  notice  of  the  practitioner. 

In  order  to  examine  the  structure  of  many  tissues,  it  is  neces- 
sary to  obtain  a  section  sufficiently  thin  to  permit  the  trans- 
mission of  the  light  readily,  and  so  evenly  cut,  that  the  minute 
structure  of  the  tissue  may  be  submitted  to  examination  in 
every  part  of  the  section.  The  difficulty  of  makuig  thia  sections 
of  many  textures  is  often  very  great,  and,  to  effect  this  object 
satisfactorily,  a  knowledge  of  certain  mechanical  operations 
becomes  necessary.  Sometimes  we  require  to  cut  a  thiii  section 
of  a  soft  pulpy  texture,  which  can  scarcely  be  touched  without 
injuring  its  delicate  structure,  and  altering  the  position  of  its 
constituents  ;  while,  ia  other  instances,  we  must  obtaia  a  very 
thin  transparent  section  of  a  substance  so  hard,  that  steel  tools 
will  scarcely  scratch  it,  such  as  the  enamel  of  teeth,  fossil 
teeth,  &c. 

The  method  of  making  sections  of  soft  tissues  will  first  be 
briefly  described,  and  afterwards  the  jjrocesses  adapted  for 
cutting  hard  textures  wiU  be  alluded  to.  Other  mechanical 
operations,  such  as  tearing  up  the  tissue  mth  fine  needles, 
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pressing  it  between  glasses,  removing  soft  pulpy  portions  by 
washing,  &c.,  ai'e  often  necessary,  and  wiU  also  require  to  be 
cousidered. 

Chemical  reagents  are  frequently  very  useful  in  elucidating 
the  nature  of  minute  structiu-es,  either  by  destroying  or  altering 
some  of  the  component  parts  of  the  tissue,  or  by  simply  ren- 
dering the  substance  more  transparent.  Much  may  frequently 
be  learnt  concerning  the  nature  of  the  inorganic  portion  of  the 
tissue  by  ignition  upon  platinum  foil,  and  biu-ning  off  the  car- 
bonaceous portion  of  the  residue  by  exposing  the  specimen  for 
a  length  of  time  to  the  action  of  a  red-heat. 

By  simply  drying  a  tissue  we  are  sometimes  able  to  make  out 
a  point  in  its  structure,  which  had  entirely  eluded  our  observa- 
tion when  the  tissue  was  examined  in  a  recent  state,  and  there 
are  other  processes  of  practical  importance  in  the  demonstration 
of  minute  structures,  which  should  also  be  considered. 

130.  Boiling    the   Tissue    previous    to    Exaniiiiation,  —  This 

operation  is  often  of  great  service  in  enabling  us  to  demonstrate 
the  structure  of  a  tissue.  For  instance,  the  fibres  of  which  the 
crystalline  lens  is  composed,  are  best  shown  after  boiling  the 
lens  in  water.  The  branched  muscialar  fibres  in  the  tongue  of 
the  frog,  and  in  other  situations,  may  be  made  out  very  readily 
by  boning  the  organ  in  water  for  a  few  moments,  and  then 
tearing  up  small  portions  with  fine  needles.  Beautiful  sections 
of  muscular  fibre  can  often  be  obtained  after  the  texture  has 
been  boiled  in  water.  Various  glands  and  other  textiu-es  often 
require  to  be  boiled  for  some  time  in  water,  in  order  to  harden 
them  sufficiently  to  enable  us  to  cut  thin  sections ;  but  in  all 
cases  the  microscopical  characters  of  the  recent  texture  should 
be  examined,  as  well  as  that  which  has  been  hardened  by 
boiling.  Small  portions  of  tissue  can  be  readily  boiled  in  a 
test-tube  over  the  spii'it-lamp.  « 

131.  Washing,  soaking,  or  pressing  the  Tissue. — Not  uufre- 

quently  we  wish  to  get  rid  of  the  soft  and  more  pulpy  part  of  a 
tissue,  in  order  to  subject  the  more  dense  and  fibrous  portion  to 
examination.  This  object  is  usually  effected  by  soaking  the 
tissue  in  water  for  some  little  time,  and  then  placing  it  under  a 
running  stream  of  water,  by  which  means  the  softer  portions 
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are  gradually  washed  away.  Soaking  in  water  frequently 
enables  iis  to  tear  iip  a  tissue  very  readily  with  the  aid  of 

needles,  and  thus  to  demonstrate 
Fig.  108.  its   structure.    Occasionally  it  is 

found  necessary  to  press  the  tissue, 
and  rub  parts  of  it  together,  before 
the  soft  pulpy  portions  can  be  got 
rid  of.    In  this  way  we  may  demon- 
strate the  supi)orting  or  trabecular 
tissue  of  the  spleen,  and  the  areolar 
and  vascular  tissue  of  the  liver,  &c. 
Thin  sections  of  kidney,  Hver,  and 
other  glandtilar  organs,  may  be  thus 
treated  when  the  matrix  is  to  be 
subjected  to  examination  separately. 
In  these  operations  the  wash-bottle  (fig.  108)  \v-ill  be  found 
useful.    G-enerally  it  will  be  better  to  make  a  thin  section  of 
the  tissue  first,  and  then  soak  and  wash  carefully,  when  the 
parts  may  be  seen  in  situ, 

132.  Di-ying  tl*"  Tissue  previous  to  Examination. — Thin  Sec- 
tions of  various  tissues  can  frequently  be  obtained  only  by  first 
drying  the  substance  thoroughly,  and  then  cutting  off  a  thin 
shaving  with  a  sharp  knife.  In  this  way  specimens  of  skin, 
mucous  membrane,  and.  many  other  tissues,  are  often  most 
advantageously  prepared.  The  tissue  is  stretched  on  a  board 
with  pins,  and  then  allowed  to  dry,  when  a  very  tloin  section 
can  be  cut  off  and  examined  in  Canada  balsam;  or  it  may 
be  placed  in  water  for  a  short  time,  in  which  case,  when  sub- 
jected to  examination,  it  wiU  often  be  foimd  to  have  regained 
its  first  appearance.  Portions  of  musciilar  fibre,  the  tongue, 
skin,  and  many  other  tissues,  may  be  allowed  to  dry  in  this 
manner,  and  then  wfe  may  with  a  sharp  knife  readily  obtaiu 
exceedingly  thia  sections,  which  could  not  be  procured  in  any 
other  manner.  The  drying  may  be  effected  in  a  warm  room, 
or  in  a  current  of  air.  A  high  degree  of  artificial  heat  should 
be  avoided. 

133.   AppUcation  of  Chemical  Keagents.  —  In  the  examma- 

tion  of  various  substances,  much  information  may  frequently  be 
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gained  witli  respect  to  their  natxire  bj  exposing  them  to  the 
action  of  various  chemical  agents.    The  action  exerted  by 
alcohol,  chromic  acid,  corrosive  sublimate,  &c.,  is  often  very 
useful  in  enabling  us  to  cut  thin  sections  for  microscopical 
examination.    When  we  require  to  make  a  tissue  very  hard,  we 
need  only  soak  it  in  alcohol  or  some  other  chemical  reagent  which 
has  the  property  of  coagulating  albumen.    By  resorting  to  the 
use  of  chemical  reagents  we  are  frequently  enabled  to  make  out 
the  true  nature  of  a  body,  which  has  entirely  baffled  our  powers 
of  obsermtion,  when  subjected  to  microscopical  examination 
only.    Chemical  reagents  assist  us  in  microscopical  investiga- 
tion, by  rendermg  parts  of  the  texture  transparent,  so  that  we 
are  enabled  to  see  structui-es  which  were  previously  obscured 
or  by  making  the  tissue  itself  darker,  or  by  causing  certaii^ 
alterations  m  its  general  characters  which  are  not  easily  ex- 
plained.   The  method  of  applying  chemical  reagents,  and  a 
general  description  of  the  changes  which  ensue,  wiU  be  found 
in  Chapter  XVI. 

In  describing  the  methods  of  demonstrating  the  minute 
anatomy  of  the  most  important  animal  tissues  in  a  healthy  or 
morbid  state,  I  shaU  have  fi^equently  to  refer  to  the  assistance 
winch  IS  derived  from  the  appHcation  of  chemical  tests. 

134.    Igniting   the  Substance    in   order    to    remoye  Organic 

Matter.— When  the  inorganic  portion  of  a  tissue  which  we  wish 
to  examme  is  not  altered  by  exposure  to  a  red-heat,  recourse 
may  be  had  to  ignition,  in  order  to  get  rid  of  the  animal  matter, 
m  this  way  crystals  of  carbonate  and  phosphate  of  Ume  and 
granules  of  siHceous  matter,  may  be  separated  from  the  organic 
material  with  which  they  were  combined.     The  beautiful 
sihceous  sheUs  of  the  diatomacea.  may  be  separated  from  organic 
matter  by  a  similar  process.    The  ignition  should  be  performed 
m  a  sman  platmum  capsule,  or  upon  a  smaU  piece  of  platinum 
toil.  The  carbonaceous  residue  must  be  exposed  to  the  duU  red- 
heat  of  a  spmt-lamp  (§  43)  for  some  time,  untU  only  a  pure 
white  ash  remams,  wliich  wiU  be  found  to  contain  the  objects  of 
our  search  ma  very  perf-ect  state.    K  the  siliceous  matter  only 
^  wanted  the  ash  should  be  treated  with  strong  nitric  acid, 
which  wiU  dissolve  any  carbonate  or  phosphate.    The  insoluble 
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residue  may  then  be  washed  and  dried,  and  subjected  to  micro- 
scopical examination  while  immersed  in  turpentine  or  Canada 
balsam.  In  many  cases,  this  method  is  superior  to  that  ot 
boiling  in  nitric  acid,  in  order  to  remove  the  organic  matter. 
Both  processes  may,  however,  be  employed  where  only  the  sd^ 
ceous  residue  is  wanted,  but  if  we  require  the  salts  of  Imie, 
ignition  at  a  dull  red-heat  is  alone  ^VV^^^^ 

135.  Of  cutting  sections  of  Soft  Tissues. 

more  important  operation  in  microscopical  ^J'-^^'lf'^^'J^^^^^ 
present     The  student  is  continually  requiring  thm  sections  of 
iSnt  textures,  and  whether  he  pursues  the  study  of  vege 
table  or  animal  physiology,  or  morbid  anatomy  it  wiU  often  be 
necessary  to  make  a  very  thm  section  of  the  tissue  which  is  to 
TexIiSned;  and  upon  the  amoimt  of  skiU       displays  m 
cutting  these  sections,  will  the  success  which  attends  his 
^vSfgation  mainly  depend.    The  darker  and  more  comph- 
the  tissue  Jj  be,  the  more  important  does  it  becom  to 
obtain  a  section  of  extreme  tenuity,  for  otherwise  sufficient 
nlrcannot  be  transmitted  through  the  tissue  to  enable  us  to 
see  ts  Structure ;  moreover,  in  a  thick  section,  the  objects  occu- 
pying di^ir^^^^^  so  much  interfere  with  each  other  as.  to 
^LL  the  possibility  of  any  one  being  defined  clearly 

Cutting  a  thin  section  of  a  soft  tissue  may  at  fir.t  sight 
appear  a  very  simple  process,  but  it  will  be  found  to  reqinre 
Serable  skill  oi  the  part  of  the  operator  Sections  of  the 
We  glands,  and  other  soft  tissues,  may  be  made  with  an 
oXary  kniie  which  should  be  very  sharp.    A  cle.n  siu'  ace 

nlwnvs  be  well  wetted  with  water. 

*rmosTi«porta.t  instruments      xuaktag  ' 
,„ft  tissues  are  the  foUomng :  seissors  of  diftei^nt  sizes  (§  53) 
v"s  knife,  double-edged  scalpels,  or  lance  s  monnted  m 
valemms        ,  ij,5t„ments,  sueli  as  toreeps  (§  oo), 

aStX  ofMer*:  si.es  (§52),  mounted  in  Undies,  are 
^ten  required  in  demonstrating  minute  structure. 
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136.  Scalpel  Hpccinlly  ndnpted  for  Cutting  tliiii  sccIIoiin  of  Soft 

Tissues. — Double-edged  Scalpel.— For  cutting  thin  sec-    Fig.  109. 
tions,  a  knife  of  the  form  represented  in  fig.  109, 
will  be  foimd  very  useful,  and,  where  only  sections 
of  smaU  dimensions  are  required,  this  will  answer 
aU  the  purposes  of  Valentin's  knife.     In  cases 
however,  where  a  section  is  wanted  of  considerable 
size,  the  latter  instrument  must  be  used.  The 
double-edged  scalpel  is  made  after  the  fashion  of  a 
common  lancet ;  it  is  not  so  wide,  but  should  be 
quite  as  thin.     When  employed  for  making  a 
section  (after  cutting  a  clean  surface),  the  point  is 
made  to  perforate  the  surface,  and  carried  along  at 
a  proper  depth,  so  as  to  cut  its  way  out.  The 
width  of  the  section  may  then  be  increased  by 
carrying  the  knife  first  to  the  right,  and  then  to  the 
left,  untn  a  section  of  the  desired  width  is  ob- 
tained. 

Common  Lancets  mounted  in  handles  will  be  found 
convenient  for  cutting  thin  sections,  but  each  side 
of  the  blade  should  be  sharpened  down  to  the  point 
of  insertion  into  the  handle. 

^  Scissors  are  also  very  useful  instruments  for  cut- 
ting smaU  thin  sections  of  difierent  tissues.  The 
most  convenient  form  for  this  purpose  is  that 
shown  in  fig.  110.  When  only  very  smaU  portions  ^ 
of  a  tissue  are  required  for  examination,  they  wUl  be  more 
readHy  removed  with  the  scissors  than  with  any  other  instru- 
ment. 


Fig.  110. 


137.  Valentin's  Knift — This  instrument  is  of  the  greatest 
value  m  making  thin  sections  of  soft  tissues,  but  it  requires  care 
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to  keep  it  in  good  order.  It  is  very  easily  made  blunt  if  used  for 
cutting  fibrous  or  cartilaginous  textures.  By  its  aid  most 
beautiful  sections  of  the  kidney,  liver,  and  other  soft  glandular 
organs  may  be  obtained  with  the  greatest  facility.    The  blades 

Fig.  111. 


should  always  be  dipped  in  water  just  before  use,  for,  if  wet,  the 
operation  of  cutting  is  much  facilitated,  and  the  section  is 
more  easily  removed  from  between  the  blades.  Immediately 
after  use  the  blades  should  be  washed  in  water,  and  dried  with 
a  soft  cloth  or  a  piece  of  wash-leather.  If  a  drop  of  water  gets 
into  the  upper  part  of  the  knife  where  the  blades  meet,  the 
screw  must  be  taken  out,  and  each  blade  cleaned  separately. 
With  care  the  knife  may  be  kept  in  use  a  long  time. 

Two  forms  of  Valentin's  knife  are  used ;  in  one  of  these  the 
blades  are  sharp  on  both  edges  and  of  a  lancet-shape,  and  m 
the  other,  which  I  much  prefer,  of  the  form  represented  m  the 
figure  (fig  111)-  The  best  form  of  Yalentui's  knife  that  I 
have  used  is  that  represented  in  fig.  112,  which  has  lately 

Fig.  112. 


been  made  by  Mr.  Matthews.  The  blades  of  this  knife  can 
be  completely  separated  from  each  other  and  easily  cleaned. 
Moreover  the  distance  between  the  blades  is  regulated  by  a 
little  screw  a,  which  is  a  most  convenient  arrangement. 

EXAMINATION  OP  SOOTT  TISSUES. 

Before  examining  morbid  tissues  the  student  should  acquire 
a  thorou<^h  knowledge  of  the  appearances  which  the  textures 
'resent  when  in  a  state  of  health  ;  for,  without  Ijemg 
^•  h  the  minute  anatomy  of  healthy  tissues,  he  wiU  hardly  be  m 
r  pos  tion  to  appreciate  the  changes  which  have  been  brought 
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about  by  disease.  In  this  work  it  will  be  quite  impossible  to 
discuss,  even  in  the  most  ciu-soiy  manner,  the  healthy  and 
morbid  condition  of  the  various  tissues,  and  the  methods  of 
subjecting  them  to  examination  ;  nor  can  I  attempt  to  describe 
the  morbid  alteration  which  may  have  taken  place  in  any  one 
gland  or  texture.  At  the  same  time  it  is  my  desire  briefly  to 
refer  to  the  mode  of  investigating  the  healthy  and  morbid  appear- 
ances of  those  textures  which  most  frequently  engage  the  atten- 
tion of  the  physician.  Where  any  particidar  method  of  investi- 
gation is  required  to  demonstrate  the  minute  anatomy  of  a  tissue, 
it  will  be  my  endeavour  to  give  an  illustration  of  it,  so  that  the 
student  will,  I  hope,  be  enabled  without  much  diflB.culty  to  fill 
up  for  himself  at  leisure,  by  reference  to  standard  works,  those 
deficiencies  which  limited  space  will  not  permit  me  to  supply. 

138.  Method  of  j'libmitting  a  portion  of  Tissue  to  microscopical 

Exauiiiiatiou. — In  Order  to  subject  a  portion  of  tissue  or  other 
substance  to  examination  by  transmitted  light,  we  usually  pro- 
ceed as  follows : — One  of  the  glass  sHdes  (§  49)  is  carefully 
cleaned,  and  the  thin  section  of  tissue  which  has  been  removed 
by  the  aid  of  forceps  and  scissors,  or  a  scalpel,  placed  in  the 
centre  ;  a  drop  of  clean  water  is  then  added,  and  the  whole 
covered  with  a  square  of  thia  glass  (§  50),  also  perfectly  clean. 
If  the  luider  surface  of  the  thin  glass  be  gently  breathed  upon 
it  becomes  wetted  more  easily.  The  substance  may  be  un- 
ravelled with  needles,  or,  if  necessary,  any  other  operation  per- 
formed before  covering  it  with  the  thin  glass.  If  the  substance 
be  covered  with  too  much  soft  pulpy  matter,  it  may  be  slightly 
washed  in  water  before  being  placed  upon  the  slide,  or  a  jet  of 
water  from  the  wash-bottle  (fig.  108),  may  be  forced  upon  it. 
Thin  sections  wiU  require  to  be  laid  flat  upon  the  slide,  with 
the  assistance  of  needles  and  forceps. 

139.  Oreat  caution  necessary  in  di-a^ving  inferences  fi-om  ITIi- 
croscopical   Appearances. —  The    difficulty    of  making  Out  the 

structure  of  many  organs  and  tissues  is  very  great,  and  con- 
siderable experience  is  often  required  to  demonstrate  distinctly 
the  anatomical  characters  of  a  healthy  texture.  These  diffi- 
culties are  much  increased  in  the  examination  of  morbid 
growths.    When  chemical  reagents  are  applied,  the  effects 
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must  be  very  carefully  observed,  otherwise  there  is  danger  of 
mistaking  the  change  of  character  produced  by  the  application 
of  the  reagent  for  a  morbid  alteration.  Even  the  addition  of 
a  drop  of  water  often  materially  alters  the  microscopical  cha- 
racters of  a  tissue.  It  is  only  by  very  frequent  and  careful 
examination  of  morbid  growths  that  the  observer  can  hope  to 
recognize  and  interpret  their  characteristic  appearances,  and  it 
should  only  be  with  the  utmost  caution,  and  after  long  fami- 
liarity with  microscopical  examination  generally,  that  he  should 
attempt  to  pronounce  an  opinion  with  reference  to  the  nature 
of  a  morbid  growth ;  for  without  extensive  observation  and  great 
care,  he  will  run  the  risk  of  bringing  discredit  not  only  tipon 
himself  as  an  observer,  but  also  upon  microscopical  iuvestigation 
generally. 

Every  observation  should  be  carefully  recorded  in  a  note- 
book at  the  time  it  is  made,  and  drawdngs  added,  if  necessary ; 
and  it  is  very  important  that  the  student  should  take  every 
opportunity  of  describing,  in  the  sunplest  manner  possible,  the 
appearances  which  he  has  observed  under  the  microscope. 

The  examples  of  tissues  and  morbid  growths  which  will  be 
brought  forward  have  been  introduced  more  especially  for 
the  purpose  of  referring  to  some  particular  process  of  manipu- 
lation which  is  important  in  the  iuvestigation. 

As  examples  of  glandular  organs  the  kidney  and  liver  may 
be  referred  to,  because  these  are  very  frequently  the  subjects  of 
investigation  in  cases  of  disease,  and  the  changes  wHch  they 
undergo  in  structure  has  received  a  large  share  of  attention. 
Eor  a  detailed  description  of  the  anatomy  of  these  organs  m  a 
state  of  health  I  must  refer  to  the  different  treatises  on  physi- 
ology  and  physiological  anatomy,  and  I  shall  only  here  mention 
such  points  as  should  be  especially  taken  notice  of  in  a  micro- 
scopical examination. 

140.  Bciaucy.— The  kidney  may  be  examined  by  making  very 
thin  sections  (§  135),  or  by  simply  scraping  a  freshly-cut  surface 
with  a  knife;  in  which  case  small  portions  of  the  tubes, 
isolated  Malpighian  tufts,  and  cells  of  epitheHum  will  be  ob- 
tained, but  the  relative  position  of  the  structures  will  of  course 
be  lost.    A  thin  section  may  be  obtained  either  vrith  a  sharp 
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knife,  or  more  advantageously  with  a  Valentin's  knife  (§  137), 
by  which  means  a  section  including  both  the  cortical  and  me- 
dullary portion  of  the  organ  may  be 
made.  After  washing  the  section  very 
slightly,  it  may  be  placed  with  a  drop 
of  water  between  two  pieces  of  glass, 
and  examined  in  the  microscope,  first 
u^ing  a  low  power  (an  inch  glass),  by 
which  the  general  arrangement  of  the 
tubes  will  be  seen,  and  afterwards  a  quarter  of  an  inch  object- 
glass,  by  the  aid  of  which  the  different  characters  of  the  epithe- 
lium in  the  straight  and  convoluted  portions  of  the  tubes  may 
be  demonstrated.* 

141.  Basement  Membi-aue  and  EpitheUum. — Just  at  the  edge 


of  the  specimen,  a  por 
tion  of  a  tube  stripped 
of  epithelium,  andexLiibi- 
ting  the  basement  mem- 
brane (fig.  114a)  very 
distinctly,  may  often  be 
observed.  The  thick 
glandular  epithelium  of 
the  convoluted  portion 
of  the  tubes  (fig.  118) 
should  be  compared  with 
the  more  scaly  form  of 
that  which  occupies  the 
straight  part.  It  wiU 
be  found  that  in  the 
latter  the  central  chan- 
nel is  wider  than  in  the 
former  position,  although 
the  total  diameter  of  the  tube  is  less 


Fig.  lU 


This  arises  from  the 


*  In  this,  and  in  the  following  chapters,  unless  stated  to  the  contrary, 
the  appearances  described  are  observed  with  a  quarter-of-an-inch  object- 
glass  (about  200  diameters)  ;  but,  as  already  indicated,  it  is  always  important 
to  subject  specimens  to  examination  with  low  as  well  as  with  high  powers. 
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greater  thickness  of  the  secretuig  epithelium  in  the  convo- 
luted portion.  In  looking  at  knuckles  of  tuhes,  an  appearance 
is  often  produced  as  of  a  circumscribed  cyst,  arising,  as  Dr. 
Johnson  has  shown,  from  the  bending  of  a  tube  as  it  enters 
and  emerges  from  the  different  meshes  of  the  matrix  (fig. 
114  h).  The  cut  ends  of  the  tubes  often  appear  curled  over,  as 
it  were,  giving  the  appearance  of  a  thick  ring. 

142.  Mati-ix.— The  matrix  may  be  seen  very  clearly  in  a  sec- 
tion of  the  kidney  of  a  mouse,  or  in  that  of  many  other  rodents. 
Of  late,  much  discussion  has  arisen  with  reference  to  the  pre- 
sence or  absence  of  a  fibrous  matrix  in  the  healthy  human 
kidney,  and  observers  are  not  agreed  as  to  which  is  really  the 
case,  it  was  first  described  by  Goodsir  ;  and  both  Kolliker  and 
Dr.  Johnson  have  given  drawings  representing  it  very  distiiictly. 
With  care,  I  believe,  it  may  be  always  demonstrated  in  the 
healthy  human  kidney,  and  in  some  specimens  of  fatty  kidney, 
as  weU  as  in  the  small  contracted  kidney  of  chronic  nephritis, 
it  may  very  readily  be  seen  by  washing  a  thm  section  with 
a  stream  of  water,  in  order  to  remove  the  epithelium  and  re- 
maining portion  of  the  tubes.  The  matrix  appears  to  consist  of 
very  fine  fibres  (fig.  114  c),  amongst  which  no  indications  of  the 
yellow  element  can  be  detected.    By  the  addition  of  acetic 
acid  it  becomes  more  transparent,  and  a  few  gi-anules  are 
developed,  but  no  other  change  is  produced.    Lai-ge  mtervals 
will  be  seen  which  were  originaUy  occupied  by  the  tubes. 

143.  vessels  of  tue  Maipighiau  Tuft.— Here  and  there  on  the 
vessels  of  the  Malpighian  tuft  (fig.  114  d),  a  few  ceU-like  bodies 
are  often  seen.  These  have  been  described  by  some  as  epithehal 
ceUs  upon  the  external  surface  of  the  vessel,  but  from  the  re- 
searches of  Mr.  Bowman  it  appears  probable  that  the  vessels 
are  quite  bare.  These  cells,  or  nuclei,  frequently  appear,  how- 
ever, as  if  situated  within  the  substance  of  the  waU  of  the 
vgssgI. 

144.  m-ight's  itirtncy.— By  this  term  has  been  understood  any 
of  those  morbid  conditions  of  the  kidney  which  are  accompanied 
with  the  secretion  of  albummous  ui-ine.  Of  late,  however, 
some  important  characters  have  been  made  out,  which  have 
enabled  us  to  distinguish  several  essentiaUy  distinct  pathological 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE. 


127 


conditions  of  kidney,  which  residt  from  special  morbid  changes 
having  taken  place  in  those  organs.  Some  physicians,  however, 
stUl  iasist  that  the  pathological  states  of  kidney  which  have  been 
described  as  distinct  diseases,  are  really  different  stages  of  the 
same  disease.  "We  cannot,  however,  from  a  careful  considera- 
tion of  the  facts  at  present  known,  be  brought  to  the  conclusion 
that  the  smaU.  contracted  kidney  so  commonly  met  vrith  in  old 
drunkards,  with  its  rough  tuberculated  surface,  and  diminished 
cortical  portion,  is  a  different  stage  of  the  fatty  kidney,  or  that 
it  results  from  the  occurrence  of  morbid  changes,  at  all  resem- 
bhng  those  which  end  in  the  production  of  the  large,  smooth, 
and  pale  kidney  of  fatty  degeneration.  Microscopically,  as 
well  as  chemically,  these  forms  of  disease  are  distinguished  by 
well-marked  characters.  Dr.  Johnson  distinguishes  acute  and 
chronic  nephritis  from  fatty  degeneration,  and  he  gives  cases  of 
three  other  forms  of  disease  which  have  not  been  accurately 
described  by  any  previous  writer ;  these  are  "  waxy  degenera- 
tion "  (corresponding  to,  and  often  found  in  conjunction  with, 
waxy  degeneration  of  the  liver),  "  non-desquamative  disease," 
and  "suppurative  nephritis."  * 

145.  ]n:icrosGopical  Examination  of  tUe  Kidney  iji  Disease. — 

Portions  of  diseased  kidney  are  subjected  to  examination  in 
the  same  manner  as  sections  of  the  healthy  organ.  Sometimes 
a  thinner  section  will  be  required,  in  consequence  of  the  opacity 
resulting  from  deposition  of  fatty  matter,  or  a  morbid  quantity 
of  epithelium,  &c.,  within  the  tubes  ;  or  from  thickening  or 
hypertrophy  of  the  matrix  external  to  them.  In  the  chronic 
nephritic  kidney,  the  condition  of  the  minute  vessels  should  be 
especially  taken  notice  of,  as  their  walls  are  often  much  thick- 
ened. The  addition  of  a  little  acetic  acid,  or  weak  solution  of 
caustic  soda,  often  renders  the  vessels  very  distinct ;  and  if  the 
preparation  be  well  washed  in  water  previous  to  examination, 
in  order  to  wash  away  the  epithelium  and  granular  matter  from 
the  tubes,  the  matrix  and  vessels  wlU  be  more  distinctly  shown. 
The  kidneys  of  cats  are  usually  found  to  have  the  convo- 
luted portion  of  the  tubes  loaded  with  oil,  and,  in  many  instances. 


*  "Diseases  of  the  Kidney,"  1852. 


128 


THE  MICROSCOrE, 


much  oil  is  found  in  tlie  Malpighian  tuft.  The  fatty  matter  ia 
frequently  so  abimdant  as  to  give  the  tubes  the  appearance  of 
being  injected  with  some  white  material  when  examined  by 
reflected  light.  Sections  of  kidney  may  be  preserved  by  immer- 
sion in  some  preservative  solution,  such  as  weak  spirit  and 
water  (§  93),  or  in  the  creosote  solution  (§  96).  They  should 
be  iDlaced  in  large  thin  glass  cells  made  after  the  method  de- 
scribed in  §  72. 

146.  r,ivcr. — Por  the  examina,tion  of  the  liver,  the  same 
general  directions  as  were  given  when  considering  the  kidney 
will  suffice.    If  the  cells  alone  are  to  be  examined,  a  freshly-cut 
surface  may  be  scraped  with  a  sharp  knife,  and  the  matter  thus 
removed  placed  in  a  drop  of  water  or  serum,  and  covered  with 
the  thin  glass.    In  order  to  demonstrate  the  relation  which  the 
difierent  elements  bear  to  each  other,  the  best  way  is  to  cut  a 
very  thin  section  by  means  of  Valentin's  knife,  from  the  fresh 
liver  of  the  pig ;  or  thin  sections  may  be  taken  from  portions  of 
liver,  which  have  been  hardened  in  alcohol,  chromic  acid,  &c. 
The  vessels  of  the  liver  which,  with  condensed  ceUular  tissue, 
form  a  sort  of  matrix  or  network,  in  the  meshes  of  which  the 
ceUs  are  situated,  may  be  readily  demonstrated  -by  washing  the 
cells  away  from  a  thin  section  with  a  stream  of  water,  and  then 
treating  it  with  a  little  dilute  caustic  soda. 

147.  LiiTcr  ccu*. — The  hepatic  cells  even  in  a  state  of  health, 
generally  contain  a  few  oU-globules,  which  vary  a  good  deal  in 
size,  but  which  are  for  the  most  part  very  miniite  (fig.  115a) .  In 
disease  the  cells  may  become  wasted  and  shrunk  in  appearance ; 
they  may  be  fiUed  with  granular  matter,  or  gorged  with  fat,  as 

shown  in  the  ceU  situated  in  the  centre  of 
the  figure ;  or  the  fatty  matter  may  have 
increased  so  enormously  in  quantity  as  to 
cause  the  obliteration  of  the  cell  waU  alto- 
gether, in  which  case  a  thin  section  of  the 
liver  will  be  fomd  to  present,  under  the 
microscope,  an  appearance  not  to  be  dis- 
tinguished from  ordinary  fatty  tissue.  Not  unfrequently  the 
ceUs  of  the  liver  will  be  found  to  contain  granules  of  yellow 
colouring   matter.    The    cells    of   a  fatty   liver  contrast 
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remarkably  with  the  starved  state  of  the  cells  of  a  scrofulous 
liver,  or  with  the  pale  granular  cells  which  are  often  met  with 
in  the  liver  of  patieiits  who  have  died  of  diabetes.  Chemically, 
the  amoimt  of  fat  is  found  to  vary  much,  and  the  balance  shows 
the  enormous  increase  in  a  more  striking  point  of  view  than  the 
microscope.  Prom  a  fatty  liver  which  I  analyzed  some  time 
ago  forDr.Budd,  I  obtained  as  much  as  65-19  per  cent,  of  fatty 
matter ;  and  upon  comparing  this  with  the  quantity  obtained 
from  a  scrofulous  liver  a  remarkable  difference  was  noticed,  for  in 
the  latter  only  -57  grs.  per  cent,  of  fatty  matter  were  obtained.* 

148.  Advantages  derived  fi-oiu  the  Exauiination  of  the  Organs  of 

the  lower  Animals. — The  student  will  often  experience  a  great 
difficulty  in  making  out  clearly  the  structure  of  the  kidney  and 
Hver  m  a  healthy  state  in  man  :  owing  to  various  circumstances, 
particularly  to  post-mortem  alterations,  or  to  the  commencement 
of  morbid  changes,  the  microscopical  characters  are  often  but 
ill  defined.    Great  difficulty  again  is  found  in  obtaining  per- 
fectly healthy  specimens  of  these  organs  in  the  human  subject, 
and  it  is  only  in  the  occasional  cases  of  accidental  death, 
occurring  to  young  healthy  persons,  that  we  have  an  oppor- 
tunity of  examining  these  glands  in  a  normal  state.    For  these 
reasons,  great  advantage  will  be  gaiued  by  siibjecting  the  cor- 
responding organs  in  the  lower  animals  to  examination.  In 
these,  the  structures  wUl  often  be  found  to  be  more  distinct, 
and  may  be  more  readily  demonstrated.    The  importance  of 
being  thoroughly  familiar  with  the  structure  and  microscopical 
characters  of  any  particular  organ  in  a  healthy  condition,  cannot 
be  sufficiently  dwelt  upon,  and  it  is  to  a  want  of  this  know- 
ledge, that  many  erroneous  descriptions  of  morbid  appearances 
may  be  attributed.    All  who  wish  to  use  the  microscope  suc- 
cessfLilly,  with  reference  to  the  examinations  of  organs  in  disease, 
wUl  do  well  to  become  acquainted  with  minute  anatomy  gene- 
raUy,  not  only  of  the  human  subject,  but  of  animals;  and  without 
such  knowledge  it  vriU  be  found  impossible  to  prosecute  patho- 
logical inquiries  with  any  degree  of  success. 

149.  Kidney  of  Frog  and  Newt.— The  general  arrangement 


*  "Diseases  of  the  Liver,"  second  edition,  pp.  284,  313. 
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Fig.  116. 


a  -  . 


and  structure  of  the  kidney  may  be  beautifully  seen  by  examining 
a  portion  from  a  recently-dead  frog  or  newt.    The  tube  in  the 
case  of  the  frog  will  be  found  ciliated  for  a  short  distance  from 
thelMalpighian  tuft ;  bvit  in  the  newt  the  uriniferous  tube  in  its 
whole  length  is  lined  with  ciliated  epithelium,  which  contuaues  in 
active  motion  for  some  time  after  the  removal  of  the  organ  from 
the  body  of  the  animal.    In  order  to  display  this  beautiful  object, 
w^e  must  proceed  as  follows  :  After  destroy- 
ing the  newt  by  cutting  off  the  head,  the 
abdominal  cavity  is  laid  open,  and  by 
turning  the  viscera  to  one  or  other  side 
the  kidneys  may  be  exposed.  Towards 
the  pelvis  the  kidney  presents  much  the 
same  appearance  as  that  of  the  frog :  but, 
upon  tracing  it  upwards,  it  -n-ill  be  found 
to  become  gradually  thinner,  and  to  extend 
quite  into  the  thoracic  portion  of  the 
animal.    It  is  this  upper  thin  part  of  the 
Iddney  which  shows  the  ciliary  motion  to 
the  greatest  advantage  (fig.  116  a).  A 
probe  is  represented  in  the  cut  mderneath 
that  portion  of  the  kidney  which  should 
be  examined.    Here  the  secreting  tubes 
lie  upon  one  plane,  so  that  an  individual 
tube  may  often  be  seen  at  one  time  with 
active  ciliary  motion  throughout  its  whole 
length.    A  more  beautiful  object  under  a 
half-inch  object-glass,  can  scarcely  be  conceived.     The  por- 
tion of  the  kidney,  above  described,  is  to  be  very  cai-efuUy 
removed  from  the  body  by  delicate  manipulation  with  hue 
forceps  and  a  pair  of  scissors,  moistened  with  a  Httle  water, 
or  what  is  still  better,  with  some  of  the  sermn  of  the  annual 
and  placed  in  a  large  thhi  glass  ceU,  and  carefuUy  covered 
with  thin  glass.    The  cell  should  be  sufficiently  thick  to  pre- 
vent  any   pressure   upon  the  preparation.      After  cdiary 
action  has  stopped,  the  cilia  are  with  great  difficulty  distm- 
miished.    In  examinmg  the  frog's  kidney  a  thm  section  must 
be  made  with  a  very  sharp  knife,  taking  care  to  disturb  the 
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structure  as  little  as  possible.  The  section  may  be  moistened 
with  a  little  of  the  serum,  and  examined  in  a  glass  cell.  After 
examination  by  the  low  powers,  both  these  preparations  may 
be  examined  by  a  power  of  200  diameters  or  upwards. 

150.  Kiditcy  of  the  Horse  and  other  Animals.  The  kidney  of 

the  horse  is  well  adapted  for  displaying  the  Malpighian  tufts,  as 
in  this  animal  they  are  unusuaUy  large,  and,  when  injected,  show 
the  arrangement  of  the  vessels  ia  the  tufts  very  distinctly. 
A  section  of  the  straight  portion  of  the  tubes  cut  at  right 
angles  from  a  fresh  Iddney  will  be  found  to  show  well  the  general 
minute  anatomy  of  this  part  of  the  organ.  A  section  may  be 
made  with  the  double-edged  scalpel  (§  136),  or  with  Yalentiu's 
knife  (§  137),  at  right  angles  to  the  course  of  the  tubes. 

The  kidneys  of  mice  and  other  rodents,  as  above  mentioned, 
will  be  found  to  display  the  matrix  well.  All  that  is  required 
for  this  object  is  to  cut  a  thin  section  and  wash  it  well  previous 
to  examination. 

The  kidneys  of  smaU  fish  and  snakes  are  well  worth  careful 
examination.  The  tubes  of  the  kidney  of  the  common  field 
snake  (coluber  natrix)  will  be  found  to  be  ciliated. 

151.  liivcr  of  the  Pig  and  other  Animals. — The  liver  may  also 

be  examiued  in  difierent  animals.  The  anatomy  of  the  liver  in 
the  Crustacea  (crabs,  lobsters),  MoUusca  (snails),  and  the  ctecal 
tubes  which  appear  to  represent  the  hepatic  organs  of  insects, 
are  especially  worthy  of  study.  The  liver  of  the  pig  is  the  most 
favourable  for  demonstrating  the  relation  of  the  constituent 
parts  of  the  organ  to  each  other ;  that  of  the  frog,  when  injected, 
shows  weU  the  arrangement  of  the  minute  vessels.  If  injected 
from  the  portal  vein  with  one  colour,  and  from  the  hepatic 
artery  or  veia  vsdth  another,  the  injections  may  often  be  made 
to  meet,  and  in  this  manner  a  good  illustrative  specimen 
obtained  (§  123). 


Besides  those  mentioned  in  the  text,  the  following  works  may  be  re- 
ferred to  upon  the  subjects  treated  of  in  the  present  chapter:—"  Physio- 
logical Anatomy  and  Physiology  of  Man,"  Todd  and  Bowman ;  "  Kolli- 
kcr's  Handbuch  der  Gewebelehre  des  Menschen,"  translated  for  the  Syden- 
ham Society,  by  Busk  and  Huxley ;  Strausdurkheim,  op.  cit. ;  Dujardin, 
"  Observateur  au  Microscope,"  Paris,  184.3. 
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CHAPTEE  X. 

EXAMIITATION  OE  BEAIN  AND  NERVES— TESBELS—MUSCITLAa 
EIBUE— LTIN&— GLANDTOAE  STOTCTTJBES  — EPITUELITJM— 
SEZN— MTJCOTJS  MEMBEANE— VILLI— 8EB0TJS  MEMBKANES— 
ADIPOSE  TISSUE— COBNEA—EETINA—CETSTALLINE  LENS. 

152.  Examination  of  the  B.-aii..— The  brain  sliould  be  Sub- 
jected to  examination  as  soon  as  possible  after  death.  In 
examining  the  fresh  brain  small  portions  may  be  removed  on 
the  end  of  a  knife,  placed  upon  the  glass  slide,  and  moistened 
with  a  Httle  serum,  or  weak  solution  of  sugar.  For  examm- 
ing  the  arrangement  and  distribution  of  the  nerve  fibres,  por- 
tions  of  brain  should  be  hardened  in  the  chromic  acid  solu- 
tion, when  very  thin  sections  can  be  obtamed  with  a  Valentin's 
knife.  Dilute  solution  of  caustic  soda  is  also  exceedingly  useful 
for  rendering  the  nerve  tubes  more  distinct.  The  minute 
anatomy  of  the  brain  may  be  studied  in  man  and  in  the  Hgher 

animals.  .  . 

The  examination  of  the  dura  mater  and  arachnoid  is  con- 
ducted  according  to  the  general  plan  already  laid  down. 
Very  smaU  pieces  are  removed,  carefully  torn  up  with  needles, 
moistened  with  water,  and  covered  with  thin  glass  The  gnti^ 
substances  {corpora  amylacea)  in  the  pineal  body,  and  those  which 
are  not  unfrequently  met  with  in  other  paxts  of  the  bram,  may 
be  separated  from  the  brain  substance  by  washing  them  m  a 
glass  of  water,  in  wHch  they  will  sink  to  the  bottom;  the 
supernatant  fluid  may  then  be  poui-ed  oft;  and  replaced  by  fresh 
water  After  this  process  has  been  repeated  a  few  times  the 
bodies  in  question  wiU  become  quite  clean.  They  may  then  be 
examined  in  water,  or  dried  and  mounted  in  Canada  balsam 

The  vessels  of  the  brain  may  be  readily  exammed  if  the  white 
ar  erey  cerebral  matter  be  first  removed  by  washmg  a  thm 
section  with  water,  and  occasionally  applying  gentle  pressure 
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(§  157).  The  addition  of  a  little  very  dilute  caustic  soda 
renders  the  outline  more  distinct. 

If  a  portion  of  white  cerebral  matter  be  treated  with  water, 
the  nerve  fibres  soon  become  changed  in  character,  apparently 
ia  consequence  of  the  partial  separation  of  the 
oily  from  the  albuminous  constituents  which 
are  contained  within  the  tubular  sheath.  The 
oily  matter  forms  distinct  and  separate  glo- 
bules, often  of  considerable  size,  or  it  tends 
to  coUect  in  quantity  in  different  parts  of  the 
fibre,  which  produces  a  beaded  appearance. 
A  similar  change  takes  place  in  nerve  fibres 
generally,  if  they  are  not  examined  very  recently,  or  if  they 
have  been  soaked  for  a  short  time  in  water.  Eig.  117  repre- 
sents some  of  these  changes.* 

153.  Exaniiuation  of  llie   Spuial  Cord. — Different  parts  of 

the  cord  may  be  examined  in  the  fresh  state,  but  in  order  to 
demonstrate  the  beautiful  structure  described  and  figured  in 
modern  works  we  must  have  recourse  to  certain  methods  of 
preparation.  A  solution  of  chromic  acid  is  invaluable  for  inves- 
tigating the  structure  of  the  cord.  Segments  of  different 
parts  are  placed  in  the  solution  and  allowed  to  harden,  when 
very  thin  sections  may  be  readily  obtained  and  examined. 

The  method  of  preparation  adopted  by  Mr.  J.  Lockhart 
Clarke,  in  his  beautiful  and  highly  important  investigations  on 
the  structure  of  the  spinal  cord,  was  the  following : — 

"  A  perfectly  fresh  cord  was  hardened  in  spirits  of  wine,  so 
that  extremely  thin  sections,  in  various  directions,  could  be 
made  by  means  of  a  very  sharp  knife.  A  section  so  made  was 
placed  on  a  glass  sUde,  and  treated  with  a  mixture  composed  of 
one  part  of  acetic  acid  and  three  of  spirits  of  wine,  which  not 
only  makes  the  nerves  and  fibrous  portion  more  distinct  and 
conspicuous,  but  renders  also  the  grey  substance  much  more 
transparent.  The  section  was  then  covered  with  thin  glass,  and 
viewed  first  by  reflected  light  with  low  magnifying  powers,  and 
then  by  transmitted  light  with  higher  ones. 


*  See  also  Todd  and  Bowman's  "  Physiology,"  vol.  i.  fig.  252. 
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"  According  to  the  secoud  method,  the  section  is  first  mace- 
rated for  an  hour  or  two  in  the  mixture  of  acetic  acid  and 
spirit.  It  is  then  removed  into  pure  spirit,  and  allowed  to 
remain  there  for  about  the  same  space  of  time.  Prom  the  spirit 
it  is  transferred  to  oO.  of  tvirpentine,  which  expels  the  spirit  in 
the  form  of  opaque  globules,  and  shortly  (sometimes  imme- 
diately) renders  the  section  perfectly  transparent.  The  pre- 
paration is  then  pvit  up  in  Canada  balsam,  and  covered  with 
thin  glass.  By  this  means  the  nerve  fibrUs  and  vesicles  become 
so  beautifully  distmct,  that  they  may  be  clearly  seen  with  the 
highest  powers  of  the  microscope.  If  the  section  be  removed 
from  the  turpentine  when  it  is  only  semi-transparent,  we  some- 
times obtain  a  good  view  of  the  arrangement  of  the  blood- 
-vessels.  This  mode  of  preparation  succeeds  best  in  cold 
weather  ;  for  iai  summer,  the  cord,  however  fresh  when  im- 
mersed in  the  spirit,  remains  more  or  less  spongy,  instead  of 
becoming  firm  and  dense  in  the  course  of  five  or  six  days.  The 
spirit  should  be  diluted  with  an  equal  quantity  of  water  during 
the  first  day,  after  which  it  shoiild  be  used  pure.  Certain 
modifications  of  tHs  mode  of  preparation  may  be  sometimes 
employed  with  advantage  by  a  practised  hand."* 

All  Mr.  Clarke's  observations  were,  however,  verified  on  per- 
fectly fresh  sections  of  the  cord  iinchanged  by  the  addition  of 
any  chemical  reagent. 

154.  Examiiiatiou  of  ivci-Tcs.— Nerve  fibres  may  be  exammed 
from  various  situations  in  the  body.  A  portion  of  a  thick  trunk 
may  be  removed  and  torn  up  with  needles  ;  or  we  may  subject 
some  of  the  fibres  nearer  the  point  of  distribution  to  examina- 
tion. The  mesentery  of  small  animals,  particularly  that  of  the 
newt,  is  very  favourable  for  examining  nerve  fibres,  but  the 
investigation  of  their  general  anatomy  and  arrangement  m 
diff"erent  parts  of  the  body  and  in  different  animals  is  not 
attended  with  great  dif&culty.  The  ultimate  distribution,  how- 
ever, is  very  difacnlt  to  demonstrate. 

Nerve  fibres  which  are  not  quite  fresh  \vill  be  foiuid  to  ex- 
hibit numerous  varicosities,  and  are  disposed  to  break  up,  foi-m- 
ing  twisted  or  oval  masses,  or  even  large  globules  (Fig.  117). 


*  "Philosophical  Transactions,"  1851,  Part  II. 
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Phosphoric  acid  and  solutions  of  iodine  have  been  used  by 
some  investigators  in  researches  upon  the  structure  of  nerves. 
Doubtless  there  are  many  other  chemical  reagents  which  expe- 
rience wiU  show  to  be  useful  in  investigations  of  the  ner- 
vous system.  For  examining  the  arrangement  of  nerve  fibres 
in  papUlfe,  those  of  the  tongue  of  the  frog  will  be  found  advan- 
tageous.* A  transverse  section  is  made  with  a  very  sharp  knife, 
moistened  with  very  dilute  caustic  soda,  and  subjected  to  ex- 
amination. Preparations  of  nerves  are  usually  preserved  moist, 
but  they  may  be  put  up  in  Canada  balsam. 

In  some  cases  in  which  nerves  have  been  subjected  to  long 
stretching  or  pressure  during  life,  certain  changes  in  their 
minute  structure  wiU  be  observed.  Perhaps  the  nerve  fibres 
have  become  entirely  converted  into  fibrous  tissue,  and  in  a  few 
rare  instances  that  change  termed  fatty  degeneration  will  be 
found  to  have  occm-red.  Of  this  latter  condition  I  met  with  a 
most  beautiful  example  not  long  ago,  in  a  case  of  Dr.  Todd's,  in 
which  one  of  the  pneumogastric  nerves  had  become  incorpo- 
rated with,  and  stretched  over,  the  waUs  of  a  large  aortic 
aneurism. 

155.  Examination  of  Vessels. — The  Smaller  vessels  may  be 
examined  entire,  and  present  beautiful  objects  for  microscopical 
observation.  A  portion  of  the  mesentery  of  a  child  or  of  one 
of  the  lower  animals,  or  a  small  piece  of  the  pia  mater  may  be 
selected ;  or  one  of  the  smaller  arteries  of  the  brain  may  be  freed 
from  cerebral  matter  by  gentle  washing  in  water,  and  placed  in 
the  microscope,  with  the  usual  precautions.  If  the  specimen 
be  treated  with  a  drop  of  acetic  acid  the  nuclei  of  the  con- 
tractile fibre  cells,  and  also  those  of  the  epithelial  cells,  on  the 
lining  membrane  are  brought  into  view. 

In  order  to  make  out  the  fibre  cells  of  the  contractile  coat, 
described  by  Kolliker,  a  little  care  is  necessary.  To  efi'ect  this 
object  it  is  better  to  take  an  artery  of  moderate  size,  which  is 
not  quite  fresh,  but  at  the  same  time  in  which  decomposition 
has  not  commenced.  The  artery  is  to  be  slit  up,  and  its  Hning 
membrane  removed  by  careful  scraping.  Small  portions  of  the 
subjacent  elastic  tissue  are  then  to  be  removed,  carefully  torn 


*  Dr.  Waller,  "  Phil.  Trans."  1849. 
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up  by  tlae  aid  of  fine  needles  upon  a  glass  slide,  moistened  with 
a  little  water,  and  placed  iri  the  microscope  with  the  usual  pre- 
cautions. According  to  KoUiker  the  spindle-shaped  or  mus- 
cular fibre  cells  are  also  to  be  obtained  from  the  veins.  The 
vein  from  which  they  may  be  most  readily  procured  is  the  renal 
vein.  Many  of  the  fibre-cells  contain  distinct  nuclei,  which  are 
rendered  very  clear  upon  the  addition  of  a  little  acetic  acid. 

156.  CapUlary  Vessels  of  the  Kidney. — A  thin  Section  of  the 

cortical  substance  of  the  kidney  often  displays  the  minute  vessels 
very  well.  The  examination  of  the  vessels  in  this  organ  is  of 
especial  interest,  because  they  are  known  to  iindergo  alterations 
which  could  not  be  detected  \inless  the  observer  were  previously 
well  acquainted  with  the  appearance  of  these  vessels  in  health. 
If  a  section  of  a  healthy  kidney  is  to  be  examined,  withj^the  view 
of  observing  the  characters  of  the  minute  vessels,  it  will  be 
better  to  wash  the  preparation  previously  in  water,  or  with  the 
wash-bottle  (§  131),  in  order  to  remove  as  much  as  possible 
of  the  epitheUiun  of  the  renal  tubes.  Upon  the  addition  of  a 
drop  of  acetic  acid  the  vessels  are  at  once  brought  into  view. 
It  wiU  now  be  noticed  that  the  coats  of  the  veins  everywhere 
appear  to  be  very  thin,  being  represented  only  by  a  defined  line 
on  each  side  of  the  vessel,  while  the  arteries  are  at  once  recog- 
nized by  the  greater  thickness  of  their  walls,  and  by  the  distinct 
arrangement  of  the  nuclei  of  the  circular  and  longitudinal  fibres. 

The  coat  of  a  healthy  Malpighian  artery  appears  to  be  about 
the  fiifth  or  sixth  part  of  the  total  diameter  of  the  vessel,  but  in 
disease  the  vascular  waU  may  have  increased  in  thickness  to 
such  an  extent  as  even  to  equal  in  width  the  canal  itself,  and 
Fi  118  to  be  as  much  as  one-third  of  the  diameter  of  the 
vessel.  The  most  perfect  specimens  of  this  morbid 
condition  are  to  be  obtained  from  the  small  con- 
tracted kidneys  of  intemperate  persons.  This 
change  is  described  by  Dr.  Jolinson,*  to  whom  I  am 
indebted  for  the  advantage  of  having  seen  many 
excellent  examples  of  it.  Fig.  118  represents  the 
appearance  of  a  portion  of  a  Malpighian  artery  considerably 
thickened,  but  not  to  such  a  degree  as  often  oceiu-s.  The 


*  "  Diseases  of  the  Kidney,"  1852,  fig.  229. 
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thickening  of  the  walls  is  sometimes  well  shown  in  injected 
specimens. 

157.  fliinutc   Ai-teric8   of  the   Brain. — A  knowledge  of  the 

appearance  of  the  minute  arteries  of  the  brain  in  a  state  of 
health  is  especially  important  to  the  morbid  anatomist,  because 
in  disease  these  vessels  are  not  unfrequently  found  to  have  un- 
dergone a  very  important  change,  which  must  necessarily  much 
interfere  with  the  discharge  of  their  functions.  In  cases  of 
white  softening  of  the  brain,  this  change  is  very  common  ;  in- 
deed in  such  instances  it  is,  I  believe,  rarely  absent.  If  we 
tear  away  some  of  the  smaller  vessels  from  the  softened  portion, 
and  after  washing  them  in  water,  place  them  in  the  microscope, 
we  shaU  often  find  at  short  intervals  collections  of  minute  oil- 
globules,  easily  distinguished  by  their  high  refracting  power 
(fig.  119).  These  may  form  small  aggregations  of  globules  at 
short  intervals,  or  may  extend  entirely  round  the  vessel  for 
some  distance.  Frequently  small  collections  are  found  on  oppo- 
site sides  of  the  tubes,  alternating  with  each  other,  and  appearing 
to  occupy  the  position  of  the  nuclei  of  the  development  cells  of 


Fig.  119.  Fig.  120. 


the  vessels.  This  condition  has  been  termed  fatty  degeneration  of 
the  vessels,  and  is  probably  intimately  connected  with  the  cor- 
responding change  in  muscular  fibre.    Fig.  120  represents  the 
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characters  of  au  artery  from  a  healthy  brain,  magnified  in  the 
same  degree  as  fig.  119  ;  the  different  diameter  of  the  vessel  in 
various  points  is  due  to  the  unequal  pressure  of  the  thin  glass 
cover. 

158.    Atheromatous   and    Bony    Deposits   iu    Arteries. — The 

atheromatous  deposit,  so  common  in  the  larger  vessels  in  disease, 
usually  contains  numerous  oil-globules,  with  granular  matter  and 
much  cholesterine  (fig.  121),  vdiich  appears  to  have  gradually 
crystallized  out,  having  been  originally  de- 
posited m  a  state  of  solution  in  the  oil.* 
This  crystallization  of  cholesterine  having 
taken  place  may  possibly  exert  an  influence 
on  the  still  further  deposition  of  atheroma^ 
tons  matter,  and  so  lead  to  the  accumula- 
tion of  the  large  quantity  often  met  with. 
Besides  atheromatous  deposit,  plates  of  bone 
are  often  found  in  the  coats  of  arteries,  sometimes  forming 
an  osseous  ring,  completely  surrounding  the  vessel.  Thin 
sections  may  be  obtained  and  subjected  to  microscopical  exami- 
nation, according  to  the  method  described  in  Chapter  XU. 

159.  Examination  of  Muscular  Fibre. — For  a  description  of 

the  minute  anatomy  of  muscular  fibre,  I  must  refer  to  the  various 
works  on  physiology  and  minute  anatomy ;  and  especially  to 
the  beautiful  paper  by  Mr.  Bowman  in  the  Philosophical  Trans- 
actions. 

Two  forms  of  muscular  fibre  have  been  described,  the  striped 
or  voluntary  fibre,  or  muscular  fibre  of  animal  life,  and  the  unstriped, 
involuntary,  or  muscular  fibre  of  organic  life,  the  characters  of  which 
win  be  presently  referred  to.  Both  forms  possess  inherent 
contractility,  and  each  is  stimulated  to  contract  by  simple  irrita- 
tion, as  may  be  proved  by  direct  experiment  imder  the  micro- 
scope. The  voluntary  muscle  alone  is  under  the  direct  conti'ol 
of  the  will,  while  the  involuntary  fibre  performs  its  functions 
altogether  independent  of  volition. 

Striped  muscular  fibre  may  be  obtained  fi'om  the  voluntary 
muscles  of  man  or  any  animals.    If  specimens  be  taken  from 


*  Vide  §  243,  note. 
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the  different  vertebrate  kingdoms,  certain  characteristic  pecu- 
liarities will  he  met  with,  and  the  muscular  fibre  of  the  Crustacea, 
mollusca,  and  insects,  differ  from  the  muscles  of  the  higher 
animals  in  many  important  particulars. 

In  order  to  subject  a  portion  of  muscular  fibre  to  micro- 
scopical examination,  it  is  only,  necessary  to  remove  a  small 
piece  vdth  a  sharp  knife  or  a  pair  of  scissors,  and  after  tearing 
it  up  with  needles,  and  moistening  it  with  a  drop  of  water,  the 
thin  glass  cover  may  be  placed  on  it,  and  the  specimen  examined 
with  different  powers. 

The  general  arrangement  and  form  of  the  fibres  in  voluntary 
muscles  is  well  shown  in  a  transverse  section  of  the  pectoral 
muscle  of  a  teal  {Querquedula  crecca),  which  has  been  put  upon 
the  stretch,  and  allowed  to  become  perfectly  dry.  A  section 
cut  as  thill  as  possible,  may  be  remoistened  with  water,  and 
examined  in  the  usual  manner. 

160.  Sarcoicmma. — The  fibre  of  the  skate,  as  Mr.  Bowman 
has  shown,  is  remarkably  well  adapted  for  shovsdng  the  sarco- 
lemma,  as  the  sarcous  matter  may  be  ruptured  while  the 
investing  membrane  remains  entire,  and  may  be  thus  easily 
demonstrated.  A  few  of  the  long  fibres  from  the  fin  may  be 
spread  out  upon  a  piece  of  glass  with  the  aid  of  needles,  and  in 
this  operation  it  will  often  be  foimd  that  the  rupture  of  the 
sarcous  matter  in  the  interior  has  taken  place. 

161.  Branched  muscular  Fibres. — Branched  muscular  fibres 
have  been  found  in  the  heart,  but  they  are  not  very  easily  de- 
monstrated. Pibres  of  this  nature  may,  however,  be  shown  to 
exist  in  great  abundance  in  the  tongue  of  the  frog  (as  was 
pointed  out  by  KoUiker),  from  which  organ  they  may  generally 
be  obtained  as  foUows :  the  tongue  is  to  be  separated  from  the 
animal,  and  boiled  for  a  few  moments  in  water ;  the  mucous 
membrane  is  cautiously  dissected  off  from  a  small  portion,  and  a 
few  minute  pieces  are  to  be  carefully  snipped  off  with  scissors, 
fr'om  the  edge  of  the  tongue,  just  beneath  the  mucous  mem- 
brane. These  are  to  be  torn  with  very  delicate  needles,  and 
then  examined  with  a  quarter- of-an-inch  object-glass.  In  this 
manner  these  beautiful  fibres  may  be  generally ;  found  but  care 
must  be  taken  not  to  boil  the  tongue  for  too  long  a  time,  in 
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wliicli  case  the  fibres  become  too  brittle  to  admit  of  separa- 
tion.  Branched  fibres  also  exist  in  the  upper  lip  of  the  rat.* 

162.  Prcpai-aliou  of  Muscular  Fibre  for  rnicroscoplcal  Kxami- 

natioii. —  The  transverse  strife  may  usually  be  demonstrated 
upon  a  piece  of  fresh  muscular  fibre,  and  are  often  seen  very 
distinctly  in  a  portion  of  ordinary  voluntary  muscle  that  has 
been  boiled.  I  have  often  obtained  most  beautiful  specimens 
of  portions  of  fibre  from  the  back  of  the  tongue,  a  few  hours 
after  a  meal,  of  which  meat  has  formed  a  portion.  The  fibrilhe 
often  separate  readily  from  each  other  in  a  portion  of  muscle 
which  has  been  macerated  in  a  solution  of  chromic  acid. 

Amongst  the  matters  vomited  by  patients  suff"ering  from 
certain  afiections  of  the  stomach,  beautiful  specimens  of  striped 
muscular  fibre  may  often  be  found  ;  and  in  the  evacuations  of 
cholera  patients,  such  specimens  were  almost  constantly  ob- 
served. In  the  stomach  the  fibres  sometimes  break  up  into 
discs  (Frerichs). 

The  thin,  narrow  muscular  bands,  immediately  under  the 
skin  of  frogs  and  other  small  animals,  wiU  be  found  to  exhibit 
well  the  general  anatomy  of  voluntary  muscle.    The  muscular 
fibre  of  the  eel  will  be  found  to  spHt  up  readily  into  its  ulti- 
mate fibrdlge ;  and  beautifid  preparations,  exhibituig  the  fibriUffi, 
have  been  obtauaed  by  Mr.  Lealand  from  the  pig.  Sections 
of  muscle  in  various  directions  may  be  made  from  muscles 
which  have  been  boiled,  or  hardened  in  spirit,  bichloride  of 
mercury,  or  chromic  acid.    The  reagents  of  the  greatest  use 
in  investigating  the  structure  of  muscular  fibre  are  a  dilute 
solution  of  caustic  soda  and  acetic  acid,  which  are  employed 
more  particularly  in  investigatuig  the  arrangement  of  the  nuclei. 
Preparations  of  muscular  fibre  may  be  preserved  moist  in 
glycerine,  chromic  acid,  or  solution  of  creosote,  or  they  may  be 
dried  and.  moimted  in  Canada  balsam. 

163.  Examinatioji  of  Muscular  Fibre  iu  a  slate  of  FaHy  Degen- 
eration.—This  most  interesting  subject  has  lately  received  the 
attention  of  many  observers,  both  in  England  and  also  on  the 


*  Huxley  ;  "  British  and  Foreign  Med.  Cliir.  KevieAv,"'  1853,  No.  xxiv., 
p.  313. 
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Continent.  The  paper  of  Dr.  Quain,  in  the  Medico  Chirurgical 
Transactions  (Vol.  XXXIII.),  contains  a  most  excellent  account 
of  fatty  degeneration  of  muscular  fibre. 

The  muscular  fibres  of  the  heart  are  found  very  commonly  to 
have  imdergone  this  change,  and  it  is  frequently  weU  marked 
in  the  musculi  papillares,  to  which  the  tendinous  cords  of  the 
mitral  valve  are  attached.  Ahnost  any  miiscles  which  have 
long  been  out  of  use,  as  happens  in  many  cases  of  paralysis, 
and  in  numerous  forms  of  club-foot,  will  also  be  foimd  to  ex- 
hibit it. 

Sometimes  there  is  not  the  slightest  appearance  of  transverse 
strige  on  the  fibre,  which  appears  to  be  com- 
posed of  rows  of  minute,  and  highly  refract- 
ing little  globules  of  oil.  In  other  specimens, 
no  distinct  globules  can  be  seen,  but  the 
whole  fibre  appears  made  up  of  granular 
matter.  Fig.  122  represents  two  elementary 
fibres  in  a  state  of  fatty  degeneration  from 
one  of  the  papillary  muscles  of  the  mitral 
valve.  It  must,  however,  be  borne  in  mind, 
that  fibres  in  a  state  of  commencing  de- 
composition exhibit,  in  a  shght  degree,  this 
granular  appearance. 

The  examination  is  conducted  in  a  similar  manner  to  that 
of  healthy  muscle  ;  very  small  pieces  may  be  cut  ofi"  with 
scissors,  and  torn  up  carefully  with  very  fine  needles.  The 
addition  of  acetic  acid  causes  the  oil-globules  to  become  more 
distinct.  The  oily  nature,  both  of  the  globules  and  granules, 
may  be  proved  by  the  addition  of  a  drop  of  ether,  which  dis- 
solves them ;  and  upon  the  evaporation  of  this  ethereal  solution, 
a  globule  of  oil  remains  behind,  which  will  be  foimd  to  leave  a 
greasy  stain  when  rubbed  upon  a  piece  of  clean  glass.  This 
reagent  also  enables  us  to  distinguish  between  globules  of 
oil  and  globules  of  phosphate  of  lime,  which  often  much  re- 
semble the  former  in  general  form,  and  indeed  have  been  occa- 
sionally mistaken  for  them. 

Not  unfrequently  fibres  of  muscles  become  converted  into 
fibrous  tissue,  a  change  which  is  particularly  common  in  the 


Fig.  122. 
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smaU  papiUary  muscles  of  the  heart.    By  carefully  tearing  up 
with  needles,  the  fibrous  structure  can  be  clearly  made  out. 

164.  Exaniiuntioi.  of  Nou-st.latcrt  Muscular  Fibre.— Involun- 

tary,  smooth,  or  non-striated  muscular  fibre  may  be  obtained 
from  various  situations,  both  in  man  and  also  m  the  lower 
animals     These  fibres  are  most  abundant  in  the  alimentary 
canal,  the  uterus,  the  bladder,  and  large  vessels,  but  they  are 
also  found  dispersed  amongst  fibrous  tissue  in  certam  situations, 
particularly  in  the  skin.    The  elongated  ceUs,  of  which  they 
are  composed,  are  also  to  be  demonstrated  m  the  small 
arteries,  veins,  and  lymphatics,  as  well  as  m  the  trabecular 
tissue  of  the  spleen,  and  corpora  cavernosa  penis,  the  uretln-a 
&c     The  muscular  fibres,  which  have  hitherto  been  described 
as  consisting  of  flattened  bands,  have  been  demonstrated  by 
Professor  Kolliker  to  consist  of  the  elongated  cells  just  referred 
to.    The  contractile  fibre  cells  have  been  arranged  m  three 

1.  Short  rounded  or  flattened  cells,  somewhat  resembling 

epithelium. 

2  Elattened  bands,  with  fringed  edges. 

3.  Long  rounded  or  fusiform  fibres,  shghtly  wavy,  and 

terminating  at  each  end  in  a  point.  ^-,=-.1= 
The  first  two  varieties  are  obtained  from  the  blood-vessels. 
The  last  form  is  met  with  in  the  intestinal  canal,  uterus 
&c.  These  ceUs  may  be  readily  isolated  by  macerating  smaR 
pieces  of  the  muscular  coat  of  the  alimentary  canal  &c.,  m 
Se  xitric  acid,  containing  about  20  per  cen  of  strong 
add    By  a  little  bearing,  with  the  aid  of  fine  needles,  separate 

cells  ma/be  readily  obtained.  Fig.  123  -P--^^.^;^^^^^^ 

contractile  fibre  ceUs  ti-om  tbe 
ileiun.    These  ceUs  may  also  be 
demonstrated  in  most  of  the  lower 
C^'^^^^^^^^'  animals ;  but  it  is  worthy  of  re- 
^^,^^^^^^^5^  mark  that  a  portion  only  of  the 

^^^^^^^ss^^^   alimentary  canal  of  some  fish  is 

^n.,.dpd  bv  involuntary  muscle,  whHe  it  lias  been  shoAvn  that 
r  XoS  of  Cmusculi  fibre  of  the  intestine  of  the  common 
tench  is  of  the  striped  variety. 
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165.  Exnuiiiiallon  of  the  Miisciiiai-  Sli-uctiirc  of  the  Heart.  

The  musciilai'  fibres  of  the  heart  will  be  found  to  exhibit  the 
transverse  striae  characteristic  of  voluntary  muscle ;  but  they 
are  arranged  in  long  bands,  and  upon  carefully  examining  a 
well-prepared  specimen,  taken  either  from  the  heart  of  man 
or  of  most  animals,  frequent  and  distinct  anastomoses  and 
branchings  of  the  fibres  may  be  observed.  The  sarcolemma 
is  of  sucb  extreme  tenuity  that  it  is  exceedingly  diffictilt  to 
demonstrate;  indeed  its  existence  is  questioned  by  many 
observers. 

In  order  to  exhibit  these  fibres,  tlie  heart  of  man,  or  that  of  any 
small  animal  may  be  taken,  and  after  boiling  it  for  a  short  time 
in  water,  small  pieces  may  be  cut  off",  and  carefuUy  torn  up 
with  needles.  Tbe  length  of  time  wbicb  the  boiling  should  be 
continued  varies  in  different  cases.  Half  a  minute  is  sufficient 
for  the  hearts  of  very  small  animals;  sheep's  hearts  may  be 
boiled  for  a  quarter  of  an  hour.*  Patty  degeneration  of  the 
muscular  fibres  of  the  heart  has  already  been  alluded  to. 

166.  Examination  of  the  Idling. — -There  is  uot  much  difficulty 
in  demonstrating  the  diflferent  tissues  of  which  the  lung  is  com- 
posed. Small  pieces  of  the  pulmonary  tissue  may  be  cut  off, 
and  spread  out  upon  the  glass  slide  in  the  usual  way  ;  the  pre- 
paration may  be  moistened  with  water.  The  addition  of  a 
little  acetic  acid  causes  the  yellow  elastic  tissue  to  become  very 
distinct.  The  boundaries  and  arrangement  of  the  air-cells  may 
also  be  readily  shown.  In  order  to  examine  the  distribution  of 
the  vessels,  it  becomes  necessary  to  look  at  injected  specimens. 

A  most  instructive  preparation  of  the  lung,  however,  is  made 
by  injecting  the  vessels  with  tolerably  thick  transparent 
gelatine,  which  transudes  through  their  walls,  and  fills  the  aii-- 
ceUs.  After  the  lung  has  been  thoroughly  injected,  it  is  set  aside 
to  get  cool.  Thin  slices  may  be  examined,  and  the  vessels  will 
be  seen  in  situ  apparently  bare,  and  uncovered  by  epithelium. f 


*  For  the  method  of  demonstrating  the  arrangement  of  the  bands  of 
muscular  fibres  of  the  heart,  see  Mr.  Searle's  article  in  the  "  Cyclopsedia  of 
Anatomy  and  Physiology,"  vol.ii.  p.  619. 

t  "  Physiological  Anatomy,"  Todd  and  Bowman,  p.  39.3. 
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The  mucous  membrane  of  the  trachea  and  bronchial  tubes 
must  be  examined  in  the  recent  state  by  cutting  thin  sections 
with  a  very  sharp  knife. 

In  examining  the  ciliated  epithelium  of  the  air-passages  it 
is  only  necessary  to  scrape  the  surface  gently,  and,  if  necessary, 
the  preparation  may  be  moistened  with  a  little  serum,  as  water 
would  very  soon  stop  the  motion. 

The  breathing  apparatus  in  various  animals  may  be  examined 
with  great  advantage. 

Trache£B,  characteristic  of  the  class  Insecta,  may  be  readily 
obtained  by  removing  the  viscera  of  a  common  fly  or  other 
small  insect,  and  tearing  carefully  with  needles.  They  may  be 
examined  after  the  addition  of  a  drop  of  water,  or  they  may  be 
dried,  and  moistened  with  a  drop  of  turpentine,  or  mounted  m 
Canada  balsam.  The  branchiae  of  many  mollusca  (oyster, 
mussel)  exhibit  ciliary  motion  very  beautifully. 

The  gffls  of  fish,  the  lungs  of  frogs,  newts,  and  serpents,  ^dll 
also  furnish  many  very  instructive  specimens. 

167.  Examination  of  the  I^nng  in  a  Morbid  state.— The  Same 

general  method  of  procedure  is  employed  here.  The  lungs  of 
emphysematous  persons  are  particularly  worthy  of  study. 
According  to  the  observations  of  Mr.  Eainey,  the  pulmonary 
membrane  is  found  perforated  with  many  minute  holes,  and 
here  and  there  numerous  oil-globules  may  be  detected ;  the 
fibres  of  yellow  elastic  tissue  are  sti^etched,  and  have  lost  their 
elasticity ;  the  vessels  are  much  elongated,  and  the  interspaces 
between  them  much  enlarged. 

Different  parts  of  a  tuberculous  lung  should  be  exammed. 
n  we  find  a  cavity,  its  contents,  the  surface  of  the  waUs,  and 
a  section  of  the  immediately  subjacent  tissue  should  be 
separately  examined.  If  the  tiibercles  have  not  broken  dovm, 
small  portions  may  be  removed  upon  the  point  of  a  kni^e, 

moistened  with  a  drop  of  water,  and  exannned  ui  the 

microscope. 

olfvi.^  The  figure  in  the  mai-gin  represents  the  general 
appearance  of  the  small  ceUs  (tubercle  corpuscles) 
met  with  in  tubercular  deposit,  before  it  has  become 

softened  and  broken  down.    These  cells  are  usually  found  with 
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a  considerable  quantity  of  granular  matter,  and  many  minute 
oil-globules. 

Crystals  of  cholesterine  are  occasionally  met  with  amongst 
the  cheesy  matter  which  niakes  up  the  greater  part  of  some 
tuberculous  masses.  If,  however,  no  crystals  can  be  de- 
tected, a  portion  of  the  mass,  placed  in  a  watch-glass,  may 
be  treated  with  a  few  drops  of  alcohol.  As  the  alcohol  gra- 
dually evaporates,  beautiful  crystals  of  cholesterine  form,  and 
may  be  subjected  to  microscopical  examination  in  the  usual 
manner. 

The  smaU  white,  calcareous  masses,  which  are  not  unfre- 
quently  met  with  in  the  lungs  of  phthisical  patients,  and  which 
are  from  time  to  time  present  in  sputum,  may  be  examined  as 
opaque  objects,  with  low  powers  ;  or  fragments  may  be  broken 
off,  and  subjected  to  examination.  After  having  been  dried, 
they  may  be  placed  in  turpentine  or  Canada  balsam. 

If  we  test  them  with  a  drop  of  acetic  acid,  we  shaU  find  that 
they  dissolve  with  effervescence,  showing  the  presence  of  car- 
bonate. One  part  of  the  acetic  acid  solution  may  then  be 
treated  with  excess  of  ammonia,  when  a  precipitate  of  phos- 
phate of  lime  will  be  immediately  thrown  down.  The  pre- 
sence of  Hjne  may  be  detected  in  the  other  portion  of  the 
acid  solution,  by  adding  to  it  a  little  solution  of  oxalate  of 
ammonia. 

The  relation  of  the  tuberculous  matter  to  the  walls  of  the 
au--cells,  may  often  be  beautifidly  seen  in  an  injected  specimen 
of  tuberculous  lung. 

168.  Examiuatiou  of  the  Thyinns  anil  Thyroid,  &c. — These 

glands  shoiild  be  examined  in  the  perfectly  fresh  state.  Thin 
sections,  obtained  by  a  Valentin's  knife,  wiU  afford  the  best  spe- 
cunens  ;  the  section  will  generally  require  washing  slightly,  in 
consequence  of  being  covered  with  the  softer  and  pulpy  portio]i 
of  the  gland,  which  renders  the  arrangement  of  the  tissue 
obscure.  The  glands  may  be  hardened  in  a  solution  of  chromic 
acid,  in  spirit,  or  by  boiling  in  water— but  by  these  processes 
the  cellular  portion  of  the  gland  becomes  somewhat  modified. 
For  makiag  out  the  relation  of  the  lobules  and  other  structures 
to  each  other,  hardened  specimens  are,  perhaps,  to  be  preferred. 

II 
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111  maiiy  of  the  smaUer  animals  the  thyroid  gknd  is  almost 
membranous,  and  this  renders  it  very  favourable  for  micro- 
scopical examination. 

169.  iSxaiHination  of  i.yinpi.aiic  Glands.— In  the  examination 
of  lymphatic  glands,  a  little  of  the  thick  fluid  which  is  poured 
out  from  a  freshly-cut  surface,  should  be  placed  between  glasses, 
without  the  addition  of  water  or  any  other  preparation,  and 
examined  in  the  microscope.    The  student  should  become  very 
famHiar  with  the  character  of  the  cells  obtained  from  lymphatic 
glands  and  should  carefuUy  observe  their  behaviour  upon  the 
addition  of  acetic  acid,  dilute  solution  of  caustic  soda  and 
other  reagents,  and  he  should  compare  the  changes  which  take 
place  with  those  which  occur  when  pus  globules,  and  white 
blood  corpuscles  are  treated  in  a  similar  manner.    The  minute 
structure  of  lymphatic  glands  is  an  exceedingly  dif&cult  subject 
to  investigate. 

170  Salivary  Giau,u.— The  salivary  glands  should  be  ex- 
ammed  in  the  recent  state.  A  very  thin  section  is  obtamed, 
which  is  slightly  washed,  and  then  treated  with  a  little  acetic 
acid  or  weak  c'austic  soda.  The  structure  may  frequently  be 
more  clearly  defined  if  we  treat  the  section  first  with  acetic 
acid,  and  afterwards  with  excess  of  caustic  soda.  The^epithe- 
Hum  of  the  ultimate  lobules  is  sometimes  well  seen  after  the 
preparation  has  been  soaking  for  some  time  m  acetic  acid, 
which  for  this  purpose  must  not  be  too  strong. 

Healthy  saliva  contains  a  great  many  round  granular  ceils, 
which  are  about  the  l-2000th  of  an  inch  in  diameter ;  acetic 
acid  renders  them  more  transparent,  and  the  nucleus  more 
distinct  OccasionaUy  the  saUvary  ducts  have  been  found  to 
contain  a  considerable  number  of  small  white  granular  masses, 
which  consist  of  cells  filled  with  large  oil-globules. 

171  Examination  of  Epi.hciinm.-The  microscopical  exami- 
nation of  epithelium  does  not  usually  present  much  difliculty. 
The  surface  from  which  the  epithelium  is  to  be  taken  is  gently 
scraped  with  a  knife,  and  a  small  portion  removed  upon  the 
blade  If  necessary,  it  may  be  moistened  with  a  drop  of  water, 
or  with  a  solution  of  sugar,  or  serum  if  the  cells  ai-e  delica  e, 
and  there  is  dagger  of  rupture  fi-om  endosmosis.  GeneraUy, 
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however,  tlie  addition  of  fluid  will  not  be  necessary.  The 
chief  reagents  which  will  be  foimd  of  use  in  the  examination  of 
epithelium  are  acetic  and  nitric  acids,  strong  and  weak  solu- 
tions of  potash  and  soda,  and  tincture  of  iodine.  Epithelium 
is. not  soluble  in  boiling  water,  alcohol,  ether,  ammonia,  or 
dilute  mineral  acids  ;  it  is  for  the  most  part  soluble  in  strong 
solutions  of  caustic  soda  and  potash,  and  in  strong  acetic  acid. 
Most  forms  of  epithelium  will  be  found  to  keep  very  well  in 
the  naphtha  and  creosote  solution  (§  97),  or  in  a  chlute  solution 
of  chromic  acid. 

172.  Scaly  EpithcUnm  can  be  readily  obtained  from  the 
cavity  of  the  mouth,  and  from  several  other  situations.  The 
nuclei  of  the  epithelial  cells  from  the  cavity  of  the  mouth  are 
very  cUstinct,  and  can  always  be  demonstrated  withoxit  difficulty. 
If  the  cells  be  placed  in  a  solution  of  potash  for  a  short  time 
endosmosis  takes  place,  they  become  somewhat  globular,  and 
ultimately  the  cell-wall  dissolves.  The  addition  of  acetic  acid 
causes  the  granules  in  the  interior  of  the  cell  to  become  less 
distinct,  an  effect,  the  reverse  of  that  which  usually  occurs 
upon  treating  many  cells  with  this  reagent. 

The  scaly  epitheliiim  from  the  vagina  is  composed  of  very 
large,  irregular,  and  often 
ragged  cells  (fig.  124).  In 
consequence  of  the  flattened 
character  of  the  cells  of  scaly 
epithelium,  portions  of  them 
will  often  be  found  folded 
uponeach  other, and  creased, 
as  it  were,  in  various  direc- 
tions. The  cells  of  the  epi- 
dermis, as  well  as  those  of 
nail  and  hair,  present  modifications  of  scaly  epithelium. 

173.  Tcsselatcd   or   Pavement   EpitheUum. — This    term  haS 

been  applied  to  the  ceUs  of  epithehum  which  form  an  even 
layer  of  uniform  thickness,  each  individual  cell  being  placed 
m  juxtaposition  with  its  neighbours,  but  not  overlapping  or 
exhibiting  the  imbricated  arrangement  often  met  with  in  the 
variety  of  epithelium  just  referred  to.    The  epidermis  of  the 

H  2 
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frog  presents  a  beautiful  example  of  tliis  variety  of  epithelium ; 
J 25       the  choroidal  coat  of  the  eye,  the  epitlielium  of 
"      serous  meinhranes,  of  the  lining  membrane  of 
'^lAfy       the  heart,  arteries,  and  veins,  and  that  of  the 
^    pelvis  of  the  Iddney  (fig.  125),  also  present  more 
<^)'^i,  (§)  or  less  of  this  character.    The  nucleus  of  the 
cell  is  usually  distinct  and  well-developed. 

174.  eia...l..lar,  or  Spheroidal  Epllhcli.im.— The  CcUs  are  of  a 

more  or  less  roiuided  form,  although  in  many  instances,  from 
^  mutual  pressure,  they  become  polyhedral. 

ISb!'^"  r\     I*  epithelium  which  takes 

"  "  part  in  the  process  of  secretion  in  most 
glandiilar  organs.  It  may  be  readily  de- 
monstrated iu  the  convoluted  portion  of 
the  tubes  of  the  kidney  (fig.  126),  in  the 
sweat  glands,  in  the  secreting  tubes  of 
the  stomach,  in  the  follicles  of  the  pancreas,  in  the  Hver,  &c. 
The  nucleus  is  usually  well  developed,  and  frequently  sur- 
rounded by  a  considerable  number  of  mhiute  granules,  and, 
in  many  instances,  small  oil-globules  are  also  present. 

175.    Columnar,  Prismatic,  or  CyUudrical  EpitlicUnni.  The 

general  characters  of  this  variety  of  epithehum  may  be  well 
demonstrated  by  the  examination  of  the  uites- 
tinal  villi,  or  Lieberkilhn's  follicles.    The  epi- 
thelium of  the  gaU-bladder,  of  the  ureters,  and 
of   tiie  urethra  (fig.  127),  is  of  this  variety. 
In  the  evacuations  of  cholera,  the  sheaths  of 
the  vHli  \vUl  often  be  foimd  entire,  and  afford 
an  excellent  opporttmity  for  the  examination  of 
the  arrangement  of  this  variety  of  epithelium. 
176  Ciliated  Epithelium.— There  are  two  principal  varieties 
of  cUiated  epithemun,  the  one  consisting  of  small  ceHs  of  uearly 
the  same  length  and  breadth,  and  the  other,  of  the  prismatic 
or  cylindrical  form.    CiUated  epithelimn  may  always  be  ob- 
tained for  demonstiation  from  the  back  part  of  the  frog  s 
mouth,  or  from  the  branchife  of  an  oyster  or  mussel.  The 
cells  must  be  moistened  with  some  of  the  mucus  taken  from 
the  same  surface,  or  with  some  of  the  juice  from  the  anmial. 
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or  with  a  little  cleao'  serum.  If  water  be  added  the  move- 
ment soon  stops,  in  consequence  of  endosmosis  taking  place. 
In  examining  cdiarj  movement,  it  is  often  advantageous 
to  place  the  smallest  quantity  of  lampblack  or  carmine  with 
the  cells,  so  that  the  du'ection  of  the  current  produced  by  the 
cilia  can  be  clearly  demonstrated  by  the  movement  commimi- 
cated  to  the  insoluble  particles. 

In  the  human  subject,  cOiated  epithelium  is  found  in  the  fol- 
loAving  situations : — on  the  surface  of  the  ventricles  of  the  brain 
and  on  the  choroid  plexuses  ;  on  the  miicous  membrane  of  the 
nose  and  its  sinuses ;  on  the  upper  and  posterior  part  of  the 
soft  palate,  and  in  the  Eustachian  tube  ;  in  the  cavity  of  the 
tympanimi ;  on  the  membrane  lining  the  frontal  and  sphe- 
noidal sLuuses  ;  on  the  inner  surface  of  the  lachrymal  sac  and 
lachrymal  canal ;  on  the  mucous  membrane  of  the  larynx, 
trachea,  and  -bronchial  tubes  ;  upon  the  os  uteri ;  within  the 
cavity  of  the  uterus  ;  throughout  the  whole  length  of  the  Pal- 
lopian  tubes,  and  upon  their  fimbriated  extremities. 

177.  Exaininaiiou  of  Skin — CuticU. — The  cuticlc  may  be 
subjected  to  examination  either  by  scraping  the  surface  with  a 
Itnife,  in  which  case  only  the  most  superficial  cells,  which  are 
often  not  weU  defined,  will  be  obtained ;  or  by  making  a  thin 
section  of  dried  cuticle  with  a  sharp  knife.  If  a  portion  of 
skin  be  allowed  to  remain  for  some  days  iu  a  moist  atmosphere, 
it  will  be  found  that  large  flakes  of  cuticle  can  be  readily 
detached,  smaU  fragments  of  which  may  be  moistened  with 
water  in  the  usual  way,  and  subjected  to  examination. 

The  epithelium  vsdU  be  found  to  vary  in  character  according  as 
it  is  taken  from  the  deep  or  the  most  superficial  layers  of  cuticle. 
In  the  former  situation  the  epidermic  cells  are  more  or  less 
rounded  in  form,  while  on  the  sui^ace  they  are  flattened  and 
adhere  to  each  other,  forming  small  scales,  in  which  the  ori- 
ginal form  of  the  cell  is  with  difiicurcy  made  out.  The  deepest 
layer  of  the  cuticle  appears  to  consist  chiefly  of  minute  granules, 
with  a  few  smaU  ceUs.  It  is  in  the  cells  in  this  situation  that 
the  coloiiring  matter  is  deposited,  and  it  was  to  this  portion  of 
the  cuticle  that  the  term  rete  mucosum  was  applied.  As  the 
ceUs  approach  the  siu-face,  the  colouring-matter  appears  to 
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diminish  in  quantity,  owing  in-obably  to  changes  taking  place 
in  the  chemical  nature  of  their  contents.  The  cells  composiiig 
the  deeper  layers  of  the  cuticle  are  soluble  in  acetic  acid,  while 
those  on  the  surface  are  vmaffected  by  this  reagent. 

Upon  examining  the  under  surface  of  the  cuticle,  which  has 
been  removed  as  above  directed,  it  wiU  be  found  to  present 
several  depressions,  in  which  the  tactile  papills3  of  the  cutis 
are  lodged;  and  upon  removing  the  cuticle  by  maceration, 
from  some  situations,  such  as  the  palm  of  the  hand,  or  heel,  or 
from  the  anterior  surface  of  the  leg,  the  epithelial  lining  of  the 
sweat-ducts  as  they  pass  through  the  cutis  wiU  often  be  found 
adhering  firmly  to  it. 

178.  Pigment  CcUs.— The  cells  containing  pigment  are  very 
readily  demonstrated  in  the  skin  of  the  negro,  in  that  of  several 
of  the  lower  animals,  or  in  the  freckles  which  may  often  be 
obtained  from  different  parts  of  the  body  of  some  subjects. 

A  preparation  of  the  cuticle  of  the  negro  may  be  preserved 
in  Canada  balsam.  The  cuticle  may  be  separated  as  above 
described,  dried  flat  between  folds  of  clean  paper,  or  between 
two  plates  of  glass,  and  mounted  in  the  usual  way  (§104). 
The  method  of  preparing  a  vertical  section  of  the  cuticle  is 
described  in  §  180. 

The  vessels  of  the  peritoneum,  lungs,  &c.,  and  the  skm  of  the 
frog,  exhibit  beautiful  varieties  of  very  dark  pigment  ceHs, 
which  consist  of  several  branches  of  irregular  form  radiating 
from  the  central  part  of  the  ceU. 

179.  papUisB.— The  papHliB  may  be  shown  in  two  ways, 
either  by  making  a  vertical  section  of  the  skin  previous  to  the 
removal  of  the  cuticle ;  or  the  latter  may  be  taken  off  in  the 
manner  described  in  §  177,  and  a  section  of  the  true  skm 

only  made.  i  .    r  ,i 

The  best  situations  from  which  to  take  the  skm  lor  the 
purpose  of  examining  the  papilla,  are  the  palmar  surface  of 
the  hand,  and  the  sole  of  the  foot.  After  the  cuticle  has 
been  removed,  a  transverse  section  of  the  sldn  with  the  papillae 
may  be  made  as  follows:  a  gentle  stream  of  water  is  to  be 
allowed  to  flow  over  the  papillse,  in  order  to  make  them  aU  fall 
in  one  direction,  which  is  readily  effected  by  inclining  the  piece 
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of  skin  while  the  water  is  running.  After  heing  drained,  a  cut 
is  made  Avith  a  very  sharp  knife  across  the  piece  of  skin  in  its 
upper  part,  in  a  direction  at  right  angles  to  that  which  the 
papilL^  have  been  caused  to  assume.  Upon  now  turning  the 
preparation,  so  that  the  freshly-cut  surface  is  in  the  most 
dependent  position,  and  allowing  the  jet  of  water  to  flow,  the 
dii-ection  of  the  papillae  will  be  reversed,  and  it  is  obvious  that 
a  very  thin  section  off  the  freshly-cut  surface  will  contain  one 
or  more  rows  of  entire  papillae.  The  section  may  then  be 
examined,  and  may  be  preserved  in  liquid ;  or  it  may  be  placed 
upon  a  glass  slide,  gently  dried,  and  mounted  in  Canada  balsam. 
The  papiU«  of  the  skin  of  the  foot  of  the  dog  are  large  and  well- 
marked. 

In  order  to  examine  the  structure  of  the  papillae,  a  tolerably 
fresh  specimen  of  skin  should  be  chosen,  and  as  thin  a  section 
as  possible  should  be  made.  The  specimen  may  now  be  treated 
with  weak  caustic  soda,  or  with  a  little  acetic  acid,  and  sub- 
jected to  examination.  It  is  in  this  way  that  the  nerves  may 
occasionally  be  demonstrated  in  the  papillae,  and  frequently 
the  vascular  loop  may  be  thus  rendered  distinct ;  but  the  ar- 
rangement of  the  vessels  is  always  better  shovm  in  an  injected 
specimen. 

The  "axis-corpuscles,"  or  touch-bodies,  may  be  shown  in  the 
papillae  situated  at  the  tips  of  the  fingers,  or  in  the  palm  of  the 
hand,  by  treating  the  specimen  with  acetic  acid.  A  papilla 
may  be  met  with  in  this  situation  terminating  in  two  or  three 
points.  One  of  these  wiU  perhaps  contain  a  touch-corpuscle, 
while  ia  the  others  only  a  vascular  loop  can  be  seen,  and 
no  nerve  fibre  whatever  can  be  distinguished.  Por  detailed 
information  on  the  subject  of  the  axis-corpuscles,  I  must 
refer  to  KoUiker's  "  Gewebelehre,"  translated  for  the  Sydenham 
Society. 

180.  Method  of  making  a  Vertical   Section  of   SlUn. — In  a 

section  of  this  kiud  all  the  structures  entering  into  the  forma- 
tion  of  skin  can  be  seen,  and  the  arrangement  of  the  hair- 
bulbs  and'  sebaceous  follicles  may  also  be  demonstrated  if  the 
skin  be  taken  from  a  part  in  which  these  structures  abound. 
The  disposition  of  the  sweat-ducts  and  the  arrangement  of  the 
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glands  may  be  weU  shown  in  sucli  a  preparation.  It  is  exceed- 
ingly difficult  to  cut  a  section  of  skin  in  the  recent  state  suffi- 
ciently thin  for  observation ;  hence,  a  modification  of  the  method 
usually  employed  must  be  resorted  to. 

The  skin  should  be  perfectly  fresh,  and  a  piece  about  two 
inches  square,  or  rather  less,  is  to  be  stretched,  with  the  outer 
surface  downwards,  upon  a  thick  deal  board,  by  means  of 
numerous  pins.  If  the  sudoriferous  glands  are  to  be  included 
in  the  preparation,  care  must  be  taken  to  leave  sufficient  of  the 
cellular  tissvie  adhering  to  the  skin.  The  piece  of  skin  is 
allowed  to  dry  by  exposure  to  the  air.  Several  small  pieces, 
taken  from  various  parts  of  the  body,  may  be  pinned  out  on  the 
same  board,  care  being  taken  to  attach  a  label  to  each.  Speci- 
mens may  be  taken  from  the  scalp,  eyelids,  chin,  mamma,  axilla, 
arm  or  leg,  palm  of  the  hand,  tips  of  the  fingers,  scrotum,  and 
sole  of  the  foot.  With  these,  the  varjdng  thickness  of  the  epi- 
dermis and  other  peculiarities  in  the  difi"erent  regions  may  be 
demonstrated. 

The  portion  of  skin  being  quite  dry,  it  is  to  be  removed  from 
the  board,  and,  after  cutting  oft'  the  edge,  several  thin  sections 
may  be  made,  by  the  aid  of  a  very  sharp  knife,  through  the 
whole  thickness.  In  order  to  obtain  a  good  specimen  of  the 
spiral  portion  of  the  sweat-ducts,  the  skin  of  the  heel  should 
be  selected,  and  the  section  should  be  made  parallel  with  the 
furrows,  and  in  a  slightly  slanting  dii-ection,  instead  of  at  a 
right  angle  with  the  surface. 

The  sections  may  next  be  placed  in  a  watch-glass  with  a  few 
drops  of  clean  Avater  ;  and  in  the  course  of  a  short  time  it  wiU 
be  found  that  they  have  again  attained  the  original  thickness 
of  the  skin,  in  consequence  of  the  absorption  of  water. 
They  may  now  be  stibmitted  to  examination,  and  after  selecting 
a  satisfactory  specimen,  it  may  be  mounted  in  weak  spnit  and 
water,  Goadby's  solution,  or  other  preservative  fluid  ;  or  the 
specimen  may  be  washed  in  water,  placed  upon  a  slide,  and 
allowed  to  dry  slowly  by  spontaneous  evaporation  (when  it 
will  be  found  to  have  adhered  tightly  to  the  glass),  and 
mounted  in  Canada  balsam  with  the  usual  precautions. 

If  the  section  appear  opaque  when  examined  in  aqueous 
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fluids,  it  may  be  treated  with  a  little  wealc  potash  or  caustic 
soda,  and  carefully  washed  again  before  being  mounted.  If 
the  skin  contains  very  much  fat,  this  may  be  removed  by 
soaking  the  section  for  a  short  time  in  ether  previous  to  moist- 
ening it  with  water.  In  this  way  a  most  beautiful  section, 
shomng  all  the  structures,  including  the  sweat-ducts,  may  be 
sometimes  procured.  Carbonate  of  potash  has  been  employed 
for  rendering  the  section  transparent.  The  skin  may  be  mace- 
rated in  dilute  nitric  acid  (one  of  acid  to  two  of  water)  for 
twenty-foiu' horn's,  when  the  sweat-glands  are  easily  distinguished 
upon  making  a  section  (Griraldes,  quoted  by  KoUiker). 

Warts,  Corns,  and  other  growths,  which  consist  of  thickened 
epidermis,  may  be  subjected  to  examination,  and  sections  ob- 
tained in.  a  similar  manner. 

The  subcutaneous  areolar  tissue  is  sometimes  found  thick- 
ened over  a  considerable  extent,  or  over  small  circumscribed 
spaces;  in  which  latter  case  the  sensation  of  small  subcutaneous 
tumom's  is  produced  if  the  affected  portions  of  skin  be  pinched 
up  between  the  finger  and  thumb.  The  condition  termed 
elephantiasis  appears  to  consist  of  a  thickening  and  hyper- 
trophy of  the  subcutaneous  ceUular  tissue,  and  the  pouring 
out  of  lymph  into  the  areolsB  or  ceUular  interspaces,  which 
subsequently  becomes  a  part  of  the  tissue.  Sections  of  skin  in 
this  state  may  be  made  after  being  hardened  in  alcohol  or  in  a 
solution  of  chromic  acid. 

181.  Examiuatiou    of  ITIucons    ITIembrauc. — The  epithelium 

of  mncoiis  membranes  is  very  readily  subjected  to  examination, 
and  its  character  is  found  to  vary  much  according  to  the 
locality  from  which  it  is  taken.  The  chief  varieties  of  epithe- 
lium, and  the  method  of  examining  them  have  already  been 
referred  to  (§  171-176) .  In  order  to  obtain  a  specimen  of  epi- 
theUum  from  a  mucous  membrane  all  that  is  required  ia  to 
scrape  the  surface  gently  with  a  knife,  and  place  what  has  been 
removed  upon  a  glass  slide,  and,  after  moistening  it  with  a  little 
water,  syrup,  or  a  mixture  of  glycerine  and  water,  which 
does  not  cause  the  cells  to  become  so  turgid  from  eudosmosis, 
the  specimen  may  be  placed  in  the  microscope.  The  thin  glass 
cover  should  not  be  allowed  to  press  too  hard  upon  the  specimen, 
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wliicli  may  be  prevented  by  inserting  one  or  two  pieces  of  hair 
or  thin  hog's  bristles. 

The  basement  membrane  is  sometimes  demonstrated  with 
difl&culty,  but  from  various  accidental  circumstances  its  pre- 
sence may  now  and  then  be  seen  in  the  examination  of  pieces 
of  mucous  membrane.  Frequently,  however,  the  epithelium 
cannot  be  sufficiently  removed  in  order  to  see  this  structure 
distinctly  ;  perhaps  the  most  favorable  situation  to  look  for  it 
is  the  kidney  (§  141).  The  submucous  areolar  tissue  may  be 
very  readily  demonstrated  by  removing  a  small  piece  from  the 
under  surface  of  the  mucous  membrane  with  scissors,  and  tear- 
ing it  up  with  needles. 

A  thin  layer  of  pale  muscular  fibres  has  been  described  by 
Briicke  situated  immediately  beneath  the  basement  membrane 
of  the  small  intestine.  The  contractile  fibre  cells  of  which  it  is 
composed  are  arranged  in  two  layers,  one  of  which  takes  a 
circular  and  the  other  a  longitudinal  direction.  This  is  termed 
the  muscular  layer  of  the  mucous  coat,  to  distinguish  it  from  the 
muscular  coat  of  the  intestine  which  lies  external  to  the  sub- 
mucous tisssue. 

182.  Villi.  Muscular  Fibres. — The  villi  are  bcst  shown  by 
making  a  perpendicular  section  of  the  mucous  membrane  of 
the  small  intestines  with  a  very  sharp  knife,  taking  care,  if  pos- 
sible, to  make  them  take  one  direction  by  allowing  a  stream  of 
water  to  flow  over  them,  as  referred  to  in  describiug  the  method 
of  examining  the  papillEe  of  the  skin  (§  179). 

The  muscular  fibres  of  the  villi,  demonstrated  fii'st  by  Briicke, 
are  to  be  shown  by  washing  off  the  epithelium,  and  treating 
them  with  a  solution  of  acetic  and  nitric  acid,  composed  of 
about  four  parts  of  water  to  one  of  acid.  For  a  description 
of  the  arrangement  of  these  fibres  I  must  refer  to  Kolliker's 
work. 

The  elementary  structure  of  the  muscular  coat  may  be  de- 
monstrated by  soaking  small  shreds  in  nitric  acid  diluted  with 
four  parts  of  water  (§  164). 

183.  Hypcruophy  of  Submucous  Tissue.    Cnuccr  of  Stoninch. 

 In  certain  morbid  conditions,  the  submucous  tissue  in  this 

region  is  found  as  a  hard,  dense,  somewhat  transparent-looking 
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layer,  varying  in  different  cases  from  the  eighth  or  tenth  of  an 
inch  to  an  inch  or  even  more  in  thicliness,  and  almost  of  a 
cai'tilaginous  consistence.  Thin  sections  may  be  very  readily 
examined ;  but  nothing  more  than  the  original  elements  of  the 
tissue  with  granular  matter,  and  a  few  badly-defined  cells,  can 
usually  be  made  out. 

In  certain  cases,  however,  the  meshes  or  areolfe  of  the  tissue 
are  much  enlarged,  and  filled  with  cells  haying  the  general 
aspect  of  cancer  cells,  while  the  fibres  composing  the  walls  of 
these  spaces  are  found  to  be  more  numerous  and  of  increased 
thickness.  After  a  time  these  morbid  changes  involve  the 
mucous  membrane  itself,  and  an  irregular  ulcerating  surface  is 
formed.  Such  is  a  general  description  of  a  common  form  of 
the  disease  known  under  the  name  of  cancer  of  the  stomach. 
In  examining  an  ulcer  of  this  description,  a  Little  of  the  secre- 
tion on  the  surface,  the  surface  itself,  and  the  hardened  tissue 
beneath,  should  be  separately  subjected  to  examination. 

In  the  majority  of  cases  of  the  so-called  "  cancer  of  the 
pylorus,"  nothing  more  than  the  thickening  of  the  submucous 
areolar  tissue  above  referred  to  can  be  observed,  and  upon 
microscopical  examination  none  of  the  cells  characteristic  of 
malignant  growths  can  be  detected.  A  similar  condition  is  not 
unfrequently  found  affecting  the  submucous  tissue  of  the  colon, 
csecum,  and  other  situations.  It  is  important  to  distinguish 
this  affection  from  cancer,  as  in  its  general  appearance  to  the 
naked  eye  it  is  found  so  closely  to  resemble  scirrhus,  although 
it  is  essentially  different  from  this  disease  in  a  pathological 
point  of  view. 

In  the  examination  of  these  structures,  thin  sections  entirely 
through  the  thickened  mass  should  be  obtained  with  the  aid 
of  a  Valentin's  knife.  The  section,  after  being  slightly  washed, 
may  be  subjected  to  examination  with  the  usual  precautions. 

184.  Ulcers  of  the  Intestines.  The  SUrfaCO  of  ulcerS  of  the 

intestine  may  be  examined  by  scraping,  or  by  cutting  off  small 
pieces  with  curved  scissors.  Sometimes  the  villi  situated  im- 
mediately around  the  ulcer  will  be  found  to  be  very  much 
increased  in  length.  This  change  had  taken  place  to  a  great 
extent  around  some  ulcers  of  the  small  intestine  of  a  patient. 
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who  died  of  fever  some  time  ago  in  King's  College  Hospital. 
The  villi  round  the  margin  of  the  ulcers  were  many  of  them 
three  or  four  times  as  long  as  those  in  other  parts  of  the  intes- 
tine. "Whenever  ulcers  of  the  intestinal  canal  are  examined, 
we  must  always  endeavour  to  ascertain  if  the  ulcer  has  eaten 
into  the  muscular  coat  of  the  intestine,  a  point  which  can  easily 
be  decided  by  the  presence  or  absence  of  unstriped  fibre  in  the 
tissue  which  forms  the  base  of  the  ulcer. 

185.  Serous  and  Syuoi-ial  Membranes. —  SerOUS  membranes 

may  be  examined  according  to  the  general  directions  previously 
given.  It  will  sometimes  be  found  difficult  to  demonstrate  the 
delicate  cells  upon  their  surface,  and  fresh  specimens  only 
should  be  examined.  The  epithelium  of  serous  membranes  is 
generally  of  the  pavement  or  tessellated  variety,  and  appears 
to  form  one  layer  on  the  surface  of  the  delicate  basement 
membrane. 

A  small  portion  of  the  peritoneum  of  a  mouse  or  other  small 
animal  will  be  found  to  display  well  the  fibres  of  the  sub- 
basement  tissue,  and  often  vessels  and  nerves  may  be  seen 
beautifvilly  distinct  in  this  situation.  The  greater  part  of  the 
thickness  of  serous  membranes  is  made  up  of  condensed  areolar 
tissue,  in  which  the  yellow  fibrous  element  is  very  abundant. 
This  areolar  tissue  becomes  less  dense  at  a  greater  distance 
from  the  surface,  and  often  contains  fat  cells  like  the  sub- 
cutaneous cellular  tissue.  In  disease  the  epithelium^  often 
increases  very  much  in  quantity ;  and  in  old  cases  of  ascites,  or 
pleurisy,  it  is  not  uncommon  to  find  the  serous  membrane  com- 
pletely altered  in  structure,  its  siu-face  being  covered  by  a 
tolerably  thick  ceUular  layer.  Fi-equently  the  fluid  contained 
in  the  cavity  is  rendered  turbid  by  the  presence  of  a  great 
number  of  cells  of  a  similar  character. 

In  order  to  examine  the  distribution  of  the  vessels  in  synovial 
membranes,  an  injected  specimen  is  necessary.  The  fringe-like 
processes  Avhich  project  into  many  of  the  joints  ai-e  higlily 
vascular,  and  a  well-injected  specimen  forms  a  beautiful  object. 
The  siu-face  in  the  recent  state  is  covered  vdth  large  cells  of 
a  more  or  less  globular  form. 

The  vessels  which  run  between  synovial  membrane  and 
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cartilage  are  very  tortuous,  aad  exhibit  considerable  dilatations 
and  varicosities. 

186.  Adipose  Tissue. — Adipose  tissue  may  be  examined  by 
cutting  off  a  tbin  section,  and  placing  it  witb  a  little  water 
between  two  pieces  of  glass,  care  being  taken  not  to  allow  the 
thin  glass  cover  to  press  upon  the  section.  The  surface  of  one 
of  the  small  collections  of  fat  cells  which  may  be  taken  from 
the  subcutaneous  areolar  tissue  may  be  subjected  to  examina- 
tion as  an  opaque  object  (§  79). 

In  order  to  examine  the  arrangement  of  the  vessels,  the  spe- 
cimen must  be  previously  injected. 

Frequently  the  more  solid  portion  of  the  contents,  con- 
sisting of  margaric  acid  and  margarine,  will  crystallize  on  the 
surface  of  the  more  oily  part  in  small  acicular  crystals,  which 
radiate  from  a  centre  forming  a  star-Kke  mass. 

Adipose  tissue  should  be  examined  by  low  as  well  as  by  high 
powers  (a  quarter-of-an-inch  object-glass). 

Tat  cells  are  sometimes  found  degenerated,  the  fat  having 
much  diminished  in  quantity,  and  the  greater  part  of  the  cell 
being  occupied  with  a  serous  fliud,  which,  however,  exists  in 
very  small  quantity  in  a  state  of  health  ;  and  under  these  cir- 
cumstances the  nucleus  is  often  very  distinct.  The  cell  may 
also  be  in  a  shrivelled  condition,  and  of  a  more  irregular  and 
frequently  angular  form.  The  fluid  in  its  interior  has  been  found 
to  contain  granular  matter  with  many  small  oil-globules. 

Adipose  tissue  obtained  from  emaciated  subjects  often  shows 
the  stellate  crystals  of  margarine  or  margaric  acid ;  and  not 
unfrequently  also  the  nuclei  of  the  cells  may  be  seen  here  and 
there,  after  treatment  with  a  little  acetic  acid. 

187.  Of  making  Sections  of  the  Cornea  and  Retina. — Thin  sec- 
tions of  the  cornea  and  retina  are  made  upon  the  same  prin- 
ciple as  those  of  the  skin  (§  180).  The  sclerotic  is  first 
cleaned  by  cutting  away  all  the  muscles  adherent  to  it  with 
sharp  scissors,  and  the  eye  is  then  cut  in  two  parts  with  a  sharp 
knife,  without  removing  the  vitreous  humour.  It  may  be 
divided  either  transversely  or  in  a  longitudinal  direction. 
"When  the  cornea  is  to  be  examined,  the  anterior  part  may  be 
well  washed  with  water,  and  the  ciliary  processes,  &c.,  removed  ; 
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after  making  little  notches  around  it  with  scissors,  in  order 
that  it  may  dry  as  flat  as  possible,  it  is  to  be  pinned  out  upon 
a  small  piece  of  board  with  numerous  pins.  It  is  allowed  to 
dry  spontaneously,  and  then  thin  sections  may  be  made  with  a 
sharp  scalpel  and  moistened  with  water,  when  they  swell  out  to 
their  former  size.  The  section  may  be  treated  with  a  drop  of 
acetic  acid,  when  the  structures  of  which  it  is  composed  will 
become  clearly  visible. 

In  order  to  obtain  a  section  of  the  retina,  the  posterior  part  of 
the  eye  with  the  vitreous  humor  adhering  is  carefully  notched, 
and  pinned  out  as  in  the  former  case.  With  care  the  greater  part 
of  the  vitreoiis  may  be  cut  away  with  scissors,  but  a  thin  layer 
should  be  allowed  to  dry  upon  the  surface  of  the  retina.  Thin 
sections  may  be  made  and  treated  as  in  the  case  of  the  cornea. 
Dikite  acetic  acid  or  dilute  caustic  soda  may  be  applied  to  the 
section  after  it  has  been  examined  in  pure  water. 

188.  Examination  of  Ihc  Crystalline  liCns. — The  Crystalline 

lens  may  be  examined  in  the  recent  state  by  moistening  a 
portion  with  a  drop  of  water.  It  may  be  boiled,  and  some  of 
the  fiibres  carefully  torn  off,  and  afterwards  moistened.  Or  it 
may  be  soaked  for  some  time  in  a  solution  of  chromic  acid,  and 
then  subjected  to  examination ;  or  lastly,  it  may  be  dried, 
soaked  in  oil  for  a  considerable  time,  and  a  thick  perfectly 
transparent  section  made,  which  may  be  ground  to  any  re- 
quired degree  of  tenuity;  the  surfaces  may  be  afterwards 
polished.  Sections  prepared  in  this  manner  may  be  mounted 
in  Canada  balsam. 

In  examining  cataracts  we  should  carefully  observe  the 
microscopical  characters  of  the  soft  external  pulpy  part,  as 
weU  as  of  the  hard  internal  nucleus.  In  many  of  these  cases 
numerous  oil-globules  will  be  observed,  which,  from  my  own 
observations,  appear  to  consist  chiefly  of  cholesterine  held  in 
solution  in  an  oily  fat ;  and  other  larger  globules,  consisting  of 
some  very  transparent  substances  presenting  nearly  the  same 
refracting  powers  as  this  portion  of  the  lens,  but  CAadently  of 
very  different  composition,  as  they  are  not  miscible  with  it. 
Occasionally,  also,  small  plates  of  cholesterine  have  been  noticed. 
There  is  always  much  granular  matter. 
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In  examining  the  character  of  the  fibres  of  the  lens,  it  is 
better  to  boil  it  previously,  and  tear  off  a  few  fibres  with  for- 
ceps :  these  may  be  afterwards  carefully  separated  from  each 
other  with  needles.  The  arrangement  of  the  fibres  should  be 
examined  in  difierent  animals,  especially  in  the  human  subject, 
the  ox,  the  horse,  and  in  fishes.* 

If  the  disposition  of  the  fibres  of  the  surface  of  the  lens  is  to 
be  shown,  it  requires  hardening  in  a  solution  of  chromic  acid. 
The  lens  may  then  be  examined  in  a  deep  glass  cell  (§  73),  in 
some  of  the  chromic  acid  solution  with  a  low  power. 

*  Todd  and  Bowman's  "Physiology,"  ctap.  xvii. 


Upon  the  subjects  treated  of  in  the  last  chapter,  amongst  many  others, 
the  following  works  should  be  consulted : — 

Various  articles  in  the  "  Cyclopaedia  of  Anatomy  and  Physiology ;" 
"  Kolliker's  Handbook,"  translated  by  Busk  and  Huxley  for  the  Sydenham 
Society;  Todd  and  Bowman's  "Physiology;"  "Chemistry  of  Vegetable 
and  Animal  Physiology,"  Mulder;  "  Lectures  on  Clinical  Medicine," 
Dr.  Bennett,  1853.  "  Chemie  und  Mikroskop  am  Krankenbette,"  Dr. 
Hoefle.— Erlangen,  1850. 
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CHAPTER  XI. 

MORBID  aEOWTHS — ENTOZOA — TEGETABLE  PARASITIC 
STBUCTXTKES. 

189.  General  Characters   of  Tumors. — Morbid  growths  and 

tmnors  are  met  witli  in  various  parts  of  tlie  body,  sometimes 
appearing  quite  superficially,  being  united  to  the  adjacent  tissue, 
by  tbe  intervention  of  a  long  narrow  pedicle  containing  the 
necessary  vessels  and  nerves  for  tbe  supply  of  tbe  tumor; 
wbile  in  other  instances  we  find  tumors  deeply  imbedded  in 
the  substance  of  solid  organs,  such  as  the  liver  or  brain,  and 
deriving  their  nutriment  from  every  point  of  the  surrounding 
texture. 

Sometimes  a  tumor  is  produced  by  the  rapid  gro'Ri;h^  of 
a  tissue  at  a  particular  point,  and  it  therefore  consists 
simiDly  of  the  elements  of  this  tissue.  Patty  tumors,  certain 
tumors  of  a  fibrous  structure,  exostoses  fi-om  bones,  and 
many  others,  are  produced  in  this  way,  and,  as  might  be  ex- 
pected, but  little  diflerence  can  be  made  out  between  their 
minute  structure  and  that  of  the  tissue  of  which  they  are,  as 
it  were,  the  off-growth.  In  other  instances,  however,  and  these 
extremely  numerous,  the  morbid  growth  is  found  to  possess  a 
structure  of  a  much  more  complicated  character ;  and  although 
it  may  contain  the  elements  of  one  or  more  of  the  tissues  in  a 
healthy  state,  it  cannot  be  compared  with  any  textm-e  of  the 
body  in  a  normal  condition ;  neither  can  any  individual  charac- 
ters be  laid  down,  by  which  many  of  these  gro^^i;hs  could  be 
included  in  well-defined  classes. 

Although  possessing  certain  points  in  which  many  resemble 
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one  another,  there  are  other  peculiarities  which  often  render  it 
difficult  to  apply  to  them  any  specific  name.  Not  only  is  there 
a  difficidty  in  defining  the  species  of  different  tumors  by 
their  microscopical  characters,  but  the  so-caUed  benign  tiunors 
pass  by  almost  imperceptible  shades  into  those  of  a  malig- 
nant and  dangerous  natui-e. 

It  is  hardly  possible  to  indicate  the  most  important  points  in 
the  structure  of  tumors  without  referring  more  or  less  to 
their  distinctive  anatomical  peculiarities.  I  must,  therefore, 
very  briefly  enumerate  those  which  appear  to  me  the  most  im- 
portant, referring  for  more  complete  information  on  the  micro- 
scopical structm-e  to  the  different  works  on  the  subject, 
especially  to  Professor  Bennett's  work,  and  those  referred  to 
in  the  note  in  page  165. 

In  taking  a  general  suxvey  of  the  more  common  morbid 
growths  which  are  brought  under  our  notice,  and  examining 
carefully  into  the  tissues  involved,  or  inquiring  from  what 
particular  texture  the  morbid  structure  has  originally  sprung, 
we  cannot  fail  to  remark  the  peculiarly  localized  condition  of 
many  of  these  tumors :  often  an  enormous  mass  appears 
to  have  been  formed  by  the  rapid  and  circumscribed  growth  of 
one  or  more  elements  of  a  tissue ;  as,  for  instance,  by  a  re- 
dundant growth  of  epithelium  on  some  part  of  the  cutaneous 


Fig.  128. 


surface,  large  warts  are  produced.  By  simple  hypertrophy  of 
the  subcutaneous  areolar  tissue  of  the  leg  and  foot,  or  of  that 
of  the  scrotum,  most  formidable  diseases  are  caused.  Subcu- 
taneous fibrous  tumors  depend  upon  a  morbid  development  of 
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the  same  tissue,  only  circumscribed.  Tig.  128  shows  the 
general  appearance  of  hypertrophied  cellular  tissue.  The 
specimen  from  which  this  drawing  was  made,  was  taken  from 
the  scrotum  of  a  patient  operated  upon  by  Mr.  Fergusson. 
Upon  the  addition  of  acetic  acid  to  the  preparation,  the  fibres 
of  the  yellow  element,  a,  became  very  distinct.  By  a  rapid 
and  irregular  development  of  epithelium  in  various  parts  either 
of  the  cutaneous  or  mucous  surface,  which  extends  inwards, 
and  gradually  invades  deeper  structures,  a  class  of  tumors 
and  ulcers  are  produced  which  have  been  deservedly  termed 
"  malignant,"  in  many  senses  in  which  that  word  has  been 
used.  To  these  tumors,  which  more  or  less  closely  resemble 
those  of  a  truly  cancerous  nature,  the  term  "cancroid"  has 
lately  been  applied. 

The  truly  cancerous  growths  frequently  commence  deep  in 
the  substance  of  a  t'issue,  and  gradually  make  their  way  towards 
the  surface :  they  arise  from  a  peculiar  condition  of  the  system 
generally,  which  we  know,  in  many  instances,  to  be  hereditary, 
and  they  often  exist  in  different  and  very  distant  parts  of  the 
body  at"  the  same  time.    The  cells,  of  which  these  tumors  are 
in  great  part  composed,  possess  an  inherent  power  of  multipli- 
cation, so  that  if  one  of  them,  or  even,  perhaps,  a  portion  ^  of 
its  contents,  obtains  entrance  into  the  blood,  it  may  be  carried 
to  distant  parts  of  the  body,  and  there  become  the  germ  of  an- 
other tumor,  which  shall  encroach  upon  the  structure  in  which 
it  may  have  taken  root.     The  tumor  thus  formed  usually 
resembles  the  original  one  in  its  essential  points  of  structure, 
but  differs  from  it  according  to  the  nature  of  the  tissue  which 
has  been  invaded.    If,  for  instance,  the  growth  takes  place  in 
a  part  where  areolar  tissue  is  abundant,  and  where  there  is 
considerable  resistance  to  its  increase,  we  may  expect  to  find  a 
hard,  condensed,  and  fibrous  tumor  ;  but  if  the  growth  begins 
immediately  beneath  the  siu-face  of  the  peritoneum,  or  in  a 
like  situation,  where  it  will  encounter  little  resistance,  a 
tumor  of  a  very  different  character  will  be  produced    In  this 
latter  case,  a  soft  spongy  tumor  will  probably  be  formed,  in 
which  the  cells  bear  a  much  larger  proportion  to  the  fibrous 
element  than  in  the  former  instance. 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE.  163 


190.  Cancer. — A  caucerous  growth  may  be  described  as 
consisting  of  a  fibrous  matrix  (fig.  129),  more  or  less  abundant, 
and  arranged  so  as  to  form  areolae,  or  interspaces,  upon  the 
walls  of  wliicb  the  vessels  ramify.  These  interspaces  contain 
cells  in  considerable  number,  suspended  in  a  more  or  less 
viscid  fluid,  with  much  granular  matter. 

The  great  difficulty  of  deciding  as  to  the  cancerous  or  non- 
cancerous nature  of  a  tumor,  arises  principally  from  the  fact, 
that  no  single  element,  of  which  the  structure  is  composed,  can 
be  looked  upon  as  characteristic  of  true  cancer.  Neither  the 
chai-acter  of  the  cells,  nor  the  nature  of  the  matrix,  nor  the  ar- 
rangement of  the  elementary  constituents  can  separately  deter- 
mine the  point,  and  it  is  only  by  carefully  noting  the  collec- 
tive appearances  observed  upon  a  microscopical  examination, 
that  we  shall  be  enabled  to  decide.  In  the  great  majority  of 
cases,  however,  it  is  possible  to  speak  with  tolerable  certainty ; 
but  at  the  same  time  it  must  be  borne  in  mind  that  in- 
stances come  under  notice  from  time  to  time,  in  which  the 
most  careful  and  experienced  observers  would  be  imable,  from 
a  microscopical  examination,  to  determine  the  nature  of  the 
tumor. 

The  distinction  between  cancerous  growths  and  osseous  tu- 
mors, fatty  tumors,  and  many  fibrous  tumors,  is  too  obvious 
to  need  explanation ;  and  it  wHl 
be  necessary  here  to  refer  only 
to  a  few  of  those  instances,  in 
which  the  non-malignant  struc- 
txixe  approaches  very  closely, 
ia  its  microscopical  characters, 
to  the  cancerous  growth. 

A  cancerous  growth,  ia  its 
microscopical  characters,  does 
not  resemble,  and  cannot  be 
confounded  with  any  healthy 
texture ;  while  many  of  the 
non-mahgnant  tumors,  in  their 
essential  characters,  bear  great  similarity  to  certain  healthy  tis- 
sues, or  are  actually  identical  with  them  in  structure.  A  section 
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of  a  fatty  tumor  cannot  often  be  distinguished  from  a  section 
of  ordinary  adipose  tissue :  many  fibrous  tumors  resemble 
ordinary  fibrous  tissue.  Epitbelial  growths  frequently  appear 
to  be  made  up  entirely  of  cells,  which  cannot  be  distinguished 
from  healthy  epithelium.  Again,  there  are  certain  large  tumors 
of  the  mamma,  which,  in  intimate  structure,  are  found  to  be 
composed  entirely  of  the  ordinary  gland  tissue. 

From  the  freshly-cut  surface  of  a  cancerous  tumor,  a  more 
or  less  turbid  juice  exudes,  which,  upon  examination  in  the 
microscope,  is  found  to  contain  cells  varying  much  in  size 
and  form,  as  well  as  in  the  character  of  their  contents :  a  few 
fragments  of  fibrous  tissue  ;  a  number  of  free  oil-globules,  and, 
perhaps,  a  few  cells  containing  oil-globules ;  and  much  free 
granular  matter  (fig.  129) . 

Upon  examining  a  thin  section  made  with  a  Yalentin's  knife, 
the  relation  of  these  structural  elements  to  each  other  may  be 
observed.  The  fibres  will  be  seen  to  form  meshes  or  inter- 
spaces, in  which  the  cells  and  fluid  are  contained  (a) .  In  some 
instances  the  fibres  resemble  those  of  ordinary  areolar  tissue  ;^ 
sometimes  they  consist  chiefly  of  fibres  resembhug  those  of 
yellow  elastic  tissue ;  and  not  unfrequently  the  fibres  become 
perfectly  transparent,-  upon  being  treated  with  acetic  acid, 
showing  the  absence  of  the  yellow  element. 

The  cells  vary  much  in  size  and  form  :  they  may  be  perfectly 
round,  or  prolonged  at  either  end  into  delicate  fibres,  or  of 
most  irregular  outline  (fig.  129). 

They  usually  contain  one  nucleus,  but  very  often  two  are 
met  with,  and  not  unfrequently  many  more  may  be  observed. 
The  nuclei  of  diff"erent  cells  often  differ  much  in  size.  The 
nucleus  generally  contains  several  granules,  and  much  gi-anular 
matter  exists  between  it  and  the  cell-wall.  Cells  are  often 
observed  which  contain  several  smaller  ones  in  their  interior ; 
these  have,  on  this  account,  been  termed  "mother-cells"  (b) .  The 
cells  readUy  separate  from  each  other,  and  exhibit  no  tendency 
to  aggregate  together,  nor  do  they  appear  ever  to  have  been  ad- 
herent to  each  other  at  their  margins. 

A  tumor  from  which  a  milky  juice  is  poui-ed  out  from 
the  cut  surface,  and  which,  upon  microscopical  examination. 
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is  found  to  consist  principally  of  ceUs  exhibiting  the  above 
general  characters,  and  arranged  in  the  meshes  of  a  fibrous 
stroma,  may  be  pronounced  to  be  of  a  cancerous  nature. 

Cancerous  tumors  have  been  divided  into  three  principal 
varieties  by  Dr.  "Walshe,  determined  by  the  relative  quantities 
of  the  viscous  juice,  fibrous,  or  cellular  elements  present.  "  If 
the  fibrous  element  be  in  excess,  it  constitutes  scirrhus,  or 
hard  cancer ;  if  the  cells  be  numerous,  encephaloma,  or  soft 
cancer  ;  and  if  the  fluid  abound,  and  be  collected  into  loculi,  or 
little  cysts,  it  is  called  colloid  cancer."  (Bennett.) 

191.  Cancroid  Orowtiis. — Tubercle  corpuscles  and  pus  globules 
are  distinguished  from  cancer-cells  by  their  more  general 
uniformity  in  size,  by  the  nature  of  their  contents,  and  by  other 
characters. — See  '  Tubercle  '  and  '  Pus.' 

Enchondroma  is  distinguished  from  cancer  by  its  general 
cartilaginous  aspect,  by  the  absence  of  milky  juice,  by  the 
character  and  arrangement  of  the  cells,  and  by  the  clear 
transparent  intercellular  substance.  Cartilaginous  tumors  may, 
hovyever,  become  softened  and  broken  down  into  a  pulpy  mass, 
which  closely  resembles,  in  its  microscopical  characters,  true 
cancer.  (Bennett.) 

Fibre-cells. — Certain  forms  of  fibrous  tumors  contain  long 
spindle-shaped  cells,  somewhat  resembHng  some  cancer-ceUs  :  so 
also  in  inflammatory  exudations  cells  are  met  with,  which  in 
general  characters,  are  very  similar  to  true  cancer-cells ;  but, 
as  observed  before,  the  character  of  the  cells  alone  must  not 
be  looked  upon  as  pathognomonic  of  the  nature  of  the  growth 
from  which  they  were  taken. 

Epithelial  Growths. — Epithelial  Cancer. — Epithelioma. — The  tu- 
mors included  under  these  heads  resemble  the  cancerous 
growths  more  closely  than  any  other.  The  distinctive  cha- 
racters of  these  have  been  carefully  investigated  by  Professor 
Paget.* 


*  See  also  Bennett,  "  On  Cancerous  and  Cancroid  Growths."  Lebert, 
"  Traits  pratique  des  maladies  Cancereuses  et  des  affections  curable  con- 
fondues  avec  le  Cancer."  Paget,  "  Lectures  on  Tumours,"  1853.  Walshe, 
"  The  Nature  and  Treatment  of  Cancer." 
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Under  this  head  are  included  the  following  forms  of  disease : 
cancer  of  the  lip,  noli  me  tangere,  cauliflower  excrescence  of  the 
uterus,  chimney-sweeps'  cancer,  &c. 

Common  warts  consist  merely  of  a  superabundant  secretion 
of  the  epithelial  cells  of  the  ciiticle ;  and  the  tubercles,  which 
occur  on  the  external  generative  organs,  present  a  similar 
structure. 

In  cancer  of  the  lip,  tongue,  &c.,  fissures  are  formed,  in  which 
an  abundant  growth  of  epitheliu.m  takes  place,  accompanied 
with  an  ichorous  discharge.  The  edges  become  indurated,  and 
as  the  disease  gradually  advances,  it  proceeds  from  the  surface, 
and  invades  deeper  structures. 

If  a  thin  section  of  one  of  these  growths  be  examined,  inter- 
spaces will  be  observed  (fig.  130),  from  the  walls  of  which  the 
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cells  appear  to  grow.  The  cells  often 
seem  to  be  arranged  in  lamiuse; 
they  do  not  vary  so  much  in  size 
and  form  as  the  cells  of  true  cancer ; 
the  nuclei  do  not  differ  much  in  size; 
they  rarely  contain  many  nucleoli, 
and  usually  adhere  to  each  other  by 
their  margins ;  frequently  three  or 
four,  or  more,  will  be  found  united 
together.  In  fact,  these  cells  very 
nearly  resemble  in  their  general  characters  the  ordinary  epi- 
thelial cells  of  the  surface,  upon  which  the  growth  is  de- 
veloped. 

In  fig.  130  is  shown  the  appearance  of  a  section  of  a  speci- 
Fig.  131.  men  of  epithelial  cancer  magnified 

about  40  diameters.  Fig.  131  re- 
presents the  cells  from  the  same 
tiunor  under  a  quarter-of-an-incli 
object-glass. 

The  most  important  distinctive 
characters  between  the  cells  of  can- 
cerous tumors,  and  those  of  non-can- 
cerous (cancroid)  growths,  which  are  most  liable  to  be  mistaken 
for  them,  are  represented  in  a  tabiilar  form  as  follows  :— 
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Cancerous. 

Cells  not  connected  with  the  ma- 
trix iu  a  regular  manner,  or  form- 
ing lamintB. 

Cells  ditfering  much  from  each 
other  in  size  and  form. 

Cells  readily  separable  from  each 
other. 

Cells  not  connected  together  at 
their  margins;  their  edges  seldom 
forming  straight  lines. 

Cells  containing  several  smaller 
cells  in  their  interior  often  met  with. 

Nuclei  vai-ying  much  in  size  and 
number  in  different  cells. 

Juice  scraped  from  the  cut  sur- 
face containing  many  cells  floating 
freely  in  the  fluid,  and  not  connected 
with  each  other. 


Cancroid. 

Cells  connected  with  the  matrix, 
often  forming  distinct  laminee. 

Cells  resembling  each  other  in 
size  and  general  outline. 

Cells  often  cohering  by  their 
edges,  which  generally  form  straight 
lines  ;  three  or  four  cells  being  fre- 
quently found  united  together. 

Cells  usually  containing  one  nu- 
cleus. 

Nuclei  not  varying  much  in  size 
in  different  ceUs. 

Juice  scraped  from  the  cut  sur- 
face containing  small  collections  of 
cells,  which  are  often  connected  with 
each  other. 


192.  Examination  of  Morbid  Oro^vthu.  The  SecretioD,  if  SUch 

exist,  on  the  free  surface  of  the  tumor  should  be  first  sepa- 
rately examined:  secondly,  the  microscopical  characters  of 
the  juice,  which  exudes  from  the  freshly-cut  surface  should  be 
ascertained :  and,  lastly,  a  thin,  section  ought  to  be  made,  in 
order  to  determme  the  relation  of  the  constituents  of  tlie 
tumor  to  each  other,  and  especially  the  proportions  in  which 
the  different  elements  are  present.  Its  connexion  witli  sur- 
romiding  structures  may  be  seen  by  examining  a  thin  section, 
which  should  include  a  portion  of  the  adjacent  texture  ;  and 
these  observations  should  be  made  first  with  low  powers,  and 
afterwards  with  a  power  of  about  200  diameters. 

The  disposition,  arrangement,  and  general  direction  of  the 
fibres  m  the  fibrous  portion  of  the  tumor  should  be  carefully 
noted,  and  the  form,  size,  shape,  and  contents  of  the  cells  (es- 
pecially with  reference  to  the  presence  or  absence  of  grautilar 
matter,  nuclei,  &c.),  should  be  especially  dwelt  upon.  Every 
opportunity  should  be  taken  of  carefully  delineating  the  ap- 
pearances observed,  in  order  that  the  structure  of  one  tumor 
may  be  compared  with  that  of  others  which  may  subsequently 
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fall  under  notice,  and  if  the  growth  presents  anything  unusual 
a  section  ought  to  be  put  up  in  some  preservative  fluid. 
Accurate  notes  should  be  made  of  every  examination,  and 
entered  in  a  note-book  kept  for  the  purpose. 

Sections  of  most  tumors,  provided  they  do  not  contain 
osseous  deposit,  are  advantageously  made  with  a  Valentin's 
knife. 

In  examining  the  cells  it  is  better  to  wet  them  with  a 
little  serum  or  giun-water,  for  sometimes  if  water  alone  be  em- 
ployed, they  become  distended  and  burst. 

Lastly,  the  influence  of  certain  chemical  reagents  upon  the 
sections  and  portions  scraped  from  the  cut  surface  must  be  as- 
certained. The  most  important  reagents  in  the  examination  of 
morbid  growths  are  acetic  acid,  solution  of  soda,  and  ether ;  but 
the  stronger  acids  and  other  tests  will  occasionally  be  required. 
The  two  former  are  of  advantage  in  rendering  the  tissues  more 
transparent,  and  displaying  the  nuclei.  Ether  is  sometimes 
required  to  ascertain  if  certain  globules  which  resemble  fatty 
matter,  are  really  of  this  nature. 

193.    Preservation     of     Morbid     Growths.  The     fluid,  I 

beheve,  which  wiU  be  found  most  efilcacious  for  this  purpose,  is 
the  solution  of  creosote  (97),  but  this  is  not  in  all  cases  satisfac- 
tory. The  other  preservative  solutions  which  I  have  yet  tried, 
so  t'otaUy  alter  the  characters  of  the  cellular  tumours,  as  to 
obUterate  all  appearance  of  their  former  sti-ucture.  I  have 
found  it  best  to  cut  off  small  pieces  of  the  tumor,  and 
place  them  in  a  Uttle  bottle  with  creosote  fluid,  which 
must  be  changed  two  or  three  times.  Each  bottle  should  be 
carefuUy  labelled.  Sections  must  then  be  cut  when  it  is  in- 
tended to  submit  the  tumor  to  examination.  Thin  sections 
put  up  in  cells  do  not  usually  keep  well. 

ENTOZOA.  EPIZOA. 

194.  Examination  of  Entozoa.— The  microscopical  examina- 
tion of  entozoa  does  not  usually  present  any  great  difficulty. 
The  smaUer  species  may  be  examined  entire  ui  the  usual  way ; 
but  the  larger  ones  require  dissection,  and  as  the  structures  are 
often  very  delicate,  the  dissection  had  better  be  performed 
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under  water  after  tlie  creature  is  quite  dead,  and  muscular  con- 
tractility has  passed  off. 

Entozoa  may  be  mounted  in  preservative  fluids,  or  dried  and 
placed  in  balsam. 

The  small  thread-worms  (Ascaris  vermicularis)  are  very  com- 
mon ia  children,  and  occur  chiefly  in  the  rectum. 

The  Tricocephalus  dispar  is  met  with  in  the  csecum  and  colon. 

The  Ascaris  liunbricoides  is  usually  found  ia  the  small  intes- 
tines. 

195.  Tape-Woriu. — The  commou  English  tape-worm  (Tcenia 
solmn)  is  often  met  with.  A  fresh  joint  may  be  placed  imder 
the  microscope  and  examined  with  low  powers.  If  dried  upon 
a  glass  slide,  and  mounted  in  Canada  balsam,  it  makes  a  very  in- 
structive preparation.  The  ovaries  of  many  joints  will  be  foimd 
to  be  quite  distended  with  ova,  some  of  which  should  be  squeezed 
out  and  mounted  separately. 

The  head  is  not  easily  procured.  It  may  be  examined  in 
fluid  with  an  inch  object-glass  as  an  opaque  preparation,  or  it 
maybe  put  up  ia  balsam,  but  it  must  be  cbied  with 'great 
care.* 

The  broad  tape-worm  {Bothriocephalus  latus)  is  seldom  met 
with  in  this  country.  It  may  be  examined  and  preserved  in 
the  same  manner  as  the  common  tape-worm. 

_  *  Means  of  procuring  the  head  of  the  Tape-worm.— li  may  be  advantageous 
just  to  refer  to  the  most  effectual  manner  of  obtaining  the  head  of  the 
tape-worm.  Of  aU  the  remedies  I  have  seen  tried,  the  ethereal  oil  of  male 
fern  is  certainly  the  most  efficacious.  Out  of  about  thirty  cases  which  were 
treated  by  the  physicians  of  King's  CoUege  Hospital,  the  head  was  expelled 
m  SIX  or  seven.  Some  of  the  patients  had  been  treated  with  kousso  and 
others  with  the  oil  of  male  fern.  AU  the  successfvd  cases  had  been  treated 
with  the  latter ;  indeed,  although  I  have  seen  many  cases  treated  with  liousso 
I  never  was  successfiil  in  finding  the  head;  the  greater  part  of  the  worm' 
however,  was  invariably  expelled.  The  oil  of  male  fern  was  administered 
as  foUows:-two  drachms  to  half  an  ounce,  according  to  age,  &c.,  were 
suspended  m  eight  ounces  of  water,  with  the  aid  of  mudlage.  After 
fasting  for  twenty-four  hours,  (only  a  little  water,  or,  at  most,  mUk  being 
aUowed,)  the  patient  was  made  to  take  the  draught  early  in  the  morning^ 
and  an  hour  or  an  hour  and  a  half  afterwards,  a  dose  of  castor-oil  was 
given.  The  worm  was  usually  expelled  in  the  course  of  llie  day.  The 
fasting  appeared  to  be  a  very  essential  part  of  the  treatment. 
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196.  Hydatids,  Echinococci.— Hydatids  are  not  unfrequently 
met  with  in  tlie  post-mortem  theatre.    They  are  usually  found 
in  the  form  of  large  cysts,  occupying  a  considerable  portion 
of  the  liver.    The  parent  cyst  is  often  surrounded  by  a  layer 
^of  purulent  fluid.    Upon  opening  this  parent  cyst  numerous 
smaller  rotmd  cysts  (acephalo-cysts)  with  much  fluid,  escape. 
The  walls  of  the  cysts  are  usually  quite  white,  not  unlike  the 
boiled  white  of  egg ;  and  they  vary  much  in  thickness.  The  exter- 
nal surface  is  smooth,  but  the  internal  appears  more  transparent 
and  granular.    The  granular  appearance  arises  from  the  pre- 
sence of  little  elevations  with  which  the  surface  is  studded. 
By  scraping  these  gently  with  a  knife,  not  unfrequently  many 
echinococci  will  be  removed.    These  may  also  be  obtained  by 
allowing  the  fluid  contents  of  the  acephalo-cysts  to  flow  mto  a 
Pi    130  conical  glass.    After  a  short  time  the  echi- 

nococci sink,  and  may  be  removed  with  a 
pipette. 

rig.  132  represents  the  appearance  of  echi- 
nococci magnified  with  an  inch  object-glass, 
and  in  fig.  133  are  shown  two  specimens 
magnified  with  a  quarter  (about  220  diame- 
ters)    In  one  of  these  the  hooks  are  seen  to  be  extruded, 
a  condition  which  has  been  considered  to  result  from  the  occur- 
rence of  endosmosis  and  commencing  decomposition. 

Fig.  133. 


A  thin  section  of  the  waUs  of  the  cyst  shows  a  laminated 
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fresh.  The  structure  of  the  wall  appears  homogeneous,  or  at 
most  slightly  granular. 

If  a  little  of  the  fluid  from  the  interior  be  evaporated  upon  a 
glass  slide,  numerous  crystals  of  chloride  of  sodium  will  be 
formed  (§  313),  their  form  depending  upon  the  degree  of  rapidity 
with,  which  the  evaporation  has  been  conducted. 

The  cliaracter  of  the  claws  (fig.  133  a)  should  be  particularly 
noticed,  as  their  presence  is  characteristic  of  echinococci. 

Hydatids  are  occasionally  expectorated  ;  usually  in  conse- 
quence of  the  cyst  in  the  Hver  openiaig  into  the  base  of  one  lung. 
The  appearance  of  the  cysts  in  the  sputum  will  generally  direct 
attention  to  the  origin  of  the  pulmonary  mischief,  but  the 
observation  should  be  always  confirmed,  if  possible,  by  the 
microscopical  examination  of  the  claws  or  hooks. 

The  echinococci  may  be  preserved  in  the  creosote  solution 
(§  97),  or  in  preservative  gelatine  (§  99). 

The  hooks  may  be  readily  preserved  moist  in  fluid,  or  dry  in 
Canada  balsam. 

197.  Other  Eiitozoa.— The  Trichina  spiralis  is  a  rare  species 
ofentozoon  contained  in  small  cysts,  which  are  sometimes 
found  in  the  voluntary  muscles. 

The  Cysticercus  cellulossB,  like  the  Trichina,  also  infests  the 
muscles,  but  it  has  been  met  with  in  a  few  instances  within  the 
chamber  of  the  eye. 

The  common  fluke  {Distoma  hepaticum)  forms  a  very  inte- 
resting object  for  examination.  One  species  may  generally  be 
met  with  in  the  bile-ducts  of  the  ox  and  sheep. 

The  only  other  entozoon  which  need  be  alluded  to  here  is  the 
Strongylus  gigas,  the  largest  of  the  entozoa.  This  is  very  rarely 
met  with  in  man,  but  is  not  unfrequently  seen  amongst 
animals.  It  is  usually  found  in  the  kidney.  Some  years  ago 
I  met  with  three  of  these  creatures,  two  males  and  a  female 
coUed  up  m  what  had  been  the  kidney  of  a  dog,  but  which 
was  now  reduced  to  a  thin  membranous  cyst.  The  ureter  was 
quite  pervious,  and  the  mucus  on  the  surface  of  its  mucous 
membrane,  with  that  of  the  bladder,  contained  very  numerous 
ova.  Eor  microscopical  examination  of  the  tissues  of  this 
creature,  it  must  be  dissected  under  water.    The  intestine  is 
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square  and  contains  altered  blood.    The  ova  form  beautiful 

objects.  J 
198.  Epi^oa.— The  only  epizoa  wbicb  need  be  referred  to 

here  are  tbe  itcb  insect  (Acarus  scahiei)  and  the  entozoon 
from  the  sebaceous  follicles  {entozoon,  or  demodexfolliculorum)  .  The 
first  is  rather  difEcult  to  procure.  They  must  be  extracted  from 
the  itch  pustules  or  vesicles  by  passing  a  fine  needle  mto  the 
biu-row,  the  opening  of  which  is  always  at  the  side,  and  may  be 
known  by  the  presence  of  a  little  dark  point ;  but  this  Acarus  wiU 
only  be  found  in  a  few  instances.  To  catch  the  insects  requures 
practice  and  dexterity.  The  male  is  much  smaller  than  the 
female.  They  may  be  dried  carefuUy  at  a  gentle  heat,  and 
preserved  in  Canada  balsam.  ,  •    ^t,   m-  i 

The  entozoon  folliculorum  is  generally  present  m  the  follicles 
of  the  skin  of  the  scalp,  chin,  and  other  parts  of  the  face.   It  may 
usually  be  procured  very  readily  from  the  nose,  by  squeezing 
out  the  contents  of  the  sebaceous  foUicles  by  pressmg  the  skm 
firmly  between  the  finger  and  thumb,  or  between  two  of  the 
fineer-nails.    The  white  cheesy  matter  thus  expressed  must 
be  torn  with  needles,  and  then  placed  on  a.shde  m  a  drop  of 
oU  and  covered  with  thin  glass.    One  or  two  of  the  entozoa 
will  usually  be  found.    There  are  two  varieties   and  these 
are  constantly  met  witb  in  the  same  individual     One  is  much 
longer,  and  the  body  more  thin  and  taper  than  the  other.* 
•  I  have  found  them  in  considerable  number  m  the  wax  which 
collects  in  the  ear.    If  the  wax  is  tolerably  moist  the  addition 
of  oil  is  unnecessary. 

EXAMIITATIOK  01?  TEaETABLE  PAEASITIC  STETTCTimES. 

There  are  certain  vegetable  structures  of  a  very  low  orgamza- 
tion  which  not  unfrequently  fall  vmder  the  notice  of  the  prac- 
titioner. Some  of  these  are  found  growmg  upon  the  surface  of 
theTkin  or  mucous  membrane  in  certain  forms  of  disease,  while 
others  are  met  with  in  the  recent  fluid  secretions,  or  become 
dive  oped  at  different  periods  of  time  after  the  secretions  have 
tft  the  body.    A  few  of  the  most  important  .nil  be  briefl, 

referred  to  in  this  place.  ^ 

*  Todd  and  Bowman's  "  Physiologj-,"  vol.  i.  p.  425. 
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rig.  134  shows  the  general  characters  of  a  fuiigus  which  is 
t)fteu  developed  in  acid  m'ine  (FeniciUum  glaucuin). 


199.  The  Achorion  SchociUeinii  tisually  appears  as  elongated 
vesicles,  of  a  more  or  less  oval  form  (fig.  135  a),  many  of  them 
being  rather  irregular  and  varying  Y\g.  135. 

much  in  size,  but  often  joined  end  to 
end  so  as  to  form  branches.  This 
fungus  grows  in  the  hair  follicle, 
and  is  also  found  in  abundance 
amongst  the  epitheliimi  in  the  neigh- 
bom-hood.  It  may  frequently  be 
seen  within  the  hair  in  considerable 
quantity  (fig.  185),  and  may  be  found 
in  abundance  in  the  Httle  honeycomb- 
like masses,  termed  favu's  crusts. 

The  favus  consists  of  a  little  cavity 
filled  with  spores  of  the  fiuigus,  gra- 
nules, and  epithelial  cells  (fig.  136). 
One  or  two  hairs  usually  pass 
through  the  centre  of  the  favus.  The 
fungus  is  composed  of  the  mycelium  (a),  or  the  proper'  substance 
of  the  plant;  of  a  receptacle  (b),  or  sporangium,  which  contains 
the  reproductive  organs;  and  the  reproductive  organs  themselves, 
or  the  spores. 

This  fimgus  occurs  in  Tinea  favosa,  'Porrigo  favosa,  scutulata, 
&G.  The  favus  may  be  placed  upon  a  glass  slide,  moistened 
with  water,  and  subjected  to  microscopical  examijiation.  "When 
the  hair  is  to  be  examined  the  same  course  is  pursued,  but 
it  will  often  be  found  advantageous  to  treat  it  with  a  drop 
of  solution  of  potash,  which  renders  the  hair  more  transparent, 
and  the  fungus  more  distinct. 
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There  are  several  other  species  of  fungi  infesting  the  hair. 
The  IVicophyton  tonsurans  is  found  in  the  form  of  very  minutS 
oval  or  rounded,  and  perfectly  transparent  cells,  within  the  bulb. 


Fig.  136. 


and  in  the  central  canal  of  the 
hair,  "When  it  occurs  external 
to  the  canal  of  the  hair,  its  pre- 
sence depends  upon  the  hair 
having  been  broken,  and  the  es- 
cape of  the  contents. 

Other  species  are  found  in  the 
epithelium  of  the  skin.  That  con- 
ation of  the  skin  termed  Pityri- 
asis versicolor  depends  upon  the 
epithelial  cells  in  the  coloured 
situations  being  infested  with  spores  of  another  of  these 
minute  fungi.  Cases  have  occurred  in  which  a  previously 
healthy  individual  has  been  infected  with  the  disease,  after 
having  slept  with  a  patient  suffering  from  this  affection. 

Parasitic  plants  are  met  with  in  the  following  skin  dis- 


eases : — 

1.  Tinea  tondens. 

2.  Tinea  favosa. 

3.  Meutagra. 

200.  Aphthse  ;  lYIuguet. 

Fig.  137. 


It  is  placed  under  the 


4.  Pityriasis  versicolor. 

5.  Porrigo  decalvans. 

6.  Plica  polonica. 

—The  aphthae  which  occur  upon  the 
mucous  membrane  of  the  mouth 
and  pharynx  of  iU-nourished  infants, 
and  the  whitish  matter  resembling 
false  membrane,  which  is  sometimes 
formed  in  the  same  situations  in 
adults,  who  have  long  suffered  from 
exhausting  diseases,  and  to  which 
the  term  muguet  has  been  applied, 
are  composed  of  a  vegetable  fungus, 
which  was  first  described  in  1842 
by  Grruby,  and  has  been  spoken  of 
by  him  under  the  names  of  aphta- 
phyte  and  cryptogames  du  muguet. 
genus  Oidium,  and  termed  Oidium 
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albicans  by  Eobin.  The  appearance  of  this  fungus  is  shown 
in  fig.  137,  whicli  is  taken  from  M.  Eobin' s  work.* 

Low  forms  of  cryptogamia  have  also  been  found  in  the  lung 
by  Prof.  Bennett,  and  have  been  noticed  in  the  stools  by  him 
as  well  as  by  Dr.  Farre,  and  other  observers. 

The  examination  of  these  vegetable  growths  in  the  micro- 
scope presents  no  dif&culty ;  but  without  care  they  may  readily 
be  passed  over  unobserved,  as  their  structure  is  very  delicate, 
and  they  are  generally  found  accompanied  with  epithelial  cells 
and  much  debris.  A  very  small  piece  only  should  be  submitted 
to  examination,  and  should  be  moistened  with  a  little  water 
or  dilute  syrup.  They  may  be  seen  with  a  power  of  200 ; 
but  to  bring  out  their  characters  clearly,  requires  a  power  of 
500  to  600. 

201.  Sarcina  VcntricuU.f — This  body  is  a  species  of  alga 
which  was  originally  discovered  by  Goodsir,  in  1842,  among 
the  matters  vomited  by  a  patient.  Since  this  period  it 
has  been  found  by  a  great  many  observers,  and,  indeed,  may 
now  be  looked  upon  as  by  no  means  uncommon  (fig.  138). 

The  vomited  matters  have  much  the  appearance  of  yeast, 
and  fermentation  proceeds  for  some  time  after  they  have  been 
ejected.  In  vomit  presenting  these  charac- 
ters, the  sarcinae  are,  I  believe,  never  absent ; 
but  they  have  been  found  in  other  cases  and 
in  other  situations  :  by  Lebert,  in  a  case  of 
cancer,  accompanied  with  black  vomiting ; 
and  by  myself  in  a  case  in  which  there  was 
a  very  abundant  ejection  of  coflTee-ground 
vomit  for  a  few  days  before  death.    In  this  specimen  the 


*  "  Histoire  naturelle  des  vegetaux  parasites  qui  croissent  sur  rhomme,  et 
sur  les  animaux  vivants."  Paris,  1853. — See  also  a  review  of  this  work, 
by  Dr.  Parkes,  in  the  "  British  and  Foreign  M  edico-Chirurgical  Review,' 
October,  1853. 

t  M.  Robin  has  arranged  it  under  the  genus  Merismopoedia  (Meyen),  and 
he  calls  it  Merismopoedia  ventriculi. 
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sarcinse  were  very  abundant,  but  there  was  no  tendency  to 
fermentation.* 

The  sarcina  has  been  found  in  the  urine,  three  times  by 
Heller,  once  by.  Dr.  Mackay  of  Edinburgh,  twice  by  Dr. 
Johnson,  and  twice  by  myself.f  In  the  fseces  it  has  been  met 
with  fi'equently  by  Bennett  and  Hasse  ;  it  was  observed  by 
Yii'chow  in  an  abscess  of  the  lung,  and  once  by  Dr.  Jenner  in 
the  fluid  of  the  ventricles  of  the  brain. 

In  all  the  cases  which  have  come  under  my  own  observation, 
the  matter  in  which  the  sarcina  was  present  was  acid,  although 
iai  several  instances,  in  consequence  of  the  ejection  of  much 
clear  fluid  (pyrosis),  the  vomit  generally  had  an  alkaline  re- 
action. But  in  these  cases,  the  brown  flocculi  which  contained 
the  sarcinse  were  intensely  acid.  The  sarcina  is  generally, 
but  not  invariably,  accompanied  with  a  great  number  of  oval 
torulge,  which  vary  considerably  in  size  and  form  in  different 
cases  (fig.  138  b) .  These  torulse  were  not  present  in  the  speci- 
mens of  urine  which  contained  the  sarcinse.  In  the  accom- 
panying wood-cut  (p.  175)  a  partially  digested  starch  granule  is 
shown  at  d,  and  an  oil  globule  at  c. 

By  the  action  of  acids  and  alkalies  the  sarcina  becomes 
paler,  but  is  not  destroyed  by  these  reagents  even  if  warm. 
The  cells,  however,  exhibit  a  tendency  to  separate  fi'om  each 
other  in  a  quadruplicate  manner.  Iodine  conununicates  a 
slightly  brown  colour  to  it.  It  is  not  destroyed  by  the  decom- 
position of  the  vomited  matters  in  which  it  was  developed ;  but 
in  one  case,  in  which  it  was  present  in  the  urine,  the  cells 
were  completely  broken  down,  and  all  traces  of  them  lost,  as 
the  fluid  decomposed  and  became  alkaline.  The  development 
of  the  sarcina  has  been  investigated  by  Prerichs  in  a  dog  with 
a  fistula  in  his  stomach.  . 


*  With  reference  to  the  symptoms  occurring  in  these  cases,  see  Dr. 
Todd's  "  Clinical  Lectures,"  "  Medical  Times  and  Gazette,"  May  2nd,  1851. 

t  For  the  opportunity  of  observing  the  sarcina  in  one  of  these  cases,  I 
have  to  thank  my  friend  Mr.  Brown,  of  Lichfield. 
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202.  Other  forms  of  aigsB  are  foimd  ill  different  situations ; 
for  instance,  in  the  cavity  of  the  mouth,  especially  towards  the 
back ;  mixed  with,  and  adhering  to, 
or  growing  from  the  ceUs  of  epithe- 
lium, will  be  seen,  with  a  power  of 
200  or  higher,  a  vast  number  of 
little  hair-like  bodies,  which  consist 
of  filaments  of  a  very  minute  alga 
(Leptothrix  buccalis) .  The  filaments 
grow  upon  any  small  particles 
of  food  which  may  remain  entan- 
gled in  the  epitheliiun  of  the  mouth. 
The  papillfe  at  the  back  of  the  tongue  are  thickly  covered  with 
very  long  filaments,  consisting  almost  entirely  of  this  alga 
(fig.  139)  ;  it  is  very  abundant  between  the  teeth,  and  the 
so-called  tartar  is  partly  composed  of  it. 

Similar  vegetable  growths  have  been  fovmd  in  the  stomach, 
intestines,  and  faeces.  One  species  occurs  in  the  mucus  of  the 
uterus. 

The  examination  of  these  substances  presents  no  difficulty. 
Sarcinae  may  be  removed  with  a  pipette  from  fluids  in  which 
they  subside  as  a  deposit,  or,  in  cases  where  the  mass  is  very 
viscid,  with  the  handle  of  a  knife.  If  necessary,  a  little  water 
may  be  added,  and  the  whole  covered  with,  thin  glass,  which 
often  requires  to  be  pressed  down  firmly,  in  order  to  obtain  a 
very  thin  stratum  for  examination. 

To  examine  the  algae  from  the  mouth,  it  is  only  necessary  to 
scrape  the  upper  surface  of  the  tongue,  and  examine  the 
epithelium  and  debris  removed  in  the  usual  way,  and  moistened 
with  a  little  water^under  the  microscope. 
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CHAPTER  XII. 


OP    MAMNG    SECTIONS    OP    HABD    TISSUES — IIJ-STllUMEIfTS — 

GRIND risra  and  polishing  thin  sections— examination 

OF  bone — teeth,  NAIIiS,  HAIR,  &C. 

Of  making  thin  sections  of  hard  tissues. — The  methods  of  exa- 
mination which  have  been  already  described,  are  such  as  are 
applicable  to  the  investigation  of  the  microscopical  charac- 
ters of  soft  tissues  only,  or  textures  which  could  be  readily 
cut  with  an  ordinary  knife ;  but  the  different  methods  of 
operating  when  it  is  necessary  to  obtain  very  thin  sections 
of  hard,  unyielding  tissues,  such  as  horn,  bone,  ivory,  teeth, 
&c.,  will  now  be  considered. 

203.    Cutliiig    thin    sections  with    the   Knife. — Many  hard 

substances,  such  as  nail,  horn,  and  dried  animal  textures,  may 
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be  cut  with  a  strong,  sharp  knife,  or 
with  a  razor;  an  operation  which  is 
easUy  performed  by  placing  the  sub- 
stance upon  a  piece  of  soft  deal  board, 
and,  after  cutting  a  smooth  edge,  re- 
moving a  thin  shaving,  which  may  be 
examined  dry,  or  in  fluid,  or  may  be 
placed  in  Canada  balsam,  as  occasion 
may  require. 

Another  plan  of  cutting  thin  sections 
of  tissues  of  this  description,  is  to  em- 
ploy a  little  instrument  similar  to  that 
which  is  used  for  cutting  thin  sections 
of  wood.  It  consists  essentially  of  a 
small  table,  in  which  there  is  a  hole  in 
the  centre,  provided  with  a  fine  threaded  screw  at  the  bottom 
by  turning  which  any  substance  placed  in  the  hole  may  be  forced 
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any  reqidred  heiglit  above  the  surface  of  the  table.  A  sharp  knife 
is  fixed  to  one  end  of  the  upper  surface,  with  a  moveable  hinge. 
This  knife  can  be  moved  backwards  and  forwards  over  the  hole, 
and  as  the  substance  can  be  gradually  forced  up  by  the  screw, 
sections  of  great  tenuity  may  thus  be  obtained.  A  very 
simple  modification  of  this  piece  of  apparatus  is  represented 
in  the  woodcut  (fig.  140).  This  is  made  entirely  of  brass.  The 
sections  are  cut  off"  with  a  razor  or  strong  knife. 

204.  Cntting  thill  sections  with  the  Saw.  In  Order  to  obtain 

sections  of  bone  and  ivory,  and  tissues  of  this  description, 
sufficiently  thin  and  transparent  for  microscopical  examination, 
it  becomes  necessary  first  to  cut  a  thin  section  with  the  aid  of 
a  sharp  saw,  and  then  to  grind  this  down  to  the  required 
tenuity  upon  a  hone  or  other  smooth  stone.  The  scratches, 
which  are  in  this  process  produced  upon  the  surface,  are 
obliterated  by  subsequent  polishing. 

For  cutting  the  sections  a  fine-toothed  saw  is  required ; 
those  made  of  watch-spring,  set  in  a  bow,  answer  very  well,  but 
almost  any  saw  with  fine  teeth,  and  made  of  tolerably  hard 
steel,  will  be  found  eificient.    The  simplest  and  most  convenient 

Fig.  141. 


form  which  I  have  seen  is  represented  in  fig.  141.  This  saw 
may  be  purchased  for  a  shilling  or  eighteenpence  according  to 
the  size. 

205.  Crriuding  thin  sections  of  hard   Tissues. — The  section 

after  having  been  cut  off"  with  the  saw,  requires  to  be  ground 
thin  before  it  can  be  subjected  to  examination.  It  may  per- 
haps be  as  much  as  the  tenth  of  an  inch  in  thickness  when  the 
grinding  is  commenced,  but  by  rubbing  it  for  a  short  time 
upon  a  smooth  stone  it  may  be  reduced  to  the  proper  degree  of 
tenuity.  Stones  which  are  weU  adapted  for  this  purpose  are 
the  '  Charley  Eorest '  stones,  the  Turkey  stones,  or  the  "Water  of 
Ayr  stones,  about  an  inch  or  more  in  vndth,  and  six  inches  in 
length.  Each  of  the  four  sides  should  be  perfectly  smooth. 
Other  stones,  or  even  a  piece  of  slate,  answer  also  very  well, 
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and  may  be  procured  at  mucli  less  cost.*  The  stone  is  wetted 
with  a  little  water,  and  the  section  rubbed  up  and  down  with 
the  finger,  or  with  a  piece  of  cork  or  leather. 

A  very  good  plan  also  is  to  imbed  the  section  slightly  in  a 
piece  of  warm  gutta  percha,  which  should  extend  only  a  very 
short  distance  beyond  the  edges.  This  is  to  be  rubbed  up  and 
down  on  the  wet  hone,  water  being  added  as  required,  tiU  the 
surface  is  perfectly  smooth,  when  the  section  is  to  be  taken  off, 
turned  round,  and  ground  down  on  the  opposite  side  until  it 
is  sufficiently  thin.  The  section  may  also  be  ground  dovm 
expeditiously  by  rubbing  it  between  two  hones.  If  very  thick, 
it  win  be  better  to  reduce  it  somewhat  with  the  aid  of  a  flat  file 
before  commencing  the  grinding.  After  being  ground  to  what 
is  considered  the  proper  thinness,  the  section  may  be  placed  in 
the  microscope,  when  numerous  dark  lines  will  be  found  all 
over  the  surfaces  ;  these  must  be  removed  by  polishing.  The 
deepest  of  the  scratches  may  be  obliterated  by  rubbing  the 
specimen  upon  a  very  smooth  part  of  the  hone  quite  dry. 

206.  Polisliiiig  tliiii  sections  of  hard  Tissues. — The  polish- 
ing must,  however,  be  completed  upon  a  piece  of  smooth 
plate  glass,  or  upon  a  sort  of  leather  strap  prepared  for  the 
purpose.  A  piece  of  board  about  two  inches  broad,  ten  or 
twelve  long,  and  half  an  inch  in  depth,  is  covered  on  one  sur- 
face with  three  or  four  layers  of  cloth,  soft  leather,  or  flannel. 
The  whole  being  laid  perfectly  smooth  is  to  be  surmounted 
with  a  piece  of  smooth  leather,  sufficiently  large  to  be  tacked 
to  the  sides  of  the  board.  In  this  way  a  firm  and  even  pad  is 
obtained.  On  the  siu-face  a  little  putty  powder  (peroxide  of 
tin)  is  sprinlded  and  moistened  with  water.  The  section  is 
then  to  be  carefully  rubbed  up  and  down,  and  afterwards  the 
polishing  is  to  be  completed  by  rubbing  it  upon  a  part  of  the 
strap  which  is  not  wet.  "Wliitening  may  be  used  instead  of 
putty  powder.  If,  upon  microscopical  examination,  the  sur- 
face is  found  to  be  still  covered  with  scratches,  the  process  of 
polishing  must  be  repeated. 

In  order  to  polish  a  thin  section  of  a  hard  tissue  upon  glass, 

*  Common  stones  adapted  for  grinding  cost  about  threepence  or  four- 
pence  each.    The  Arkansas  oil-stone  is  the  best,  but  verj'  costly. 
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it  is  only  necessary  to  rub  it  rapidly  backwards  and  forwards 
with  the  fingers,  upon  a  piece  of  plate  glass,  until  the  surface 
becomes  quite  smooth. 

207.  Exainiiiaiiou  of  Boiic. — In  order  to  obtain  a  thin  sec- 
tion of  bone  we  proceed  as  above  described ;  grinding  the  sec- 
tion which  has  been  cut  off  with  the  saw,  upon  a  hone,  or  be- 
tween two  pieces  of  hone,  until  suificiently  thin ;  or  the  piece  of 
bone  may  be  attached  to  a  slip  of  glass  with  a  little  Canada 
balsam,  or  other  cement,  and  then  rubbed  down  upon  one  side. 
Afterwards  the  sHde  may  be  warmed,  and  the  section  turned 
round,  in  order  to  grind  the  opposite  side.  The  section  is 
to  be  polished  upon  the  strap,  or  by  rubbing  it  upon  a  slip  of 
plate  glass. 

If  the  bone  contains  much  fat,  it  may  be  remoyed  from  the 
sections  by  placing  them  for  a  few  minutes  in  a  little  ether. 

For  examining  the  lacunge,  a  dry  section  shoiild  be  taken  and 
submitted  to  a  power  of  200,  when  they  will  appear  as  a 
number  of  smaU  black  corpuscles  of  irregular  form.  If  now 
the  specimen  be  wetted  with  a  smaU  drop  of  turpentine,  upon 
microscopical  examination  it  wiU  be  found  that  this  penetrat- 
ing substance  enters  the  canaHculi,  and  may  be  seen  to  fill  the 
lacunee,  displacing  the  air  contained  in  them,  to  the  presence  of 
which  the  dark,  almost  black  appearance  was  due.  When  the 
specimen  has  remained  for  a  short  time  in  turpentine,  the 
lacunse  become  so  transparent  as  to  be  scarcely  visible. 
By  careful  management  the  tm-pentine  may  be  seen  to  enter 
the  lacunse,  while  the  section  is  under  the  microscope. 

In  order  to  examine  the  cartilage  or  organic  basis  of  bone, 
pieces  of  bone  must  be  soaked  in  dilute  hydrochloric  acid 
(consisting  of  about  one  part  of  acid  to  twenty  of  water,  or  rather 
stronger),  until  the  mineral  matter  has  been  entirely  dissolved 
out,  which  may  be  known  by  ammonia  not  giving  a  precipitate 
in  the  solution  which  has  been  repeatedly  changed,  or  by  the 
absence  of  soHd  matter,  if  a  drop  of  the  solution  be  evaporated 
to  dryness  upon  a  glass  shde.  This  operation  of  soaking  the 
bone  in  acid  may  take  two  or  three  days.  Upon  making  a 
thin  section  of  this  animal  substance  and  examining  it,  the 
Haversian  canals  will  be  remarked,  and  their  arrangement  may 
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be  readily  demonstrated  by  cutting  sections  in  different  direc- 
tions. The  lamella)  are  also  visible.  The  section  should  be 
afterwards  treated  with  dilute  solution  of  potash.  If  a  sec- 
tion be  macerated  for  some  time  in  water  the  lameUse  separate. 

Thin  sections  of  bone  may  be  carefully  burnt  in  a  platinum 
capsule,  and  the  white  ash,  which  remains  after  the  mass  has 
been  for  a  short  time  exposed  to  a  red-heat,  examined  in  the 
microscope.  The  organic  matter  may  also  in  great  measure  be 
removed  by  boiling  the  sections  in  potash. 

In  examining  the  development  of  bone,  the  long  bones  of 
any  young  animal  may  be  emi^loyed.  Thin  sections  of  the 
ossifying  cartilage  may  be  cut  off  with  a  sharp  knife  ;  and  a 
portion  of  the  bone  abeady  ossified  should  also,  if  possible,  be 
removed  vdth  the  cartilage.  The  ossifying  portions  of  the 
skull  and  other  bones  may  also  be  examined  with  advantage, 
and  the  appearances  presented  under  different  magnifying 
powers  sho\ild  be  carefully  observed  as  in  other  cases. 

208.  Mouutins  SpccimcMs  of  Bone— Sections  of  bone  may 
be  preserved  as  dry  objects  in  fluid,  or  in  balsam  (Chapter  YII.) . 
The  first  is  the  method  usually  employed,  but  specimens  should 
also  be  mounted  in  Canada  balsam.  Tolerably  thick  sections 
show  well  in  this  manner;  but  they  must  not  be  too  thin, 
for  in  this  case  the  balsam  enters  the  lacunae,  and  renders  them 
almost  invisible,  precisely  analogous  to  what  occurs  when  a 
section  of  bone  is  moistened  with  turpentine.  Sections  of 
ossifying  cartilage  keep  very  well  in  weak  spirit,  and  also  in 
creosote  solution,  if  not  too  strong. 

209.  Examination  of  Teeth.— The  microscopical  examination 
of  teeth  is  conducted  upon  the  same  principle  as  that  of  bone  ; 
but  in  consequence  of  the  greater  hardness  and  very  brittle 
nature  of  the  enamel,  sections  are  not  so  easHy  prepared. 

In  order  to  cut  ^  thin  section  of  a  tooth  we  require  a  very 
fine  saw,  and  great  care  must  be  taken  not  to  chip  the  enamel. 
The  section  is  rubbed  down  in  the  manner  just  described,  and 
afterwards  polished  by  rubbing  it  first  upon  the  dry  hone,  and 
subsequently  upon  the  leather,  or  a  piece  of  plate  glass. 

Teeth  may  be  groimd  down  upon  a  lapidary's  wheel,  or 
upon  a  dentist's  emery  wheel.    Sections  can  also  be  readily 
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cut  with  a  diamond  saw  (an  iron  wheel,  the  edge  of  which  is 
covered  with  diamond  dust). 

The  thin  section  is  now  to  be  soaked  for  a  short  time  in 
ether  to  remove  the  fatty  matter,  and  then  allowed  to  dry. 

It  is  to  be  subjected  to  examination  in  the  dry  way,  mois- 
tened with  water,  turpentine,  or  Canada  balsam,  and  the  dif- 
ferent appearances  in  each  case  should  be  carefully  observed. 

The  cartilaginous  basis  is  to  be  examined  also  in  thin  sec- 
tions, which  may  be  cut  either  before  macerating  in  acid,  or 
subsequently.  A  whole  tooth  placed  in  moderately  strong  acid 
will  become  soft  in  four  or  five  days,  when  thin  sections  of 
different  parts  may  readily  be  cut  with  a  sharp  knife. 

The  dentinal  tubes  may  be  isolated  from  each  other  by 
longer  maceration  in  acid,  and  afterwards  by  soaking  for  a  few 
hours  iu  dilute  caustic  soda  or  potash.  It  is  better  in  this 
investigation  to  cut  the  thin  section  before  maceration  in  acid, 
or  to  macerate  the  tooth  until  moderately  soft,  and  then  re- 
move a  thin  section,  which  is  to  be  further  exposed  to  the 
action  of  the  strong  acid.  A  mixture  of  sulphraic  and  hydro- 
chloric acids  has  also  been  recommended. 

In  investigating  the  development  of  teeth  it  will  be  neces- 
sary to  obtain  embryos  of  diflFerent  ages  from  two  months 
upwards  ;  but  this  subject  may  also  be  studied  with  advantage 
iu  the  lower  animals. 

Sections  of  teeth  may  be  preserved  in  the  dry  way  and  in 
Canada  balsam. 

The  cartilaginous  basis  will  keep  in  the  creosote  solution 
pretty  well,  and  also  in  other  dilute  preservative  solutions. 

210.  Examiuatiou  of  Nails. —  Sections  of  nails  may  be  very 
easily  obtained  with  a  sharp  knife.  They  may  be  examined 
dry,  in  aqueous  fluids,  and  in  balsam.  The  action  of  nitric  and 
acetic  acids,  and  also  that  of  caustic  soda  upon  the  cells  should 
be  observed.  The  nail  may  be  readily  removed  from  the  skin 
by  maceration  in  water.  The  diff"erent  characters  of  the  cells 
in  various  parts  of  the  nail  should  be  carefully  noticed.  If  a 
portion  of  nail  be  boUed  in  a  solution  of  caustic  soda,  its  com- 
ponent cells  are  rendered  distinct,  and  in  each  a  nucleus  is 
developed. 
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lu  order  to  see  the  counection  between  the  uail  and  the 
cutis,  the  skm  with  the  nail  attached  must  he  dissected  oS  and 
allowed  to  dry,  when  sections  are  to  be  obtained  in  a  similar 
manner  to  that  described  under  the  examination  of  the  skin 
(§  180).  The  cells  of  nail  and  horn  behave  very  similarly  to 
those  of  the  epidermis  when  acted  u^Don  by  the  stronger  acids. 
Nitric  acid  causes  them  to  assume  a  deep-yellow  colour,  and 
often  renders  the  outlines  of  the  individual  cells  very  distinct. 

211.  Examiiintion  of  Hair. — Hair  may  be  examined  in  the 
dry  way,  or  mounted  in  fluids,  or  in  Canada  balsam.  The  ex- 
amination of  hair  in  different  media  (§  82)  is  very  instructive. 
The  hair  of  different  animals,  especially  that  of  the  dog,  cat, 
horse,  rat,  mouse,  bat,  &c.,  should  be  examined;  but  for 
displaying  the  minute  structure,  a  white  hair  is  to  be 
preferred. 

The  hair-bulb  may  be  seen  in  a  carefully  prepared  section  of 
skin  in  any  situation,  in  which  they  are  abundant,  such  as  the 
scalp.  In  order  to  obtain  a  good  section,  the  skin  should  be 
first  dried.  The  section  must  be  made  in  the  same  direction 
as  that  which  the  haii'-bulb  takes  through  it.  Tatty  matter 
may  be  removed  by  soaking  it  for  a  short  time  in  ether,  and 
after  the  ether  has  evaporated  it  may  be  moistened  with  water 
in  the  usual  manner.  It  wiU  also  be  instructive  to  note  the 
effect  produced  on  treating  it  with  a  little  dilute  caustic  soda. 

The  reagents  most  useful  in  demonstrating  the  minute  struc- 
ture of  hair  are  solutions  of  soda  or  potash,  strong  sulphuric 
acid,  and  acetic  acid.  Por  displaying  clearly  the  cortical  part 
it  is  better  to  treat  the  hair  with  strong  sulphuric  acid  (Kolliker) . 
The  cuticle  of  the  hair  (surrounding  the  cortex)  should  be 
treated  with  caustic  soda,  which  wiU  cause  several  of  the  ceUs 
to  separate  from  one  another. 

212.  i^ongitudiimi  sections  of  Hair.— In  order  to  obtain  a 
longitudinal  section  of  hair,  a  smaU  bundle  should  be  made  by 
sticking  several  hairs  together  with  gum  water,  and  as  soon  as 
this  is  quite  dry  thin  shavings  may  be  removed  with  a  sharp 
knife  or  razor,  the  sections  becoming  separated  from  each  other 
as  soon  as  they  are  moistened  with  water. 

213.  Transverse  sections  of  Hair.— Transverse  sections  may 
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be  obtained  by  cutting  thin  shavings  off  the  end  of  the  gummed 
bundle,  or  several  hau's  may  be  placed  between  two  pieces  of 
card,  or  between  two  pieces  of  cork,  which  may  be  pressed 
together  in  a  vice,  or  tied  tightly  with  strong  string,  when 
thin  sections  of  hair  may  be  readily  removed  from  the  surface 
with  a  sharp  knife,  along  with  a  shaving  of  the  cork,  from 
which  the  former  can  very  easily  be  separated.  The  knife 
should  be  slightly  moistened  on  the  upper  surface,  in  order 
to  prevent  the  sections  from  being  lost  as  they  are  cut  off. 

Hair  is  usually  mounted  in  Canada  balsam,  or  preserved  in 
the  dry  way  between  glasses. 

214.  Examiuation  of  Osscons   Tumors.  —  Sections   of  bony 

tumors  and  of  osseous  plates,  such  as  those  frequently  depo- 
sited in  arteries,  may  be  obtained  in  the  same  way  as  sec- 
tions of  bone.  G-ood  sections  of  tumors  which  have  partly  an 
osseous,  and  partly  a  fibrous  or  fibro-cartilaginous  consistence, 
are  very  difficult  to  make ;  but  a  thin  section  may  generally  be 
removed  with  care  with  a  strong  knife,  in  such  a  manner  as  to 
cut  through  both  the  fibrous  and  ossified  portions,  if  the  latter 
is  not  very  hard  and  abimdant.  The  facility  of  this  operation 
is  sometimes  increased  by  drying  the  tumor,  and  after  re- 
moving a  section,  remoisteniug  it  with  water. 

In  examining  growths  of  this  description,  we  may  dissolve 
out  the  ossific  matter  with  hydrochloric  acid,  as  described  under 
the  examination  of  bone  and  teeth. 


On  the  examination  of  hard  tissues  reference  may  be  made  to  the  fol- 
lowing works  :-K6Uiker,  op.  cit. ;  Paragraphs  at  the  end  of  each  article 
on  the  preparation  of  specimens;  Quekett,  op.  cit.;  Todd  and  Bowman, 
op.  cit. ;  Strausdurkheim,  op.  cit.  ;  and  articles  in  the  "  Cyclopcedia  of 
Anatomy  and  Physiology." 
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CHAPTEE  XIII. 

EXAMINATION  OF  SUBSTANCES  WHICH  EOHM  DEPOSITS  TBOM 
ELTTIDS,  AND  OE  THEIR  PEESEKVATION.  —  APPABATUS  EM- 
PLOYED. EXAMINATION  OE  UBINB,  AND   THE  METHODS  OP 

COLDECTIN&  XTBINABT  DEPOSITS. 

The  most  important  pieces  of  apparatus  required  in  tlie 
examination  of  deposits  which  subside  from  fluids  after  they 
Fig.  142.  have  been  allowed  to  stand  stiU.  for  some  time  in  a 
glass  vessel,  are  the  followiiig  : — Test  tubes,  pipettes 
of  different  sizes,  conical  glasses,  wash-bottle,  and 
watch-glasses,  which  have  been  already  referred  to 
(§  48),  funnels  for  filtering,  and  cells  in  which  the 
deposit  is  to  be  subjected  to  microscopical  examina- 
tion. The  application  of  chemical  reagents  will  fre- 
quently be  required ;  but  for  information  on  this  sub- 
ject the  reader  is  referred  to  Chapter  XVI. 

215.  Test  Tubes. — Test  tubes  (fig.  142)  wiU  often 
be  required  in  microscopical  examination.  The  ob- 
server should  be  provided  with  several,  varying  in 
length  from  five  or  six  inches  to  an  inch  and  a  half, 
or  even  less.  The  smaller  tubes  are  very  convenient 
for  preserving  small  quantities  of  deposits  in  a  pre- 
servative solution  for  examination  on  a  subsequent  occasion. 
In  boiling  a  specimen  of  urine  in  a  test  tube  over  a  lamp,  it 
may  be  held  by  twisting  a  piece  of  paper  tlu-ee  or  four  times 
folded  round  the  neck,  so  as  to  serve  for  a  sort  of  handle ;  or  a 
little  support  made  of  wire,  and  mounted  in  a  wooden  handle 
may  be  used ;  or  the  tube  may  be  placed  through  the  smallest 
ring  of  the  stand  (fig.  147),  and  in  this  manner  suspended 
over  the  lamp. 
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216.  Pipettes. — The  pipettes  required  in  microscopical  exa- 
mination should  be  of  various  sizes,  according  to  the  depth  of 
the  vessel  which  contains  the  deposit,  and  according  to  the 
diameter  of  the  orifice  through  which  the  pipette  is  to  pass. 
When  it  is  required  to  remove  some  of  the  deposit  from  the 
bottom  of  a  bottle  with  a  narrow  neck,  for  instance,  we  shall 
Fig  143  ^  pipette  of  very  small  calibre.    On  the  ^. 

other  hand,  if  the  deposit  be  very  thick  and 
viscid,  the  pipette  must  be  wide,  or  it  will  not 
enter  it. 

Pipettes  are  made  of  common  glass  tube  of 
various  sizes  ;  the  opening  at  the  bottom  being 
drawn  out  slightly  in  the  blowpipe,  in  order  to 
make  it  a  Little  narrower  than  the  tube  itself.* 

It  is  convenient  to  have  a  sort  of  collar  to  the 
pipette,  about  two  inches  from  the  top,  which 
will  prevent  the  finger  and  thumb  from  slip- 
ping when  the  instrument  is  used  (figs.  143, 
145) .  Occasionally  a  pipette,  the  end  of  which 
is  slightly  bent  round  (fig.  144),  will  be  found 
useful ;  and  sometimes  when  we  wish  to  decant' 
a  considerable  quantity  of  fluid  from  a  watch- 
glass,  &c.,  a  pipette,  upon  the  stem  of  which  a  I 
bulb  has  been  blown,  will  be  found  of  great  ad- 
vantage.  The  top  of  the  pipette  should  be  slightly  bent  over  in 
the  form  of  a  lip,  and  perfectly  smooth,  so  that  it  may  be 
completely  covered  with  the  fore-finger,  while  the  middle  finger 
and  thumb  are  placed  on  either  side  of  the  tube  immediately 
below  the  ring  (fig.  145) . 

Yarious  other  forms  of  pipettes  have  been  employed,  but  the 
above  will  be  found  most  useful  to  the  microscopical  observer. 
A  small  pipette  with  a  narrow  opening  is  convenient  for  re- 
moving any  superfiuous  liquid  which  may  escape  outside  the 
thin  glass  cover  when  preparations  are  being  mounted  in  fluids 
in  cells. 


*  Glass  tubing  adapted  for  making  pipettes  may  be  purchased  at  the 
operative  chemists. 
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217.  Conical  cilnsscH. — Grlasscs  of  the  shape  figured  in  145 

are  the  most  convenient  vessels 
in  vphich  to  place  fluids  holding 
certain  substances  in  suspen- 
sion, which  we  wish  to  ex- 
amine.   After  the  fluid  has 
been  allowed  to  stand  for  some 
time,  the  deposit  collects  in 
the  narrow  portion  of  the 
glass,  and  however  small  in 
quantity,  may  be  very  easily 
removed   with    the  pipette. 
These  glasses  can  be  obtained 
of  various  sizes.    In  choosing 
them,  it  is  better  to  select 
those  in  which  the  narrow 
part  terminates  in  a  round  or 
flat  extremity,  for  many  will  be 
found  to  have  a  little  promi- 
nence around  which  the  deposit  collects,  and  in  this  case  it 
is  with' difficulty  removed  by  the  pipette. 

218.  Wash-bottle.— This  simple  piece  of  apparatus  is  of  great 


Fig.  146. 


use  to  the  microscopical  observer,  as  weU 
as  to  the  chemist.  He  will  find  it  most 
convenient  for  washing  away  the  paren- 
chymatous part  of  tissues  in  order  to 
leave  the  more  fibrous  portions,  removing 
epithelium  from  the  surface  of  mem- 
branes, &c.  It  is  employed  by  the  che- 
mist chiefly  for  washing  precipitates  on 

filters,  &c. 

The  wash-bottle  is  made  with  an  ordi- 

  ^       nary  bottle  or  glass  flask,  having  a  mo- 

  --==i^  -     derately  wide  mouth.    Two  tubes  bent,  as 

shown  in  the  figure,  are  acciu-ately  fitted  into  a  cork  adapted 
to  the  neck  of  the  bottle  (fig.  146).  Upon  nearly  filling  the 
bottle  with  water,  and  blowing  through  the  shorter  tube,  the 
water  wiU  be  projected  from  the  capillary  orifice  of  the  longer 
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one  in  the  form  of  a  fine  jet,  wliicli  may  be  directed  upon  any 
desired  point. 

219.  Fimueis ;  Fiitci-iiig.  — The  fuTuiels  required  in  micro- 
scopical examination  are  very  small. 
Those  of  about  two  or  three  inches  in 
diameter  will  be  found  large  enough  for 
most  purposes.  Glass  funnels  are  the 
cheapest  and  the  best.  The  funnel  is 
supported  in  the  small  retort  stand  (fig. 
147)  or  upon  the  tripod.  The  filtering 
paper  may  be  obtained  already  cut  in 
packets  of  cu'cular  pieces  of  any  size 
required.  One  of  these  is  folded  in  the 
manner  shown  in  fig.  148,  when  used. 
Before  filtering,  the  filter  should  always 
be  moistened  with  a  few  drops  of  water, 
or  with  a  fluid  of  the  same  nature  as  that  which  is  to  be 
filtered. 

Fig.  148. 

W 

220.  straiuiiig  tiirongii  musliu  is  Sometimes  a  convenient 
method  of  separating  fine  and  coarse  particles  from  each  other, 
or  for  separating  a  crystalline  deposit  from  viscid  mucus  in 
which  the  crystals  may  be  entangled.  By  projecting  a 
stream  of  water  from  the  wash-bottle,  the  crystals  may 
be  washed  through  the  muslin  into  a  vessel  placed  beneath  to 
catch  them,  while  the  mucus  remains  behind.  In  the  sepa- 
ration of  starch  particles  from  gluten,  a  similar  plan  may  be 
pursued. 

The  muslin  may  be  tied  over  a  glass  or  funnel  with  a 
piece  of  thread,  or  it  may  be  conveniently  fixed  in  its  place 
by  one  of  the  vulcanized  India-rubber  rings  commonly  sold 
at  stationers'  shops. 
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Fie  150. 


221.  Ci'lU  for   the  cxnniiiialloii  of  I>cpoMil«. — The  thin  glaSB 

cell  (lig.  149)  will  be  found  a  very  convenient  form  of  cell  for 
pjg  J  the  examination  of  depositH 

from  fluids,  especially  when 
they  exist  only  in  small 
quantity.  If  the  deposit 
is  very  abundant,  it  will 
only  be  necessary  to  place 
a  small  quantity  upon  a  glass  slip,  and  cover  it  vdth  thin  glass. 
Por  the  examination  of  urine,  I  have  been  in  the  habit  of  using 
the  animalcule  cage  (fig.  150). 

The  advantage  of  this  cell  consists  in  the  facility  with  which 
the  depth  of  the  stratum  of  fluid  to  be  examined  may  be  altered, 

according  to  the  quantity  of  the 
deposit  wbicb  it  contains.  This 
is  a  point  of  great  practical  im- 
portance when  the  amount  of 
sediment  is  very  small,  for  by  sub- 
mitting only  a  very  thin  stratum 
of  fluid  to  examination,  we  might 
often  overlook  the  presence  of  a 
small  quantity  of  an  important 
deposit,  such  as  a  few  fat  ceUs,  or  a  few  crystals  of  oxalate  of 
lime  in  urine.  If,  on  the  other  hand,  the  deposit  be  very 
opaque  and  abundant,  the  cover  may  be  pressed  down  so  as  to 
come  very  nearly  into  contact  with  the  glass  iipon  which  it 
is  placed,  and  a  very  thin  stratiun  only  may  in  this  manner 
be  examined  (§  23). 

222.  Removal  of  the  Deposit  from  the  Vessel  contaming  it. 

—This  is  eff^ected  as  follows  :— The  upper  end  of  the  pipette 
being  firmly  closed  with  the  forefinger,  and  the  tube  held 
by  the  thumb  and  middle-finger,  the  lower  end  is  carried 
down  to  tbe  bottom  of  the  vessel  containing  the  deposit 
(fig  145)  If  the  fore-finger  be  now  raised  very  slightly,  but 
not  removed,  a  few  drops  of  the  fluid  with  the  deposit  will 
enter  tbe  tube.  When  a  sufficient  quantity  for  exammatiou 
has  entered,  the  forefinger  must  again  be  firmly  pressed  upon 
the  upper  opening,  and  the  pipette  carefully  removed.  A 
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certain  quantity  of  the  deposit  is  then  allowed  to  flow  from 
the  pipette  on  to  the  glass  slide  or  cell,  by  gently  raising  the 
fore-finger  from  the  top  ;  over  the  deposit  is  then  placed 
the  thin  glass  cover,  and  it  is  subjected  to  examination  in 
the  usual  way. 

223.  ITIcthoii  oC  coUecliiig  a  very  small  quantity  of  a  De- 
posit fi-om  a  Fluid. — When  the  quantity  of  deposit  is  very 
smaU,  the  following  plan  will  be  found  of  practical  utiHty. 
After  aUowing  the  lower  part  of  the  fluid  which  has  been 
standing  to  flow  into  the  pipette  as  above  described,  and 
removing  it  in  the  usual  manner,  the  finger  is  applied  to 
the  orifice,  in  order  to  prevent  the  escape  of  fluid  when  the 
upper  orifice  is  opened  by  the  removal  of  the  finger.  The 
upper  opening  is  then  carefully  closed  vdth  a  piece  of  cork. 
Upon  now  removing  the  finger  from  the  lower  orifice,  the  fluid 
win  not  run  out.  A  glass  slide  is  placed  under  the  pipette, 
which  is  allowed  to  rest  upon  it  for  a  short  time.  It  may  be 
suspended  with  a  piece  of  string,  or  supported  by  the  little 
retort  stand  (fig.  147).  Any  traces  of  deposit  will  subside 
to  the  lower  part  of  the  fluid, 
and  must  of  necessity  be 
collected  in  a  small  drop  upon 
the  glass  slide,  which  may  be 
removed  and  examined  in  the 
usual  way. 

Another  plan  is  to  place  the 
fluid  with  the  deposit  removed 
by  the  pipette  in  a  narrow 
tube,  closed  at  one  end,  the 
bore  of  which  is  rather  less 
than  a  quarter  of  an  inch  in  diameter.  This  may  be  inverted 
on  a  glass  sHde,  and  kept  in  this  position  with  a  broad  elastic 
India-rubber  band.  The  deposit,  with  a  drop  or  two  of  fluid,  wiU 
faU  upon  the  sHde,  but  the  escape  of  a  further  quantity  is 
prevented  by  the  nature  of  the  arrangement  (fig.  151). 

224.  Separation  of  the  Deposit  fi-om  the  Fluid  in  which  it 

was  suspended.— After  allowing  time  for  the  complete  sub- 
sidence of  the  deposit,  the  supernatant  fluid  is  poured  off,  and 


192 


THE  MICROSCOPE, 


the  glass  filled  up  with  water,  or  some  fluid  which  approaches 
in  density  more  nearly  to  that  which  was  removed,  as  weak  syrup, 
glycerine,  saline  solutions,  &c.,  in  cases  in  which  the  endos- 
mosis  of  water  into  cells  is  to  he  feared.  After  again  allowing 
time  for  the  suhsidence  of  the  deposit  the  operation  of  pouring 
off  the  fluid  is  repeated,  and  more  water,  or  the  preservative 
solution  added,  and  again  poured  off,  until  the  deposit  is  con- 
sidered to  be  free  from  the  original  fluid.  Two  or  three  wash- 
ings generally  suflice.  In  this  way  a  deposit  may  he  thoroughly 
saturated  with  any  fluid  in  which  it  is  to  be  preserved. 

After  being  thoroughly  washed,  the  deposit  may  be  removed 
with  a  pipette  in  the  usual  way,  placed  upon  a  slide  or  in  a 
small  test  tube,  which  may  then  be  corked  up  and  labelled. 
The  latter  plan  is  the  most  satisfactory  with  which  I  am 
acquainted  for  preserving  small  quantities  of  deposits,  and  if 
the  tube  be  nearly  filled  with  the  preservative  fluid,  the  deposit 
will  keep  for  a  length  of  time. 

ON  THE  EXAMINATION  OE  HEINE,  AND  THE  METHOD  OE 
DETECTIN&  TJBINAET  DEPOSITS. 


The  microscopical  examination  of  the  urine  has  of  late 
years  become  a  subject  of  such  great  importance,  and  the 
advantages  derived  from  it  so  generally  admitted,  that  I  need 
scarcely  refer  to  its  value,  in  assisting  us  to  form  a  diagnosis 
in  many  cases  of  disease.  "Within  the  last  fifteen  or  twenty 
years  the  investigation  of  urinary  deposits  has  been  so  much 
simplified  by  the  conjoint  use  of  the  microscope  and  chemical 
analysis,  that  the  nature  of  the  greater  number  has  been  cor- 
rectly ascertained.  The  investigations  of  Dr.  Prout,  followed 
by  those  of  Drs.  Golding  Bird,  Bence  Jones,  Chi-istison,  Owen 
Eees,  Johnson,  and  many  others,  have  shown  the  importance 
of  the  examination  of  the  m-ine  in  disease,  and  the  advan- 
tages derived  from  such  an  exammation  with  reference  to 
diagnosis  and  treatment.  By  frequent  examination  of  dif- 
ferent specimens  of  iu-ine,the  student  will  soon  become  familiar 
with  most  of  the  deposits  he  is  likely  to  meet.    At  first. 
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however,  he  will  encounter  some  serious  difficulties,  some  of 
which  wiU  be  referred  to  in  this  and  the  following  chapter. 

In  many  specimens  he  is  surprised  to  discover  nothing, 
whilst,  in  examining  others,  the  whole  field  of  the  micro- 
scope is  foimd  covered  with  substances  of  various  shapes  and 
coloiu-s,  the  nature  of  which  he  is  imable  to  ascertain  by  refer- 
ence to  works  on  the  subject.    Many  of  the  substances,  the 
presence  of  which  leads  to  this  difiiculty,  have  obtained  entrance 
into  the  urine  accidentally.    Portions  of  hair  have  been  mis- 
taken for  casts  of  the  renal  tubes,  starch  granules  for  cells ; 
and  other  substances  of  extraneous  origin,  such  as  small  por- 
tions of  woody  fibre,  pieces  of  feathers,  wool,  cotton,  &e.,  often 
take  the  form  of  some  of  the  urinary  deposits,  and  so  resemble 
some  of  the  di-awings  of  them  in  their  general  appearance,  as 
to  mislead  the  student  in  his  inferences,  and  retard  his  progress 
in  microscopical  investigation.    It  is  hardly  the  province  of  the 
present  work  to  enter  into  an  accurate  description  of  the 
various  imnary  deposits ;  but  at  the  same  time  it  is  desirable 
briefly  to  refer  to  some  of  the  most  important,  and  the  means 
by  which  they  may  be  distinguished  from  one  another. 

225.  CoUecUon   of   tJri„c   for  Microscopical  ExamiMatiou.— 

TJrme,  which  is  to  be  submitted  to  examination,  should  be 
collected  in  considerable  quantity,  in  order  to  obtain  suffi- 
cient of  the  deposit  for  examination.  In  many  instances  the 
amount  of  sediment  even  from  a  pint  of  urine  is  so  smaU 
that,  without  great  care  in  coUecting,  it  may  be  altogether 
passed  over. 

Bottles  used  for  carrying  specimens  of  urine  should  be  made 
of  white  glass,  with  tolerably  wide  mouths,  and  capable  of  hold- 
mg  at  least  four  oimces ;  but,  if  the  sediment  only  of  the  urine 
is  reqmred,  the  clear  supernatant  fluid  may  be  poured  ofi"  after 
the  lu-me  has  beenaUowed  to  stand  for  several  hours,  and  the 
remammg  deposit  may  then  be  poured  into  smaU  bottles  of  an 
ounce  capacity,  or  even  less.  The  only  objection  to  this  latter 
mode  of  coUectmg  urine  is,  that  no  idea  of  the  amount  of  sedi- 
ment deposited  by  a  given  quantity  of  urine  can  be  formed, 
ihe  bottles  may  be  arranged  in  a  case  capable  of  containing  two 
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226.  Iniporlaucc  of  examining  tiic  Urine  soon  after  it  has  been 
passcl,   ana   al«o   at  a  later   period.-In  aU  CaseS  the  urine 

should,  if  possible,  be  examined  within  a  few  hours  after  its 
secretion,  and,  in  many  instances,  it  is  important  to  institute 
a  second  examination  after  it  has  been  allowed  to  stand  for 
twenty-four  hours.  Some  specimens  of  urine  pass  into  decom- 
position within  a  very  short  time  after  they  have  escaped  from 
the  bladder  •  or  the  urine  may  even  be  drawn  from  the  bladder 
actually  decomposed.  Under  these  ch-cumstances  we  should 
expect  to  find  the  secretion  highly  alkaline,  having  a  strongly 
ammoniacal  odour,  and  containing  crystals  of  triple  phosphate, 
with  granules  of  earthy  phosphate;  and  upon  carefully  focussing, 
numerous  vibriones  may  generally  be  observed. 

In  other  instances,  the  urine  does  not  appear  to  undergo 
decomposition  for  a  considerable  period,  and  may  be  tound 
clear,  and  without  any  deposit  a  day  or  two,  or  even  longer, 
after  it  has  been  passed. 

In  those  cases  in  wHch  litHc  acid  or  oxalate  of  hme  are 
present,  we  shall  find  that  the  deposit  increases  m  quantity 
after  the  urine  has  stood  some  time.  The  latter  salt  is  fre- 
Quently  not  discoverable  in  urine  immediately  after  it  is  passed, 
but  makes  its  appearance  in  the  course  of  a  few  hours  ;  depend- 
ing upon  akind  of  acidfermentation,  which  has  been  the  subject 
of  some  beautiful  investigations  of  Scherer's  _ 

In  order  to  obtain  sufficient  of  the  deposit  from  a  specimen 
of  urine  for  microscopical  examination,  we  must  place  a  certain 
nuantity  of  the  fluid  in  a  conical  glass,  m  which  it  must  be 
JerStted  to  remain  for  a  sufficient  time  to  aUow  the  deposit 
to  subside  into  the  lower  part  (§  217). 

227.  Mas«ifri..S  rower.  rea«lrcd  in  the  E.ami,ta..on  of  the 

rt^e.-TJrinary  deposits  often  require  to  be  examined  mth 
dS^rent  magnJying  powers,  those  which,  are  -s^ 
used  being  the  inch  and  the  quarter  of  an  mch.  Large  crystals 
rUtWc  add  are  often  readily  distinguished  by  the  former^^^^^^ 
crystals  of  this  substance  are  sometmies  so  mmute  that  it  is 
Ibsol^ely  necessary  to  use  high  powers.  Octohedra  of  oxakt^ 
o?Hme  Ire  frequently  foimd  so  small  that  they  cannot  - 
with  any  power  lower  than  a  quarter ;  and,  m  order  to  bnn. 
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out  the  form  of  the  crystals,  higher  magnifying  powers  than 
this  are  sometimes  necessary.  Spermatozoa  may  be  seen  with  a 
quarter,  but  they  then  appear  very  minute.  In  these  cases,  an 
eighth  of  an  inch  object-glass  will  be  of  advantage.  The  casts 
of  the  tubes,  epithelium,  and  the  great  majority  of  urinary 
deposits  can,  however,  be  very  satisfactorily  demonstrated  with 
a  quarter  of  an  inch  object-glass. 

In  some  cases,  it  will  be  well  to  subject  the  deposit  to 
examination  in  various  fluids,  such  as  water,  spirit,  mucilage, 
turpentine,  Canada  balsam,  &c.  (§  82). 

228.  Iiuporiance  of  chemical  Examination  of  UriuaiT'  Deposits. 

— In  the  investigation  of  those  deposits  which  are  prone  to 
assume  very  various  and  widely-different  forms,  such  as  lithic 
acid,  it  will  sometimes  be  found  necessary  to  apply  some  simple 
chemical  tests,  before  the  nature  of  the  substance  under  ex- 
amination can  be  positively  ascertained. 

Suppose,  for  instance,  a  deposit  which  is  found,  upon  micro- 
scopical examination,  not  to  possess  any  characteristic  form,  be 
suspected  to  consist  of  lithic  acid,  or  of  an  alkabne  lithate,  we 
have  only  to  add  a  drop  of  solution  of  potash,  which  would 
dissolve  it,  and  then  excess  of  acetic  acid,  when  the  crystals  of 
hthic  acid  will  be  deposited  after  some  time  in  their  well-known 
rhomboidal  form  ;  or  other  chemical  tests  may  be  applied. 

When  it  is  necessary  to  resort  to  chemical  reagents,  a  drop 
of  the  test  solution  is  to  be  added  to  the  deposit  which  is 
placed  in  the  cell,  or  upon  the  glass  slide.  If  necessary,  heat 
may  be  appHed  to  the  sHp  of  glass  by  a  spirit-lamp,  and,  with 
a  Httle  practice,  the  student  wiU  soon  be  able  to  perform  a 
qualitative  analysis  of  a  few  drops  of  urine,  or  of  a  very  small 
portion  of  a  deposit. 

229.  Examination   of  the   Deposit   in   the  ITIicroscope. — The 

drop  of  urine,  with  the  deposit  removed  by  the  pipette,  being 
now  enclosed  m  one  or  other  form  of  ce'u,  before  described, 
various  parts  of  the  specimen  are  to  be  brought  into  the  field  of 
the  microscope.  It  is  better  to  examine  the  object  as  regiilarly  as 
possible,  commencing  on  one  side,  and  moving  it  up  and  down, 
until  the  whole  has  been  traversed.  After  one  specimen  has 
been  examined,  and  the  natiire  of  its  contents  noted,  another 

K  2 


196 


THE  MICROSCOPE, 


may  be  treated  in  a  similar  manner.  Specimens  should  be 
taken  from  the  deposit  at  different  levels,  for  while  some 
deposits  soon  sink  to  the  bottom,  others  are  kept  buoyed  up,  as 
it  were,  either  by  the  small  quantity  of  mucus  which  the 
urine  contains,  as  is  the  case  with  small  crystals  of  oxalate  of 
lime,  or  from  the  flocculent  nature  of  the  deposit  itself. 

As  each  part  of  the  deposit  is  brought  under  the  field  of  the 
microscope,  the  student  shoidd  endeavour  to  recognize  every 
object  as  it  passes  under  view. 

This,  however,  will  for  some  time  be  found  a  matter  of  consi- 
derable difficulty,  arising  partly  from  the  great  number  of 
deposits  which  commonly  occur,  and  partly  from  the  very 
various  forms  which  many  of  these  substances  are  liable  to 
assume  ;  but  chiefly,  I  believe,  from  the  great  number  of  sub- 
stances of  accidental  presence  which  are  found  in  almost  every 
specimen  of  urine  subjected  to  examination ;  and  this  is  more 
especially  true  of  vmne  obtained  in  the  wards  of  a  hospital, 
upon  which  the  first  microscopical  observations  of  the  student 
are  usually  made. 

230.  Matters   of   extraneous   origin   frequently   met   with  in 

rrine. — The  substances  named  in  the  following  list  are  among 
those  which  are  constantly  met  with  amongst  urinary  deposits, 
and  their  general  characters  are  represented  in  fig.  152. 

Extraneous  Substances. 
Fragments  of  human  hair,  a. 
Cat's  hair,  b. 
Hair  from  blankets,  c. 
Portions  of  feathers,  g. 
Eibres  of  worsted  ot  various 
colours. 

Fibres  of  cotton  of  various 

colours,  e. 
Fibres  of  flax,  d. 
Potato  starch  (fig.  179). 
Eice  starch. 

Wheat  starch,  bread-cnimbs,  h. 

Besides  the  above,  there  are  many  other  substances, 


Fragments  of  tea-leaves,  or 
separated  spiral  vessels  and 
cellular  tissue,/. 
Fibres  of  coniferous  or  other 
wood  swept  off  the  floor  (fig. 
173). 
Particles  of  sand. 
Oily  matter  —  in  distinct  glo- 
bules arising  from  the  use  of 
an  oiled  catheter,  or  from 
the  accidental  presence  of 
milk  or  butter,  i. 
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with  less  frequently,  as,  for  instance,  fragments  of  silk,  mustard 
flour,  cheese,  small  fragments  of  the  skin  of  potato,  or  of  different 
kinds  of  fruit,  and  many  others  which  will  occur  to  the  mind 
of  every  one.  With  the  microscopical  characters  of  these 
bodies,  the  student  should  be  perfectly  familiar  as  soon  as  pos- 
sible ;  and,  as  they  may  be  obtained  without  the  slightest  difiS- 
culty,  this  is  easily  effected.     Without  this  precaution,  he  will 


Fig.  1.52.* 


find  himself  in  constant  difficulty,  and  his  ignorance  will  cause 
him  to  make  the  most  ludicrous  mistakes. 

The  origin  of  most  of  these  substances  is  obvious ;— some  of 


*  These  figures  are  all  magnified  with  a  power  of  220  diameters. 
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them  become  slightly  altered  by  being  allowed  to  stand  in  the 
urine. 

It  is  impossible,  as  a  general  rule,  to  prevent  the  chance 
of  matters  falling  accidentally  into  the  urine.  In  wards  of 
hospitals,  where  the  floors  are  constantly  swept,  the  disadvan- 
tage is  greatly  increased,  and  much  inconvenience  arising  from 
the  presence  of  extraneous  matters  would  be  prevented  if  each 
vessel  were  provided  with  a  light  simple  cover.  For  further 
remarks  on  the  subject  of  extraneous  matters  in  the  urine,  the 
reader  is  referred  to  the  "Microscopical  Journal,"  No.  11. 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE.      1  99 


CHAPTEE  XIV. 

UBUfAEX  DEPOSITS,  AND  THE  METHOD  OF  PEESEE,VIN&  THEM 
AS  PEEMANEJTT  OBJECTS. 

It  is  not  my  intention  to  enter  iato  a  description  of  the  cha- 
racters of  urinary  deposits,  further  than  is  necessary  to  render 
intelligihle  remarks  upon  the  practical  examination  of  the  urine 
in  the  microscope  ;  and  for  further  detail,  I  must  refer  the  stu- 
dent to  the  works  of  Drs.  Golding  Bird,  Owen  E-ees,  and  John- 
son, and  to  Mr.  J.  E.Bowman's  "Manual  of  Medical  Chemistry," 
in  which  last  he  will  find  the  chemical  characters  of  the  lu-ine, 
and  its  quantitative  analysis  fully  discussed. 

In  the  arrangement  of  this  part  of  the  subject,  the  principle 
followed  throughout  this  work,  namely,  supposing  the  student 
actually  engaged  in  working  at  that  part  of  the  subject  which  is 
being  treated  of,  has  been  adhered  to  as  far  as  possible. 

231.  Arrangement  of  Urinary  Deposits. —  The  following  ar- 
rangement of  urinary  deposits  is  based  simply  upon  the  appear- 
ance which  the  deposit  assumes  when  examined  by  tlie  miaided 
eye. 

It  vdll  serve  to  associate  in  the  mind  the  general  appearances 
which  different  deposits  usually  assume,  with  their  microscopical 
characters  ;  but  it  has  no  reference  to  their  chemical  nature, 
microscopical  characters,  origin,  or  diagnostic  import.  That  it 
has  some  practical  advantage  will,  I  think,  be  admitted ;  but  it 
must  not  be  considered  in  the  Hght  of  a  scientific  classification. 

Upon  taking  a  superficial  glance  at  the  more  common  forms 
of  urinary  deposits,  it  will  be  noticed  that  while  some  are  trans- 
parent, light,  and  flocculent,  others  present  the  converse  of 
these  characters,  while  again  there  are  several  granular  or  crj^s- 
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talliue  substances  wliich  form  a  small  dense  sediment  wliieli  sinks 
to  tlie  bottom  of  the  vessel,  leaving  a  perfectly  clear  super- 
natant fluid.  Deposits  wiU,  therefore,  be  divided  into  three 
classes,  according  to  the  general  characters  which  they  exhibit. 

1.  Light  and  flocculent  deposits,  usually  transparent,  and  occupying 
considerable  volume. — Mucus,  with  epithelium  of  different  char 
racters,  spermatozoa,  vibriones,  certain  forms  of  fungi,  various 
forms  of  casts  of  the  uriniferous  tubes,  and  certain  matters  of 
extraneous  origin. 

2.  Dense  and  opaque  deposits,  occupying  considerable  bvik. — Li- 
thate  of  ammonia,  pus,  phosphates,  and  certain  extraneous 
matters. 

3.  Granular  or  crystalline  deposits,  occupying  a  small  bulk,  sinking 
to  the  bottom,  or  deposited  upon  the  sides  of  the  vessel. — Lithic  acid, 
oxalate  of  lime.  Small  quantities  of  triple  phosphate,  cystiue, 
carbonate  of  lime,  blood  corpuscles,  &c.,  with  matters  of  extra- 
neous origin. 

FIEST  CLASS  OP  UEINAET  DEPOSITS. 

232.  Mucus. — If  healthy  in-ine  be  allowed  to  stand  for  a  few 
hours  after  it  has  been  passed,  a  btdky,  flocculent,  and  very 
Fi    153     transparent  cloud  will  be  deposited  towards  the 
lower  part.     Upon  examining  this  in  the  micro- 
.        scope,  a  few  delicately-granular  cells,  rather  larger 
■  than  a  blood  corpuscle,  will  be  observed  sparingly 

S^j^v,jS^^    scattered  through  a  clear  and  perfectly  transparent 
C   substance,  in  which  only  a  few  minute  granular 
points  can  be  detected.     This  is  all  that  is  ob- 
served  iu  examining  healthy  mucus  in  urine.  In 
some  diseases,  however,  this  mucus  increases  in 
quantity,  and  forms  a  viscid  transparent  deposit,  containing 
numerous  cells  similar  to  those  above  referred  to,  with  much 
epithelium,  the  character  of  which  depends  upon  the  particular 
part  of  the  urinary  mucous  membrane  from  which  the  mucus 
has  been  poured  out.     Fig.  153  represents  the  general  ap- 
pearance of  mucus  found  in  lu-ine.    In  the  upper  part  of  the 
figure  is  represented  a  cell  of  bladder  epitheliinn. 

A  very  thick,  glairy,  gelatiuous  deposit,  which  is  frequently 
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foimd  in  the  xxriae  in  cases  of  disease  of  the  bladder,  must  not 
be  mistaken  for  mucus.  This  consists  of  pus  altered  by  the 
action  of  carbonate  of  ammonia  which  has  been  set  free  in  con- 
sequence of  the  decomposition  of  the  ui-ea  by  the  mucus  or  some 
other  animal  matter  acting  upon  it  as  a  ferment,  after  it  has  left 
the  bladder.  In  some  cases  this  change  even  commences  in  the 
bladder  itself,  when  the  urine  wiU  be  found  to  exhibit  a  highly- 
alkaline  reaction,  to  evolve  an  ammoniacal  odour,  and  frequently 
to  contain  a  considerable  deposit  of  crystals  of  the  triple  or 
ammoniaco-magnesian  phosphate  with  granules  of  phosphate  of 
lime. 

The  mucus  which  is  deposited  from  many  specimens  of  urine 
often  contains  a  great  number  of  octohedral  crystals  of  oxalate 
of  Lime,  frequently  so  very  minute  as  to  appear  luider  a  power 
of  200,  Uke  a  number  of  dark  square-shaped  spots  (fig.  199) . 
Their  crystalline  form  may  be  demonstrated  by  the  use  of  a 
higher  power,  but  they  may  be  recognized  with  certainty  with  a 
power  of  200  with  a  little  practice,  as  their  square  shape 
presents  a  characteristic  appearance  which  soon  becomes 
familiar  to  the  eye.  They  wiU  be  found  to  be  insoluble  in  a 
solution  of  potash,  and  also  in  strong  acetic  acid.  These  crys- 
tals are  commonly  not  deposited  untU  after  the  urine  has  left 
the  bladder,  and  if  it  be  allowed  to  stand  for  a  longer  period, 
they  frequently  imdergo  a  great  increase  in  size.  Upon  exami- 
nation, fragments  of  hair,  small  portions  of  cotton  fibre,  and 
other  substances  of  accidental  presence,  will  not  unfrequently 
be  foimd  encrusted  with  these  minute  crystals. 

233.  vibriones. — ^After  mucus  has  been  allowed  to  stand  for 
some  time  ia  urine,  numerous  vibriones  are  developed  in.  it. 
These  are  seen  as  miaute  lines  under  the  microscope,  which 
undergo  very  active  movements ;  the  Ion-  j,^ 
ger  ones  twistiag  about  iu  a  serpentine  ' 
manner.     They  are  sometimes  developed      o  o° 
in  urine  before  it  has  left  the  bladder,  and    ^5^°  ^  q^c^^  i'/k-C|.' 
always  occur  ia  decomposing  urine.    Fig.  0*^  '('^--r-/ 

154,  b,  represents  the  appearance  of  some  of 
the  commonest  vibriones  met  with  in  urine,  under  a  power  of 
200  diameters. 

K  3 
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Fig.  155. 


234.  Toriiioi. — Certain  forms  of  vegetable  fungi  or  toruks 

are  developed  in  virine  after  it  has 
been  standing  some  time.  Tlie  pe- 
riod which  elapses  before  the  ap- 
pearance of  the  fungi,  and  the  par- 
ticidar  species  which  is  developed 
vary  much  in  different  specimens  of 
urine,  and  in  different  cases  of  dis- 
ease.   In  diabetes,  torulse  are  often 

developed  in  quantity  very  soon  (within  a  few  hours)  after 
the  urine  has  been  passed ;  and  their  growth  at  this  early  period 
Fig-  1-'''^.  leads  the  observer  to  suspect 

the  presence  of  sugar,  which 
must  be  confirmed  by  the  ap- 
plication of  chemical  tests.* 

Fig.  154!,  a,  represents  spo- 
rules  of  three  different  charac- 
ters. 

Fig.  155  shows  the  appear- 
ance of  fungi  often  developed 
in  urine.  AH  these  were 
found  in  acid  urine,  and  lithic 
acid  was  present  in  the  specimen  which  contained  the  fungi 
represented  in  the  two  lower  drawings. 

235.  Peiiiciliam  Olancnm.     Sugar  fungus. — Dr.  HaSSall  has 

commimicated  a  most  interesting  paper  upon  the  development 
of  torulae  in  the  urine,  to  the  Medico-Chiriu-gical  Society,  which 
will  be  found  in  the  volume  of  Transactions  for  1853.  Dr. 
Hassall  arrives  at  the  conclusion  that  there  is  a  species  of 
fungus  which  is  developed  in  specimens  of  urine,  containing 
even  very  minute  traces  of  sugar,  and  which  may  be  looked  upon 
as  characteristic  of  the  presence  of  this  substance,  as  it  occurs 
in  no  other  condition  of  the  urine.  This  is  the  sugar  fungus, 
which  is  represented  in  different  stages,  of  growth  in  fig.  156. 


*  Vide  Bowman's  "  Medical  Chemistry ;"  Golding  Bird  on  "  Urinary  De- 
posits," &c. 
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The  sugar  fungus  in  diabetic  ui-ine  is  identical  with  the  yeast 
plant.  The  sporule  state  is  represented  in  the  figure,  and  at  a 
is  shown  the  thaUus  of  the  sugar  fungus.  These  drawings 
have  been  copied  from  Dr.  Hassall's  paper. 

Besides  the  sugar  fimgus,  however,  there  is  another  species 
which  is  very  commonly  met  with  in  acid  uriae  containing 
albumen,  if  exposed  to  the  air.  This  is  the  penicilium 
glaucum,  the  same  fungus  which  is  developed  in  the  lactic-acid 
fermentation. 

This  species  is  represented  in  difierent  stages  of  growth  in 
figs.  154  a,  155,  157. 

The  microscopical  characters  of  the  fungi  in  difierent  speci- 
mens of  urine  vary  considerably ;  but,  according  to  the  observ- 
ations of  Dr.  Hassall,  these  difierences  depend  not  upon  the 
existence  of  several  distinct  species  of  plants,  but  rather  upon 
the  stage  of  development  which  the  fungus  has  reached. 

Thus,  in  some  specimens  of  urine,  the  grovrth  of  the  fungus  is 
arrested  at  the  sporule  stage  (figs.  154,  a,  155),  in  another  not 
imtil  a  thaUus  (fig.  157)  is  formed,  and  in  a  third  it  goes  on 


until  aerial  fractification  takes  place,  and  new  spores  are 
developed.  The  degree  of  acidity  of  the  urine,  and  the  length 
of  time  dtu-iiig  which  it  has  been  exposed  to  the  air,  appear  to 
determine,  in  great  measure,  the  stage  of  development  which 
the  fungus  attains. 

The  penicilium  glaucum,  as  well  as  the  sugar  fungus,  may  be 
met  with  in  saccharine  urine,  because  all  the  necessary  conditions 
for  its  development  may  be  present,  namely,  exposure  to  air,  an 
acid  liquid,  and  a  certain  quantity  of  nitrogenous  matter ;  but 
the  sugar  fungus  is  foiuad  only  in  those  specimens  of  urine  in 
which  to  these  three  conditions  is  added  a  fourth,  viz.,  the  pre- 
sence of  sugar. 
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236.  Epithcliiiui  of  the  CScnito-uriuary  PuKMagcs. — The  formS 

of  epithelium  which  may  occur  in  uriue  are  very  numerous,  as 
Fig.  158.        ■fcb^  characters  of  the  cells  differ  very 
much  in  different  parts  of  the  genito- 
urinary mucous  membrane. 

Figures  158,  159,  160, 161,  a,  162,  were 
taken  from  specimens  of  epithelium  care- 
fidly  removed  from  the  mucous  membrane 
of  the  urinary  passages  of  a  male  subject. 
Figure  161  h,  c,  from  specimens  found  in  urine. 

Kidney . — Convoluted  portion  of  the  tubes. — The  epithelium  is  of 
Fig.  159.      tlie  variety  termed  glandular,  or  secreting  epi- 
thelium, and  forms  a  thick  layer  upon  the  base- 
ment membrane  (fig.  158). 

Straight  portion.  —  The  epithelium  is  flatter, 
and  approaches  more  nearly  to  the  scaly  va- 
riety.   It  forms  a  thin  layer  on  the  surface  of 
the  basement  membrane. 

Pelvis  of  the  Kidney. — The  epithelium  consists  of  flat  thin  scales, 
which  are  united  together  at  the  edges  without  over- 
lapping each  otlier.  This  is  termed  tesselated  epi- 
thelium (fig.  159). 

Ureter. — The  epithelium  is  very  abundant,  and 
of  the  columnar  or  cylindrical  form.    The  nucleus 
is  usually  large  and  distinct  (fig.  160). 
Bladder. — The  epithelium  of  the  bladder  differs  much  in 

different  parts.  In  the  fundus  there  is 
much  columnar  epithelium  mixed  with 
the  large  oval  cells  figured  in  161 ; — 
whereas,  in  that  part  termed  the  tri- 
gone, the  large  flattened  cells,  with  a 
very  distinct  nucleus  and  nucleolus  are 
most  abundant.  The  columnar  epithe- 
lium appears  to  line  the  mucous  folli- 
cles, while  the  scaly  lies  on  the  sur- 
face of  the  mucous  membrane  between 
161  the  columnar  variety  is  shown  at  h. 
Urethra.— The  epithelial  cells  of  the  urethra  (fig.  162)  are,  for 


them.    In  fig. 
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the  most  part,  of  the  columnar  form,  but,  mixed  with  this  there 
is  also  a  good  deal  of  scaly  epithelium.    To-        p;g_  ^q^. 
wards  the  orifice,  the  epithelimu  is  almost 
entirely  of  the  scaly  variety. 

Vagina. — The  large  cells  of  scaly  epithe- 
lium, so  commonly  met  wibh  in  the  urine  of 
females,  and  derived  from  the  vagina,  are  re- 
presented in  figure  163.  They  vary,  how- 
ever, much  in  size  and  form,  and  are  some- 
times very  irregular  in  shape,  with  uneven  ragged  edges. 

237.  Spermatozoa. — The  urine  should  be  examined  for  sper- 
matozoa as  soon  as  possible  after  it  has  been  passed,  as  they 
very  rapidly  become  de- 

stroyed.  They  may  be  rea- 
dily detected  with  a  power 
of  200  diameters  (fig.  164), 
if  the  eye  is  familiar  with 
their  appearance ;  but  to 
demonstrate  them  to  per- 
sons who  have  not  seen 
them  before,  it  is  better 
to  employ  a  power  of  from 
300  to  400  diameters. 

The  occasional  presence  of  spermatozoa  in  the  urine  is  not 
inconsistent  with  perfect  health.  It  is  only 
when  their  appearance  is  constant  and  accom- 
panied with  other  more  important  symptoms 
that  the  practitioner  is  justified  in  interfering. 
Hence  the  occasional  presence  of  spermatozoa 
in  urine  must  not  be  looked  upon,  in  itself, 
as  evidence  of  the  existence  of  that  condition, 
to  which  the  name  of  spermatoi'rhcea  has  been  applied. 

238.  Casts  of  the  iTriiiifei-ous  Tubes. — This  forms  to  the  prac- 
titioner a  most  important  and  interesting  class  of  urinary  de- 
posits, and  one  to  which,  until  lately,  very  little  attention  has 
been  paid.  The  microscopical  characters  of  casts,  in  different 
forms  of  kidney  disease,  particularly  with  reference  to  the 
diagnosis  of  pathological  changes  taking  place  in  the  organ,  have 


Fig.  164. 
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been  investigated  chiefly  by  Dr.  Johnson,  to  whom  we  are 
indebted  for  much  that  we  know  upon  this  subject. 

The  microscopical  characters  of  the  forms  of  casts  most  com- 
monly met  with  in  urine  will  alone  be  referred  to ;  and  for  a 
full  description  of  the  characters  of  the  urine  in  which  they 
occui',  and  their  pathological  interpretation,  I  must  refer  to  Dr. 
Johnson's  work. 

A  cast  consists  of  a  mould  of  a  Tiriniferous  tube,  and  is 
formed  of  some  transparent  material  allied  to  fibrine  (but  per- 
haps not  identical  with  it)  which  is  poured  out  into  the  canal, 
and  there  coagulates,  entangling  in  its  meshes  whatever  may  be 
in  the  tube  at  the  time  of  its  effusion.  It  varies  in  diameter 
with  that  of  the  central  canal ;  but  probably,  after  its  formation, 
it  contracts  slightly,  and  is  thus  enabled  readily  to  pass  from 
the  tube  and  escape  in  the  urine.  If  the  epithelial  layer, 
on  the  basement  membrane  of  the  tube,  be  of  its  ordinary  thick- 
ness, we  shall  have  a  cast  of  medium  size.  If  the  cells  be  en- 
larged, and  adhere  firmly  to  the  basement  membrane,  the  cast 
will  be  fine  and  narrow  ;  while,  on  the  other  hand,  if  the  tubes 
be  entirely  stripped  of  epithelium,  the  basement  membrane  alone 
remaining,  the  diameter  of  the  cast  will  be  considerable.  In 
describing  the  different  varieties  of  casts,  it  wiH  be  convenient 
to  divide  them  into  three  classes,  according  to  their  diameter. 

239.  Casts  of  medium  diameter.  —  1.  Casts  of  medium  dia- 
meter, about  the  l-700th  of  an  imh. 

"Epithelial  casts"  con- 
sist of  moulds  of  the 
tubes  in  which  cells  of 
epithehum  are  entan- 
gled. Some  of  the  cells 
may  be  entire,  while 
others  are  disiutegrated 
(fig.  165).  Some  casts 
contain  only  granidar 
matter  (figs.  165,?),  167) 
with  epithelial  debris ; 
more  rarely  casts  wdl  be 
found  to  contain  blood  or  pus  globules.    In  some  instances, 
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Fig.  166. 


entangled  in  the  cast,  are  numerous  oil-globules,  readily 
distinguished  by  their  highly-refracting  nature,  with  or  without 
cells  of  epithelium,  larger  than  natural 
and  gorged  with  oil  (fig.  166). 

Once  I  have  met  with  casts  of  medium 
diameter,  containing  well-formed  dumb- 
bell crystals  of  oxalate  of  Hme.  These 
casts  were  found  in  the  urine  of  a  patient 
suffering  from  cholera.  In  the  same  spe- 
cimen, also,  several  octohedra  of  oxalate  of 
lime  were  present,  but  these  latter  were 
not  entangled  in  the  casts. 

240.  Casts  of  considerable  diameter.  —  2.  Casts  of  consi- 
derable diameter,  about  the  l-500iA  of  an  inch.  Dr.  Johnson 
speaks  of  "large  waxy  casts,"  which  are  perfectly  trans- 
parent, and  have  a  glistening  aspect,  somewhat  resembling 
in  appearance  the  surface  of  wax  as  it  cools  after  having  been 


Fig.  168. 


melted.  Casts  of  considerable  diameter  also  occur,  of  a  granular 
character,  and  one  portion  of  a  cast  is  often  granular  while  the 
other  is  transparent,  and  containing  perhaps  a  few  epithelial 
ceUs.    Large  waxy  casta  are  represented  in  fig.  168  ;  at  a  is 
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Fig.  167. 


reijresented  a  large  cast  perfectly  transparent.  Two  of  the 
casts  in  the  figure,  and  the  one  represented  at  a,  fig.  169,  are 
seen  to  be  composed  of  a  material  in  the  interior,  differing  from 
that  which  forms  the  circumference  of  the  cast — an  appearance 
which  I  have  ia  several  instances  observed. 

241.  Casta  of  8uiaii  fliRinctcr. — 3.  Casts  of  small  diameter, 
about  the  1-lOOOi/t  of  an  inch.  These  are  the  "small  waxy- 
casts,"  wliich,  according  to  Dr.  Johnson,  are  formed  in  cases  in 

which  the  epithelium  manifests  no  ten- 
dency to  desquamate  (non-desquamative 
nephritis).  The  diameter  of  the  cast  is, 
therefore,  that  of  the  central  canal  only 
(fig.  167)  ;  and,  not  unfrequently,  we 
meet  with  casts  of  less  than  1000th  of 
an  inch  in  diameter,  having  a  perfectly 
smooth  and  glistening  surface,  and  with- 
out the  slightest  trace  of  granular 
matter.  These  appear  perfectly  hya- 
loid, and,  in  the  microscope,  present  the  same  general  appear- 
ance as  a  piece  of  the  elastic  lamina  of  the  cornea  (fig.  169  b). 

Fig.  169. 


6 

242.  Fat  CeUs. — Besides  the  occurrence  of  fatty  matter  in 
casts,  and  in  cells  entangled  in  casts,  it  is  very  commonly 
met  with  in  cells,  in  the  urine,  without  the  presence  of  casts. 
These  cells  consist  usuaUy  of  epithelial  ceUs  of  the  kidney, 
enlarged  and  gorged  with  oil  (figs.  166,  170,  a).  Sometimes 
they  contain  a  few  oil-globules,  which  are  well  defined,  and  are 
seen  to  be  distinct  from  each  other ;  whHe,  in  other  instances,  the 
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globules  are  very  minute,  and  so  crowded  together,  that  the 
cell  appears  perfectly  opaque  and  dark,  resembling  the  so-called 
inflammatory  globules.    Occasionally  cells  con-      ^.^^  ^^^^ 
taining  oil-globules  may  be  derived  from  some     ^  ,  ^' 
other  part  of  the  mucous  surface  of  the  lu-inary  IQ- 
passages.     Fig.  171  represents  the  appearance  ^ 
of  some  epithelial  cells,  and  collections  of  oil  'o'o°y 
globules  taken  from  the  membranous  portion  of  ^  ® 

the  urethra.   These  could  hardly  be  mistaken  for 
the  cells  and  casts  met  with  in  the  urine  in  cases  of  fatty  de- 
generation of  the  kidney ;  but  at  the  same  -p^^ 
time  it  is  important  to  bear  in  mind  that 
ceUs  containing  oil-globides  are  occasion- 
ally  met  with  under  other  circumstances.  ^  " 

Of  late,  much  attention  has  been  paid  to  ^      ^  ^-  0" 
the  presence  of  fatty  matter  in  the  urine,  ^    ^^.^  ^ 
and  it  may  be  of  advantage  here  to  refer    1^  °~  ' 
to  the  various  states  in  which  it  may  be 
met  with  in  this  secretion. 

243.  Conditions  in  which  Fatty  IHatter  may  be  iitct  with  in 

SJrine. — 1.  Fatty  matter  may  occur  in  the  urine  as  distinct  and 
separate  globules,  resembling  those  which  are  produced  by 
intimately  mixing  oil  with  water  by  the  aid  of  mticilage,  &c, 
(fig.  170,  V).  "When  fatty  matter  occurs  in  this  state  only 
in  urine,  its  presence  is  usually  accidental. 

2.  Fatty  matter  occurs  in  the  urine  in  the  form  of  globules, 
enclosed  within  a  cell-wall,  or  in  casts,  as  above  referred  to.* 

3.  In  some  of  the  rare  instances  which  occur  from  time  to  time 
of  the  so-called  "chylous  urine,"  the  fatty  matter  is  suspended 
in  an  exceedingly-minute  state  of  division.  In  a  specimen  of 
chylous  urine,  for  which  I  have  to  thank  my  friend  Mr.  Cubitt, 


*  The  composition  of  the  fat  in  these  cases  is  very  interesting.  I  have 
found  it  to  contain  much  cholesterine  dissolved  in  a  more  fluid  fat,  from 
which  it  may  be  readily  separated  in  a  crystaUine  form.  From  the  fatty 
matter  contained  in  cells  obtained  from  morbid  structures  in  other  parts 
of  the  body,  I  have  also  been  able  to  extract  much  cholesterine ;  and  also 
from  some  organs  in  a  state  of  fatty  degeneration. 
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there  existed  nearly  thirteen  grains  of  fatty  matter  in  a  thou- 
sand of  urine.    I  could  not  detect  any  oil-globules.  The  whole 

of  this  large  quantity  of  fatty  matter 
was  in  an  extremely  minute  state  of 
division,  to  which  the  term  "  molecular  " 
has  been  applied,  and  in  which  state 
the  fatty  matter  is  found  in  chyle.  Upon 
microscopical  examination,  the  field  was 
seen  to  be  covered  with  very  minute 
molecules,  like  small  dots,  revolving, 
with  a  slight  wavering  motion,  about  each  other.  In  this  spe- 
cimen, there  were  also  a  few  deUcately-granular  cells  present. 
The  appearance  of  this  urine,  examined  with  a  quarter,  is  repre- 
sented in  fig.  172. 

In  urine,  therefore,  in  which  we  find  distinct  oil-globules  float- 
ing aboiit,  these  maybe  derived  from  the  presence  of  a  little  oil 
or  butter  which  has  accidentally  fallen  into  the  urine  (fig.  152  i), 
or  from  the  admixture  of  milk.  "WTien  the  oil-globules  are 
enclosed  within  a  ceU-wall,  or  entangled  in  casts,  the  condition 
may  be  looked  upon  as  indicative  of  "  fatty  degeneration"  of  the 
Iddney,  or  of  the  epithelium  in  some  other  situation;  and  where 
the  fatty  matter  is  in  a  molecular  state,  the  case  is  one  of  "  chy- 
lous urine," 

244.  Exti-ancous  matters. — These  have  been  already  referred 
to.  Cotton  fibres,  blanket  hair,  &c.,  will  often  be  found  among 
flocculent  urinary  deposits.  The  student  must  be  careftd  not  to 
mistake  short  portions  of  hair  or  other  substances  for  casts. 

The  only  matter  of  extra- 
neous origin  which  need 

J) 


Fig.  173. 


be  particularly  referred  to 
here,  is  one  which  may  very 
easily  be  mistaken,  and,  in- 
deed, frequently  has  been, 
for  tube  casts.  The  sub- 
stance to  which  I  refer  con- 
sists of  the  delicate  fibres 
of  coniferous  wood  which 
are  swept  oS  the  deal  floor,  and  thus  get  into  the  urine  (fig.  173). 
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The  fibres  become  soft  and  swollen  by  soaking,  and  may  easily 
be  mistaken  for  casts.  The  round  pores  which  they  contain 
much  resemble  epithelial  ceUs.  These  bodies,  of  course,  will 
only  be  met  with  when  the  floor  is  of  deal  and  often  swept. 
I  have  found  them  in  very  many  specimens  of  urine  obtained 
from  King's  College  Hospital. 

SECOND  CLASS  OF  UEINABX  DEPOSITS. 

The  three  deposits  included  in  this  class  often  resemble  each 
other  very  closely  when  examined  only  by  the  unaided  eye ; 
but  they  differ  widely  in  their  microscopical  characters,  in  their 
behaviour  with  chemical  reagents,  and  also  in  their  patho- 
logical importance. 

245.  Pus.— The  microscopical  characters  of  pus  will  be  more 
fuUy  described  in  Chapter  XV.  The  form  of  the  globules 
becomes  somewhat  altered  if  they  have  been 

soaking  in  urine  for  a  long  time,  and  ultimately         ^'  '  '  ^ 
they  undergo  complete  disintegration.    Fig.  174      @  ^.^W 
shows  the  appearance  of  pus-globules :  at«  some  ^^^A-' 
ceUs  are  shown,  acted  upon  by  acetic  acid.    K  ° 
decomposition  of  the  urea,  accompanied  vsdth  the  ^ 
development  of  carbonate  of  ammonia,  occurs,  the  globules  be- 
come converted  into  a  glairy  viscid  mass  (see  Mucus,  §  232).  A 
deposit  of  pus  is  very  frequently  accompanied  with  crystals  of 
triple  phosphate,  but  this  is  by  no  means  invariably  the  case. 
I  have  noticed  that  when  the  pus  is  derived  from  the  bladder, 
the  crystals  are  very  frequently  present ;  but  in  several  cases 
in  which  large  quantities  of  pus  were  passed  in  the  lu-ine, 
but  derived  from  the  kidney,  the  crystals  were  altogether 
absent.* 

246.  Earthy  Phosphates.  —  The  earthy  phosphatcs  which 
occur  in  large  quantity  in  urine  are  triple  phosphate,  generally 
accompanied  with  amorphous  granules,  or  small  rounded  glo- 
bules of  phosphate  of  lime.  This  deposit  often  occurs  in  con- 
siderable quantity.  Upon  microscopical  examination,  numerous 


*  "Clinical  Lecture,"  by  Dr.  Todd.  "Medical  Times  and  Gazette," 
No.  185. 
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prisms  of  triple  iDhosphate  (H  O.NH^O.MgOjPOj),  iu  their  well- 
known  triangular  form,  witli  obliquely-truncated  extremities 
will  be  observed  (fig.  175). 

Some  of  the  crystals  are  of  a  more  quadrilateral  form,  Avhile 
others  appear  almost  Uke  an  octohedron,  in  consequence  of  the 
central  part  of  the  crystal  not  being  deve- 
loped. A  crystal  of  this  form  is  represented. 
In  consequence  of  the  two  ends  being  closely 
approximated,  the  appearance  of  a  square 
crystal,  the  opposite  angles  of  which  are  con- 
nected mth  straight  lines,  is  produced.  Va- 
rious modifications  of  the  above  forms  will 
also  be  very  frequently  met  with.  The  faces  of  the  crystals  be- 
come roughened  by  standing  long  in  the  urine,  or,  indeed,  in 
pure  water,  unless  a  small  quantity  of  some  ammoniacal  salt  be 
dissolved  in  it,  in  which  case  the  crystals  will  keep  unimpaired 
for  a  length  of  time. 

The  more  uncommon  modifications  of  the  crystals  of  triple 
phosphate  will  be  referred  to  in  the  next  class,  as  they  most 
Fig.  176.      frequently  occur  only  in  small  quantity.  The  de- 
posit of  triple  phosphate  is  always  accompanied 
with  phosphate  of  lime  (2CaO,HO,P05)  if  the 
urine  be  alkaline.    This  phosphate  occm-s  in  the 
form  of  small  spherical  crystals,  or  amorphous 
granules.    Often  two  small  globules  are  joined 
together  so  as  to  resemble  a  small  dumb-bell  crystal. 

247.  liiihates. — This  deposit  is  often  very  abundant.  It 
may  vary  in  colour  from  a  pale  huS  to  a  tolerably  deep  red ; 


Fig.  177. 


often,  however,  it  is  almost  colourless.  It  is 
this  deposit  to  which  the  terms  "  nut-brown 
sediment,"  "lateritious  deposit,"  &c.,  have 
been  applied,  according  to  the  proportion  of 
colouring  matter  it  may  contain.  It  consists 
principally  of  lithate  of  soda,  with  small  and 
variable  proportions  of  lithates  of  ammonia 
and  lime,  with,  perhaps,  also  a  trace  of  lithate  of  magnesia.* 


*  "  Lehrbach  der  Zooclieinie,"  Heintz.    Berlin,  1853. 
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Upon  microscopical  examination  it  is  foiuicl  to  consist  entirely 
of  minute  granules  which  are  unequally  aggregated  together 
in  diflPerent  parts  of  the  field  (fig.  176).  More  rarely  the  de- 
posit contains  spherical  masses  of  the  Uthate,  or  small  rounded 
globules. 

The  appearance  of  lithate  of  ammonia  artificially  prepared  is 
shown  in  fig.  177. 

rig.  178  shows  the  appearance  of 
the  spherical  masses  of  lithate  of 
soda,  which  form  part  of  the  scum 
of  urine  while  it  is  evaporating.  The 
smooth  fiat  portions  consist  of  phos- 
phates which  form  a  very  thin  film 
to  which  the  lithates  adhere.  Eor 
the  chemical  characters  of  these  de- 
posits, see  Lehmann's  "  Physiologi- 
cal Chemistry,"  vol.  i..  Bowman's 
"Medical  Chemistry."  &e. 

Lithate  of  soda  is  not  imfrequently  met  with  in  urinary  depo- 
sits in  the  form  of  small  spherical  masses,  from  the  surface  of 
which  spicules  of  litliic  acid  project  in  various         Fig.  179. 
directions  (fig.  182,  c). 

Occasionally,  the  very  dark  granular  ap- 
pearance of  certain  casts  is  due  to  a  deposi- 
tion of  lithates  upon  its  surface  after  the  cast 
has  been  passed.  In  these  cases  the  granular 
appearance  is  removed  upon  applying  a  gentle 
heat  to  the  slide  upon  which  the  deposit  is 
placed. 

248.  The  most  common  extraneous  matters  which  simulate 
deposits  of  this  class  are  starch  (fig.  179)  and  sand,  which  are 
occasionally  added  for  purposes  of  deception.  In  one  instance 
which  came  under  the  notice  of  my  friend  Dr.  Stewart,  a  large 
quantity  of  peroxide  of  iron  had  been  added  to  the  urine,  with 
the  view  of  deceiving  the  practitioner.* 


IS)  © 


*  "  Microscopical  JonruaL"  \o.  IT.,  p.  93. 
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THIRD  CLASS  Or  UBINAKY  DEPOSITS. 

249.  Uric  or  liithic  Acid. — This  is  One  of  the  most  common 
urinary  deposits.  Uric  acid  is  frequently  deposited  after  the 
urine  has  left  the  bladder,  in  consequence  of  the  occurrence  of 


Fig.  180.  Fig.  181. 


acid  fermentation,  a  process  which  has  been  the  subject  of 
some  beautiful  investigations  by  Scherer.*  In  some  instances, 
however,  the  lu-ic  acid  is  undoubtedly  deposited  before  the 
urine  is  passed.    Like  the  Hthates,  deposits  of  uric  acid  vary 

Fig.  182. 


very  much  in  colour.  Sometimes  they  are  nearly  colourless, 
while,  in  other  instances,  the  crystals  are  arranged  in  the  form 
of  large  grains  of  a  deep  red  colour,  "  cayenne  pepper  grains." 

♦  "  Untersuchungen,"  1843.  Lehmaun's  "Chemistiy;"  translated  by 
Day,  vol.  ii.,  p.  408. 
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In  figs.  182,  a,  183,  a,  the  appearance  of  two  of  these  crystalline 
masses,  examined  by  powers  of  200  and  100  respectively,  is 
depicted.  The  crystals  also  vary  much  in  size,  so  that  the  deposit 
may  appear  to  the  unaided  eye  as  a  granular  layer,  or  as  a  dis- 
tinctly crystalline  sediment.  Deposits  of  hthic  acid  usually 
occupy  an  iuconsiderable  bulk,  compared  with  that  of  the  iirine 
from  which  they  have  been  precipitated. 

Fig.  183. 


The  forms  which  the  crystals  assume  are  very  various.  The 
most  characteristic,  and  that  most  frequently  met  with,  is  the 
rhomb,  and  it  is  in  this  form  that  this  substance  is  deposited 
when  any  of  its  salts  are  decomposed  by  the  addition  of  a 
stronger  acid.  Some  of  the  most  common  forms  are  represented 
in  figs.  180,  181.  The  latter  figure  represents  the  form  which 
Hthic  acid  usually  assumes  in  the  uriue  of  cases  of  "  acute 
dropsy,"  and  of  "  dropsy  after  scarlatina." 

rigs.  182  and  183  represent  some  curious  modifications  of 
crystals  of  lithic  acid.  The  six-sided  crystals  (fig.  182, 6)  must 
not  be  mistaken  for  cystine. 
They  may  readily  be  dis- 
tinguished by  two  of  then- 
sides  being  longer  than  the 
others,  and  also  by  their 
chemical  characters. 

In  Pig.  183*  are  repre- 
sented some  crystals  of 
hthic  acid,  which  are  occa- 
sionally met  with.  They 
may  often  be  produced  by  the  rapid  crystallization  of  Hthic 
acid  in  uriue,  to  which  nitric  or  hydrochloric  acid  has  been  added. 
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250.  Oxalate  of  iLauic. — Oxalate  of  lime  was  first  shown  to  be 
a  common  urinary  deposit  by  Dr.  Grolding  T3ird.  It  occurs  as 
a  scanty  sediment,  in  wbicb  the  crystals,  if  they  are  large,  are 
seen  as  minute  glistening  points  to  the  unaided  eye.  Large 
crystals  of  oxalate  of  lime  present  a  beautiful  appearance  when 
examined  by  reflected  light  (fig.  184,  d).  If  they  are  subjected 
to  examination  in  the  dry  way,  they  appear  like  dark  cubes, 
with  a  clear  bright  centre  (fig.  184,  a).    Their  appearance  in 

Fig.  184, 

a  b  c  d 


fluid  and  in  Canada  balsam  is  shown  in  the  same  figure  at 
h  and  c.  More  commonly,  however,  the  crystals  do  not  all  sink 
to  the  bottom  of  the  liquid,  but  are,  as  it  were,  buoyed  up  by 
the  small  quantity  of  mucus  present.  They  vary  very  much  in 
size. 

Oxalate  of  lime  crystallizes  in  well-defined  octohedra,  one 
axis  of  which  is  much  shorter  than  the  other  two.  Viewed 


Fig.  18.5. 


<6> 


in  various  positions  the  crystals  present  a  very  different  appear- 
ance, which  has  given  rise  to  the  idea  that  this  substance  crys- 
tallizes in  several  different  forms  in  urine.  In  the  accom- 
panying figure  (185),  several  of  these  appearances  are  repre- 
sented ;  the  crystal  being  the  same  in  each  case,  but  viewed  in 
a  different  position. 

In  the  four  lower  figures  a  crystal  is  sho^^•n  with  one  of  its 
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lateral  angles  towards  the  observer,  and  rotated  upon  its  long 
axis. 

I  have  been  able  to  observe  aU  these  different  forms  by  caus- 
ing the  crystals  to  rotate  in  the  field  of  tlie  microscope. 
With  the  aid  of  a  little  glass  model  it  is  very  easy  to  demon- 
strate the  different  appearances  to  any  one. 

Octohedra  of  oxalate  of  lime  are  frequently  deposited  after  the 
m'ine  has  left  the  bladder,  and  continue  to  increase  in  size  for 
some  time  after  their  first  appearance ;  so  that  the  urine  should 
always  be  examined  soon  after  it  has  been  passed,  and  also  after 
the  lapse  of  several  hours. 

Not  unfrequently  the  crystals  are  very  minute,  and  without 
care  in  the  examination  they  may  be  passed  over  altogether. 
Minute,  crystals  of  oxalate  of  lime  often  occur  amongst 
deposits  of  pale  lithates,  which  may  obscure  them  from  view. 
Upon  the  addition  of  a  drop  of  potash,  however,  the  lithate  is 
dissolved,  while  the  crystals  of  oxalate  of  Hme  are  not  afiected, 
and  can  be  distinguished  readily  upon  microscopical  examin- 
ation. 

251.  Dumb-bell  Crystals. — Dumb-bell  Crystals  of  Oxalate  (Oxa- 
lurate?)  of  Lime.  These  crystals  were  also  first  described  by  Dr. 
Golding  Bird,  as  consisting  of  oxalate  of  Hme ;  but  in  conse- 
quence of  their  power  of  polarizing  light,  he  considers  it  pro- 
bable that  they  may  be  composed  of  oxalurate  of  Hme,  for 
substances  which  crystallize  in  the  octohedral  form  do  not 
possess  this  property. 

A  very  perfect  form  of  these  dumb-bell  crystals  is  represented 
in  fig.  186 :  they  were  obtained  from  the 
urine  of  a  child,  two  years  of  age,  sufferiag  Fig.  186. 

from  jaundice.  Besides  the  dumb-beU  crys- 
tals, other  allied  forms  are  very  often  pre- 
sent, such  as  oval  and  perfectly  circular 
crystals  (fig.  187)  ;  and  not  unfrequently 
crystals  of  an  irregular  form  occur,  one 
side  being  even  and  regular,  while  the 
opposite  presents  dififerent  characters. 
Dumb-bells  wiU  generaUy  only  be  met  with  in  urine  for  a  few 
consecutive  days,  and  they  are  ahnost  always  accompanied  with 
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Fig.  187. 


octolaeclral  crystals  (fig.  187).  I  have  observed  on  several  oc- 
casions that  the  appearance  of  the  more  perfectly-formed  dumb- 

beU  crystals  is  preceded  and 
succeeded  by  the  presence  of 
the  circular,  oval,  and  less  re- 
gular forms  of  crystals. 

These  crystals  are  certainly 
formed  ia  the  kidney;  for  I 
have  seen  them  in  the  tubes 
after  death  on  several  occa- 
sions, and  once  I  met  with 
them  in  the  fibrinous  casts  of 
the  UTUiiferous  tubes  which 


© 


had  escaped  in.  the  urine. 
By  the  prolonged  action  of 
£)  """^  acetic  acid,  I  have  found  that 

©    ®    ^  the  crystalline  matter  was  dis- 

solved, leaving  a  small  quantity 
of  organic  matter,  taking  the 
precise  form  of  the  original 
crystal,  and  appearing  like  a  ceU-waU  (fig.  188).*   A  similar 
Fig.  188.  change  takes  place  in  the  case  of  the  spherical  and 
f^.    dumb-bell-shaped  crystals  of  carbonate  of  lime,  so 
^    common  ia  the  urine  of  the  horse  and  other  herbi- 
O  vora. 

The  dumb-bell  crystals  appear  to  be  formed  by  the  aggrega^ 
tion  of  minute  acicular  crystals  :  an  arrangement  which  is  well 


Fig.  189. 


seen  in  the  crystallization  of  other  sub- 
stances, which,  under  certain  circum- 
stances, assume  this  form.  In  fig.  189, 
some  crystals  of  lithate  of  potash  (pre- 
pared artificially)  are  represented  ia  this 
form,  but  these  do  not  possess  any  invest- 
ing-membrane.  Rgm-es  186-190  are  aU 
magnified  Avith  a  power  of  about  200 
diameters. 


*  "Medical  Times,"  1851,  p.  374. 
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Phosphate  of  lime  also  appears  to  assvime  the  dumb-bell 
form  occasionally. — The  crystals  delineated  in  fig.  190  were 
obtained  from  the  decomposing  mucus  of  the 
gall-bladder  of  an  ox. 

Lithic  acid  also  assumes  the  dumb-bell 
form ;  but  these  crystals  are  readily  distin- 
guished from  those  of  the  oxalm-ate  of  lime 
by  their  solubility  in  solution  of  potash,  and 
by  the  difference  of  their  refracting  power. 
Dr.  Bacon  has  added  some  interesting  observations  upon  the 


Fig.- 191. 


composition  of  these  crystals,  which 
will  be  found  in  Dr.  Grolding  Bird's 
work  on  Urinary  Deposits,  to  which 
the  reader  is  referred  for  further 
information  upon  this  subject. 

252.    Triple    Phosphate.  Besides 

crystals  of  triple  phosphate  (figs. 
175, 191),  there  are  others  which 
occur  more  rarely  in  small  quan-  ^ 
tities.  Fig.  192  represents  some  ' 
crystals  of  triple  phosphate,  of 
a  beautiful  form,  not  very  fre- 
quently met  with.  The  speci- 
men from  which  this  drawing 
was  taken  contained  also  many 
octohedral  crystals  of  oxalate  of 
lime.  If  a  little  ammonia  be  added  to  healthy  urine,  the 
ammoniaco-magnesian  phosphate  is  precipitated  in  the  form  of 
beautiful  stellate  feathery  crystals. 

253.  Cystine.— Cystine  forms  a  deposit  much  resembling 
that  of  the  pale  urates  ;  from  which,  how- 
ever, it  is  readily  distinguished  by  not 
being  dissolved  upon  the  application  of 
heat.  Cystine  is  readily  soluble  in  am- 
monia; and  as  the  ammoniacal  solution 
evaporates,  the  characteristic  six-sided 
plates  are  formed.    For  the  deposit  from 
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Fig.  194. 


A®/ 


which  the  accompanying  drawing  (fig.  193)  was  taken,  I  am 
indebted  to  my  friend  Dr.  Sankey,  of  the  London  Fever 
Hospital. 

254.  C'nrbonntc  of  i^ime  is  very  rarely  met  with  in  a  crystal- 
line form  in  human  urine.  Not  unfrequently  it  occurs,  mixed 
with  a  deposit  of  triple  phosphate  and  phosphate  of  lime,  as  an 
amorphous  powder,  or  forming  very  small  round  masses. 

Occasionally,  however,  it  has  been     pig.  195. 
found  forming  dense  spherical  stel-  ^ . 

lar  masses  composed  of  aggrega-  '  S 

tions  of  minute  acicular  crystals  <f^)  ^ 
(Dr.  Golding  Bird).    Eig.  194  re- 
presents  the  appearance  of  carbon- 

 ate  of  lime  as  it  occurs  in  the  urine 

of  the  horse,  under  the  influence 
of  reflected  light ;  and  in  fig.  195  some  crystals,  viewed  in  Canada 
balsam,  with  transmitted  light,  are  shovra. 

255.  Blood  Globules  usually  form  a  red  or  brownish-red  gra- 
nular deposit  which  sinks  to  the  bottom  of  the  vessel.  If  the 
urine  be  perfectly  neutral,  or  slightly  alkaline  in  its  reaction,  the 
colour  of  the  globules  will  be  bright  red ;  while,  in  those  instances 
in  which  the  reaction  is  decidedy  acid,  the  globules  will  be  found 
of  a  brown  colour,  imparting  to  the  supernatant  fluid  a  smoky 
hue.  If  blood  globules  remain  long  in  arine  they  become  much 
altered  in  form,  the  outline  appearing  irregular  and  ragged,  and 
the  surface  granular.  This  change  no  doubt  is  chiefly  de- 
pendent upon  physical  causes. 

On  the  subject  of  extraneous  matters  sufficient  has  already 
been  said. 

256.  liargc  orgaiUc  CJlobnlcs,  Exudation  CcUs,  &c. — Large  cells 

filled  with  oil  globules,  wliich  are  met  with  in  the  urine  in 
cases  of  fatty  degeneration,  have  already  been  referred  to  in 
page  209.  These  when  completely  filled  vsdth  oil,  appear  per- 
fectly dark  by  transmitted  light.  They  have  been  termed  "  large 
organic  globules,"  by  Dr.  Golding  Bii-d,  and  in  structure  present 
great  similarity  to  the  so-called  "  exudation  cells,"  "  inflamma- 
tory globules,"  or  "  compound  granular  cells."  They  consist 
essentially  of  a  cell-waU,  enclosing  within  it  a  greater  or  less 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE. 


221 


Fig.  196. 


nmnber  of  oil  or  fat  globules*  distiaguislied  by  their  dark  out- 
line and  clear  transparent  centre.  By  reflected  light  these 
cells  appear  opaque  and  perfectly  white.  They  must  be  dis- 
tinguished from  the  cells,  in  which  no  oil  globules  can  be 
detected,  in  which  even  with  very  high  powers  the  dark  parts 
appear  to  be  composed  only  of  minute  granules  or  molecules 
which  appear  as  very  fine  dots. 

257.  Spherical  Cells  conlaining  IVuclei  and  Oraiiiilar  Maltcr.  

Cells  presenting  these  characters  are  not  unfrequently  met  with 
in  specimens  of  urine, 
but  I  have  not  been  able 
to  determine  with  accu- 
racy the  portion  of  the 
mucous  tract  from  which 
they  are  derived,  or  their 
pathological  importance. 

The  cells  represented  6  < 
in  fig.  196  were  found 
in  the  urine  of  a  patient 
sufieriug  from  rheuma- 
tic fever,  at  a,  as  they 
occurred  ;  h,  the  same 
treated  with  acetic  acid ; 
c,  cells  much  resembling 
pus ;  d,  the  same  treated  with  acetic  acid, 
bodies  are  altered  blood  corpuscles. 

The  large  ceUs  above  referred  to  contained  several  trans- 
parent bodies  within  them,  which  became  very  distinct  upon 
the  addition  of  acetic  acid  (nuclei  ?).    The  central  bodies  did 


The  smaller  round 


The  term  «  globule"  is  here  restricted  to  a  spherical  body,  with  a  dark 
aud  well-defined  outline,  and  a  clear  bright  cent,^.  Cells  ^'^'"'^''^'^ 
containing  oil  globules  are  represented  in  the  figure 

Granules;'  and  " molecules,"  under  the  microscope, 
appear  as  minute  points  or  dots,  in  which  no  distinct 
structure  can  be  made  out.  They  exhibit  the  peculiar 
molecular  movements  (see  Chylous  urine).  In  the  figure, 
three  cells  containing  granular  matter  are  represented.  Granular  cells  are 
also  shown  in  fig.  196  ;  granular  casts  in  figs.  165,  6,  167 
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not  refract  light  as  oil  globules,  nor  did  they  present  the  circu- 
lar dark  and  well-defined  outline  so  characteristic  of  the 
latter. 

Ill  fig.  197  are  represented  specimens  of  large  cells  filled  with 
dark  granular  matter,  but  not  containing  any 
oil  particles,  from  the  urine  of  a  case  of  chro- 
nic bronchitis.    There  were  also  a  few  pus 
globules  present  in  this  specimen.    Fig.  198 
represents  a  curious  form  of  cell  found  in 
the  urine  of  a  case  of  renal  dropsy  of  seven 
weeks'  duration.    Casts  of  medium  diame- 
ter, with  a  few  small  cells  containing  oil,  were 
also  present  in  the  same  specimen  of  urine, 
presenting  somewhat  similar  characters  have  come 
under  my  notice  in  several  other  cases ;  and  from  that 
portion  of  the  mucous  surface  of  the  bladder  known 
as  the  trigone,  I  have  obtained  cells  agreeing  with 
them  in  general  characters.    It  appears  not  unreason- 
able, therefore,  to  assume  that  many  of  these  peculiar 
ceUs  may  be  looked  upon  as  some  modification  of  bladder 
epithelium. 

258.  "  smau  organic  Globules/'  —  Under  this  name  Dr. 
Golding  Bird  has  described  some  little  bodies  smaller  than  the 
pjg_  pus  or  mucous  corpuscles,  with 

a  perfectly  smooth  exterior,  and 
unaffected  by  acetic  acid.  Dr. 
Bird  suggests  that  they  may  be 
nuclei  which  have  been  set  free 
from  a  cell  by  the  bursting  of 
the  investing  membrane.* 

Eig.  199  represents  the  ap- 
pearance of  the  deposit  from 
the  urine  of  a  patient  suffering 
from  calculus.  The  small  roimd  bodies  represented  in  dif- 
ferent parts  of  the  figure  were  insoluble  in  strong  acetic  acid, 
and  were  unaltered  on  the  adcHtion  of  ether  or  potash.  Many 
of  them  contained  a  central  dark  spot.  They  were  accompa- 
*  "  Urinary  Deposits,"  fourth  edition,  p.  356. 
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nied  with  numeroua  small  octohedral  crystals  of  oxalate  of 
lime.  From  their  highly  refractive  properties  and  chemical 
characters  just  referred  to,  it  is  probable  that  they  were 
composed  of  oxalate  or  oxalurate  of  lime. 


OK  THE  PRESEEVATION  OF  -UEINART  DEPOSITS. 

It  is  very  desirable  to  be  able  to  preserve  many  urinary  de- 
posits permanently,  particularly  when  their  nature  is  doubtful, 
in  order  that  they  may  be  compared  with  other  specimens  ;  and 
as  this  point  presents  some  difficulties  to  the  student,  although 
it  has  been  referred  to  in  Chapter  YII.,  I  shall  nevertheless  dis- 
cuss it  here  somewhat  in  detail.  While  some  of  the  substances 
met  with  are  preserved  with  comparative  facility,  others  are 
only  prevented  from  decomposing  with  great  difficulty,  and  by 
the  use  of  good  preservative  solutions. 

There  are  three  methods  of  mounting  urinary  deposits  : — 

1st.  As  dry  preparations. 

2nd.  In  Canada  balsam,  turpentine,  oil,  and  other  fluids  of 
similar  characters. 

3rd.  In  an  aqueous  preservative  solution. 

The  first  method  is  only  applicable  in  a  very  few  cases,  as  the 
greater  number  of  substances  forming  urinary  deposits  are  so 
altered  by  the  processes  of  washing  and  drying  as  to  be  after- 
wards recognized  with  difficulty.  Large  crystals  of  Hthic  acid, 
crystals  of  oxalate  of  lime,  and  certain  forms  of  phosphates  and 
lithates  may,  however,  be  mounted  as  dry  objects,  but  they  of 
course  exhibit  different  characters  when  examined  in  fluid  (§  82). 

259.  Preservation  of  Urinary  Deposits  in  the  Bry  way. — Spe- 
cimens which  are  to  be  mounted  in  the  dry  way  must  undergo 
the  same  preHminary  washing  and  drying  as  those  which  are  to 
be  put  up  in  Canada  balsam.  The  same  description  wiU 
therefore,  serve  for  both.  Suppose  we  require  to  dry  some 
crystals  of  Hthic  acid:— after  the  crystals  have  been  allowed  to 
collect  at  the  bottom  of  a  conical  glass  vessel,  the  clear  super- 
natant fluid  IS  to  be  poiu-ed  off,  and  the  crystals  are  to  be 
washed  with  a  httle  dilute  alcohol,  or  with  a  very  weak  solution 
of  acetic  acid.  When  the  process  of  washmg  has  been  repeated 
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two  or  three  times  (§  224),  a  small  quantity  of  the  deposit  is  to 
be  transferred  by  means  of  a  pipette  to  a  glass  slide,  and  the 
greater  part  of  the  fluid  soaked  up  witli  a  small  piece  of  blotting 
paper.  The  crystals  are  next  to  be  spread  a  little  over  the 
glass,  with  the  aid  of  a  fine  needle,  in  order  to  separate  the  in- 
dividual crystals  from  each  other,  and  the  slide  is  to  be  pkced 
in  a  warm  place,  or  in  the  sun,  until  qtiite  dry  ;  but  care  must  be 
taken  that  the  drying  is  not  carried  on  too  rapidly,  and  that  too 
great  a  degree  of  heat  is  not  employed.  A  narrow  rim  of  paper 
or  cardboard  is  next  to  be  gummed  on  the  slide  so  as  to  include 
the  crystals  in  a  sort  of  shallow  cell ;  and,  lastly,  the  glass  cover 
is  to  be  put  on,  and  kept  in  its  place  either  by  anointing  the 
edges  wdth  a  little  gum-water,  or  by  pasting  it  down  with 
narrow  strips  of  paper,  which  may  be  variously  arranged  and  or- 
namented according  to  taste. 

260.  Pieservatiou  of  ITiinaiT  Meposits  in  Canada  Balsam. 

If  the  crystals  of  lithic  acid  are  to  be  mounted  in  Canada 
balsam,  they  should  be  carefully  dried  first,  as  above  directed,  and 
afterwards  over  sulphuric  acid  (§  282),  and  then  moistened  with 
a  small  drop  of  spirits  of  turpentine.  The  sUde  is  now  to  be 
sHghtly  warmed,  in  order  to  volatilize  the  greater  part  of  the 
turpentine,  and  a  drop  of  Canada  balsam  is  to  be  dropped  upon 
the  preparation  from  the  end  of  a  wire,  which  may  be  readHy 
efi"ected  by  holding  the  wire  with  the  balsam  over  the  lamp  or 
hot  brass  plate  for  a  miaute  or  two  in  order  to  soften  it.  The 
sHde  is  next  to  be  held  over  a  lamp,  in  order  to  keep  the  balsam 
fluid  until  any  air-bubbles  wHch  may  be  present  have  coUected 
into  one  spot  on  the  surface  of  the  Uquid  balsam,  an  operation 
which  is  expedited  by  gently  moving  the  sUde  from  side  to  side. 
The  air-bubbles  may  now  be  removed  by  touching  them  with  a 
fine-pointed  wire,  as  directed  in  §  105.  Lastly,  the  glass  cover 
is  to  be  taken  up  with  a  pair  of  forceps,  sUghtly  warmed  over  a 
lamp,  and  one  edge  is  allowed  to  touch  the  balsam.  The 
surface  is  permitted  to  fall  gradually  upon  the  balsam,  so  that  it 
is  wetted  by  it  regularly,  and  only  by  very  slow  degrees,  for 
otherwise,  air-bubbles  would  yet  be  included  in  the  preparation. 
The  glass  slide  with  the  preparation  may  now  be  set  aside  to 
cool. 
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261.  Prcscrvalioii  of  UriuaiT  Deposits  lii  Aqueous  Solutions. 

— For  the  i^reservation  of  urinary  deposits,  the  most  important 
method  is  that  of  putting  them  up  in  some  preservative  fluid,  for 
in  this  manner  alone  can  the  characteristic  appearances  of  many 
specimens  be  retained.  Mounted  in  the  diy  way,  and  in  Canada 
balsam,  it  need  scarcely  be  said  that  the  object  presents  different 
characters  to  those  observed  when  it  was  examined  in  the  urine  ; 
and  although  the  two  former  methods  are  of  great  advantage  in 
examining  the  structure  of  some  crystals,  they  are  ill  adapted 
for  preservmg  the  great  majority  of  urinary  deposits,  and  are 
wholly  inapplicable  for  the  preservation  of  epithelium,  casts  of 
the  renal  tubes,  &c. 

When  preservative  solutions  are  employed,  the  objects  must 
always  be  placed  in  shallow  cells  ;  and  the  most  convenient  form 
of  ceU  for  this  purpose,  according  to  my  experience,  is  that 
which  is  made  by  painting  upon  the  glass  slide,  with  a  fine 
brush,  a  narrow  border  of  Brunswick  black  (§  69),  enclosing 
either  a  square  or  circular  space,  as  may  be  most  convenient. 
In  cases  where  a  deeper  ceU  is  required,  those  composed  of  thin 
glass  (§  71)  or  tinfoH  (§  70)  are  the  most  useful.  The  forms  of 
eeUs  just  referred  to,  I  can  recommend  from  experience,  for  I 
have  many  preparations  put  up  in  them  which  have  been  well 
preserved  for  some  years. 

Next,  with  regard  to  the  preservative  fluids  best  adapted  for 
mountmg  urinary  deposits— weak  spirit  answers  pretty  weU 
for  some  sediments,  but  as  a  general  rule  is  not  suitable  for 
substances  occurring  in  urine. 

Glycerine  may  be  employed  in  some  cases  dHuted  Avith  a  little 
water  The  preservative  gelatine  (§  99)  I  have  found  answer 
exceedmgly  weU  for  the  preservation  of  dumb-beU  crystals  of 
oxalate  of  bme  and  some  other  crystalline  deposits :  with  care 
epithehum  may  also  be  preserved  in  it.  I  have  used  the 
creosote  and  naphtha  solution  (§  97)  most  successfuUy  for  the 
preservation  of  casts  and  various  kinds  of  epithelium  &c 

Whatever  preservative  fluid  is  used,  care  should  be'  taken 
.v'^  V    A  '  thoroughly  saturated  with  it,  for 

unless  this  object  be  attained,  there  is  danger  of  the  preparation 
being  destroyed  after  a  time. 
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262.  lYIctiiod  of  MC|»arnting  tliv    DcpOMil  rroiii  the  Uriue,  and 

placing  it  in  the  pi-cMei-vntivc  Fluid. — The  iiiost  simple  manner 
of  mounting  deposits  by  the  use  of  these  fluids  is  by  allowing 
the  sediment  to  subside  to  the  bottom  of  a  conical  glass, 
pouring  off  the  supernatant  urine,  and  adding  a  small  quantity 
of  the  preservative  solution.    The  deposit  is  again  allowed  to 
subside,  and  the  solution  poured  off,  and  replaced  by  a  fresh 
quantity.    After  the  subsidence  of  the  deposit,  a  small  portion 
may  be  removed  witb  a  pipette,  placed  in  one  of  the  forms  of 
cells  above  referred  to,  and  the  glass  cover  placed  on  the  surface 
of  the  liquid,  care  being  taken  that  the  wbole  surface  of  the  glass 
be  vretted  with  the  solution,  in  order  that  no  air-bubbles  may 
be  included  in  the  preparation  (§  91).    Any  excess  of  fluid  is 
now  to  be  soaked  up  with  a  clean  clotb,  or  witb  blotting-paper, 
and  tbe  cover  cemented  to  the  cell  by  applying  a  little  Bruns- 
wick black  or  other  varnish  witb  a  camel's-hair  brush.  The 
name  of  the  deposit,  \nth  any  otber  particulars,  is  to  be 
appended  to  the  slide,  and  the  preparation  laid  flat  in  the 
cabinet. 

In  the  manner  just  detailed,  the  following  may  be 
readily  preserved :  various  kinds  of  epithelium,  casts,  fat 
cells,  torulse,  confervas,  pus,  mucus,  Hthic  acid,  oxalate  of 
lime,  lithates  of  soda  and  ammonia,  and  other  substances, 
whose  characteristic  appearance  is  not  altered  by  aqueous 
fluids.  If  lithic  acid,  oxalates,  phosphates,  or  other  crystals, 
are  to  be  put  up  as  objects  for  examination  with  polarized 
light,  they  should  be  mounted  in  balsam  or  turpentme. 

263.  Preservation  of  CiTstals  of  Triple  Phosphate.  Cystine. 

—Crystals  of  the  triple  phosphate  may  be  preserved  in  water 
to  which  a  little  ammonia  and  muriate  of  ammonia  have  been 
added.  In  this  solution  the  surfaces  of  the  crystals  preserve 
their  beautiful  smooth  character,  while  in  pure  water  or  in 
creosote  fluid  the  surface  becomes  roughened  rapidly.  Dumb- 
bells, as  I  before  noticed,  may  be  preserved  in  the  preservative 
gelatine  and  they  are  not  Uable  to  shift  their  position  in  con- 
sequence of  being  well  supported  by  the  jelly.  Crystals  of 
cystine  cannot  be  preserved  in  the  creosote  solution,  because 
they  are  slowly  dissolved  by  it;  but  as  they  are  insoluble  m 
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vegetable  acids,  a  dilute  solution  of  acetic  acid  will  be  found  to 
keep  them  unchanged. 


The  figures  represented  in  Cliapter  XIV.  are  magnified  with  one  of 
Powell's  quarters  (about  220  diameters)  unless  stated  to  the  contrary. 

On  the  subjects  treated  of  in  the  -last  two  Chapters,  the  following  works 
may  be  consulted: — "Urinary  Deposits,"  by  Dr.  Golding  Bird;  "Dis- 
eases of  the  Kidney,"  by  Dr.  Johnson ;  "  Brightsche  Nierenkrankheit," 
Braunschweig,  1851,  by  Dr.  Frerichs;  "Medical  Chemistry,"  by  J.  E. 
Bowman ;  "  Physiological  Chemistry,"  Lehmann,  translated  by  the  Caven- 
dish Society ;  "  Traite'  de  Chimie  Anatomique  et  Physiologique,"  Robin  and 
Verdeil;  "  Lehrbuch  der  Zoochemie,"  Heintz,  Berlin,  1853;  Schmidt, 
op.  cit.  Chapter  III. 
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CHAPTEE  XV. 

BLOOB  —  MILK  —  SEBOTTS  rLTJIDS  —  SPtrTTJM  —  VOMIT  —  SXTB- 
STAJTCES  PASSED  BY  THE  BOWEL— DISCHAEaES  FBOM  THE 
TJTEETJS  AND  VAMNA — PUS. 

264.  Exauiiimtioii  of  Blood. — la  Order  to  examine  the  blood, 
a  small  di-op  is  placed  upon  a  glass  slide,  and  covered  with  thin 
glass,  which  is  to  be  pressed  down  until  a  very  thin,  transparent, 
and  almost  colourless  stratum  only  remains.  If  in  this  manner 
the  individual  globules  cannot  be  seen  distinctly,  a  little  syrup 
or  serum  must  be  added  ;  but  it  is  better  to  avoid  the  addition 
of  any  fluid,  if  possible.  Upon  carefuUy  focussing,  the  red  glo- 
bules win  appear  to  present  a  dark  centre  and  light  circumfer- 
Fig.  200.  ence,  or  the  reverse,  according  as  the  focus 

is  altered  (fig.  200),  and  here  and  there 
r^O  &  ™  ®        a  white  corpuscle  may  be  observed. 

®^^®^o  ^  ^"-^^^^  ^^""^^  ^^''P      ^^^^^  *°  ^ 

(g>  (Sims  g,     ^op  of  blood,  the  corpuscles  will  be  found 

\  ^®lf^^^^  to  have  become  flatter  from  exosmosis  of 
a  part  of  their  contents;  while,  on  the 
o  ^  ®30®«^'  ®  other  hand,  if  placed  in  water,  they  become 
spherical  from  endosmosis,  and  ultimately  burst.  It  is  not  diffi- 
cult to  make  a  solution  of  similar  density  to  that  in  the  mtenor 
of  the  corpuscle ;  and  in  this  manner,  as  Dr.  Eees  expresses  it, 
we  may  take  the  specific  gravity  of  a  blood  corpuscle,  if  we 
ascertain  the  specific  gravity  of  the  solution  which  has  been 
added  to  the  blood. 

Acetic  acid  causes  the  membrane  of  the  corpuscle  to  become 
more  transparent  and  clear,  and  to  swell  up  from  endosmosis. 
After  the  application  of  this  reagent,  the  blood  corpuscle 
may  be  scarcely  visible,  but  the  membrane  is  not  dissolved  by 
it      Strong  hydi-ochloric  and  nitric  acid  do  not  dissolve 
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the  globules ;  with  the  latter  reagent  the  outline  is  often 
reidered  darker  and  thicker,  while  the  entire  globule  becomes 
smaller.  The  corpuscles  are  entirely  soluble  in  ammonia 
and  alkalies.  They  are  rendered  darker,  and  the  walls  corru- 
gated, by  the  acid  of  the  gastric  juice ;  and,  after  remaining 
in  acid  urme  for  some  time,  a  similar  change  occurs  ;  hence  the 
black  colour  of  blood,  which  has  been  effused  into  the  stomach, 
and  the  dark  smoky  hue  of  acid  urine  containing  blood. 

Blood  crystals,  and  the  method  of  obtaining  them,  will  be 
spoken  of  in  Chapter  XVII. 

265.  Blood  in  stiaease. — In  looking  at  a  drop  of  healthy  blood, 
besides  the  red  corpiiscles,  here  and  there  a  larger  white  or 
colourless  corpuscle  is  seen.  The  relative  number  of  these 
should  be  carefully  noted,  as  in  disease  they  are  liable  to 
increase  enormously.  In  health  there  is  one  white  corpuscle  to 
about  fifty  red  ones.  The  condition  in  which  they  are  much 
increased  in  number  is  frequently  associated  with  enlargement 
of  the  spleen,  and  has  been  termed  '  Leukhemia ;'  or  '  white-cell 
blood  disease'  (Leucocythemia),  by  Professor  Bennett. 

In  extreme  cases,  white  or  colourless  corpuscles  are  almost  as 
numerous  as  the  red,  and  they  appear  much  more  so,  because 
the  red-blood  corpuscles  collect  together  in  little  piles,  while 
the  white  remain  separate  and  distinct,  and  occupy  the  intervals 
or  spaces  thus  formed.  The  surrounding  fluid  contains  much 
granular  matter.  Upon  being  treated  with  acetic  acid,  the  cells 
swell  up  a  little,  become  more  transparent,  and  usually  display 
one,  two,  or  even  more  roundish  bodies  in  the  centre,  much 
resembling  those  developed  in  the  pus  globule,  by  the  action  of 
the  same  reagent.* 

In  some  cases  of  cholera,  several  cells,  much  larger  than  the 
white  corpuscle,  have  been  found  in  the  blood.  In  a  case  which 
I  had  an  opportunity  of  examining,  a  short  time  ago,  many  of 
these  large  cells  contained  oil  globiiles,  collected  together  in  one 
part,  leaving  the  remainder  of  the  ceU  perfectly  clear  and 
transparent.  The  outline  of  the  cell  was  distinct  and  well 
defined. 


♦  Bennett  on  "  Leucocythemia,"  1852. 
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266.  Biooti  ofioivcr  AiiiiuaiM. — The  blood  of  the  lower  animals, 
particularly  of  the  rat  or  mouse,  bird,  frog,  newt,  and  fish, 
should  be  examined  when  an  opportunity  occurs.  The  size 
of  the  colourless  corpuscles  in  these  dilFerent  animals  may 
be  compared,  and  it  is  interesting  to  observe  the  relation  which 
they  bear  in  size  and  number  to  the  red  globides  in  them 
as  well  as  in  man. 

In  some  of  the  blood  corpuscles  of  the  spleen  of  the  dog,  and 
of  certain  fish,  as  the  perch,  and  other  animals,  two  or  three 
little  yellovsdsh  crystals  have  been  observed  in  the  interior 
(!Punke,  KoUiker).  Sometimes,  in  examining  a  clot  of  blood, 
which  has  been  eflEiised  in  the  brain,  or  in  other  situations,  and 
which  has  remained  there  for  some  time,  red  crystals  of  hgematine 
may  be  foiind  in  it.  Splenic  blood  has  also  been  found  to  con- 
tain free  crystals.  This  subject  will  be  again  referred  to  in 
Chapter  XYII. 

The  phenomena  of  the  circulation  of  the  blood  are  better 
studied  in  the  foot  of  the  frog,  or  in  the  branchiae  of  the  young 
newt.  The  former  is  to  be  placed  in  a  moist  bag  and  carefully 
tied  down  to  the  frog  plate.  Among  mammalia,  in  the  wing  of 
the  bat. 

267.  Examination  of  milk. — The  examination  of  nulk  pre- 
sents no  difficulties.  AH  that  is  necessary  is  to  place  a  drop 
upon  a  glass  sUde  and  cover  it  with  a  piece  of  thin  glass.  The 
general  characters  of  the  oil  globules,  and  the  fact  of  their  not 
running  together,  and  forming  larger  globides  when  pressed, 
should  be  noticed  (fig.  201).    This  is  prevented  by  the  albu- 

Yig,  201.  minous  investment  which  surrounds  each 

jso  ^  globule,  and  which  maybe  demonstrated 

|^^£jo^°^:>.o       as  follows.    If  the  drop  of  rm\k  be  treated 
0?o^Y''^''^%^'      with  a  little  acetic  acid,  the  form  of  the 
'y\^ib»f°roo°oi'8  &    globules  is  much  altered,  and  if  the  acid 
<3 O%o °'U  J ■     be  strong,  the  membrane  will  be  dissolved, 
\"P>^§o!si'^b„?-^      and  several  will  run  together,  forming  a 
"^t8C}„''o°°°=      larger  globule.     Again  it  will  be  found 
that  ether  will  not  dissolve  the  oil  globules  of  the  nulk  unless 
a  little  carbonate  of  soda,  or  some  other  alkaline  salt,  capable 
of  dissolving  this  membrane,  be  previously  added,  when  the 
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ether  immediately  eifects  tlie  solution  of  the  oily  matter. 
This  very  instructive  experiment  may  be  performed  in  a  test  tube, 
or  upon  a  glass  slide,  under  the  microscope  ;  the  reagents  being 
most  conveniently  applied  by  using  the  little  bulbs  (§  300).  In 
the  figure  some  giobides  thus  ti'eated  are  seen  running  together. 

The  colostrum,  or  millc  secreted  fii'st  after  delivery,  will  be 
found  to  contain  many  large  cells,  consisting  of  an  investing 
membrane  filled  with  oil  globules,  resembling  those  which  are 
floating  free  in  the  surrounding  fluid. 

By  microscopical  examination,  the  most  common  adultera- 
tions of  milk  can  be  readily  detected, — such,  for  instance,  as 
chalk  and  flour  (starch  globules).  It  has  been  said  that  milk 
has  been  adulterated  by  the  addition  of  sheep's  or  other 
brains.  Such  cases  are,  no  doubt,  very  rare.  ^Fragments  of 
vessels,  nerve-tubes,  and  cells,  would  be  readily  detected  upon 
microscopical  examination. 

268.  Examinatiou  of  Serous  Fluids. — SerOUS  fluids  may  be 

poTU-ed  into  a  conical  glass-vessel,  and  allowed  to  stand  until  aU 
the  deposit  has  collected.  A  small  quantity  may  then  be  removed 
by  a  pipette,  in  the  usual  way,  and  examined  in  the  microscope. 
The  microscopical  characters  of  the  fluid  should  be  contrasted 
with  those  of  ascitic  fluid,  the  fluid  of  hydrocele,  and  serum 
from  ovarian  and  other  cysts. 

269.  Fluid  from  Serous  Cavities. — The  clear  Serous  fluid  which 

collects  sometimes  to  a  great  extent  in  the  peritoneal  cavity 
(ascites),  will  be  found,  if  recently  efiiisedjto  contain  but  traces 
of  cells,  or  cell  debris  ;  but  after  the  disease  has  been  of  long 
standing,  the  surface  of  the  peritoneum  becomes  altered,  and 
covered  with  a  vast  nmnber  of  granular  and  almost  spherical 
cells,  varying  very  much  in  size,  and  not  usually  containing  a 
distinct  nucleus.  A  moderately-abundant  deposit  often  takes 
place  after  the  fluid  has  stood  for  some  time.  In  other  cases, 
which  are  of  a  more  acute  character,  the  fluid  is  found  to  be 
of  a  greenish  or  dirty-yellow  colour, — opaque,  with  numerous 
flocculi  and  shreds  of  false  membrane  suspended  in  it,  or  attached 
to  the  siu'face  of  the  peritonaeum.  In  such  a  specimen,  pus 
globules,  with  many  of  the  cells  above  referred  to,  would  pro- 
bably be  found,  with  others,  which  are  darker  in  consequence  of 
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being  filled  with  minute  oH  globules.  The  flocculi  present 
usually  a  delicately  fibrous  appearance,  with  numerous  ceUs 
entangled  in  the  meshes  formed  by  the  interlacement  of  the 
fibres.  Plates  of  cholesterine  are  sometimes  found  in  ascitic 
fluid. 

The  fluid  which  accumulates  in  hydrocele  is  usually  per- 
fectly clear,  containing  a  few  delicate  cells,  and,  perhaps,  a  few 
free  oil  globules,  with  not  unfrequently  spermatozoa,  and  some- 
times many  plates  of  cholesterine  are  also  present. 

270.  fluids  from  Cysts. —Upon  Contrasting  serous  fluids  of 
this  description  with  those  which  are  found  withia  the  ca\'ities  of 
cysts,  a  marked  difference  is  always  observed,  both  in  their  che- 
mical as  well  as  in  their  microscopical  characters.  As  an  example 
of  a  fluid  of  this  description,  ovarian  serum  may  be  instanced ; 
but  the  fluid  found  in  cysts  in  different  parts  of  the  body,  as  in 
the  antrum,  or  in  the  eyeball,  thyroid  gland,  &c.,  will  be  found 
to  present  very  similar  characters. 

The  deposit  of  ovarian  fluid  will  consist  usually  of  cells, 
free  granular  matter,  oil  globules,  and  perhaps  blood  globules. 
ISTot  unfrequently,  many  crystalline  plates  of  cholesterine  will 
be  observed  in  it.  The  cells  are  composed  of  at  least  two  distinct 
forms: — 1.  Small,  delicate,  transparent,  and  faintly  granular  cells, 
without  the  slightest  appearance  of  a  nucleus,  some  being  some- 
what larger,  and  others  smaller  than  a  pus  corpuscle.  2.  Large 
cells,  often  as  much  as  the  thousandth  of  an  inch  in  diameter, 
but  varying  in  size,  of  a  dark  colour  by  transmitted,  and  white 
by  reflected  light.  These  cells  are  crammed  with  minute  oil 
globules,  which,  however,  cannot  easily  be  demonstrated  without 
carefully  focussing.  They  are  almost  constantly  present  in 
Fig.  202.  fluids  which  are  now  under  con- 

sideration, and  have  a  structure  ap- 
parently identical  with  that  of  cells 
presenting  similar  characters,  and 
fotind  frequently  in  softening  of  the 
brain  (fig.  202) ,— sometimes  in  the 
coats  of  vessels  imdergoing  fatty 
degeneration,  in  the  urine  in  Bright's 
disease,  in  the  sputum— especiaUy  in  pneumonia  in  an  advanced 
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stage,  in  cystic  tumors  of  the  breast,  in  malignant  growths,  &c. 
In  many  instances,  the  fatty  matter  abounds  in  cholesterine, 
which  crystallizes  out  from  an  alcoholic  solution.  The  atten- 
tion of  the  student  is  particiilarly  directed  to  the  occurrence 
of  cells  of  this  description  in  various  morbid  products. 

Fig.  203  represents  the  appearance  of  the  deposit  from  a 
specimen  of  serum  obtained  from  a  case  of 
ovarian  dropsy.     The  clear  well-defined 
bodies,  e,  are  blood  corpuscles  rendered  '\°)^.,^'° 
spherical   by  endosmosis.     Some   small  {Jf'f^^^ 
granular  cells,  and  one  of  the  large  cells,  "^^^^i^.^FT^o 
containing  a  few  oil  globules,  b,  are  also      'a}^^:^<^.  „ 
represented.    The  large  dark  cells  are  not  o  '^ 

shown  in  this  figure,  but  the  general  ® 
characters  of  these  may  be  seen  by  refer- 
ring  to  the  last  figure. 

271.  Examination  of  Sputum. — In  Order  to  examine  sputum, 
it  ia  only  necessary  to  place  a  small  piece  upon  the  glass  sUde, 
and  cover  it  with  thin  glass.  If  any  dark  spots  be  observed  in 
the  mass,  or  any  appearance  of  fibrous  tissue,  or  other  pecu- 
liarities afiecting  certain  parts  only  of  the  sputum  be  noticed, 
these  portions  should  be  examined  separately.  They  may  be 
removed  easily  by  the  aid  of  forceps  with  broad  points,  and  a 
pair  of  sharp  scissors. 

Sputum  in  difierent  diseases  presents  very  difierent  characters, 
and  in  some  cases  by  subjecting  it  to  examination  we  are 
enabled  to  confirm  an  opinion  vsdth  reference  to  the  changes 
going  on  within  the  chest,  which  we  have  formed  from  physical 
signs ;  and  hence  the  microscopical  examination  of  the  sputum 
is  well  worthy  of  attention,  although  it  is  a  subject  involved  in 
great  difficulty.  See  Dr.  Black's  papers,  "Association  Journal," 
1853. 

Epithelium  from  the  cavity  of  the  mouth  and  air-passages, 
with  portions  of  any  fungous  vegetations  which  are  so  com- 
monly found  in  the  mouth,  especially  about  the  back  of  the 
tongue,  and  in  the  matter  secreted  by  the  tonsils,  will  commonly 
be  met  with  in  sputum,  as  well  as  portions  of  food  from  the 
same  situations,  such  as  muscular  fibre,  starch,  oil  globiiles, 
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&c.  It  must  not,  therefore,  be  inferred  that  everytliing  present 
in  the  sputum  comes  from  the  air-tubes. 

Sputum  sometimes  contains  small  fragments  of  pulmonary 
tissue,  which  are  frequently  distinct  and  well  defined,  but 
unless  they  are  very  abundant,  may  be  readily  passed  over 
unnoticed.  The  conditions  in  which  they  are  met  with  are 
phthisis  and  gangrene  of  the  lung.  It  has  been  stated  that 
fragments  of  pulmonary  tissue  may  be  found  ia  the  sputum 

before  evidence  of  the  existence  of 
cavities  can  be  obtained  by  physical 
examination.  If  this  could  be  esta- 
blished,  it  would  certainly  form  a  very 
important  aid  ia  the  diagnosis  of  phthisis 
"    in  the  early  stage. 

Eig.  204  represents  the  microscopical 
characters  of  a  specimen  of  transparent, 
frothy,  viscid,  and  almost  colourless  bronchial  sputum.  Some 
of  the  cells  which  have  been  treated  with  acetic  acid,  are  shown 
to  the  right  of  the  figure. 

In  phthisis  portions  of  soft  tubercle  are  often  expectorated. 
Fig.  20.5.  These  are  frequently  observed  ia  the  sputum  as  small 
roundish,  somewhat   transparent  spots,  which  are 
found  upon  examination  to  be  composed  chiefly  of 
•'•11^'    small  cells,  more  or  less  oval  in  form,  and  having  a 
granular  appearance  (fig.  205)  (tubercle  corpuscles), 
with  much  free  granular  matter  and  oil  globules. 

The  small,  hard,  white  masses  of  very  irregular  form,  which 
are  occasionally  expectorated  by  patients,  consist  chiefly  of 
amorphous  masses  of  phosphate  of  lime,  with  a  little  carbonate. 
Por  the  examination  of  these  see  §  167. 

Cholesterine  has  been  foimd  ia  the  sputa,  but  it  is  not  very 
frequently  present  in  a  crystaUine  form.  In  solution,  ia  oUy 
matter,  forming  minute  oil  globules  and  granules,  it  is  often 
met  with. 

272.  Pus,  &c.  ;  Claw8  of  Echinococci,  or  porUons  of  HydaUds 

u.  Sputum.— Pus  is  very  frequently  present  in  sputum,  and 
so  also  are  blood  corpuscles.  In  the  sputum  of  pneumonia, 
particularly  in  the  more  advanced  stages,  numerous  large  cells 
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containing  oil  globules  will  be  found,  with  a  vast  number  of 
finelj-granular  cells  much  resembling  pus  globules,  but  which 
do  not  exhibit  the  presence  of  central  bodies  when  treated 
with  acetic  acid. 

In  a  few  rare  cases,  portions  of  the  skins  of  hydatids,  with  ad- 
hering claws  of  echinococci,  have  been  expectorated  in  the  sputa. 
These  may  be  separated  by  stirring  the  sputum  well  in  water, 
removing  the  tenacious  mass,  and  allowing  time  for  the  deposit 
to  subside.  Two  such  cases  have  fallen  under  my  own  observa- 
tion.   Tor  the  characters  of  the  claws  see  fig.  133  a. 

A  knowledge  of  the  microscopical  characters  of  the  different 
kinds  of  food,  and  of  extraneous  matters  likely  to  be  present  in 
sputum,  is  as  important  in  the  microscopical  examination  of  this 
substance  as  in  the  case  of  urine  (§  230),  for  we  are  of  course 
liable  to  meet  with  fragments  of  anything  that  passes  through 
the  mouth. 

273.  Exainiiiaiiou  of  Vomit. — As  vomit  usually  contaius  a 
vast  number  of  substances  often  separated  from  each  other, 
it  becomes  necessary  to  examine  several  specimens  taken  from 
different  pai'ts,  in  order  to  ascertain  the  general  microsco- 
pical characters.  Portions  may  be  removed  upon  the  point 
of  a  knife ;  by  the  pipette  if  the  vomit  be  very  iiuid ;  and  with 
the  aid  of  scissors  and  forceps,  if  it  be  very  viscid,  as  in  the  case 
of  sputa. 

Yomit  always  contains  fragments  of  vegetable  and  animal 
tissues,  which  have  been  taken  as  food,  more  or  less  altered  by 
the  processes  of  digestion.  Starch  globules  are  usually  met 
with  in  great  numbers  ;  but  if  sufficient  time  has  been  allowed 
for  the  change  to  take  place,  the  membranous  coverings  of  the 
starch  granules  will  alone  remain. 

Considerable  attention  has  been  given  to  the  appearance  pre- 
sented by  the  uredo  of  wheat,  as  it  occurs  in  vomit,  and  also  in 
stools.  In  the  time  of  the  cholera,  the  undigested  uredo  found 
in  the  stools  was  looked  upon  as  a  fungus  connected  with  the 
cause  of  this  affection,  but  its  true  nature  was  pointed  out  by 
Mr.  Busk. 

Torulaa  are  very  frequently  present  in  considerable  numbers 
in  vomited  matters  ;  several  other  forms  of  vegetable  fungi  are 
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not  unfrequently  met  with,  and  vibriones  are  often  very  abun- 
dant.   The  sarcina  (fig.  138)  has  been  abeady  described. 

The  colour  of  the  so-caUed  coffee-grouud  vomit  appears  to 
be  due  to  the  presence  of  a  dark-brown  pigment  in  considerable 
quantity,,  forming  small  aggregations  or  minute  granules,  and 
probably  consisting  of  the  altered  colouring  matter  of  the  blood ; 
often  with  a  considerable  number  of  blood  globules,  somewhat 
changed  in  form.  In  some  specimens  of  cholera  vomit,  numerous 
flocculi,  consisting  partly  of  large  ceUs  of  scaly  epithelium,  and 
partly  of  cylindrical  epithelium  from  the  intestines,  have  been 
found. 

The  clear  fluid  which  is  brought  up  in  certain  cases  (Pyrosis 
or  Waterbrash)  contains  only  a  Little  epithelium,  and  a  few 
small  oil  globules. 

The  green  vomit,  depending  upon  the  presence  of  bile,  con- 
tains cylindrical  epithelium  (gaU-bladder  ?),  scaly  epithelium, 
flakes  and  small  masses  of  biliary  colouring  matter,  often  of  a 
very  bright  colour,  and  fat  globules. 

In  cases  in  which  cancer  of  the  stomach  is  suspected,  the 
vomit  shoTild  always  be  examined  for  cancer  cells,  although 
usually  these  will  be  found  so  much  broken  down  as  not  to  be 
recognizable. 

274.  Examination   of  Matters   passed  by   the   Bowels. — The 

microscopical  examination  of  the  fteces  is  in  certain  cases  of 
considerable  importance.  In  dysentery,  shreds  of  fibrinous 
matter,  blood  corpuscles,  pus  globules,  and  cylindrical  as  weU 
as  squamous  epithelium,  are  sometimes  present.  Crystals  of 
triple  phosphate  are  also  often  met  with. 

In  typhus  stools,  crystals  of  triple  phosphate  are  frequently 
present  in  great  numbers  ;  altered  blood,  and  vast  numbers  of 
vibriones,  with  different  kinds  of  vegetable  fungi,  are  not  un- 
commonly foimd. 

The  stools  of  cholera  patients  are  remarkable  for  the  large 
quantity  of  cylindrical  epitheliiun  they  frequently  contain. 
In  many  instances  the  white  flocculi  are  almost  entirely  com- 
posed of  it.  Sheaths  of  the  villi  are  often  found  in  gi-eat 
numbers  quite  entire, — perhaps  forced  off"  by  the  violent  con- 
traction of  the  villus  (§  182).   Undigested  musculai*  fibre,  exhi- 
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biting  the  transverse  strije  very  beautifully :  large  crystals  of 
triple  phosphate,  and  fragments  of  substances  taken  as  food  are 
also  generally  met  with. 

Masses  of  vegetable  confervoid  growths  have  occasionally 
been  passed  by  the  bowels,  but  such  cases  are  not  common ;  one 
is  mentioned  by  Dr.  Tarre,  and  another  by  Professor  Bennett. 

Professor  Quekett  has  met  with  some  elastic  fibres  ia  the 
faeces,  exhibiting  the  transverse  striae,  which  are  normal  in  the 
fibres  of  the  hgamentum  nuchae  of  the  giraffe.  This  transverse 
division  depended  probably  upon  incipient  decomposition.  The 
division  is  sometimes  so  distinct  and  complete  as  to  have  led  to 
these  fibres  being  mistaken  for  confervoid  growths.* 

275.  Discharges  from  the  Uterus  and  Vagina. — The  character 

of  these  discharges  varies  very  much.  In  subjecting  them  to 
microscopical  examination,  it  is  better  to  avoid  the  addition  of 
water  or  other  fluid  if  possible. 

In  uterine  and  vaginal  discharges,  the  foUowing  substances 
are  not  unfrequently  met  with.  EpitheHum  of  the  vagina,  pus 
globules,  blood  corpuscles,  small  transparent  oval  or  circular 
granular  ceUs,  usuaHy  occurring  in  abundance  in  the  mucus 
about  the  os  and  cervix  uteri,  and  smaU  oil  globules.f 

In  cases  of  cancer  of  the  uterus,  we  should  expect  to  meet 
with  cancer  ceUs  in  the  discharge,  but  these  are  often  so  broken 
down  as  not  to  be  distinguishable ;  stiU,  when  this  condition  is 
suspected,  the  discharge  and  also  the  urine  should  be  subjected 
to  very  careful  and  repeated  microscopical  examination.  In 
this  investigation,  the  resemblance  of  the  ceUs  of  columnar 
epitheHum  from  the  ureter  to  spindle-shaped  cancer  cells  must 
be  borne  in  mind,  and  the  student  must  be  careful  not  to  mis- 
take the  former  for  the  latter. 

276.  Examinarton  of  Pus.— The  microscopical  examination  of 
pus  is  easily  performed ;  but  in  many  instances  the  inferences  to 


p.l38,'noi?^^''  Physiology,"  fourth  edition.  Dr.  Carpenter, 

t  Upon  the  microscopical  characters  of  Leucorrhaal  discharges,  the 
Memoir  of  Dr.  Tyler  Smith,  in  vol.  xxxv.  of  the  "  Medico-Chiru  gica! 
Transactions,"  should  be  consulted.  '"'git-ai 
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be  drawn  from  tlie  examination  must  only  be  arrived  at  with 
great  caution. 

Pus  corimscles  become  smaller  upon  being  placed  in  saline 
solutions  of  greater  specific  gravity  tban  the  serum  in  which 
they  float,  by  exosmose  of  part  of  then-  contents.  The  cor- 
puscles of  pus  are  destroyed  by  the  action  of  caustic  alkalies, 
and  converted  into  a  thick  glairy  mass,  which  cannot  be  poured 
from  the  vessel  containing  it  in  drops.  Upon  exammmg  this 
glairy  mass  in  the  microscope,  only  a  few  granules  can  be 
observed. 

Water  containing  a  trace  of  iodine  in  solution  causes  the  pus 
globule  to  swell,  and  displays  the  central  mass. 

The  most  characteristic  reaction,  however,  is  produced  by  the 
addition  of  acetic  acid.  This  reagent,  if  not  veiy 
Fig.  205.     strong,  causes  the  corpuscle  to  swell,  so  that  it 
Q)  «    may  become  nearly  twice  its  previous  diameter ; 
®%^?>  ®         outline  of  the  cell  being  very  thin,  but  clear 
m®^S®     and  distinct,  and  fi-om  one  to  four  little  bodies 
become  developed  in  the  centre  (fig.  205  a). 
These  have  a  dark  outline,  are  of  rather  an  irregular  form,  highly 
refractive,  but  do  not  appear  to  be  soluble  in  ether. 

Occasionally  I  have  found  pus  ceUs  in  which  the  central  con- 
tents were  very  dark,  and  slightly  separated  from  the  ceU-waU 
Fig  206  (fig-  206) .  Upon  treating  these  with 

^      A  acetic  acid,  the  same  reaction  ensued 

(PJ      (J   W  0  (a).  It  appeared  as  if  the  acid  caused 
^     ^        ®  the  central  mass  to  contract,  pro- 

®  ®  a  bably  after  dissolving  part  of  its  con- 

stituents. The  central  bodies  have  been  termed  nuclei,  but  they 
cannot  be  looked  upon  in  the  same  light  as  the  nuclei  of  ceUs 
generaUy.  , 

277    Microscopical  Characters  of  Ihe  Pus  Olobule.— i  mUSt 

here  offer  a  few  very  brief  observations  upon  detecting  the  pus 
ceU  and  the  iuferences  to  be  drawn  from  its  presence. 

When  a  small  quantity  of  pus  is  placed  between  glasses,  and 
examined  with  a  power  of  about  two  himdred  diameters,  nume- 
rous  granular  cells  larger  than  a  blood  globule,  but  with  a 
circular  outline  and  finely-tuberculated  surface  are  noticed. 
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The  serum  in  which  these  cells  float  usually  contains  a  few 
free  fat  globules.    The  cells  above  referred  to  have  been  con- 
sidered as  characteristic  of  pus,  and  much  trouble  was  taken  in 
the  earlier  days  of  microscopical  research  to  assign  definite  cha- 
racters to  them,  by  which  they  might  be  distinguished  from  the 
so-called  mucous  corpuscle,  and  other  cells  which  they  much 
resemble.    Such  a  distinction,  however,  cannot  be  made,  for,  in 
the  first  place,  cells  may  be  obtained  which  present  various 
stages,  apparently  intermediate  between  an  ordinary  epithelial 
ceU  and  a  pus  globule ;  secondly,  cells  agreeing  in  their  micro- 
scopical characters  with  the  pus  globule,  are  not  unfrequenbly 
formed  on  the  surface  of  a  mucous  membranej  vsdthout  its  func- 
tions being  seriously  impaired,  and  certainly  without  the  occur- 
rence of  those  preliminary  changes  which  usually  precede  the 
formation  of  pus ;  and,  thirdly,  cells  are  found  in  the  lymph, 
in  the  blood,  in  the  lymphatic  glands,  in  the  serous  fluid  in  the 
interior  of  certain  cysts,  and  in  many  other  situations,  which  in 
their  size,  form,  and  general  appearance,  so  much  resemble  the 
globules  foimd  in  true  pus,  that  it  is  quite  impossible  to  assign 
characters  by  which  they  may  be  distinguished.    The  figiu-es  of 
these  cells,  as  they  appeared  before  and  after  treatment  by 
acetic  acid,  often  could  not  be  distinguished  from  the  figures  of 
pus  cells,  treated  in  a  similar  manner,  given  by  the  same 
authors. 

Cases  occiu-  in  which  it  appears  almost  useless  to  attempt  to 
decide  as  to  the  presence  or  absence  of  pus,  if  only  a  few 
globules  are  to  be  found  (nor  do  I  think  that  if  such  were  pos- 
sible, it  would  be  of  any  advantage),  because  no  characters  by 
which  the  globules  can  be  distinguished  individually  have  been 
laid  down. 

At  the  same  time  it  must  not  be  supposed  that  the  diagnosis 
of  pus  is  a  matter  of  secondary  importance;  and  all  that  is  in- 
tended in  introducing  these  observations  is  to  impress  upon 
the  stiident  the  importance  of  not  stating  that  pus  has  been 
found  in  any  particular  locality,  or  in  any  particular  fluid, 
merely  because  a  few  cells  having  aU  the  characters  of  a  pus 
globule  have  been  observed.  To  say  that  "  pus  had  been  found 
in  the  blood,"  or  that  "  the  casts  of  the  m-iniferous  tubes  con- 
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tained  pus,"  would  lead  to  a  very  different  ird'erence  from  that 
derived  from  the  statement  that  "  cells  having  all  the  characters 
of  pus  globules  had  been  found  in  the  blood,"  or  that  the  "  casts 
of  the  tvibea  contained  cells  resembling  those  of  pus."  The 
former  will  be  true  in  extremely  few  cases ;  the  latter  in  a  vast 
number  that  fall  under  the  observation  of  every  practitioner. 
If,  however,  we  find  a  considerable  number  of  globules  under 
the  field  of  the  microscope,  of  nearly  uniform  size,  agreeing  in 
general  characters  with  the  pus  globule,  and  upon  the  addition 
of  acetic  acid  exhibiting  the  characteristic  reaction,  we  shall 
seldom  be  wrong  in  inferruig  that  they  are  really  pus  cells. 

In  examining  the  blood  in  cases  in  which  the  white  corpuscles 
are  enormously  increased  in  number,  there  can  be  no  difficulty 
in  deciding,  since  we  have  every  reason  to  believe  that  pus 
globules  could  not  possibly  exist  in  the  blood  under  the  same 
circumstances. 
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CHAPTEE  XVI. 

THE  ATPLICATIOIT  OP  CHEMICAL  ANALYSIS  TO  MICEOSCOPICAL 

HSrVESTIGATIOK.  METHOD  OE  APPLYING-  TESTS.  EEEECTS  OF 

REAGENTS  UPON  ANIMAL  STEUCTFEES. 

278.  luiporlauce  of  Cliciuical  Analysis  in  ITIici-oscopical  Inves- 
tigation.— By  microscopical  examination  alone  we  are  enabled 
very  readily  to  distinguish  with  cerbainty  the  presence  of 
exceedingly  minute  quantities  of  substances  presenting  definite 
crystalline  forms,  or  exhibiting  special  anatomical  characters. 
If  the  composition  of  a  crystalline  body  has  been  once  made 
out,  by  resorting  simply  to  the  microscope  we  are  enabled  by 
observing  the  form,  even  of  a  siugle  crystal,  to  indicate  its  nature 
and  properties.    By  the  aid  of  the  microscopical  examinations 
of  some  of  the  secretions,  we  have  seen  that  the  course  of 
pathological  changes  may  be  investigated,  and  morbid  alterations 
of  structure  detected,  which  cannot  be  rendered  appreciable  to 
the  senses  by  any  other  known  methods  of  investigation. 

Bj  an  acquaintance  with  the  behaviour  of  certain  substances 
with  particular  chemical  reagents,  and  the  appHcation  of  this 
knowledge  to  microscopical  investigation,  we  are  often  enabled 
to  distinguish  pecidiarities  of  structure,  to  ascertain  the  chemical 
composition  of  minute  quantities  of  matter,  and  to  demonstrate 
clearly  the  existence  of  compound^  in  the  animal  frame  with 
the  greatest  certainty,  which  would  entirely  escape  our  ob- 
servation if  we  subjected  them  separately  to"  the  most  careful 
chemical  analysis,  or  to  the  most  searching  microscopical  exami- 
nation. 

The  application  of  chemical  analysis  to  microscopical  investi- 
gation, and  the  examination  of  crystalhne  forms  in  the  micro- 
scope, is  fast  throwing  a  new  light  upon  the  physiological 
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changes  which  are  constantly  taking  place  in  organized  bodies 
in  health,  and  the  modifications  which  these  changes  undergo 
when  influenced  by  circumstances  interfermg  with  or  counter- 
acting healthy  actions  ;  the  consideration  of  which  must  espe- 
cially interest  practitioners,  in  the  various  forms  of  disease 
which  are  constantly  being  brought  under  notice. 

The  laboratory  has  already  become  a  most  necessary  adjunct 
to  the  dissecting-room,  the  museum,  the  post-mortem  room,  and 
the  clinical  wards  of  our  hospitals  ;  and  he  who  would  wish  to 
apply  all  the  means  at  present  at  our  disposal  to  unravel  the 
mysteries  of  disease  to  aid  him  in  forming  a  correct  diagnosis, 
or  to  assist  him  in  the  investigation  of  those  changes  which 
occur  in  different  organs,  and  are  familiar  to  him  in  the  post- 
mortem theatre,  wiH  do  well  to  make  medical  and  pathological 
chemistry,  with  microscopical  examination,  essential  parts  of 
his  studies. 

The  works  of  Vogel,  Schmidt,  Scherer,  Hoefle,  and  others, 
which  have  been  published  within  the  last  ten  or  twelve  years, 
have  done  much  to  advance  this  branch  of  investigation ;  while 
those  of  G-olding  Bird,  Schwann,  Eobin  and  Verdeil,  Lehmann, 
and  Gorup-Besanez,  and  the  excellent  Atlas  of  plates  by  Dr. 
Tunke,  show  the  vast  importance  which  the  combined  methods 
of  chemical  and  microscopical  investigation  are  very  fast  as- 


smniug.* 


It  is  not  within  the  compass  of  the  present  work  to  do  niore 
than  refer  to  the  general  principle  upon  which  such  examina- 
tions are  conducted,  and  to  give  examples  of  those  processes 

*  "  Anleitung  zum  Gebr.  des  Mikroskopes  zur  Zooch.  Anal.  u.  zur  Mi- 
croscop.  Chemisch.  Untersuch,"  Dr.  Julius  Vogel,  1841.-"  Chemisclie  und 
Mikroskopisclie  Untersuchunged  zur  Pathologie,"  Dr.  J.  J.  Scherer,  Hei- 
delberg, 1843.—"  Entwurf :  einer  AUg.  Untersuchungsmetliode  der  Safte 
u  Excrete  des  TUerischen  Organismus,"  Dr.  Carl.  Schmidt,  1846.— 
"  Chemie  und  Mikroskqp  am  Krankenbette,"  Dr.  Hcefle,  1850.-"  Phy- 
siological Chemistry,"  Dr.  Lehmann,  translated  by  Dr.  Day,  Cavendish 
Society  1851.-"  Atlas  of  Physiological  Chemistiy,"  Dr.  Otto  Funke. 
Cavendish  Society,  1852. -"  Traite  de  Chemie  Anatomique  et  Physiolo- 
eique,"  Eobin  et  Verdeil.-"  Urinary  Deposits,"  Dr.  Golding  Bird,  1853. 

Manual  of  Zoo-chemical  Analysis,"  Gorup-Besanez,  translated  by  J.  W. 
Slater. 
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which  appear  to  be  of  tlie  greatest  importance  to  the  student 
ia  medicine,  and  which  he  will  be  frequently  caUed  upon  to 
perform. 

As  an  instance  of  the  great  advantage  of  the  application  of  a 
few  simple  tests  to  microscopical  investigation,  I  may  refer 
to  the  eifects  of  ether  upon  fat  globides,  which  are  so  com- 
monly foimd  in  different  tissues,  and  crystalline  bodies  com- 
posed of  phosphate  or  carbonate  of  lime,  which  sometimes 
resemble  them  so  nearly  in  refractive  properties,  in  form,  and  in 
general  appearance,  as  to  have  led  to  mistakes  with  reference  to 
their  natm'e.  The  application  of  a  drop  of  ether  has  no  eifect 
whatever  upon  the  latter,  but  instantly  dissolves  the  former,  so 
that  by  this  very  simple  plan  we  are  enabled  at  once  to  decide 
a  very  important  question,  and  one  which  has  led  to  much  dis- 
cussion, in  consequence  of  the  solubility  of  the  globules  in  ether 
not  having  been  ascertained  in  certain  cases,  which  have  been 
since  considered  as  of  a  doubtful  nature. 

The  detection  of  the  presence  of  mere  traces  of  urea,  lithic 
acid,  and  other  substances,  by  the  application  of  reagents,  and 
subsequent  microscopical  examination,  will  be  referred  to  in 
Chapter  XYII. 

OK  THE  CHEMICAL  AKD  MICEOSCOPICAL  EXAMINATION"  OE 
ANIMAL  SOLIDS  AND  ELITIDS. 

PreUiuinaiT  Operations. — After  having  noted  carefully  the 
general  characters  which  the  substance  exhibits,  with  reference 
to  form,  colour,  size,  weight,  hardness,  &c. ;  and  fluidity,  trans- 
parency, tenacity,  &c.,  in  the  case  of  liquids  ;  and  after  portions 
of  soKd  textures,  and  the  deposit  from  fluids  have  been  sub- 
jected to  microscopical  examination,  we  may  proceed  to  ascer- 
tain the  reaction. 

279.  Reaction. — The  reaction  of  any  moist  substance  is 
ascertained  by  testing  it  with  a  piece  of  blue  and  reddened 
Litmus  or  tumeric  paper.  If  the  substance  be  dry,  or  the 
reaction  of  a  vaporu-  is  to  be  tested,  the  paper  must  be  first 
moistened  with  a  drop  of  distiUed  water.  The  blue  paper  is 
reddened  by  acids,  while  the  red  is  rendered  blue,  and  the 
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turmeric  brown,  by  alkalies.  As  the  cbange  of  turmeric  is 
only  visible  when  the  alkaline  reaction  is  very  decided,  it  is  not 
much  employed  in  animal  chemistry. 

If  the  acid  reaction  is  due  to  the  presence  of  carbonic  acid, 
the  blue  colour  will  be  restored  upon  gently  warming  the  paper 
over  a  lamp,  upon  a  glass  slide,  or  upon  a  warm  plate. 

An  alkaline  reaction  may  depend  upon  the  presence  of  vola- 
tile or  fixed  alkali.  The  red  colour  is  restored  upon  warming 
the  paper  which  has  been  rendered  blue  by  the  presence  of 
volatile  alkali  (ammonia  or  carbonate  of  ammonia),  wjiile  it  is 
not  restored  if  the  change  is  produced  by  the  presence  of  a  fixed 
alkali  (potash,  soda,  or  their  carbonates,  or  an  alkaline 
phosphate,  &c.) 

280.  Specific  gravity — SoUds. — The  Specific  gravity  of  animal 
solids  may  be  taken  in  two  ways. 

First.  By  weighing  in  air,  and  afterwards  in  water,  which  is 
the  process  usually  followed,  and  that  which  affords  the  most 
accurate  results.  The  precautions  necessary  to  be  observed  in 
carrying  out  this  process  vsdll  be  foimd  in  "  Gorup-Besanez' 
Zoo-chemical  Analysis,"  "Bowman's  Practical  Chemistry,"  and 
other  analytical  worlcs  on  chemistry. 

Secondly.  The  specific  gravity  of  solids  may  be  obtained  by 
placing  smaU  portions  in  certain  solutions,  the  specific  gravity 
of  which  has  been  previously  ascertained  by  experiment :  this 
latter  method  has  been  employed  lately  for  ascertaining  the 
specific  gravity  of  the  brain  in  different  cases.* 

The  solutions  are  prepared  in  considerable  quantities  at  a 
time,  and  kept  in  large  bottles  numbered  according  to  the 
specific  gravity. 

Several  glasses  are  nearly  filled  with  the  solutions  from 
different  bottles,  and  arranged  in  regular  order.  The  piece  of 
tissue  is  thrown  into  one,  and,  if  it  sinks,  it  must  be  placed  in 
the  fluid  of  the  next  higher  specific  gravitj^,  and  so  on,  until  it 
neither  sinks  towards  the  bottom  nor  rises  to  the  surface,  when 


*  Dr.  Bueknill  "  On  tlie  Specific  Gravity  of  Cerebral  Substance,"  Lancet, 
1 S52.— Dr.  Sankey  in  the  "  British  and  Foreign  Medico-chirurgical  Review," 
Jan.  18.53,  p.  40. 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE,  245 


the  specific  gravity  marked  upon  the  bottle  will  correspond  to 
that  of  the  substance  itself,  since  a  solid  will  only  displace 
an  equal  bulk  of  a  solution  which  is  of  the  same  density  as 
itself. 

The  soluble  substances  employed  for  making  the  solutions 
may  be  syi"up,  various  salts,  glycerine,  and  other  compounds, 
which  do  not  exert  any  chemical  action  upon  the  tissiie,  the 
specific  gravity  of  which  we  wish  to  determine. 

281.  Specific  Crravity — Iiiquiiis. 

First.  By  the  converse  of  the  last  operation,  namely,  by 
placing  httle  glass  bulbs,  the  specific  gravity  of  which  is  marked 
upon  them,  into  the  solution,  the  density  of  which 
we  wish  to  know,  until  one  is  found  which  neither    ^^S-  207. 
sinks  nor  swims.    This  will  indicate  the  specific 
gravity  of  the  fluid.    This  method  is  not  so  cor- 
rect, nor  so  easily  applicable  to  general  purposes 
as  the  two  following. 

Secondly,  by  the  hydrometer  or  urinometer.  The 
number  which  is  on  a  line  vdth  the  siu-face  of  the 
fluid,  when  the  instrument  comes  to  rest,  indicates 
its  specific  gravity.  This  method  is  tolerably  cor- 
rect, if  the  observer  is  careful  to  obtain  the  best 
instruments ;  but  many  which  I  have  examined, 
indicated  a  specific  gravity  eight  or  ten  degrees 
from  the  truth.  The  hydrometer  or  urinometer 
should  always  be  tested  by  the  specific  gravity 
bottle.  .  It  may  be  remarked  that  the  degrees 
marked  upon  the  stem  should  gradually  diminish 
in  length,  from  above,  downwards.  If  they  are 
equal,  as  in  the  figiu-e,  the  instrument  may  at  once 
be  pronounced  as  incorrect,  without  resorting  to 
an  experiment.  Fig.  207  is  an  exact  copy  of  one  of 
the  imperfect  instruments  commonly  sold. 

Thirdly,  by  the  specific  gravity  bottle,  which  consists  of  a  small 
glass  flask.  When  quite  dry  it  is  accurately  counterpoised 
in  a  deHcate  balance,  and  filled  up  to  a  certain  point  with  dis- 
tilled water,  and  weighed.    The  distilled  water  is  then  poured 
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out,  and  it  is  filled  up  to  the  same  point  exactly  with  the  liquid 
Fig.  208.  to  be  tested,  and  again  weighed.  The 

specific  gravity  is  then  readily  calculated 
from  these  data. 

Some  bottles  are  made  to  hold  exactly 
one  thousand  or  five  hundred  grains  of  dis- 
tilled water,  and  are  provided  with  a  per- 
forated stopper,  through  which  the  excess 
of  fluid  escapes,  after  the  bottle  has  been 
filled,  care  being  taken  not  to  include  air- 
bubbles  (fig.  208).  The  outside  of  the 
bottle  is  wiped  dry,  and  the  whole  weighed. 
The  weight  shows  the  specific  gravity  at 
once,  upon  deducting  the  weight  of  the  thousand-grain  bottle  ; 
or,  when  a  five  hundred-grain  bottle  is  employed,  the  amount 
only  requires  to  be  doubled. 

282.  Evaporation  aiiti  i>iTi"S- — The  evaporation  of  animal 
fluids,  and  the  desiccation  of  animal  solids,  must  always  be  con- 
ducted over  a  water-bath,  otherwise  there  is  great  danger  of  de- 
composition occurring.  For  operations  upon  small  quantities, 
the  water-bath,  described  in  §  47,  will  suffice,  or  the  cans  of 
the  injecting  apparatus  (fig.  104)  may  be  removed,  and  basins 

placed  over  the  holes. 

In  endeavouring  to  obtain  crystals  of  organic  substances,  it 
is  always  advantageous,  to  evaporate  the  solution  over  the  sur- 
face of  sulphuric  acid  under  a  bell-jar,  or,  what  is  better  still, 
in  vacuo.  In  some  instances,  the  evaporation  may  be  conducted 
by  simply  exposing  the  liquid  placed  in  a  basin  or  watch-glass, 
and  covered  lightly  with  paper,  to  the  air ;  or,  where  very  slow 
evaporation  is  necessary,  the  watch-glass  may  be  covered  over 
with  a  bell-glass. 

When  quantitative  analysis  is  to  be  performed,  much  greater 
care  must  be  observed  in  the  process  of  drying.  Tor  a  descrip- 
tion of  the  apparatus  required  and  the  cautions  to  be  observed, 
see  "  Grorup-Besanez'  Zoo-chemical  Analysis,"  &c. 

283.  Incineration.— By  incinerating  a  small  portion  of  any 
organic  substance,  upon  a  piece  of  platinum  foil,  we  are 
enabled  to  ascertain  whether  it  contains  inorganic  salts,  or  con- 
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sists  entirely  of  organic  matter,  in  which  case  the  substance 
leaves  only  a  black  residue,  which  burns  off  entirely  after  a 
short  time. 

The  destruction  of  organic  matter,  by  exposing  the  substance 
to  a  red  heat,  upon  platinum  foil,  or  in  a  platinum  capsule,  has 
been  already  adverted  to.  In  order  to  obtain  the  inorganic 
constituents  perfectly  free  from  carbon,  it  is  sometimes  neces- 
sary to  keep  the  mass,  for  a  considerable  time,  at  a  dull  red 
heat.  If  the  temperature  be  too  high,  the  process  is  often 
much  retarded,  in  consequence  of  the  fusion  of  some  of  the 
salts,  as  the  phosphates  and  chlorides,  and  the  inclusion  of  small 
masses  of  carbon,  which  are  thus  protected  from  the  action  of 
the  atmosphere. 

The  platinum  basin  or  foil  may  be  supported  over  the  lamp 
upon  a  piece  of  wire,  bent  in  the  form  of  a  triangle,  or 
upon  one  of  the  small  rings  attached  to  the  spirit-lamp  (fig. 
147) .  It  may  be  removed  from  the  lamp  with  the  aid  of  an 
old  pair  of  forceps. 

284.  Apparatus  required. — The  chemical  apparatus  which  is 
necessary  in  the  course  of  microscopical  investigation  is  very 
simple,  and  the  greater  number  of  instruments  have  already 
been  referred  to.  The  following  are  among  the  most  important 
pieces  of  apparatus  : — 

A  few  conical  glasses  of  different  sizes  (§  217).  Test-tubes 
of  various  sizes  (§  215)  arranged  on  a  stand.  Spirit-lamps, 
with  variou-S  supports  (§§  43-45),  or,  where  gas  is  laid  on, 
the  gas-lamp  (fig.  81).  Small  porcelain  basins,  watch-glasses  ; 
a  simple  water-bath  (§  47),  or  the  injecting-can  (§  116),  may  be 
used,  if  several  evaporations  are  to  be  conducted  at  once.  A 
small  platinum  capsule,  a  strip  of  platiuum  foil,  a  blovppipe, 
pipettes  (§  216),  and  glass  stirring-rods. 

EEAG-ENTS. 

The  reagents  necessary  are  not  very  numerous  ;— they  should 
be  perfectly  pure.  Of  the  greater  number  only  very  little  is 
required ;  but  of  alcohol,  ether,  and  one  or  two  others,  it  is 
necessary  to  have  a  moderate  quantity. 
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The  reagents  should  be  kept  in  stoppered  bottles,  of  about 
the  capacity  of  two  ounces. 

285.  Alcohol. — Alcohol  of  different  strengths  will  be  required 
for  the  purpose  of  dissolviug  certain  animal  substances,  and  for 
separating  them  from  otlier  constituents,  which  are  insoluble  in 
this  reagent. 

Alcohol  should  always  be  diluted  witli  distilled  water,  and  it 
is  better  to  prepare  a  considerable  quantity  at  a  time.  It  is 
convenient  to  liave  two  or  three  bottles  which  Avili  hold  about 
two  quarts  each.  The  strength  of  each  specimen  should  be 
written  upon  a  label  and  attached  to  the  bottle. 

The  importance  of  alcohol,  as  a  preservative  solution,  has  been 
already  referred  to  (§  94). 

286.  Gthcr.  —  An  ounce  or  two  of  ether  will  be  quite 
sufficient  for  microscopical  purposes.  It  should  be  kept  in  a 
stoppered  bottle,  provided  with  a  glass  cap,  to  prevent  loss  by 
evaporation.  A  little  should  also  be  kept  in  one  of  the  small 
glass  bottles  with  capillary  orifices  (§  300),  for  the  convenience 
of  applying  to  cells  containing  highly  refracting  globules, 
resembling  oil,  &c.,  under  the  microscope. 

287.  miric  Acid  should  be  kept  of  two  different  degrees  of 
concentration :  one  the  strongest  that  can  be  procured,  and 
another  containing  about  20  per  cent,  of  the  strong  acid.  This 
last  is  the  acid  most  used  by  the  microscopist,  especially  in  sepa- 
rating muscular  fibre  cells.  It  is  prepared  by  mixing  one  part 
of  the  strong  commercial  acid  with  five  parts  of  water. 

288.  8uipiiiii-ic  Acid  is  somctimes  required  undiluted,  but  a 
small  bottle  of  diluted  acid  (one  of  acid  to  five  of  water)  should 
also  be  at  hand.  The  pure  coloiu'less  acid  should  always  be 
procured ; — it  is  to  be  purchased  for  about  Is.  Qd.  a  pound, 
but  only  very  small  quantities  are  required. 

289.  xiy<Ti-ochioi-ic  Acid  may  be  obtained  perfectly  colourless. 
It  may  be  kept  in  the  pm'e  state  and  diluted  as  required. 

290.  Acetic  Acid. — Two  Specimens  of  acetic  acid  will  be 
found  convenient.  One,  a  solution  of  the  strongest  acid  which 
can  be  procured ;  the  other,  containing  about  20  per  cent. 
This  is  prepared  by  dissolving  one  part  of  the  strongest  liquid 
acid,  or  of  the  pure  glacial  acetic  acid,  in  five  of  water. 
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291.  C'hroinic  Acid  is  usually  required  very  dilute.  For  the 
piu-pose  of  hardening  tissues,  a  watery  solution  of  a  straw- 
colour  wiU  be  found  strong  enough.  It  is  easily  prepared  by 
dissolving  a  little  of  the  crystallized  chromic  acid  in  distilled 
water.  For  the  method  of  preparing  the  crystallized  acid,  see  §  98. 

292.  Solution  of  rotush  should  be  kept  of  two  or  tlu-ee 
different  strengths.  One,  the  strongest  which  can  be  procured  ; 
another,  made  by  mixing  one  part  of  the  strong  with  three  or 
four  of  water ;  and  a  solution  consisting  of  one  part  of  liquor 
potass£e  to  eight  or  ten  of  water  will  be  found  of  a  useful 
strength  for  the  examination  of  many  preparations. 

293.  Solution  of  Soda  is  generally  required  very  dilute.  It 
may  be  made  by  mixing  one  part  of  the  strong  solution  of  the 
shops  with  five  or  six  of  water  ;  but  this,  for  many  purposes, 
will  require  to  be  still  further  dUuted.  Or,  about  twenty-five 
grains  of  the  fused  soda  may  be  dissolved  in  an  ounce  of  dis- 
tilled water. 

294.  Ammonia. — Solution  of  ammonia,  made  by  mixing  one 
part  of  the  strongest  liquor  ammoniaa  with  three  of  water  will 
be  found  sufficiently  strong  for  all  the  purposes  for  which  this 
reagent  will  be  required. 

295.  Nitrate  of  Bai-ytcs. — A  cold  Saturated  solution  of  the 
salt  forms  a  test  solution  of  convenient  strength.  It  should 
be  filtered  before  use. 

A  solution  of  nitrate  of  barytes  is  employed  as  a  test  for 
sulphuric  and  phosphoric  acids.  The  precipitated  sulphate  of 
baryta  being  insoluble  both  in  acids  and  alkalies  ;  while  the 
phosphate  of  baryta  is  readily  soluble  in  acids,  but  insoluble 
in  ammonia. 

296.  mti-ate  of  Silver. — A  solution  of  nitrate  of  silver  is  pre- 
pared by  dissolving  one  hundred  and  twenty  grains  of  the 
crystallized  nitrate  in  two  ounces  of  distilled  water,  and  filtering 
if  necessary. 

Nitrate  of  silver  is  employed  "as  a  test  for  chlorides  and 
phosphates.  The  wliite  precipitate  of  chloride  of  silver  is  solu- 
ble in  ammonia,  but  insoluble  in  nitric  acid.  The  yellow  pre- 
cipitate of  tribasic  phosphate  of  silver  is  soluble  in  excess  of 
ammonia,  as  well  as  in  excess  of  nitric  acid. 

M  3 
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297.  Oxainic  of  Aiiimoiiia. — Some  Crystals  may  be  dissolved 
in  distilled  water,  and,  after  allowing  time  for  the  solution  to 
become  saturated,  it  may  be  filtered. 

Oxalate  of  ammonia  is  used  as  a  test  for  salts  of  lime. 
Oxalate  of  lime  is  insoluble  in  alkalies  and  in  acetic  acid,  but 
soluble  in  the  strong  mineral  acids.  In  testing  an  insoluble 
deposit  for  lime,  it  may  be  dissolved  in  nitric  acid  and  excess  of 
ammonia  added  ;  the  flocculent  precipitate  is  readily  dissolved 
by  excess  of  acetic  acid,  and  to  this  solution  the  oxalate 
of  ammonia  may  be  added.  The  precipitation  of  oxalate  of 
lime  is  favoured  by  the  application  of  heat.  Many  deposits  of 
phosphate  are  with  great  difficulty  soluble  in  acetic  acid,  hence 
the  necessity  of  first  adding  nitric  acid,  as  above  directed. 

298.  Iodine  Solutions. — An  aqucous  solution  of  iodiue  is 
easily  prepared,  by  dissolving  a  few  grains  of  iodine  in  some 
distilled  water,  untU  it  acquires  a  brownish-yeUow  colour. 
A  solution  of  iodine  is  sometimes  useful  for  colouring  certain 
substances  which  are  so  transparent  as  to  be  scarcely  distin- 
guishable upon  microscopical  examination. 

A  darker  solution  may  be  obtained  by  employing  a  solution 
of  iodide  of  potassiiim  to  dissolve  the  iodine  (one  grain  of 
iodine  and  three  grains  of  iodide  of  potassium,  to  one  ounce  of 
distilled  water).  For  testing  bodies  suspected  to  consist  of 
starch,  the  following  solution  is  recommended  by  Professor 
Schultz.  Zinc  is  dissolved  in  hydrochloric  acid;  — the  solution 
is  permitted  to  evaporate  in  contact  with  metallic  zinc  until 
it  attains  the  thickness  of  a  syrup  ;  and  the  syrup  is  then  satu- 
rated with  iodide  of  potassium.  The  iodine  is  next  added, 
and  the  solution,  if  necessary,  is  diluted  with  water.* 

It  will  be  found  convenient  to  keep  small  quantities  of  those 
solutions,  in  most  frequent  use,  in  the  small  capillary  tubes  or 
bulbs  (§  300).  A  small  box  containing  twelve  bulbs  wiU  be 
quite  sufficient  for  all  ordinary  purposes.  For  the  examination 
of  the  urine,  not  more  than  six  or  seven  will  be  necessary. 

*  "  The  Microscope,  in  its  special  Application  to  Vegetable  Anatomy  and 
Physiology,"  Schacht,  translated  by  Carrey. 
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METHOD   OF  APPLTIKG  TESTS  TO  SUBSTANCES  INTENDED  EOU 
MICEOSCOPIOAL  EXAMINATION, 

299.  Tcsis  kept  in  Glass  Bottles. — The  matter  to  be  tested 
may  be  placed  upon  a  glass  slide,  and,  if  necessary,  a  drop  of 
water  added,  to  moisten  or  dissolve  it,  as  the  case  may  be. 

In  these  operations  we  usually  require  only  a  small  drop  of 
a  solution,  and  it  will  be  found  most  convenient,  in  applying  it 
to  the  object,  to  take  a  drop  from  the  bottle  by  dipping  a  stir- 
ring-rod into  it,  and  withdrawing  it  immediately.  Enough  will 
be  found  adhering  to  the  stirring-rod  for  the  purpose  required. 
The  rod  should  not  be  dipped  in  a  second  time,  without  being 
first  well  washed  in  water, — for  if  this  be  not  scrupulously 
attended  to,  there  is  great  danger  of  conveying  some  of  the 
substance  intended  for  examination  into  the  test  bottle,  in 
which  case  the  whole  contents  are  spoiled. 

Without  great  care  in  all  our  manipulations,  we  shall  be  in 
danger  of  removing  a  portion  of  one  substance  from  a  glass  slide 
and  carrying  it  to  a  deposit  which  is  subsequently  examined  ; — 
a  result  which  might  lead  to  great  inconvenience.  Claws  of 
echinococci,  and  other  minute  bodies,  in  themselves  highly 
characteristic,  may  thus  be  transported,  and  find  their  way  into 
deposits  in  which  we  should  not  expect  their  presence ;  and 
from  such  an  accident  we  might  be  led  to  infer,  very  erro- 
neously, the  existence  of  hydatids  when  the  presence  of  the 
claws  of  the  echinococci  really  resulted  from  accident.  "With- 
out the  greatest  attention  to  cleanliness,  the  microscopical  ob- 
server will  be  constantly  led  into  error,  and  thereby  bring  dis- 
credit upon  himself  and  upon  the  science. 

Nothing  is  more  common  than  to  find  a  specimen  which  we 
are  examining  in  the  microscope  covered  with  a  vast  number  of 
starch  granules,  which  have  been  introduced  from  without. 
Usually  they  are  derived  from  the  squares  of  thin  glass  which 
are  commonly  kept  in  a  little  starch  powder  to  prevent  fractiu-e. 

Accidents  of  this  kind  can  always  be  avoided,  by  not  allow- 
ing the  drop  of  the  reagent  to  touch  the  deposit  until  the 
rod  has  been  removed.  This  can  be  effected  by  placing  the 
drop  near  the  substance  intended  for  examination,  and  then 
allowing  it  to  come  in  contact  with  it,  either  by  inclining  the 
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glass  slide,  or  by  leading  it  with  a  glass  rod  or  other  small  in- 
strument to  the  matter  to  be  tested. 

300.  Tests  kept  in  Glass  Bulbs  with  €n|>illni-y  orifices. — By 

far  the  most  convenient  method  with  which  I  am  acquainted, 
of  applying  chemical  reagents  to  minute 
quantities  of  matter,  consists  in  allowing  a 
droj)  to  issue  from  a  small  glass  vessel,  having 
a  capillary  orifice,  by  which  means  a  quantity 
even  much  less  than  a  single  drop  can  be 
readily  obtained,  and  there  is  no  chance  of 
any  portion  of  the  preparation  being  intro- 
duced into  the  test  solution. 

"With  this  view  a  small  bulb,  about  an  inch 
in  diameter,  was  blovm  at  one  end  of  a  piece 
of  glass  tube,  the  other  was  dra-\vn  out  to  a 
moderately  fine  capillary  point,  and  a  small 
cap,  made  either  of  glass  or  gutta  percha, 
was  adapted  to  the  end  (fig.  209).  These 
bulbs  were  easily  filled,  by  expanding  the 
air  within  them,  by  the  heat  of  a  spirit-lamp,  and  then  inverting 
them  in  a  small  vessel  containing  the  solution  which  was  to  be 
introduced.  As  the  bulb  cooled,  the  liquid 
rushed  into  it,  to  supply  the  place  of  the  pre- 
viously expanded  air.  A  small  bubble  of  air 
should,  however,  be  retained  in  the  bulb,  by  the 
expansion  of  which  some  of  the  fluid  can  after- 
wards be  expelled.  The  bulbs  containing  the 
strong  acids  and  alkalies  should  be  furnished 
with  glass  caps,  but  gutta  percha  will  be  suffi- 
cient for  the  other  tests.  When  it  is  required 
to  expel  a  drop  of  the  solution,  the  bulb  is 
taken  in  the  hand,  and  the  air  in  the  interior 
being  expanded  by  the  warmth,  a  small  quan- 
tity of  the  solution  is  forced  out. 

Mr.  Highley,  of  Fleet-street,  has  had  some 
small  bottles  made  of  the  form  shown  in  the  ac- 
companying figure  (fig.  210).  These  are  all 
capped  with  glass,  and,  as  the  bottom  is  flat,  they  stand  very 
readily.     They  are  fitted  up  in  small  cases,  and  will  be  found 


Fig.  210. 
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exceedino-ly  convenient  to  the  microscopical  observer.  It  is 
better  to  have  the  cap  made  of  a  conical  shape,  corresponding 
to  that  of  the  end  of  the  bottle,  otherwise,  a  little  of  the  fluid 
is  liable  to  collect  between  the  cap  and  the  neck,  which  runs 
down  the  sides  when  the  cap  is  removed. 

301.  Applicatiou    of  the    Reagent    to    luiuutc    quantities  of 

luattcr. — With  the  aid  of  the  bulbs  just  referred  to,  the  most 
minute  traces  of  different  substances  may  be  readily  detected. 
The  solution  of  the  substance,  consisting  perhaps  of  only  one 
drop,  is  placed  upon  a  glass  sHde.  This  di-op  may  be  very 
readily  divided  into  four  or  five  smaller  drops,  if  necessary,  to 
each  of  which  a  separate  test  may  be  applied.  For  instance, 
suppose  we  have  a  minute  quantity  of  the  ash  of  an  animal 
tissue,  or  of  the  solid  residue  of  an  animal  fluid,  to  examine, 
and  we  wish  to  ascertain  if  it  contains  carbonates,  sulphates, 
chlorides,  and  phosphates,  and  whether  phosphate  of  lime  and 
magnesia  are  present,  we  may  proceed  as  follows  : — the  por- 
tion of  ash,  which  may,  perhaps,  be  half  the  size  of  a  pin's  head, 
or  even  less,  is  removed  from  the  platinum  foil,  upon  which  it 
has  been  ignited  in  order  to  remove  organic  matter,  and  placed 
upon  a  glass  sHde.  It  is  moistened  with  the  smallest  quantity  of 
water,  and  then  treated  vdth  a  mjnute  drop  of  nitric  acid.  If 
effervescence  takes  place,  a  carbonate  is  present.  The  acid 
solution  is  then  divided  into  three  portions,  with  the  aid  of  a 
smaU  stirring-rod,  and  the  solutions  tested  as  foUows  : — 

1st  portion. — If  a  drop  of  a  solution  of  nitrate  of  silver  gives 
a  cloudy  precipitate,  chlorides  are  present. 

2nd  portion. — If  nitrate  of  barytes  produces  a  white  precipi- 
tate, sidphates  are  present.  Upon  the  addition  of  excess  of 
ammonia,  the  precipitate  produced  by  nitrate  of  barytes  wiU  be 
increased  if  phosphates  exist  in  the  solution.  The  precipitate 
of  phosphate  of  baryta  is  flocculent,  and  readily  distinguished 
from  that  of  sulphate  of  baryta  (which  is  dense  and  granular),  by 
its  solubility  in  acids. 

3rd  portion. — If  lime  or  magnesia  are  present,  in  the  form 
of  phosphate,  a  precipitate  will  be  produced  upon  adding  excess 
of  ammonia  to  the  nitric  acid  solution.  The  mixture  may  be 
stirred  a  little,  with  a  fine  piece  of  glass  or  platinum  wire,  and 
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then  allowed  to  stand  for  some  time.  A  piece  of  thin  glass  is 
now  applied,  and  the  precipitate  subjected  to  microscopical 
examination.  Phosphate  of  lime  occurs  as  a  granular  amor- 
phous sediment,  while  the  ammoniaco-magnesian,  or  triple  phos- 
phate, is  usually  found  crystallized  in  a  beautiful  stellar  form,  or 
as  minute  prismatic  crystals. 

302.  Tcstiug  for  Carbonates.  —  As  carbonatcs  are  often 
present  in  very  minute  quantity  in  the  ash  of  organic  sub- 
stances, a  slight  modification  of  the  plan  above  given  may  be 
pursued,  and,  in  this  way,  the  smallest  traces  may  be  detected. 
If  only  a  few  bubbles  of  carbonic  acid  are  given  off  upon  the 
application  of  the  acid  to  the  substance;  or  if,  in  consequence  of 
the  solubUity  of  the  carbonate  present,  they  are  evolved  very 
rapidly,  they  frequently  elude  observation. 

In  testing  for  minute  traces  of  carbonates  we  may  proceed  as 
follows  : — The  portion  of  ash,  deposit,  or  tissue  (as  the  case 
may  be),  is  placed  upon  a  glass  slide,  and  lightly  covered 
with  a  piece  of  thin  glass.  A  minute  drop  of  nitric  or  acetic 
acid,  not  too  strong,  is  then  allowed  to  escape  from  one  of 
the  bulbs.  This  is  drawn  by  capillary  attraction  between 
the  glasses,  and  soon  comes  in  contact  with  the  substance  to  be 
tested.  Any  bubbles  which  may  be  given  off  are  thus  confined, 
and  they  may  generally  be  seen  clearly  enough.  In  some 
instances,  however,  advantage  is  derived  from  subjecting  the 
specimen  to  microscopical  examination,  when  the  formation  of 
the  gas  can  be  seen ;  and  the  bubbles  set  free  cannot  possibly 
be  mistaken  for  air-bubbles,  which  had  been  included  in  the 
interstices  of  the  tissue  previously,  and  afterwards  expelled  upon 
the  addition  of  the  fluid,  because  they  may  be  seen  gradually 
to  increase  in  size  and  number  as  the  action  of  the  acid  con- 
tinues. In  testing  for  carbonates,  the  possibility  of  this  occur- 
rence, however,  must  always  be  borne  in  mind,  and  the  fallacy 
carefully  guarded  agaiust. 

EITECTS  OP  EEAGENTS  UPON  ANIMAL  STH.TICTT7B.ES. 

303.  Effects  of  Acids.— The  effects  of  the  application  of  cold 
strong  acids  to  animal  textiu-es  is  very  variable ;  in  some  in- 
stances the  tissue  is  completely  destroyed,  whHe  in  others 
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scarcely  any  eftect  seems  to  be  produced.  The  mineral  acids 
generally  coagulate  albuminous  tissues,  and  render  their  micro- 
scopical characters  confused  and  indistinct.  Tribasic  phosphoric 
acid,  however,  is  an  exception  to  this  rule.  Acetic  acid  dissolves 
many  of  the  substances  allied  to  albumen. 

The  appearance  of  some  structures  is  scarcely  altered  by  the 
application  of  a  stsong  acid ;  for  instance,  the  blood  corpuscles 
exhibit  their  usual  form  and  general  character  for  some  time 
after  the  addition  of  strong  nitric  acid,  and  the  cells  of  the 
epidermis  and  nail,  although  turned  of  a  yellow  colour,  are  not 
destroyed ;  the  latter  are  separated  somewhat  from  each  other, 
but  their  outline  may  often  be  seen  beautifully  distinct  upon 
microscopical  examination.  On  most  of  the  mineral  consti- 
tuents of  the  body,  insoluble  in  water,  the  acids  act  as  direct 
solvents. 

304.  Acetic  Acid. — Acetic  acid  is  one  of  the  most  useful  re- 
agents to  the  microscopical  observer.  It  has  the  property  of 
rendering  the  cell- wall  very  clear,  while  the  nucleus  is  often 
rendered  darker  and  more  distinct.  In  many  instances  the 
action  of  the  acid  upon  the  cell- wall  probably  arises  from  endos- 
mosis ;  the  cell  becomes  much  larger,  and  the  waU  more  pulpy 
and  thicker,  and  approaches  more  nearly  in  density  and  refract- 
ing power  to  that  of  the  solution  in  which  it  is  immersed.  In 
numerous  instances,  by  adding  a  sabne  solution  to  cells  which 
have  been  previously  rendered  transparent  by  acetic  acid, 
they  again  contract,  and  the  outline  becomes  distinct.  In 
some  cases,  however,  the  ceU-waU  is  actually  dissolved  by  the 
acid,  and  its  contents  set  free.  Acetic  acid  will  be  required  of 
various  strengths,  the  most  useful  proportion  being  one  part  of 
the  strong  acid  to  three  or  five  of  water.  Acetic  acid  is  very  fre- 
quently used  to  make  epithelial  structures  transparent,  in  order 
that  the  arrangement  of  the  minute  vessels  and  nerves  in 
papiUa),  &c.,  may  be  demonstrated,  as  in  the  case  of  the  tongue, 
skin,  &c.  Sections  of  preparations  which  have  been  hardened 
by  maceration  in  alcohol,  often  require  boiling  sUghtly  in  acetic 
acid  before  they  can  be  rendered  transparent.  The  action  of 
acetic  acid  on  white  fibrous  tissue  is  very  characteristic,  as  it 
converts  it  into  a  transparent  jeUy-like  mass,  in  which  a  few 
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nuclei  are  visible.  Upon  the  yellow  element,  on  the  other 
hand,  this  reagent  exerts  no  action  whatever. 

The  action  of  acetic  acid  upon  pus-globules  has  been  already- 
adverted  to  (§  276). 

Acetic  acid  may  also  be  employed  for  testing  crystalline 
bodies  as  phosphates  and  carbonates.  It  distinguishes  phosphate 
or  carbonate  of  lime  from  oxalate  of  lime  (alt  of  which  are  inso- 
luble in  water),  by  dissolving  the  two  former,  while  it  does  not 
affect  the  latter  even  if  boiled  with  it. 

The  action  of  acetic  acid  upon  any  particular  tissue,  upon 
any  form  of  cells,  fibres,  &c.,  that  are  subjected  to  examination, 
should  always  be  specially  noted. 

305.  oiiutc  Niti-ic  Aciii  is  much  employed  in  microscopical 
research. — An  acid  composed  of  one  part  of  acid  to  two  or  three 
of  water  forms  a  good  solution  for  hardening  some  structiu-es, 
previous  to  cutting  thia  sections.  The  thin  sections  may  some- 
times be  rendered  very  transparent  by  being  treated  afterwards 
with  dilute  caustic  soda.  Tor  demonstrating  fibre-cells  in 
organic  muscle,  nitric  acid  is  a  valuable  reagent.  Por  this 
purpose  the  solution  should  contain  about  twenty  per  cent,  of 
strong  acid,  and  the  muscular  fibre  should  be  allowed  to 
macerate  in  it  for  some  time,  when  small  pieces  may  be 
removed  with  scissors,  and  after  being  carefidly  torn  up  with 
fine  needles,  subjected  to  examination. 

By  boiling  animal  tissues  in  strong  nitric  acid,  they  become 
destroyed,  while  any  siliceous  constituents  remain  behind.  In 
this  manner,  the  siliceous  skeletons  of  the  Diatomacea  may  be 
separated  from  any  organic  matter  with  which  they  may  be 
combined.  This  is  one  of  the  processes  employed  for  obtaining 
these  beautiful  objects  from  guano. 

306.  Sulphuric  Acid. — Hydrochloric  Acid. — The  pure  concen- 
trated acids  only  shoidd  be  used  for  microscopical  investigation. 
They  may  be  obtained  at  most  of  the  operative  chemists. 

Concentrated  sulphuric  acid  causes  epidermic  structures  to 
swell  up  very  much,  and  the  cells  to  separate  from  each  other  so 
as  to  be  readily  isolated.  Boiling  acid  completely  dissolves 
them.  In  the  examination  of  hair,  strong  sulphuric  acid  will  be 
found  to  render  the  outline  of  the  cells  very  distinct. 
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Hydrocliloric  acid  is  usually  employed  for  dissolving 
out  the  mineral  constituents  of  certain  tissues,  sucli  as  bone 
or  teeth.  As  a  rule,  it  is  better  to  use  dilute  acid  (one  of  acid 
to  thi-ee  or  four  of  water)  ,  in  which  case,  however,  a  longer  time 
must  of  course  be  allowed,  than  when  the  acid  is  concentrated. 

307.  £ireci8  of  Alkalies. — The  action  of  alkalies,  even  when 
cold  in  a  very  dilute  state,  is  to  dissolve  most  animal  textures. 
Cell-membranes  are  frequently  almost  instantly  dissolved,  while 
the  nucleus  appears  to  be  acted  upon  with  greater  diflSculty. 

Alkalies  are  also  employed  for  dissolving  certain  crystalline 
substances  which  are  occasionally  found  in  animal  tissues,  such, 
for  instance,  as  deposits  of  alkaline  lithates,  which  are  not  un- 
frequently  met  with  in  the  form  of  considerable  deposits  in  the 
tissues  of  gouty  persons.  te- 

308.  Potash  and  Soda. — The  action  of  potash  and  soda  upon 
animal  structiu'es  is  very  similar.  Both  very  readily  dissolve 
substances  of  an  albuminous  nature,  but  the  effect  of  soda  is 
more  gradual,  and  it  has  been  found  that  for  most  purposes  in 
microscopical  research,  this  reagent  possesses  advantages  over 
potash. 

These  reagents  are  usually  employed  to  dissolve  the  layer  of 
epithelium  covering  mucous  membranes,  in  order  to  examine  the 
arrangement  of  the  structures  beneath  the  basement  membrane ; 
and  in  investigating  the  termination  of  the  nerves  and  vessels 
in  papillag  and  other  structures,  they,  especially  the  latter,  are 
very  valuable. 

Dilute  solution  of  caustic  soda  is  also  a  valuable  reagent  in 
pursuing  investigations  on  the  nerves  and  nervous  centres. 

^  For  the  purposes  above  mentioned,  the  alkalies  should  be 
diluted  Avith  water.  One  part  of  solution  of  caustic  soda  to 
eight  or  ten  parts  of  water,  will  be  found  a  convenient  strength. 
The  changes  are  expedited  by  the  application  of  heat,  which, 
however,  must  not  be  too  great,  for  fear  of  complete  solution 
taking  place.  Where  the  structiu'es  are  hard  and  dry,  the 
action  is  much  facilitated  by  warming  the  substance  with  the 
reagent  in  an  ordinary  test  tube,— a  plan  which  is  much  recom- 
mended by  Kolliker. 

Carbonates  of  Potash  and  Soda.— Some  animal  textui-es  become 
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hardened  by  prolonged  maceration  in  carbonate  of  potasb,  but 
this  plan  does  not  appear  to  be  so  generally  useful  as  others  pre- 
viously indicated.  Epidermic  structures  are  not  much  altered 
by  these  salts.  Griirlt  recommends  skin  to  be  hardened  in 
solution  of  carbonate  of  potash  for  the  examination  of  the  sweat 
ducts. 

309.  Effccfs    of  Alcohol   and    other    Substaucctt  in  hardculug 

Animal  sti-uctui-cs. — There  are  several  reagents  which  render 
soft  tissues  quite  hard  and  firm,  so  that  very  thin  sections  may 
be  cut  ofi"  easily  with  a  sharp  knife ;  of  these  alcohol  is  most 
commonly  employed.  Alcohol  permeates  animal  tissues  readily, 
and  coagulates  the  albuminous  structures  very  firmly  :  it  may 
be  used  of  different  strengths  according  to  circumstances. 

In  hardening  structures  with  alcohol,  it  is  better  to  add  weak 
spirit  first,  and  then  to  replace  this  by  stronger,  increasing  the 
strength  each  time  the  spirit  is  changed.  By  proceeding  in  this 
way,  the  tissue  contracts  very  gradually,  and  its  form  and 
general  characters  do  not  become  so  much  changed  as  when  it 
is  plunged  at  once  into  strong  alcohol. 

A  weak  solution  of  chromic  acid  hardens  parts  of  the  nervous 
system  and  other  tissues  very  effectually,  so  that  thin  sections 
may  be  readily  removed  from  structures  hardened  in  this 
manner. 

Solutions  of  soluble  salts  are  also  used  for  hardening  animal 
textiires,  especially  Goadby's  solution,  and  solutions  of  common 
salt,  or  nitrate  of  potash.  Animal  textures  may  also  be  har- 
dened in  wood  naphtha. 
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CHAPTEE  XYII. 

OF  OBTAIKIKG  CETSTAIiLESTE  StTBSTANCES  TEOM  THE  FLtTIDS 
AND  TEXTUEES  OE  THE  ANIMAL  BODY,  AND  OE  THEIE 
MICEOSCOPICAL  EXAMINATION. 

310.  Formation  of  Crystals  iu  Animal  Fluids.  Some  Crystal- 
line bodies  are  deposited  from  their  solution  in  animal  fluids 
by  simple  evaporation;  others  less  soluble  may  be  deposited 
by  allo\nng  the  fluid  to  stand  stiU  for  a  short  time,  when 
certain  changes  occur  ia  some  of  its  constituents,  which  lead  to 
the  precipitation  of  bodies  in  a  crystalline  form,  such,  for 
instance,  as  Hthic  acid,  or  crystals  of  triple  phosphate.  In 
other  cases  it  becomes  necessary  to  add  some  reagent  before 
the  crystals  are  thrown  down,  while  not  unfrequently  a  long 
and  often  complicated  chemical  analysis  is  required,  in  order  to 
isolate  some  of  the  substances  which  were  previoxisly  held  in 
solution,  and  obtain  them  in  a  crystaUine  form.  The  addition 
of  water  in  some  cases  causes  the  most  rapid  crystallization, 
especially  when  the  crystallizable  material  is  contained  in  a 
cell,  as  when  water  is  added  to  blood,  in  order  to  obtain  blood 
crystals.  Instead  of  water,  ia.  other  instances,  it  becomes 
necessary  to  add  alcohol,  in  which  fluid  the  crystals  may  be 
much  less  soluble  than  in  water. 

311.  Influence  of  other  constituents  upon  tlie  CrystalUzation. 

—In  many  instances  it  is  exceedingly  difficult  to  separate  some 
crystalline  bodies  from  other  constituents  of  the  animal  sub- 
stance, the  presence  of  which  much  increases  their  solubility 
and  prevents  their  crystaUization.  The  extractive  matters 
exert  this  influence  in  a  marked  degree,  and  it  is  only  of  late 
years  that  several  new  bodies  of  deflnite  chemical  composition 
have  been  isolated,  Creatin  and  creatinine  may  be  instanced 
amongst  the  number,  for  these  were  not  very  long  ago  included 
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under  the  iudefiuite  term  '  extractives,'  and  it  is  very  probable 
that  as  tlie  analytical  methods  at  our  disposal  become  improved, 
many  new  crystalline  bodies  will  be  isolated  from  the  extractive 
matters.  A  very  small  quantity  of  extractive  matter  entirely 
prevents  the  crystallization  of  urea,  while  the  presence  of 
chloride  of  sodium  favours  the  separation  of  the  urea,  by 
forming  with  it  a  compound  which  readily  crystallizes  in 
large  octohedral  crystals  even  in  the  presence  of  extractive 
matter.  The  existence  of  carbonic  acid  in  excess  may  cause 
carbonate  of  Hme,  triple  phosphate,  and  other  salts,  to  be 
held  in  solution.  Excess  of  alkali  prevents  the  precipitation 
of  litliic  acid,  and  excess  of  acid  that  of  phosphate  of  lime. 
Fatty  matters  dissolve  cholesterine. 

Some  crystalline  substances,  which  are  soluble  at  the  tem- 
perature of  the  body,  crystaUize  when  the  solutions  containing 
them  are  cooled  30  or  40  degrees.  The  effect  of  dilution 
upon  retaining  crystals  in  solution  need  scarcely  be  alluded  to. 

Hence,  before  the  presence  of  many  substances  can  be 
detected  by  microscopic  examination,  certain  chemical  opera- 
tions are  required  in  order  to  separate  them  from  their  com- 
binations in  the  animal  body,  or  for  the  removal  of  other 
substances  which  interfere  with  their  crystallization. 

The  method  of  detecting  some  of  the  most  important  of 
these  crystalline  substances  will  be  given,  but  as  it  is  not 
possible  to  do  more  than  introduce  a  few  of  the  processes  in 
this  place,  the  reader  who  wishes  to  pursue  these  beautiful 
investigations  is  referred  to  the  works  in  the  note.* 

312.  Separation  of  Crystals  fi-oin  Aiiiuial  Snbstances.  From 

what  was  stated  in  the  last  paragraph,  it  follows  that  in  many 
instances  this  is  a  matter  of  some  difficulty.  Not  unfrequently, 
if  the  crystals  are  not  soon  separated  from  the  fluid  in  which 
they  were  formed,  they  again  imdergo  solution  or  become 
decomposed.    If  the  crystals  are  not  very  soluble,  the  super- 


*  "  Lehmann's  Physiological  Chemistry,"  translated  for  the  Cavendish 
Society;  Gorup-Besanez'  "  Zoo-chemical  Analysis,"  translated  by  Slater: 
Bowman's  "  Medical  Chemistry."  Also  to  the  excellent  "  Lehrbiich  der 
Zoochemic,"  by  Heintz,  which  however  is  only  published  in  German. 
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uataut  fluid  may  be  poured  off,  aud  the  crystalline  deposit 
washed  with  ice-cold  water,  and  subsequently  dried  on  filtering 
paper  over  sulphuric  acid  without  the  application  of  heat. 

If  the  crystals  will  not  bear  the  application  of  water,  as  much 
of  the  fluid  as  possible  must  be  poured  off,  and  the  remainder 
absorbed  with  bibulous  paper,  or  by  placing  them  upon  a  porous 
tile,  and  exposiu-e  over  sulphuric  acid  in  vacuo.  In  many 
instances  we  ai'e  enabled  to  wash  the  crystals  with  water, 
holding  a  little  acid  or  alkali,  or  some  alkaline  salt,  in  solution, 
or  with  alcohol,  ether,  or  some  other  fluid  in  which  we  know 
them  to  be  quite  insoluble. 

In  cases  in  wlaich  crystals  insoluble  in  water  are  deposited 
in  animal  solids,  they  may  be  separated  by  agitation  in  this 
fluid,  when,  being  heavier,  they  subside  to  the  bottom,  and 
the  lighter  animal  matter  may  be  partly  removed  by  forceps,  and 
partly  by  being  poured  off  with  the  supernatant  fluid ;  or  it 
may  be  separated  by  straining  while  the  crystals  are  washed 
through  mushn  in  the  manner  described  in  §  220. 

313.  Sxaiuinatlon  of  Crystals  iiuder  the  lT£icroscope. — Some 

crj^stals  which  have  been  entu-ely  separated  from  the  fluid  in 
which  they  Avere  originally  deposited  may  be  examined  in  the 
dry  way,  in  water,  or  other  fluid  in  which  they  are  known  to  be 
insoluble,  or  in  Canada  balsam ;  but,  as  a  general  rule,  it  is 
necessary  to  examine  the  crystals  as  they  lie  ia  some  of  the 
fluid  in  which  they  have  been  formed,  men  they  have 
been  obtained  by  allowing  a  concentrated  solution  to  cool, 
some  of  the  thick  solution  must  be  removed  with  the  crystals' 
placed  upon  a  glass  shde,  or  in  a  thin  glass  ceU,  covered  with  a 
piece  of  thin  glass,  and  examined  in  the  usual  way,— first  using 
a  low  power  (an  inch),  and  afterwards  a  higher  power  (a 
quarter),  because,  although  some  of  the  crystals  are  of  a  large 
size,  others  amongst  them,  the  form  of  which  is  very  perfect 
are  often  exceedingly  minute.  The  crystals  and  mother-Hquor 
should  not  be  exposed  to  the  air  previous  to  examination, 
because,  m  many  instances,  water  is  absorbed,  and  partial 
solution  takes  place. 

In  order  to  accustom  himself  to  the  necessary  manipuk- 
tion  requu-ed  in  the  process,  the  student  may  evaporate  a 
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solution  of  common,  salt  upon  a  glass  slide,  and  when  it 
has  become  sufficiently  concentrated,  he  may  cover  it  with 
a  small  piece  of  thin  glass,  and  allow  it  to  cool.  When 
Fig  211       ^'^^^      ^^^y       subjected  to  microscopical  ex- 
o  CD  /g    amination,  and  beautiful  cubes  of  chloride  of 
^  0°        sodium  will  be  observed  (fig.  211).    Crystals  of 
Of^  a  a        several  salts  may  be  made  in  the  same  simple 
^  ni'/-^        manner,  and  form  very  instructive  specimens. 

Phosphate  of  soda,  phosphates  of  soda  and  am- 
monia, sulphates  of  potash  and  soda,  muriate  of  ammonia,  and 
a  variety  of  other  salts,  can  be  readily  obtained  in  microscopic 
crystals  in  this  manner. 

Different  faces  of  the  crystal,  as  it  lies  in  the  liquid,  may 
be  brought  into  view  by  slightly  moving  the  thin  glass  cover 
with  a  fine-pointed  instrument,  such  as  a  needle,  while  the  pre- 
paration is  in  the  field  of  the  microscope.  "With  a  little  prac- 
tice, crystals  may  in  this  manner  be  made  to  rotate  in  the 
mother-liquor.  Crystals  which  are  precipitated  by  the  addition 
of  some  reagent,  such  as  nitrate  of  urea  by  nitric  acid,  must  be 
examined  in  a  little  of  the  solution.  The  addition  of  water 
would,  in  many  instances,  destroy  them  immediately. 

The  influence  of  the  crystals  upon  polarized  light  (§§  29,  30) 
should  be  examined,  and  in  cases  in  which  the  nature  of  the 
crystal  has  not  been  ascertained,  its  angles  should  be  care- 
fully measured  (§  38),  and  accurate  drawings  made.  Their 
behaviour  with  chemical  reagents  is  next  to  be  ascertained,  and 
their  solubility  in  water,  alcohol,  and  other  fluids  must  be 
noted.     Tor  these  experiments  difierent  portions  must  be 

taken  and  separately  tested  in  the 
^'S*  ^  manner  referred  to  in  §  §  300, 301. 

A  drop  of  the  solution  should 
also  be  evaporated  rapidly  nearly 
to  dryness,  and  allowed  to  crys- 
tallize upon  the  slide  without 
■^"^^^^-^^^j^^^Miiiih,  being  covered  over,  when  the 
^1^/  '^'■'  '''(|'l'"Kr'^'  substance  wiU  often  be  found  to 

^gg^jj^g   a  variety  of  beautiful 

forms,  such  as  croslets,  dendritic  expansions,  &c.,  which  vary 
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according  to  the  rapidity  with  which  the  evaporation  lias  been 
conducted,  and  other  circumstances  (fig.  212). 

314.  PrcscrvaJion    of   Crystnls    as    pcriiiniiciit    objccU. — The 

preservation  of  the  more  soluble  crystals  is  attended  with  the 
greatest  difEculty,  except  when  dried,  in.  which  state  their 
characters  imder  the  microscope  are  not  well  defined.  Some 
crystals  may,  however,  be  dried  and  mounted  in  Canada 
balsam ;  others,  such  as  oxalate  of  lime,  cystiiie,  triple  phos- 
phate, &c.,  can  be  weU  preserved  in  aqueoiis  solutions,  contain- 
ing a  little  acid  in  the  case  of  the  two  former  substances,  or  an 
ammoniacal  salt,  in  the  latter  instance,  in  which  the  crystals  are 
known  to  be  insoluble.  Crystals  which  contain  water  of  crys- 
tallization must  be  preserved  in  a  drop  of  the  mother-liquor ;  but 
in  many  instances  they  alter  much  in  form,  and  when  we  come  to 
examine  them,  instead  of  finding  a  great  number  of  small  well- 
formed  crystals,  as  when  the  preparation  was  first  put  up, 
nothing  remains  but  one  or  two  large  ill-shaped  ones.  The 
concentrated  mother-liquor  often  acts  upon  the  cement  with 
which  the  glass  cover  is  fixed  on  the  cell,  and  very  soon  air 
enters,  and  the  preparation  is  destroyed. 

A  preparation  of  nitrate  of  urea  in  xpj  possession  has  kept 
well  for  a  considerable  time,  in  a  very  thin  cell,  containing 
only  just  sufficient  of  the  solution  to  preserve  the  form  of  the 
crystals.  This  ceU  is  made  of  Brunswick  black.  Crystals 
of  chloride  of  sodium  appear  to  keep  pretty  well  in  their 
mother-liquor,  and  the  same  will  be  found  to  be  the  case  with 
a  great  number  of  substances.  The  more  soluble  crystals  of 
an  organic  nature  can  seldom  be  preserved  unless  they  are 
perfectly  pure. 

315.  Urea.— Traces  of  urea  may  always  be  detected  by 
observing  the  crystaHine  characters  of  the  nitrate  of  urea  in  the 
microscope.  Upon  adding  a  drop  of  nitric  acid  to  a  drop  of  cold 
concentrated  urine,  placed  upon  a  glass  slide,  a  crystaUine  pre- 
cipitate of  nitrate  of  urea  wiU  immediately  take  place.  Upon 
covering  this  with  a  piece  of  thin- glass,  and  subjecting  it  to 
microscopical  examination,  the  characteristic  rhomboidal  plates 
wiU  be  observed.  Fig.  213  represents  the  appearance  of  nitrate 
of  urea  examined  with  a  quarter  of  an  inch  object-glass.    At  a 
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are  shown  some  crystals  of  the  impure  xiitrate,  as  obtained 
from  urine  ;  the  other  crystals  in  the  figure  were  formed  by 


Fig.  213. 


Fig.  214. 


adding  some  nitric  acid  to  a 
solution  of  pure  urea. 

Another  drop  of  the  con- 
centrated urine  may  be  treated 
with  a  strong  solution  of  oxalic 
acid,  when  we  shall  obtain 
crystals  of  oxalate  of  urea,  the 
form  of  which  is  represented 
in  fig.  214,  under  a  power  of 
200  diameters. 

"When  mere  traces  are  sup- 
posed to  exist  in  animal  fluids 
or  solids,  we  must  proceed  to 
separate  the  urea  from  albu- 
minous or  other  substances,  before  the  addition  of  the  nitric  acid. 
If  the  urea  exist  in  an  albuminous  solution  (serum  of  blood, 

or  in  a  dropsical  fluid),  we  must  re- 
move the  albumen  by  boiling  with  a 
few  drops  of  acetic  acid,  and  subse- 
quent filtration.  The  filtered  solu- 
tion is  to  be  evaporated  to  dryness 
over  a  water-bath,  and  the  dry  re- 
sidue treated  with  cold  alcohol. 
Much  chloride  of  sodium  separates 
from  the  alcoholic  solution,  as  it  is  evaporated.  If  to  a  di-op  of 
the  cold  mother-liquor  a  di'op  of  nitric  acid  be  added,  as  above 
described,  crystals  of  nitrate  of  lu-ea  wiU  be  formed,  if  urea 

was  present  in  the  origuial  solu- 
tion. In  aU  cases,  the  fluid  sus- 
pected to  contain  urea  must  be 
operated  upon  when  quite  fresh, 
as  this  substance  readily  becomes 
decomposed  into  carbonate  of  am- 
monia. 

In  examining  solid  tissues  for 
the  presence  of  urea,  the  fresh  tissue  may  be  broken  up, 


Fig.  215.  . 
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extracted  with  several  portions  of  hot  water,  the  liquid  boiled 
with  a  few  droj^s  of  acetic  acid,  and  the  clear  solution  filtered 
from  coagulated  matters  and  evaporated,  when,  the  residue  may 
be  treated  with  alcohol,  as  just  now  described. 

Crystals  of  pm-e  iirea,  obtained  by  decomposing  a  solution  of 
the  oxalate  of  xu-ea  with  chalk,  and  carefully  evaporating  the 
filtered  liquid,  are  shown  in  fig.  215.  The  cavities  represented 
in  many  of  the  crystals  are  filled  with  air. 

316.  Creatine — Creatinine. — Creatine  exists  Only  in  very 
small  quantity  in  muscular  fibre.  According  to  Dr.  Grregory, 
it  is  most  readily  prepared  from  the  flesh  of  the  cod-fish  ;  from 
251bs.  of  which,  in  one  experiment,  he  obtained  164  grains  of 
creatine.  The  fiesh  is  to  be  chopped  in  small  pieces,  and  well 
kneaded  with  water.    After  all  the  fluid  has  been  expressed  by 

Fig.  216. 


powerful  pressure,  it  is  very  carefuUy  raised  to  the  boiling-point 
and  the  coagulated  matter  removed  by  filtration.  The  phosphatic 
salts  are  precipitated  by  caustic  baryta.  The  solution  must  be 
agam  filtered,  and  evaporated  at  a  gentle  heat  (130°-140°)  to 
about  one-twentieth  of  its  volume,  or  to  the  consistence  of 
syrup;  any  scum  which  forms  being,  from  time  to  time 
removed  from  the  surface.  This  concentrated  solution  ma; 
then  be  set  aside.  On  cooHng  it  forms  a  thin  jelly,  and,  after 
standing  for  some  time,  crystals  of  creatine  are  deposited 

C^rystals  of  creatme  are  represented  in  fig.  216,  and  those  of 

I^sT/e  272?  ''''  '^^^        ''''''  ^^^-'^ 
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Liebig  obtains  creatine  and  creatinine  from  urine,  by  evapo- 
rating the  fluid,  after  the  precipitate  produced  by  the  addition  of 
lime-water  and  chloride  of  calcium  has  been  separated  by  filtra- 

Fig.217. 


Pig.  218. 


tion.  Drn-ing  evaporation,  the  greater  part  of  the  salts  are  depo- 
sited, and  the  mother-liquor  is  treated  with  l-24th  of  its  weight  of 
chloride  of  zinc  :  after  some  days  round  granules  separate  ;  these 
are  composed  of  a  compound  of  chloride  of 
zinc  and  creatinine,  with  which  the  creatine 
is  mixed  (fig.  218).  The  granules  are  dis- 
solved in  boiling  water,  and  treated  with  hy- 
drated  oxide  of  lead,  until  the  reaction  be- 
comes alkahne.  The  fluid  is  next  filtered, 
decolorized  with  animal  charcoal,  and  evapo- 
rated to  dryness.  The  residue  consists  of 
creatine  and  creatinine,  the  latter  of  which 
may  be  removed  by  boiling  alcohol,  in  which  creatine  is  almost 

insoluble.  .  . 

317.  Uric  or  i^ithic  Acid.— The  presence  of  Hthic  acid,  m  a 
crystalline  form,  can  be  readHy  detected  in  annual  fluids  and 
soHds,  by  microscopical  examination  of  the  crystals,  even 
although  the  most  minute  ti-aces  may  be  present. 


Fig.  219. 
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lu  order  to  ascertain  if  an  amorphous  or  other  deposit  contain 
lithic  aeid,  or  a  lithate,  we  must  treat  it  with  a  few  drops  of 
potash,  which  will  dissolve  any  of  the  acid  that  may  be  present. 
This  alkaline  solution  is  to  be  decomposed  with  excess  of  acetic 
acid ;  and,  after  it  has  been  allowed  to  stand  for  some  hours,  to 
allow  time  for  the  separation  of  the  crystals  of  uric  acid,  any 
deposit  that  may  have  formed  is  to  be  subjected  to  microscopical 
examination.  The  microscopic 
crystals  obtained,  in  this  man- 
ner, are  usually  in  the  form  of 
rhombic  tablets  (figs.  219,  220), 
and  not  imfrequently  assume  that 
of  six-sided  plates. 

Uric  acid  is  soluble  in  alkaline 
fluids,  and  is  usually  present  in 
serum,  in  combination  with  an 
alkaH ;  hence  we  shall  be  able  to  detect  it  in  aqueous  extracts, 
if  it  existed  originally  in  the  fluids.  All  that  is  necessary  is  to 
concentrate  the  solution,  and  then  add  excess  of  acetic  acid. 

Dr.  Garrod  *  has  proposed  an  excellent  plan  for  detecting  the 
presence  of  uric  acid  in  the  blood  of  gouty  patients,  which  is 
very  simple  and  easy  of  execu- 
tion. A  little  of  the  seriun  is 
poured  into  a  watch-glass,  and  a 
few  drops  of  acetic  acid  added  to 
it.  Two  or  three  very  fine  fila- 
ments of  silk,  or  tow,  are  then 
placed  in  the  mixture,  and  the 
whole  allowed  to  stand  in  a  still 
place,  under  a  glass  shade,  for 
twenty-four  hours  or  longer.  Upon  submitting  the  filaments  of 
tow  to  microscopical  examination,  they  will  often  be  found 
studded  with  minute  crystals  of  lithic  acid,  frequently  exhibiting 
some  of  the  forms  shown  in  the  above  figures. 

The  student  wiU  gain  much  practical  information  as  to  the 
characters  and  various  forms  which  this  substance  assumes,  by 


Fig.  220. 


*  "Medico-Chir.  Trans."  Vol.  XXXI. 
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dissolving  some  of  tlie  crystals  obtained  from  urine  in  alkaline 
solutions  (potash,  soda,  alkaline  carbonates,  phosphates,  &c.), 
and  then  causing  the  crystals  of  Hthic  acid  to  be  precipitated 
by  the  addition  of  excess  of  acid.  To  some  specimens  he  may 
add  hydrochloric,  to  others  acetic  or  nitric  acids,  &c.  Upon 
examining  the  crystals  obtained  by  these  varioiis  processes,  in 
the  microscope,  he  will  notice  a  great  variety  of  forms,  but, 
upon  careful  examination,  it  will  be  found  that  most  of  them 
are  mere  modifications  of  the  same  form,  and  that  a  connection 
between  them  may  be  traced  in  many  instances. 

318.  Hippuric  Acid  is  separated  from  its  salts  by  the  addition 
of  a  stronger  acid  (as  hydrochloric  acid),  and  the  crystals  which 
are  deposited  may  be  subjected  to  microscopical  examination  in 
the  usual  manner.  Hippuric  acid  should  always  be  sought  for 
in  animaV  structures  which  are  quite  fresh,  as  it  undergoes  de- 
composition very  rapidly,  and  then  becomes  entirely  converted 
into  benzoic  acid.  The  microscopical  characters  of  these  two 
Fig.  221,  acids  are  very  distinct. 

Benzoic  acid  crystal- 
lizes in  scales,  while 
the  crystals  of  hip- 
puric acid  occur  in 
the  form  of  beautiful 
prisms  (fig.  221),  not 
unlike  those  of  the 
ammoniaco-magnesian  phosphate.  Hippuric  acid  is  very  solu- 
ble in  hot  water,  and  also  in  alcohol.  Solutions  of  hippuric  acid 
redden  litmus  paper  strongly.  _       -j  .i. 

In  order  to  detect  small  quantities  of  Hppuric  acid,  the 
animal  fluid,  which  must  be  perfectly  fresh,  is  evaporated  ne^ly 
to  dryness,  and  then  treated  with  alcohol  sp.  gr.  -830.  Alter 
the  addition  of  a  crystal  of  oxalic  acid,  the  spirituous  solution  is 
evaporated  to  the  consistence  of  syrup.  The  residue  is  next  to 
be  extracted  with  ether,  which  contains  about  one-sixth  ot  its 
volume  of  alcohol.  The  solution  is  again  evaporated,  and  the 
remaining  extract  treated  with  water,  which  dissolves  the  hip- 
puric acid,  whHe  any  fatty  matter  wHch  is  present  is  left 
behind  in  an  insoluble  state.   The  solution  may  be  filtered  into  a 
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watcli-glass,  and  allowed  to  evaporate  slowly  that  crystals  may 
form. 

Hippuric  acid  may  always  be  obtained  from  the  fresh  urine 
of  horses  or  oxen.  After  the  administration  of  benzoic  acid,  it 
is  foimd  in  human  urine ;  and  Lehmann  has  remarked  the  pre- 
sence of  hippuric  acid  in  diabetic  urine,  in  every  instance  in 
which  he  has  sought  for  it.  Hippuric  acid  has  been  foimd  in 
the  blood  of  oxen  by  Verded  and  Dolfuss.* 

319.  i.actic  Acid — liactates. — The  presence  of  this  acid  is  often 
detected  with  difSculty  in  animal  substances,  in  consequence  of 
its  characteristic  reactions  being  interfered  with  by  the  presence 
of  many  organic  bodies.  Its  separation  from  other  substances  is 
attended  with  much  difficulty,  especially  when  it  is  present  only 
in  very  miaute  proportions. 

Its  presence  is  most  readily  determined  by  the  microscopical 
characters  of  certain  of  its  crystalline  salts.  Of  these  the  lac- 
tates of  zinc,  copper,  and  lime,  are  the  most  characteristic. 

In  order  to  detect  the  presence  of  lactic  acid  in  animal  fluids, 
Lehmann  proceeds  as  follows  :  the  fluid  is  evaporated  carefully 
over  a  water-bath,  and  the  residue  extracted  with  alcohol. 
After  the  separation  of  some  of  the  salts,  by  evaporating  this 
alcoholic  solution,  and  allowing  them  to  crystallize  out,  the  re- 
maining mother-liquor  is  treated 
with  sulphuric  or  oxaHc  acid.  The 
sulphate  or  oxalate  of  potash  is  then 
precipitated  by  means  of  alcohol, 
and  the  impure  lactic,  acid  remains 
in  solution.  To  this  solution 
baryta  water  is  next  added,  and 
the  excess  of  baryta  removed  by 
carbonic  acid.  The  solution  fil- 
tered from  the  precipitate  is  eva- 
porated to  a  syrupy  consistence, 
treated  with  alcohol,  filtered,  again  evaporated,  and  then  allowed 
to  stand  for  some  time,  in  order  that  any  baryta  salts  may  crys- 


*  Lehmann's  "Physiological  Chemistry,"  Cavendish  Society,  Vol.  II. 
p.  212. 
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Fig.  224. 


tallize  out.    The  syrup  is  next  removed,  and  decomposed  with 
sulphate  of  lime.    The  solution  filtered  from  the  sulphate  oi 
Fig.  223.  baryta  is  evaporated  to  a  small  bulk, 

DrS^  when  crystals  of  lactate  of  lime,  in  the 

Pi  ^  form  of  double  brushes  (fig.  222),  with 
crystals  of  sulphate  of  lime,  may  be 
^T^w''  jtf^S  observed  upon  microscopical  examina- 
Vli  ill  ^^o'n..  The  crystals  of  lactate  of  lime 
may  be  dissolved  in  alcohol  and  sxil- 
phate  of  copper  added.  After  the  re- 
moval of  the  excess  of  sulphates  of  lime  and  copper  by  evapo- 
ration and  crystallization,  the  remaining  solution  is  to  be  con- 
centrated, and  the  crystals  of  lactate  of  copper  examined  in  the 
microscope  (fig.  223).    If  distinct  and  measurable  crystals  are 

not  obtained  in  this  manner,  Leh- 
mann  dissolves  the  residue  in  a  little 
water  to  separate  any  butyric  acid 
that  may  be  present,  and  after  being 
strongly  boiled,  the  solution  is  fil- 
tered, and  a  zinc  bar  placed  in  it, 
which,  in  the  course  of  a  short  time, 
becomes  covered  with  crystals  of 
lactate  of  zinc,  the  angles  of  which 
may  be  measured  with  the  gonio- 
meter (fig.  224).  The  microscopical 
characters  of  these  salts  of  lactic  acid  are  well  shown  in  the  ex- 
cellent atlas  of  plates  of  my  friend  Dr.  Punke,  of  Leipzig,  a  work 
which  wUl  be  found  of  the  greatest  value  to  the  student  in 
animal  chemistry.* 

320.  Fatty  iTiatters.  —  Some  substauces  of  this  nature  crys- 
tallize in  characteristic  forms,  from  their  ethereal  or  alcoholic 
solutions. 

Margarine  may  be  readily  obtained  from  hiunan  fat:  it  is 
deposited  from  its  alcoholic  solution  in  roimd  spherical  masses, 
which  appear  almost  black  by  transmitted  light,  in  consequence 
of  beiag  composed  of  dense  aggregations  of  minute  crystals 


*  Cavendish  Society,  1 853. 
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(fig.  225).  Almost  the  whole  of  the  oily  fat  remains  in  solution 
in  the  alcohol. 

Fig.  225. 


Minute  stellas  of  this  substance  may  be  obtained  from  a  con- 
centrated alcoholic  solution  of  human  fat,  and  not  tmfrequently 
separate  spontaneously  from  the  oily  fat  in  which  they  have 
been  previously  dissolved.  This  crystallization  may  sometimes 
be  seen  ia  the  contents  of  the  fat  vesicle  of  adipose  tissue,  par- 
ticularly if  putrefaction  has  commenced,  and  also  in  many  mixed 
fatty  matters  which  have  been  extracted  from  animal  sub- 
stances, if  they  be  subjected  to  microscopical  examination. 

Margarine  crystallizes  from  its  solutions  ia  tufts  composed  of 
somewhat  wavy,  minute,  acicular  crystals,  or  in  separate  free, 
short  crystals,  which  are  usually  somewhat  curved. 

Margaric  acid  also  crystallizes  iu  minute  tiiffcs  composed  of 
very  small  and  much-curved  crystals  (fig.  227). 

Stearine  may  be  obtained  in  large  quantity  from  mutton  fat : 
it  is  only  slightly  soluble  in  hot  alcohol ;  from  which  solution  it 
readily  crystallizes  in  a  form  much 
resembling  that  of  margarine,  but 
the  needle-hke  crystals  are  for  the 
most  part  thinner,  and  their  direc- 
tion is  straight.  Stearine  also  very 
commonly  crystallizes  in  quadran- 
gular tablets. 

In  examining  the  crystals  of  these 
fatty  matters,  deposited  from  ethe- 
real or  alcohoHc  solutions,  obtained 
by  digesting  the  dried  animal  sub- 
stances in  alcohol  or  ether,  a  large  number  of  oil-globules  will 
also  be  observed  in  the  majority  of  instances.    The  characters 


Fig.  226. 
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of  stearic  acid  under  the  microscope  are  shown  in  fig.  226,  and 
those  of  margaric  acid  in  fig.  227.     The  accompanying  figures 
Fig.  227.  were  taken  from  the  excellent  atlas 

of  plates  by  Eobin  and  Verdeil.  * 

These  crystalline  fatty  matters  are 
not  unfrequently  met  with  in  mor- 
bid growtlis,  and  very  commonly  in 
various  fluids  and  solids  of  the  body. 
In  vomited  matters,  masses  of  crys- 
talline fat  are  very  often  observed; 
and  in  vomit  containing  sarcinse,  the 
stellar  crystalline  masses  are  very 
frequently  present. 
Cholesterine  is  a  non-saponifiable  fat,  and  occurs  in  many  situa- 
tions in  the  human  body.    There  is  always  a  small  quantity  of 

cholesterine  in  bUe,  and  the 
colourless  gall-stones  consist 
almost  entirely  of  this  sub- 
stance. It  may  be  extracted 
from  many  of  the  tissues  in  a 
state  of  health ;  I  have  even 
obtained  it  from  the  healthy 
crystaUine  lens  of  the  eye.  In 
disease  it  often  occurs  in  se- 
rous fluids,  especially  in  the 
serum  of  ovarian  and  other 
cysts,  and  in  the  fluid  of  hy- 
drocele. 

Cholesterine  may  always  be 
recognized  by  its  crj'stalline 
form  (fig.  121),  and  may  usually  be  obtained  by  the  slow  evapo- 
ration of  alcoholic  solutions  ;  but  where  only  mere  traces  of 
this  substance  are  present,  it  is  necessary  to  remove  the  other 


*  "  Traite  de  Chimie  Anatomique  et  Physiologique ;"  a  work  that  may 
be  consulted  with  great  advautage  by  all  interested  iu  the  microscopical 
characters  of  the  various  crystaUine  substances  met  with  in,  or  obtained 
from,  the  animal  body. 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE.  273 

fatty  matters  before  the  cholesterine  can  be  obtained  in  the  form 
of  crystals.  By  boiling  the  fats  with  water  and  oxide  of  lead, 
the  saponifiable  fats  form  a  plaster  with  the  latter  substance, 
and  the  cholesterine  is  dissolved  by  treating  the  latter  with 
dilute  alcohol,  from  which  solution  it  may  be  obtained  in  a  crys- 
talline form  by  subsequent  evaporation. 

Seroline. — This  is  another  non-saponifiable  fat,  but  differs  from 
cholesterine  in  not  forming  distinct  and  well-defined  crystals  ; 
it  separates  in  large  transparent  flakes  from  alcoholic  solu- 
tions (fig.  228). 

321.  CrystaUizable  Substance  from  the  Blood. — This  beautiful 

compound  is  held  in  solution  in  the  red  blood-corpuscles  of  man 
and  animals.  It  was  first  examined  by  Punke,  and  after- 
wards by  Kimde.*  The  subject  has  lately  been  very  carefully 
investigated  by  Lehmann.f  In  the  "  Medical  Times  and  Ga- 
zette" for  1852,  will  be  found  a  very  interesting  paper  on  the 
subject  by  Dr.  Parkes.J  The  various  forms  of  the  crystals  are 
well  delineated  by  Dr.  Funke.§    See  also  frontispiece. 

These  crystals  are  very  readily  obtained  by  diluting  blood 
with  water.  A  drop  of  blood  may  be  placed  upon  a  glass  slide, 
and  after  the  addition  of  a  drop  of  water,  alcohol,  or  ether,  the 
whole  should  be  lightly  covered  vsdth  thin  glass.  A  hair,  or  a 
smaU  piece  of  thin  paper  or  wood,  may  be  placed  between  the 
glasses,  in  order  that  a  stratum  of  fluid  of  sulEcient  thickness 
may  be  retained.  Whenever  it  is  possible,  it  is  preferable  to 
use  defibrinated  blood.  Often  the  corpuscles  and  a  little  serum 
may  be  removed  from  the  clot  by  firm  pressure,  and  from  this 
very  perfect  crystals  may  frequently  be  obtained.  The  blood- 
corpuscles  become  ruptured  by  endosmosis,  their  contents 
escape,  and  crystallize  as  the  solution  gradually  becomes  con- 


*  Dissert,  inaug.  Lips.  185L  (0.  Funke.)  Zeitschrift.  f.  rat.  Med.  N.  F. 
Bd.  I.  II. 

+  "  Lehrbuch  d.Physiolog.  Chemie,"  VoL  I.  second  edition,  18.58.  Bei, 
d.  k.  Sachs.  Gesel.  d.  Wiss.  1852-1853. 

t  See  also  a  paper  on  "  Albuminous  Crystallization,"  by  Dr.  Sieveking, 
in  the  "  British  and  Foreign  Medico-Chirurgical  Review,"  for  October  1853, 
in  which  some  excellent  woodcuts  of  blood-crystals  are  given. 

§  Cavendish  Society,  1853. 

N  3 
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centrated.  The  time  wliicli  elapses  before  crystallization  takes 
place  varies  from  an  hour  to  several  hours,  or  days,  in  different 
specimens  of  blood.  Crystals  may  also  be  obtained  in  a  similar 
manner  from  the  coagulum  of  blood. 

The  form  of  the  crystal  often  varies  slightly  in  the  same 
specimen,  but  the  blood  of  different  animals  yields  crystals  of 
very  difl'erent  forms.  The  prismatic  form  is  that  most  commonly 
obtained  from  the  blood  of  man,  the  carnivora,  and  fishes. 
Tetrahedral  crystals  appear  most  common  in  some  of  the 
rodentia,  as  the  guinea-pig,  while  six-sided  tables  are  formed  in 
the  blood  of  the  squirrel,  mouse,  and  some  others.  By  the  kind- 
ness of  Professor  Lehmann,  I  have  had  an  opportunity  of  seeing 
some  beautiful  rhomboidal  crystals,  which  he  had  obtained  from 
the  blood  of  the  hamster  (another  of  the  rodentia).  Progs' 
blood  cannot  be  made  to  crystallize,  in  consequence  of  the  den- 
sity of  the  cell  membrane  ;  but  Professor  Lehmann  tells  me  he 
has  obtained  crystals  readily  from  the  blood  of  the  Italian 
lizard.* 

The  crystals  form  more  readily  in  daylight  than  in  the  dark, 
but  most  rapidly  when  the  slide  is  exposed  in  the  light  of  the 
sun.  Por  the  method  of  preparing  these  blood-crystals  in  con- 
siderable quantity,  by  passing  first  a  stream  of  oxygen,  and  sub- 
sequently one  of  carbonic  acid  through  the  defibrinated  blood,  I 
must  refer  to  Lehmann's  "  Physiologischen  Chemie,"  band.  II. 
8. 162,  2nd  edition,  where  the  observer  will  also  find  much  im- 
portant information  on  this  highly  interesting-subject.^ 

Gruinea-pig's  blood  crystallizes  in  the  course  of  half-an-hour, 
or  even  sooner,  if  it  be  diluted  with  a  little  water  or  alcohol. 
I  have  seen  crystals  form  in  guinea-pig's  blood  without  the  ad- 
dition of  any  fluid,  and  without  any  evaporation  whatever. 
Dog's  blood  also  crystallizes  in  the  com-se  of  a  short  time  upon 
the  addition  of  a  little  alcohol.  Human  blood  crystallizes  after 
the  addition  of  water,  slowly  if  only  just  removed  from  the 


*  Since  the  above  was  in  type,  Teichmann  has  succeeded  in  obtaining 
crystals  from  frog's  blood  by  the  addition  of  a  very  large  quantity  of  water 
at  a  very  low  temperature.  Zeitschrift.  fiir.  rat.  Med.  N.  F.  Band  III. 
Heft.  3.— Brit,  and  Foreign  Med.  Chir.  Review,  April  1854. 
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bod7,  but  more  rapidly  if  the  blood  be  not  quite  fresh.  The 
crystals  shown  in  the  frontispiece  (fig.  1)  were  obtained  by 
diluting  a  drop  of  fresh  blood  from  the  finger,  with  a  drop  of 
distilled  water ;  and  after  covering  the  mixture  with  thin  glass, 
the  slide  was  placed  in  a  light  place.  Crystallization  commenced 
about  forty  hours  after  the  addition  of  water  to  this  specimen 
of  blood. 

It  is  excessively  difficult  to  preserve  specimens  of  these  blood 
crystals  as  permanent  objects.  I  have  succeeded,  however,  in 
keeping  some  human-blood  crystals  mounted  in  the  dry  way  ; 
some  from  dog's  blood  have  been  mounted  in  Canada  balsam, 
while  the  beautiful  octohedral  crystals  from  guinea-pig's  blood 
have  kept  pretty  well  in  the  fluid  to  which  spirit  had  been  added, 
although  they  soon  exhibited  a  tendency  to  change  colour. 

322.  CiTstaiiization  of  Bile. — The  glycocholates  of  potash  and 
soda  were  fiLrst  obtained  in  a  crystalline  form  by  Platner.  The 
crystaUizable  substance  of  the  bile  may  readily  be  obtained  as 
follows : — Perfectly  fresh  ox-bUe  is  rapidly  evaporated  to  dryness 
over  the  water-bath,  and  the  dry  residue  powdered  and  extracted 
with  absolute  alcohol;  the  dark-green  alcoholic  solution  is 
quickly  filtered  into  a  small  flask  or  bottle,  and  then  ether  is  gra- 
dually added  until  the  white  precipitate,  at  first  formed,  ceases 
to  be  redissolved  upon  agitation.  Care  should  be  taken  to  add 
the  ether  very  gradually,  for  otherwise  a  bulky,  amorphous  pre- 
cipitate occiu-s  which  does  not  become  crystalline.  The  bottle 
is  to  be  lightly  corked,  and  allowed  to  stand  ia  a  still  place. 
After  a  few  days,  stellar  masses  of  beautiful  aud  almost  colour- 
less crystals  appear ;  these  increase  until  tufts  of  a  considerable 
size  are  produced.  The  crystals  may  be  subjected  to  micro- 
scopical examination,  immersed  in  a  drop  of  the  solution  in 
which  they  were  produced,  and  are  beautiful  objects  ;  or  they 
may  be  carefully  washed  with  alcohol,  to  which  a  tenth  of  its 
bulk  of  ether  has  been  added,  and  rapidly  dried  in  vacuo. 

When  quite  dry,  the  crystals  may  be  mounted  in  a  ceU  in  the 
dry  way,  but  if  exposed  to  the  air  while  moist,  they  rapidly* 
deliquesce.    I  have  preserved  some  of  these  crystals  in  the 
solution  in  wHch  they  were  formed  in  a  thin  glass  ceU  for  some 
months. 
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APPENDIX. 


323.  Illumination  of  Objects. — Mr.  Eainey  has  devised  a  beau- 
tiful arrangement  for  producing  a  perfectly  white  artificial 
light  for  examining  microscopical  objects.  The  bright  dazzling 
eifect  of  the  sun  and  of  artificial  lights  is  due  chiefly  to  the  in- 
fluence of  the  calorific  rays;  and  in  order  to  obtain  a  light 
favourable  to  examination,  these  calorific  rays  must  be  stopped 
in  their  course  by  transmitting  the  light  through  some  trans- 
parent medium  which  will  absorb  them. 

The  combination  by  which  this  desirable  object  is  effected 
in  the  case  of  artificial  light  is  the  following :  "  One  piece  of 
dark-blue  glass,  free  from  any  tint  of  red,  one  of  a  very  pale 
blue  with  a  slight  shade  of  green,  and  two  of  thick  white  plate 
glass,  aU  cemented  together  with  Canada  balsam."  Mr. 
Eainey  says  that  when  this  medium  is  used  with  Grillett's  con- 
denser, objects  illuminated  by  the  light  of  a  camphine  lamp 
appear  as  if  they  were  seen  by  a  bright  day-light.* 

324.  Bark-gronnd  Illumination. — By  this  mode  of  illumina- 
tion, an  object  appears  itself  beautifully  illuminated,  while 
the  entire  field  surrounding  it  is  perfectly  dark.  It  is  effected 
by  preventing  any  rays  of  light  reflected  from  the  mirror 
from  passing  through  the  object  and  object-glass,  by  placing 
a  dark  stop  beneath  the  latter:  and  at  the  same  time  the 
arrangement  is  such  that  any  oblique  rays  will  impinge  upon  the 
object,  and  after  having  been  refracted  by  it,  they  will  pass 
through  the  object-glass.  In  consequence  of  the  only  rays  that 
are  transmitted  through  the  insti-ument  being  those  that  are 


*  This  apparatus  may  be  obtained  of  Mr.  Eoss. 
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thus  refracted  by  the  object,  the  remainder  of  the  field  appears 
quite  dark. 

The  same  effect  is  produced  by  a  beautiful  arrangement  of 
Mr.  Weuham's,  which  consists  of  a  truncated  concave  para- 
bolic mirror  with  an  opaque  stop  in  the  centre.  This  may 
be  obtained  under  the  name  of  Wenham's  paraboloid  re- 
flector. 

My  friend  Mr.  Brooke  has  applied  this  instrument  very  suc- 
cessfully for  the  illumination  of  opaque  objects  under  very  high 
magnifying  powers:  Wenham's  reflector  is  illuminated  by  a 
parallel  pencil  of  rays,  which  are  received,  as  they  converge 
to  the  focus  of  the  parabolic  mirror,  upon  a  small  plane  mirror 
attached  to  the  object-glass,  from  whence  they  are  reflected  upon 
the  object. 

325.  GUiett's  Condenser. — This  is  a  beautiful  arrangement, 
by  which  objects  can  be  examined  Fig.  229. 

either  upon  a  dark  or  light  ground, 
by  oblique  or  by  polarized  light, 
without  altering  any  of  the  adjust- 
ments of  the  microscope. 

It  consists  of  an  achromatic  con- 
denser, which  is  fitted  on  under- 
neath the  stage,  and  so  arranged 
that  a  series  of  apertures,  placed 
round  the  circumference  of  a  large 
cup-shaped  disc,  can  be  made  to  re- 
volve immediately  below  the  surface 
of  the  lowest  lens.  The  difierent 
apertm-es  vary  in  diameter.  One 
is  so  arranged  as  to  produce  a  dark 
ground ;  another  is  fitted  with  a 
tourmaline  for  examination  of  ob- 
jects by  polarized  light,  while  a  third 
vnll  only  admit  an  oblique  pencil 
of  light,  &c. 

In  the  examination  of  the  more 
delicate  test-objects,  this  instrument 
is  invaluable,  as  paints  of  structure  by  its  aid  can  be  readily 
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made  out  which  are  not  visible  by  the  ordinary  methods 
of  illumiuation ;  but  for  the.  general  purposes  of  the  medical 
practitioner  it  is  not  often  required. 

326.  Biuociiiar  MicroNcopc. — The  attention  of  microscopical 
observers  was  directed  many  years  ago  to  the  advantage  which 
would  be  derived  from  viewing  an  object  with  both  eyes  instead 
of  only  with  one  eye,  by  Professor  Wheatstone,  in  his  paper 
upon  Binocular  Vision.  (Phil.  Trans.  1838.)  Of  late  years 
several  attempts  have  been  made  to  construct  a  microscope 
upon  these  principles,  and  very  perfect  instruments  have  been 
of  late  designed.* 


The  arrangement  which  Mr.  Wenham  has  found  to  succeed 
■  best  is  shown  in  fig.  229,  in  which  b  represents  a  compound 
prism  composed  of  two  prisms  of  crovm  glass,  and  one  large  one 
i  of  flint  glass.    By  this  arrangement  two  images  are  produced, 


»  "On  the  Application  of  Binocular  Vision  to  the  Microscope,"  byF.  H. 
Wenham,  Trans,  of  the  Mic.  Society  of  London,  1853,  p.  1.  "  On  the  Bi- 
nocular Microscope,"  Prof.  Riddell,  New  Orleans,  Mic.  Journal,  1853, 
p.  18.  "  On  a  Microscope  adapted  for  Anatomical  Manipulations,  and  oua 
Binocular  Microscope,"  by  M.  Nachet,  Mic.  Journal,  1854,  p.  72. 
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one  being  ti-ansmitted  tlurough  each  of  the  tubes  and  eye- 
pieces d,  d. 

The  very  ingenious  arrangement  of 
M.  JSTachet  is  shown  in  fig.  230,  by 
which  two  observers  can  examine  an  ob- 
ject placed  in  the  field  of  the  microscope 
at  the  same  time.  Immediately  above 
the  object-glass  is  placed  a  glass  prism, 
the  section  of  an  equilateral  triangle. 
At  B  B'  two  other  prisms  are  situated, 
by  which  an  erect  image  of  the  object 
is  produced  in  each  tube. 

By  placing  the  two  prisms  B  B' 
nearer  to  the  triangiilar  prism,  as  shown 
in  fig.  231,  a  buiocular  microscope  of 
a  most  convenient  and  efiective  form 
is  obtained.  The  course  of  the  rays 
in  the  last  arrangement  is  shown  in 
fig.  232.  Eor  further  information  upon 
the  subject  of  binocular  microscopes, 
the  reader  is  referred  to  the  papers 
enumerated  in  the  Note. 


327.    Nachct's  Microscopes   for   Chemical  Observations. — M. 

Nachet  has  contrived  a  beautiful  arrangement  for  examining 
objects  which  are  to  be  treated  with  chemical  reagents,  or  to 
which  heat  is  to  be  apphed  while  under  observation.  In  this 
instrument  the  object-glass  is  placed  underneath  the  stage,  and  a 
prism  beneath  it,  by  which  the  rays  of  light  transmitted  by  the 
object-glass  are  refracted  through  the  tube  of  the  microscope, 
inclined  at  an  angle  of  about  45°,  and  conveniently  arranged 
for  observation.  The  light  is  thrown  upon  the  object  from 
above.  The  tube  of  the  microscope,  bearing  the  eye-piece  with 
the  object-glass,  shdes  upon  the  base  of  the  uistrument,  and 
can  be  withdrawn,  while  a  spirit-lamp  may  be  placed  imder- 
neath  the  stage,  and  heat  applied  to  the  object  when  necessary. 
In  this  microscope  the  glasses  cannot  be  injured  by  the  fumes 
of  acids,  &c.,  which  may  be  applied  to  objects.   Mr.  Highley  has 


Fig.  231. 
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Fig.  '23-2. 


proposed  some  additions  to  this  instrument  which  render  it  very 
useful  for  investigations  upon  the  optical  properties  of  crystals. 

328.  On  the  Manufaclurc  of  large  C'ryMlnlti  of  Sulphate  of  lodo- 

qiUnine. — The  employment  of  this  substance  for  polarizing  the 

light  in  microscopical 
examination  has  been 
already  alluded  to  in 
page  30.  Since  this  part 
of  the  work  was  in  type, 
Dr.  Herapath  has  suc- 
ceeded in  making  crys- 
tals sufficiently  large  for 
the  purposes  desired. 

Pure  disulphate  of 
quinine  (that  manufac- 
tured by  Messrs.  Howard 
and  Kent  is  strongly  re- 
commended) must  alone 
be  employed.  The  qui- 
nine is  dissolved  in  py- 
roligneous  acid,  sp.  gr. 
1*042,  and  the  solution 
diluted  wdth  an  equal 
quantity  of  proof  spirit  (made  by  mixing  equal  parts  of  spirit 
sp.  gr.  "837  and  distilled  water). 

A  spirituous  solution  of  iodine  is  made  by  dissolving  40 
grains  of  iodine  in  one  flidd  ounce  of  rectified  spirits-of-wine. 
The  following  is  the  formula : — 

Disulphate  of  quinine  ...  50  grs. 
Pyroligneous  spirit  ....    2  fluid  ounces. 

Proof  spirit  2  fluid  ounces. 

Spirituous  solution  of  iodine  50  drops. 
The  quinine  is  to  be  dissolved  in  the  acid  mixed  ^\dth  the  spirit, 
and  the  solution  heated  to  130°  P.  The  iodine  solution  is  then 
to  be  added  by  drops,  and  the  mixture  agitated  from  time  to 
time.  As  crystallization  takes  place,  the  largest  plates  rise  to 
the  surface  of  the  fluid,  and  these  increase  in  dimensions,  being 
perfectly  free  from  other  crystals.    The  greatest  care  must  be 


AND  ITS  APPLICATION  TO  CLINICAL  MEDICINE. 


281 


taken  to  prevent  tlie  solution  being  agitated  during  the  forma- 
tion of  tlie  crystals,  which  may  be  effected  by  suspending  the 
flask  containing  the  mixture  to  a  string  wliich  is  made  to 
stretch  across  the  room. 

The  large  crystals  should  appear  in  the  course  of  six  hours ; 
but  they  should  be  allowed  to  remain  in  the  solution  for  a 
period  of  from  twelve  to  twenty-four  hoxirs.  The  largest  plate 
is  then  removed  by  passing  a  small  glass  disk,  attached  to  the 
end  of  a  glass  rod,  beneath  it.  The  glass  with  the  crystal  is 
then  withdrawn,  and  the  superfluous  fluid  imbibed  with  blot- 
ting-paper, the  greatest  care  being  taken  not  to  touch  the 
crystal,  which  is  next  dipped  for  an  instant  in  cold  distilled 
water  in  which  iodine  has  been  dissolved.  The  adhering  fluid 
is  again  removed  as  before,  and  the  ci^ystal  placed  imder  a 
small  glass  shade,  beneath  which  a  watch-glass  with  a  few 
di'ops  of  tincture  of  iodine  is  included.  The  iodizing  of  the 
plate  takes  about  three  hours,  if  the  temperature  be  about  80°. 

The  crystal,  being  quite  dry,  is  next  mounted  in  thin  Canada 
balsam  (previously  saturated  with  iodine)  without  the  applica- 
tion of  heat.  For  this  purpose,  however.  Dr.  Herapath  recom- 
mends an  etherial  solution  of  Canada  balsam  which  has  been 
saturated  with  iodine.  The  most  minute  description  of  the 
whole  process  will  be  found  in  Dr.  Herapath's  paper,  to  which 
the  reader  is  therefore  referred.  ("  Microscopical  Joui-nal,' ' 
No.  VI.  January,  1854.) 

329.  Corpora  Aniyiacea. — Virchow  has  found  that  these  little 
concretions  which  are  met  with  in  the  brain,  are  composed  of  a 
substance  allied  to  cellulose.  In  order  to  prove  this,  a  watery 
solution  of  iodine  is  first  applied,  and  this  is  followed  by  the 
addition  of  dilute  sulphuric  acid,  when  the  characteristic  colour 
is  produced.  The  experiment  succeeds  better  when  the  rea- 
gents are  allowed  to  act  very  slowly  (12  to  24  hours). 

The  little  bodies  which  exhibit  this  reaction  must  be  distin- 
guished from  the  'brain-sand,'  consisting  principally  of  mineral 
constituents,  and  found  in  the  pineal  body  and  choroid  plexuses, 
the  organic  matrix  of  which  consists  of  nitrogenized  matter, 
and  is  coloured  yellow  by  the  iodine  and  sulphuric  acid. 

The  cellulose  bodies  are  found  most  abundantly  in  the 
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deeper  layers  of  the  membrane  lining  the  ventricles  of  the 
braiu,  in  immediate  contiguity  with  the  nerve  fibres,  and  are 
more  numerous  when  the  lining  membrane  is  very  thick. 

These  observations  of  Virchow  have  been  confirmed  by  Mr. 
Busk,  who  further  states  that  the  composition  of  these  bodies  is 
actually  identical  with  that  of  starch,  and  that  they  exhibit  the 
same  characteristic  reaction  upon  the  application  of  Schultz's 
solution,  composed  of  chloride  of  zinc  and  iodine  (§  298). 
For  further  information  upon  this  very  interesting  subject,  see 
Mr.  Busk's  Observations  in  No.  VI.  of  the  "  Microscopical 
Joui^nal,"  January,  1854. 

330.  Rciuoviiig    Stains    from    tkc     Hands.  BrunSWlck  Uuck 

may  be  removed  from  the  fingers  by  washing  them  with  a  little 
turpentine,  or  by  rubbing  them  with  lard  or  oil,  which  may 
afterwards  be  removed  by  soap  and  water. 

Marine  glue  may  generally  be  peeled  off",  or  it  can  be  dissolved 
with  a  little  ether  or  naphtha. 

Chromate  of  lead. — In  using  this  substance  for  injection,  the 
fijigers  often  become  stained  with  a  very  deep-yellow  colour, 
which  cannot  be  removed  by  ordinary  washing.  The  applica- 
tion of  a  little  hydrochloric  acid  at  once  dissolves  the  yellow 
precipitate.  The  hands  should  be-  plunged  into  water  imme- 
diately after  the  stain  has  disappeared. 

Sealing-wax  varnish,  and  other  varnishes  soluble  in  spirits- 
of-wine,  can  always  be  removed  by  the  application  of  a  little 
spirit. 

Lime  and  India-rubier  cement,  which  adheres  to  the  skin  very 
firmly,  can  be  removed  by  lard  or  oil,  and  subsequent  washing. 

Canada  balsam  may  be  removed  by  the  appHcation  of  a  little 
turpentine  or  ether. 

331.  Tabic  for  the  Mntual  Conversion  of  British  and  Forei^ 

i^ineni  Measurements. — This  table  is  Constructed  upon  the 
principle  of  those  used  for  calculations  in  quantitative  chemical 
analysis,  and  will  enable  the  observer  readily  to  compare  the 
value  of  diflferent  measurements.  It  has  been  copied  from  a 
communication  by  Dr.  Eobertson,  in  the  Edinburgh  Monthly 
Journal  of  Science,  for  January,  1852. 
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Apparatus  for  cutting  thin  sections  .......  178 

, ,       necessary  for  microscopical  research    .....  42 

Appendix       ...........  276 

Aphthae   174 

Arcus  senilis  ...........  4 

Areolar  tissue,  suhoutaneous       ........  153 

, ,          hypertrophy  of  .       .        .       .       .       .       .       .  161 

Arteries,  deposits  in    .........       .  138 

, ,      of  brain   135,  137 

, ,     Malpighian,  thickened    ........  136 

Artificial  injections  ..........  95 

Ascaris      .............  169 

j                           Ascitic  fluid    ...........  231 

1, 1                         Atheromatous  deposits   138 

1                           Axis  corpuscles       ..........  151 

Balsam,  Canada  ...........  50 

Barytes,  nitrate   249 

Bennett,  Dr.,  on  cryptogamia  in  the  lung    ......  175 

, ,           leucocythaemia      .......  229 

Bile,  crystallization  of                                                                 •  275 

Binocular  microscope      .........  278 

Bladder,  epithelium  of                                                                •  204 

, ,      pus  from  211 

Blanket  hair  in  urine  196 

Blood   228 

j                               , )  in  cholera   229 

*  t|                             , ,  leucocythaemia   229 

I  llil                             , ,  of  lower  animals   230 

''']                             , ,  of  the  spleen   230 

!                             , ,  crystals,  human  subject,  mouse,  cat,  dog,  squirrel,  guinea-pig       .  273 

Blood-corpuscles,  endosmosed   233 

, ,            acted  upon  by  acetic  acid,  nitric  acid,  or  alkalies      .  229 

, ,             in  urine       ........  220 

Blue  injections,  indigo,  Prussian  blue   107 

Boiling  tissues . 

j                          Bothriocephalus  latus  169 

Bone,  examination  of                                                                   •  1^1 

Bottles  for  collecting  urine   193 

Bowman,  Mr.,  on  muscular  fibre   138 

j  ,                         Brain,  examination  of  132 

'                             , ,    specific  gravity  of   244 

Branched  muscular  fibres   139 

i                          Branson,  Dr.,  compressorium   25 

j  Brass  plate  '*3 

I                          Bread-crumbs  in  urine   196 

!                          Bright's  kidney   ^^6 

j                         Brooke,  Mr.,  on  illumination  of  opaque  objects   277 


INDEX.  287 

PAGE 

Briicke,  on  muscular  layer  of  mucous  membrane      .       .       .       .  154 

on  muscular  fibres  of  villi      .        .       .        .        .        .        .  154 

Brunner,  microscope-maker     ........  13 

Brunswick  black       ..........  49 

, ,          removal  of,  from  hands   282 

Bryson,  microscope-maker         ........  13 

Built  glass  cells       ..........  63 

Bull's-eye  condenser   28,  29 

Burnett's  solution     89 

Busk,  Mr.,  on  corpora  amylacea  ........  281 

Butter,  in  urine       ..........  196 

Cabinets  for  microscopic  preparations         .       .       ...       .       .  94 

Calcareous  masses  in  lung       .       .       .       .       .       .       .       .  145 

Camera  lucida    ...........  32 

, ,     photographic   39 

Canada  balsam  .        ..........  50 

, ,     mounting  preparations  in     ......       .  90 

, ,     removal  of,  from  the  hands   282 

Canaliculi  of  bone                                                      .       .       .  181 

Cancer   163 

, ,    cells  in  vomit        .........  236 

, ,      , ,   in  urine   237 

, ,    of  lip   166 

, ,    of  pylorus   I55 

Cancroid  growths    ..........  165 

Cans  for  injecting  99 

Capillary  vessels  of  kidney  126  136 

Carbonate,  testing  for.       ........  254 

, ,       of  lead   107 

, ,          , ,    size  of  particles  of    ......       .  io2 

, ,       of  lime  by  reflected  light   74 

, ,          ,  .     in  different  media   .......  75 

) ,           , ,      in  urine   220 

I )          , ,     from  horse's  urine    .......  220 

, ,       of  potash  in  the  examination  of  skin       ....  152 

Carmine   jqj 

Casts  of  the  uriniferous  tubes   205 

, ,  of  medium  diameter  ........  2O6 

,,  of  considerable  diameter   207 

, ,  of  small  diameter   208 

, ,  containing  oil  "     .  '  206 

> )       , ,        oxalate  of  lime   ........  207 

, ,  manner  in  which  formed  .       .  "  2O6 

, ,  preservation  of   .       .  ' 

Cat's  blood,  crystals  of    .       .'.'.*.■.■.'.  Frontispiece 

, ,  hair  in  urine  _  jgg 

Caution  necessary  in  drawing  inferences  from  microscopical  exami- 


288 


IN^DEX. 


Cells,  of  cancerous  tumours 

, ,  of  cancroid  tumours  .... 
, ,  of  liver  ...... 

,,  pigment  

, ,  containing  oil-globules  in  blood 
, ,  , ,  in  ovarian  fluid 

, ,  in  urine,  nature  of  vi'hich  not  known 
, ,  for  preserving  preparations 
, ,  for  examination  of  deposits 
, ,  Brunswick  black  .... 
, ,  gutta  percha  ..... 
, ,  for  examining  proteus 
, ,  tinfoil  ...... 

, ,  very  thin  glass  

Cellular  tissue,  hypertrophy  of  . 
Cements  ........ 

, ,    for  attaching  gutta  percha  to  the  glass  slides 
, ,    for  attaching  cover  to  large  glass  cells 

Cerebral  matter,  white  

Chalk,  precipitated,  size  of  particles  of 
Chemical  analysis  in  microscopical  investigation 
, ,      and  microscopical  examination 
, ,     apparatus  required  for 
, ,      examination  of  urinary  deposits  . 
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, ,  spinal  cord 
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Ciliated  epithelium  

of  air  passages  .... 
positions  in  which  found  in  human  body 
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,,      Gillett's   277 
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Coniferous  wood  in  urine    .........  210 

Corks  for  dissection  under  water      .......  78 

, ,    for  injecting  pipes      ...              .....  99 

Cornea  and  retina,  examination  of  ......       .  157 

Corpora  amylacea       .........     132,  281 

Cotton  fibres  in  urine      .........  igg 

Cover,  application  of,  to  cell       ........  82 

Creatine,  creatinine        .........  265 

Creosote  solution  87 

Crystalline  substances,  formation  of,  in  animal  fluids        .       .       .  259 

)i       lens   158 

Crystals,  examination  of,  in  microscope    ......  261 

, ,     of  bile   275 

, ,     of  blood                                                                         230,  273 

, ,     of  fatty  matters   .........  270 

, ,     method  of  measuring       .       .       .       .       .       .       .  3g 

, ,     preservation  of     ........        _  263 

, ,     influence  of,  upon  polarized  light       .....  262 

, ,     separation  of,  from  animal  substances  .....  260 

Crystallization,  influence  of  extractive  matters  upon        .       .       .  259 

Cuticle  149 

Cutting  glass   53 

, ,     circular  pieces  of  thin  glass   54 

, ,      thin  sections  of  soft  tissues         ......  120 

,,           hard  tissues   178 

Cystine   219 

, ,    preservation  of   226 
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Cysts,  hydatid  

Dancer,  microscope-maker 
Darlc-ground  illumiuation  . 

Deep  glass  cells  

, ,       , ,    made  with  blowpipe 
Defining  power  ..... 
Delves,  Mr.,  on  photographs 
Demodex  foUiculorum  .... 
Dennis,  Mr.,  on  glass  cells  . 
Dentinal  tubes  ..... 
Deposits,  collecting  small  quantities  of 
, ,     removal  of,  from  vessel 
, ,     separation  of,  from  fluids 
, ,     from  serous  fluids 
, ,      from  urine  .... 
Diagnosis,  value  of  the  microscope  in 
, ,      of  the  pus  globule 

Diamond,  cutting  

writing  .... 

Diaphragm  

DiatomaceaJ,  siliceous  skeletons  of 
Dissection  under  the  surface  of  fluid 
Discharges  from  the  uterus  and  vagina 

Drawing  objects  

Dropsy,  acute,  form  of  lithic  acid  in  urine 
Drying  tissues  for  microscopical  examination 
Dumb  bells,  occurrence  of,  in  urine  . 
, ,        cell  wall  of  .    .  . 
, ,        of  carbonate  of  lime 
, ,        of  lithate  of  potash 
, ,        of  oxalurate  of  lime 
, ,        of  phosphate  of  lime  . 
, ,        of  lithic  acid  . 

Earthy  phosphates  

, ,  deposited  in  urine  by  keeping 

Echinococci 

,  J        in  sputum 
Elastic  fibrous  tissue  in  stools  . 
Elder  pith  for  cleaning  object-glasses  . 

Enchondroma  

Entozoa 

Entozoon  folliculorum 

Epidermis  

Epithelial  cancer    .       .       •  • 
J ,       casts  .       .       •       •  • 
J ,       growths  .       .       •  ■ 

Epithelium,  examination  of 
,       in  sputum 
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, ,       lu-eter   204 

,,       bladder   204 

urethra   205 

905 

, ,       vagjna  •  -"•^ 

Epizoa                                                                                    .  172 

Ether   248 

Evaporation  and  drying   246 
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Eye-piece  micrometer     .........  35 

Fat                                                                                        157,  270 

, ,  in  free  globules         .........  209 
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' '          3.  Granular  and  crystaUine 

preservation  of 
Urine, 'c'oUection  of,  for  examination 
containing  blood-globules 
, ,    examination  of 
Urinometer     .       •       •       •  ' 
Uterus,  discharges  from  . 
Vagina,  epithelium  of      .       •  • 

discharges  from 
Valentin's  knife       .       •       •  ' 

new  form  of 
Varnish,  sealing-wax 
Vegetable  parasitic  structures 
Vermilion       •       '       •  ' 
Vessels,  examination  of 

brain  .       •       •       '  ' 
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Virchow  on  corpora  amylacea  ........  281 

Volatile  alkali            .        .       .       •   244 
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, ,    epithelium  in            .........  236 

, ,  sarcinas  in  •  175 
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"Wash-bottle   '     •  77,118 

Washing  substances            .........  76 

Watch-glasses  44 

Water-bath   .44 

Wax  and  gutta  percha,  tablets  of      ......       .  76 

Waxy  casts        ...........  207 

Wenham,  Mr.,  binocular  microscope         ......  278 

, ,         paraboloid  reflector   277 

White  corpuscles     ..........  229 

White  injections         ..........  107 

White  light  for  illumination    ........  276 

Wooden  forceps         ..........  47 

Yellow  fibrous  tissue,  action  of  acetic  acid  upon       .       .       .        162,  256 

Yellow  Injections       ..........  105 
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P.  i1,  line  2,  for  is  read  are. 

P.  91,  $  104,  for  moving  read  remomng. 
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